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ABSTRACT 


What We Learned 


1. Existing commercially available field-portable vapor-phase monitoring equipment are 
sufficiently accurate, precise, and sensitive for calculating equivalent VOC concentrations in 
groundwater down to part per billion levels. 


2. VOC groundwater concentrations can be reasonably and reliably estimated using submerged 
passive vapor samplers. Both a simple passive vapor sampler constructed of a 40-mL vial in 
plastic and the Haas Balloon Sampler worked well. Field equilibration of conventional 
collected groundwater samples followed by on-site vapor analysis using a field GC also 
worked well. 


3. A field-portable GC demonstrated the highest performance of the analytical devices that 
were tested. Simple PID instruments did not work well for this application. 


4. Vapor-phase sampling and analysis methods are easy to implement and can be tailored to 
site-specific needs. 
What Doesn’t Work 


5. Collecting vapor samples from a sealed monitoring well headspace was not an effective 
method for determining groundwater concentrations under the tested conditions due to 
stratification in wells (see Result 8). 


6. Vapor-phase based monitoring methods are no more variable than conventional 
groundwater monitoring methods, including low flow sampling. 
Key Things to Watch Out For 


7. Although not a strong factor in this study, seasonal temperature gradients have the potential 
to significantly alter monitoring data, including both conventional and vapor-phase based 
methods. 


8. Vertical stratification can be important contributing factor to variability and limits the utility 
of the well-headspace vapor-phase-based monitoring approach. 


9. Other well and aquifer-specific factors can contribute to variability and influence the 
performance of vapor-phase based monitoring methods. 


Key Conclusions 


10. Passive vapor sampling methods represent a very promising approach for field-based 
estimation of groundwater concentrations. 


11. Vapor-phase based methods represent a significant cost savings (36% or more) relative to 
conventional groundwater monitoring approaches. 
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OBJECTIVE: This project involved basic research on an alternative groundwater sampling 
approach—vapor-phase groundwater monitoring—that relies on a different set of physical 
processes and analytical instruments to provide the Department of Defense (DoD) with reliable 
and accurate long-term monitoring for volatile organic compounds (VOCs). The overall goal of 
this research project is to evaluate the utility of on-site vapor-phase analysis of samples from a 
groundwater monitoring well as an alternative to off-site analysis of groundwater samples. 
Current approaches for long-term groundwater monitoring programs rely on water sampling and 
analysis using traditional decades-old protocols that are time-consuming and costly. Complying 
with the requirements of these monitoring programs comprise a significant portion of life-cycle 
remediation costs the for Department of Defense (DoD). There is an opportunity to use existing 
vapor-phase based technologies as part of a new approach that generates monitoring data more 
rapidly at a lower overall cost. 


TECHNICAL APPROACH: All investigations completed as part of this project were designed 
to test the principle that the VOC concentration measured in a vapor-phase sample in equilibrium 
with affected groundwater can be used to accurately determine the VOC concentration in the 
associated groundwater at or below maximum contaminant levels (MCLs). Two key hypotheses 
were developed to support this principle: (1) Portable vapor-phase monitoring instruments can 
be used to accurately determine VOC concentrations in water under equilibrium conditions; (2) 
In-well mixing is sufficient in some or all groundwater monitoring wells to establish equilibrium 
partitioning conditions between affected groundwater and in-well headspace vapors. These 
hypotheses were tested through a series of laboratory and field-based programs, consisting of: 1) 
a laboratory-based study to validate analytical equipment and to identify promising methods; 11) 
three distinct phases of field-based studies to test various sampling and collection methods and to 
examine design and well-specific factors that influenced performance; and 111) a combined 
modeling-field study that focused on the influence of seasonal temperature gradients on vertical 
stratification of concentration within monitoring wells. A variety of vapor-phase sampling and/or 
analysis techniques were tested, including: i) direct sampling and analysis from the headspace of 
a capped monitoring well; ii) several different permutations of submerged passive vapor 
diffusion samplers, all of which are gas-permeable but water tight; and iii) “field equilibration” 
of groundwater (collected using low-flow techniques) in a vial, followed by on-site analysis of 
the equilibrated headspace. A combination of quantitative methods was used to evaluate vapor- 
phase based concentration data to more conventional (baseline) groundwater concentration data. 
These evaluation methods and metrics included linear regression, relative percent difference, 
coefficient of variation, ANOVA, and parametric and non-parametric statistical tests for 
significance. The vast majority of the validation data were collected in the field, with 
approximately 1100 concentration datapoints collected during the various field programs. 


RESULTS: The project findings confirmed that existing field-portable vapor-phase monitoring 
equipment are sufficiently accurate, precise, and sensitive for calculating equivalent VOC 
concentrations in groundwater. Specifically, a field-portable gas chromatograph (GC) 
demonstrated the highest performance of the analytical devices that were tested. Alternative field 
instruments for vapor-phase analysis—a simple PID-based handheld meter and the HAPSITE 
with GC/MS capabilities—were also tested during one or more of the field programs. These 
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instruments did not perform as strongly as the field GC with respect to accuracy and precision, 
although the HAPSITE did prove useful in terms of identifying a higher number of constituents 
at lower detection limits. Vapor-phase sampling and analysis methods proved easy to implement 
and can be tailored to site-specific needs, including multi-level sampling. Collecting vapor 
samples from the well headspace was not an effective method for determining groundwater 
concentrations under the tested conditions. In part, this was due to the influence of some degree 
of vertical stratification of concentrations within the well network, such that the vapor sample 
that was collected from the well headspace was in equilibrium with water that was typically not 
representative of the water collected for low-flow sampling. Instead, low-flow groundwater 
concentrations could be most reasonably estimated by using submerged passive vapor diffusion 
samplers or field equilibration of collected groundwater. Because these latter two methods 
collect samples within the screened interval of the well, they are not as reliant on in-well mixing 
to overcome stratification as is the simpler headspace method. A combination of modeling and 
field data were used to show that seasonal temperature gradients have the potential to contribute 
significant variability to monitoring data, including both conventional and vapor-phase based 
methods. In particular, they can promote or diminish vertical stratification within the well during 
different periods. Of the other well and aquifer-specific factors that were investigated, only the 
presence of a confining aquifer significantly contributed (negatively) to variability. A year-long, 
multi-event evaluation demonstrated that vapor-phase based monitoring methods are no more 
variable than conventional groundwater monitoring methods, with both types subject to similar 
spatial and temporal variability that can be difficult to reduce. 


BENEFITS: The development of reliable vapor-phase-based monitoring approaches is designed 
to aid the DoD with several key goals in long-term monitoring optimization. First, it entails a 
less cost and time-intensive method for analyzing specific contaminants of concern, including 
most chlorinated hydrocarbons. Further, it can utilize inexpensive and cost-effective tools during 
the data collection process. Finally, it represents a simple approach that would be easy to 
implement at a majority of DoD sites nationwide. All of these factors work to significantly 
reduce the cost liabilities associated with groundwater monitoring while providing a more 
sustainable long-term approach. Extensive cost modeling demonstrated that groundwater 
monitoring could be completed at a cost savings of at least 36% when on-site vapor-based 
monitoring was completed using a rented GC. This represents a savings of several hundred 
dollars per sample for typical monitoring programs (depending on whether monitoring was 
completed at an in-town or out-of-town site). Sensitivity analysis was used to examine the 
impact of the number of samples per event and per well on overall cost. In particular, using 
passive vapor samplers to perform multi-level monitoring (i.e., increasing the number of samples 
per location) shifts the economics sharply in the favor of vapor-phase based methods. The vapor- 
phase monitoring methods are straightforward and can be implemented by DoD and other 
stakeholders with limited additional training and expense. Consequently, there are no technical 
limitations for its larger-scale use. 
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1. OBJECTIVE 


The overall goal of this research project was to evaluate the utility of on-site vapor-phase 
analysis of well vapor samples as an alternative to off-site analysis of groundwater samples. 
Current approaches for long-term monitoring groundwater monitoring programs rely on water 
sampling and analysis using traditional protocols, and complying with the requirements of these 
monitoring programs comprise a significant portion of life-cycle remediation costs the for 
Department of Defense (DoD). There is an opportunity to use existing technologies as part of a 
new approach that generates monitoring data more rapidly at a lower overall cost. The project 
was designed to test a two-part hypothesis: 


Hypothesis 1: Portable vapor-phase monitoring instruments can be used to accurately 
determine VOC concentrations in water under equilibrium conditions: Currently 
available field-portable photo-ionization detectors (PID) and/or gas chromatograph (GC) 
instruments are sufficiently sensitive and accurate to measure vapor-phase volatile 
organic compounds (VOCs) in the ppbv (part per billion volume) concentration range. 
For vapor samples in equilibrium with affected groundwater, the VOC concentration 
measured in a vapor-phase headspace sample can be used to accurately determine the 
VOC concentration in the associated groundwater at or below maximum contaminant 
levels (MCLs). The sensitivity and accuracy of field-portable vapor-phase monitoring 
instruments for measurement of VOC concentrations in water were evaluated in a 
laboratory study, and these instruments are being tested during an on-going field program 
for their utility in collecting representative data from monitoring wells. 


Hypothesis 2: In-well mixing is sufficient in some or all groundwater monitoring wells 
to establish equilibrium partitioning conditions between affected groundwater and in- 
well headspace vapors. Equilibrium partitioning of VOCs between affected groundwater 
and associated well-headspace vapors will occur when the time scale for mixing and 
partitioning is significantly less than the time scale of i) changes in VOC concentration 
within groundwater and ii) depletion of VOCs from the water-phase and/or the vapor- 
phase within the monitoring well. While literature reports suggest that equilibrium 
partitioning between well water and headspace vapors can be reliably achieved in some 
monitoring wells, alternative vapor collection methods may be necessary in other wells if 
there is evidence of vertical stratification. The field component of this study will identify 
i) the extent to which equilibrium partitioning occurs between groundwater and 
monitoring well headspace, and specific field conditions that contribute to reliable 
equilibrium partitioning, and 11) specific vapor collection schemes that are best suited for 
determining the concentration in the affected groundwater. 


If both parts of the hypothesis are validated, then in-field vapor-phase monitoring of well 
headspace samples will provide an accurate measurement of VOC concentrations within 
groundwater at these monitoring well locations. 
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To test these hypotheses and validate the use of in-field vapor-phase groundwater monitoring 
techniques, the specific technical objectives of the project are as follows: 


e Validate the use of field-portable vapor phase monitoring equipment to determine VOC 
concentration in water samples by conducting a detailed laboratory study. 


e Evaluate several different sampling methods to obtain vapor-phase samples in 
equilibrium with groundwater at the monitoring well. 


e Evaluate the accuracy, precision, and sensitivity of field-based, vapor-phase groundwater 
monitoring compared to existing groundwater monitoring technologies. 


e Identify conditions where equilibrium partitioning occurs between groundwater and well 
head space vapors by performing statistical evaluations of the contribution of a variety of 
aquifer and well construction characteristics to sampling variability. 


e Develop practical guidelines for the selection of appropriate vapor-phase groundwater 
monitoring strategies for various settings and applications (aquifer type, detection 
monitoring programs, natural attenuation monitoring programs, etc.), including cost- 
effectiveness. 
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2. BACKGROUND 


The purpose of this project is to evaluate utility of using field portable analytical instruments to 
obtain real-time groundwater monitoring results for long-term groundwater monitoring 
programs. The rational for this project is discussed below. 


2.1 SERDP Relevance 


New approaches for groundwater monitoring are needed to alleviate the long-term cost burdens 
that current programs represent for DoD facilities. At present, groundwater monitoring programs, 
involving water sampling and analysis using traditional protocols, comprise a significant portion 
of life-cycle remediation costs. As illustrated below, current estimates of the size of these 
financial burdens can be demonstrated in the following examples: 


e The U.S. Air Force has approximately 35,000 wells in its world-wide groundwater 
monitoring network (Hunter, 2004), with an estimated cost of $24.8 million per year 
devoted to sampling and analysis, corresponding to an annual cost of $750 per well. 


e The U.S. Army has groundwater monitoring networks at 1300 sites, with a 10-year 
estimated life-cycle cost for monitoring of $500 million (Minsker, 2003). 


e The U.S. Navy is reported to spend an estimated $80 million annually for long-term 
groundwater monitoring programs (Van Duren, 2003, as reported in Taggart, 2003). 


In total, these groundwater monitoring programs represent liabilities of $150 to $160 million 
annually. Currently, these DoD groundwater monitoring systems principally entail use of 25 to 
30-year old techniques, and must go through multiple steps of collection, handling, lab analysis, 
and data transfer before reaching its intended audience. The opportunity for significant cost 
savings exists if alternative long-term monitoring approaches are developed that can reduce the 
number of steps in traditional sampling programs by making use of improved knowledge and 
technologies for sample analysis. 


An evaluation of the vapor-phase monitoring approach described below addresses all of the key 
goals stated in the original SERDP statement of need, specifically: 


e It represents a more cost-effective method for analyzing specific contaminants of 
concern, including all chlorinated hydrocarbons 


e It uses inexpensive and cost-effective tools during this data collection process 


e It represents a simple approach that would be easy to implement at a majority of DoD 
sites nationwide. 


All of these factors work to significantly reduce the cost liabilities associated with groundwater 
monitoring while providing a more sustainable long-term approach. 
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2.2 Technical Rationale 


In collecting groundwater data for long-term monitoring programs, the route that the sample/data 
takes involves 3 different groups (sampler, shipper, lab); 3 separate transfers of the physical 
specimen (from well to sampler; from sampler to vial; from vial to analyzer); and 2 handoffs of 
the sample results (sample custody sheets to lab; data back to sampling group). Each of these 
steps increase the potential for inaccurate data because of the inherent sources of variability 
impact VOC concentration measurements in water samples collected from groundwater 
monitoring wells using the currently accepted sampling and analysis techniques. This process 
can be made more efficient by reducing the number of steps and making use of improved 
knowledge and technologies for sample analysis. 


In combination, a number of well-established or recent technological developments, such as the 
acceptance of no-purge/passive sampling, the use of headspace equilibrium as a key component 
of research lab sampling protocols, and the development of robust and sensitive vapor-phase 
sampling equipment, provide the opportunity to reduce the number of steps. Specifically, there 
is the potential to replace conventional groundwater sampling and off-site analysis 
methodologies with a new, more economical and efficient strategy that relies on in-field analysis 
of well headspace vapors to monitor changes in groundwater quality over time. 


Therefore, we have proposed conducting basic research on an alternative groundwater sampling 
approach—vapor-phase groundwater monitoring—that relies on a different set of physical 
processes and analytical instruments to provide the DoD with reliable and accurate long-term 
monitoring for volatile organic compounds (VOCs), the most common class of groundwater 
contaminants present at DoD facilities (Figure 2.1). 


‘1) Select a Vapor Sampling Method 2) Select an Analytical Method 


“Short” Passive Vapor Diffusion Sampler 
. Extended-Length Passive Vapor Diffusion Sampler A. Field Gas Chromatograph 
. Balloon Passive Vapor Diffusion Sampler B. PID 
. Direct Headspace Sampling C. HAPSITE 
. Fleld Equillbration of Groundwater 


2 Equilibrium 
3) Convert Vapor Parielonind 
Measurementio | Calculation 
Groundwater 
Concentration 


Figure 2.1. Technical Approach for Vapor-Phase Based Groundwater Monitoring 
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A key part of our original hypothesis was that in-well mixing will support equilibrium 
partitioning between the water and air phases in the monitoring well. For cases where this is 
true, in-field vapor-phase monitoring of well headspace samples will provide an accurate 
measurement of VOC concentrations within groundwater at these monitoring wells. 


Conventional groundwater sampling historically involved purging a large volume of water from 
the monitoring well prior to sample collection in order to ensure that VOC concentrations in the 
water sample were representative of aquifer conditions. However, an improved understanding of 
both aquifer and well dynamics has led to several important shifts in the way groundwater 
sampling is now performed. First, low-flow purging at rates which prevent drawdown became 
accepted as a way to ensure that water being sampled was more representative of water in the 
adjacent formation. Low-flow sampling is now the sampling method of choice at most sites 
(Barcelona et al., 2005). 


Second, there is growing recognition that VOC concentrations in the aquifer can be more 
variable and stratified than previously thought. A large number of studies have demonstrated 
that VOC concentrations in groundwater can vary by orders-of-magnitude over short vertical 
distances (e.g., Church and Granato, 1996; Powell and Puls, 1993; Martin-Hayden, 2000; 
Martin-Hayden and Wolfe, 2000; Guilbeault et al., 2005). Because of aquifer heterogeneity, it is 
perhaps unrealistic to expect a single water sample to provide a comprehensive characterization 
of concentrations in the aquifer in the immediate vicinity of the well. Instead, samples from 
monitoring wells via pumping typically provide an approximately flow-weighted average 
measurement from the portion of the aquifer screened by the well, even when low-flow purging 
is employed (Martin-Hayden et al., 1991; Hutchins and Acree, 2000; McDonald and Smith, 
2009). There is a push towards using shorter screened intervals to generate higher-resolution 
data that better delineates contaminant stratification, but it is our experience that long (10-ft) 
screens are still (by far) the most commonly implemented screen length for monitoring well. 


Further, studies of in-well groundwater flow indicate that ambient well bore mixing of 
groundwater within a monitoring well can strongly influence monitoring results (e.g.; Martin- 
Hayden, 2000; Elci, 2001). Vertical ambient flow within a well would mask any heterogeneity 
in contaminant concentrations. However, it would minimize the need for purging prior to 
collection of water samples because similar concentrations could be expected regardless of the 
vertical locations where the samples were collected. Work by Church and Granato (1996), Elci 
(2001), Britt (2005), and others suggest that vertical flow and in-well mixing occur in a large 
percentage of all monitoring wells, and may be induced even during low-flow purging. This 
understanding of well dynamics is consistent with the finding that low-flow purge sampling 
methods (Barcelona et al., 2005) and no-purge sample collection methods (e.g., Vroblesky, 
2001) tend to yield results comparable to traditional high-volume purge methods. Because of this 
mixing, no-purge methods are gaining increasing acceptance over time (Newell et al., 2000; 
ITRC, 2004; Verreydt, 2010; Britt et al., 2010). 
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Several researchers have started to examine the influence of these well dynamics factors on 
monitoring results, with a focus on the impact of vertical flow caused by density or head 
difference within the monitoring well. Martin-Hayden (2000b) found that in-well flow dynamics 
associated with extremely small density gradients (associated with either temperature gradients 
or solute concentration gradients) could alter the flow induced by low-flow purging and can 
thereby change the sample results. Vroblesky et al. (2006, 2007) demonstrated that vertical 
temperature gradients could result in convective transport of dissolved oxygen from the 
atmosphere inside the screened interval of the well during thermally unstable conditions, but this 
convective process did not occur during thermally stable conditions. Mayo (2010) showed in 
wells screened across a heterogeneous formation, head differences as small as 0.01 m could 
cause well bore mixing that resulted in significant vertical redistribution of contaminants. 
Regardless of their origin, these gradients can influence the degree to which concentrations 
estimated using vapor samples from various locations in a monitoring well can be correlated to 
groundwater concentrations. For example, the potential for seasonally-changing stable or 
unstable conditions based on temperature gradients should be a factor when selecting appropriate 
sampling dates. 


The growing acceptance of no purge and passive sampling methods is consistent with the 
position that water within the well bore is largely representative of aquifer water (or 
alternatively, that quantifying this difference may not be relevant for site-specific monitoring 
objectives). Enhanced understanding how contaminant concentrations measured in a well using 
passive sampling devices (or in-situ sensors) relate to contaminant concentrations in the 
surrounding formation is a focus of another on-going SERDP project (ER-1704). In cases where 
there is little vertical stratification, or where this stratification is eliminated through ambient 
vertical flow within the borehole, there should be minimal difference between data collected 
either low-flow and no-purge methods. Consequently, a vapor-phase measurement of this well 
water may also be representative of concentrations in groundwater. Assuming equilibrium 
partitioning occurs, this sample can be collected from the well headspace. It should be clear that 
passive methods—including those based on vapor analysis—would not be able identify 
stratification in wells where vertical flow was present (Metcalf and Robins, 2007; MacDonald 
and Smith, 2009). 


For those wells installed in formations with significant vertical stratification and there is poor in- 
well mixing, a vapor sample from the well headspace may not be representative of groundwater 
concentrations. Ifa correlation is to be attempted in these cases, attention must be paid to the 
vertical location where the corresponding groundwater sample is collected. For a low-flow 
groundwater sample that is typically (but not always) collected near the center of the well screen, 
a vapor sample from the same vertical location would likely yield more comparable results. In 
these cases, passive methods for collecting vapor samples—such as the use of a semi-permeable 
bag submerged in the water column—may be a better option for determining the groundwater 
concentration. However, the degree of mixing induced even by low-flow purging may result in 
differences with data collected using passive methods. As a result, in wells with significant 
stratification (and minimal vertical flow), the concentrations obtained using passive samplers are 
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likely to be more representative of the depth at which they are employed (Divine et al., 2005). 
For multi-level sampling, this means that passive sampling methods should be an improvement 
over low-flow purging methods. 


This discussion is consistent with the increasing realization in the environmental community that 
when designing a monitoring program, it is important to have an understanding of what type of 
data will be generated by the chosen sampling and analysis method. In developing alternative 
monitoring strategies, the data are generally compared to current methods, and low flow 
groundwater data are the typical baseline due to widespread use (Divine et al., 2005). 
Comparisons with low-flow groundwater data were used extensively for these comparative 
purposes during the current project, but with the realization that low-flow groundwater data are 
not necessarily the most representative of formation conditions in all cases. Understanding the 
sources of variability (and methods for mitigating that variability) in groundwater monitoring 
data are the focus of several other DoD-sponsored efforts (e.g., SERDP ER-1705) 


2.3. Monitoring Approaches Tested During Laboratory Validation Study 


2.3.1 Vapor-Phase Monitoring Equipment 


To collect vapor-phase samples, there are a variety of commercially-available vapor monitoring 
equipment that are field-ready and highly functional. Recent advances have resulted in 
instruments capable of detecting and quantifying gas-phase VOCs in the low ppbv concentration 
range. These instruments are commonly used for exposure monitoring in industrial and 
environmental clean-up settings. However, several devices have potential utility in monitoring 
VOCs in water, and have been successfully tested as part of the U.S. EPA’s Environmental 
Technology Verification Program through the Advanced Monitoring Systems Center (USEPA, 


2012) (http://www.epa.gov/nrmrl/std/etv/vt-ams.html#wmtfmoc). 


An objective of the laboratory-based study will be to verify that these instruments can be used to 
accurately determine the VOC concentration in water samples through the measurement of VOC 
concentration in head space vapors in equilibrium with the water samples. Consequently, 
validation within the laboratory study is necessary prior to the start of a larger field 
demonstration program. 


Field instruments that are available range from those that are intended for simple screening-level 
investigations to more expensive devices that are capable of definitively identifying and 
measuring concentrations in the part-per-trillion range. While the latter may be equipped with 
advanced detection capabilities (such as GC/MS) and data processing methods, they require a 
higher level of training to use and to interpret results. Typically, simpler vapor instruments 
known generically as portable vapor analyzers (PVAs) are used for general surveying and site 
investigation, when identification of specific compounds is unnecessary. These devices are often 
labeled as a “PID” (photoionization detector), even if the device is equipped with some other 
type of general-purpose detector. 
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The laboratory study for the current project evaluated the accuracy, precision, and sensitivity of 
two types of instruments: i) a PID, specifically the “ppbRAE” from RAE Systems; and ii) a 
portable GC, specifically the Voyager Portable GC from Photovac. These two types of 
instruments were selected based on a combination of functionality (i.e., their appropriateness for 
measuring desired vapor-phase concentrations) and cost. 


A typical PID is small, relatively cheap (< $10,000), and easy to use. These devices are often 
capable of measuring total VOC concentrations as low as 1 ppbv but do not have the ability to 
differentiate between individual compounds. Consequently, the PID is likely limited to sites 
where single compounds are present or where knowledge of bulk concentration is sufficient. In 
addition, the PID requires a higher volume per sample analyzed. 


The portable GC is larger and has a higher cost (approximately $30,000), but it does have the 
capability of identifying and quantifying the contribution from individual compounds within a 
mixture. Manufacturers report detection limits as low as 6 ppbv for compounds such as TCE. 
Under equilibrium conditions, this sensitivity corresponds to TCE concentrations in water of 0.2 
ug/L or less. The portable GC selected for this project has both PID and ECD (electron capture 
detector) for measuring a wide range of contaminants (e.g., chlorinated ethenes, chlorinated 
ethanes, hydrocarbons). 


The results of a laboratory evaluation of instrument performance (submitted as part of the 
Interim Report in August 2009) showed that the GC and PID achieved the project criteria for 
accuracy, precision, and sensitivity. The ppbRAE 3000 PID achieved the accuracy and precision 
criteria for 100% of measurements. The instrument method detection limit (MDL) corresponds 
to a water-phase concentration of 1.3 ug/L benzene, less than the MCL of 5 ug/L. The Voyager 
GCs achieved the accuracy criteria for 94% of measurements and the precision criteria for 100%. 
For each of the three VOCs, the instrument MDL corresponds to a water-phase concentration of 
less than 0.5 ug/L, less than the MCL of 5 to 7 ug/L. Based on these findings, we recommend 
that both instruments be retained for the field portion of the study. 


2.3.2 _Vapor-Phase Sampling Methods 


In addition to relying on the performance of these field instruments, the utility of the proposed 
monitoring approach is a function of the degree of equilibrium partitioning that takes place (i.e., 
the method by which a vapor sample can be correlated to a liquid sample) and the ability to 
collect a representative vapor sample from a monitoring well (i.e., the sampling technique). 


Both of these latter components are important parts of the validation procedure. As part of the 
laboratory study, a method validation was completed using a series of bench-top reactors to 
determine if headspace equilibration provides an accurate method for determining the 
corresponding aqueous-phase concentration. At least three different types of sampling methods 
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were tested, as shown in Figure 2.2. These methods, and the results from the laboratory testing 
of each method, are described below. 


Direct Sampling Sampling Tube Diffusion Bag w. 
of Headspace w/Membrane Reference Gas 


Sampling 
Complexity 


Reliance on 
in-well Mixing 


Figure 2.2. Well Vapor Sampling Approaches Tested During Laboratory Validation Study 


1. 


Direct sampling of headspace in well capped by impermeable seal. This simple method 
involves sampling vapors directly from the headspace in a well that is equipped with a 
valve fitting on an impermeable well seal at the surface. This method requires no lead 
time for installation or pre-equilibration. Provided that in-well mixing occurs, wellhead 
measurements would be an accurate proxy for groundwater concentrations for some types 
of wells based on water-vapor equilibrium. In the laboratory study, this was simulated by 
partially filling a reactor with water containing a dilute concentration of a volatile 
contaminant, then sealing the reactor with a cap that is equipped with a septum. 


Sampling tube with gas-permeable membrane positioned within well screen. In this 
method, the end of a vapor-sampling tube is wrapped in a gas-permeable membrane and 
then submerged in the groundwater within the screened portion of the well. 
Alternatively, the tube can be placed slightly above the gas-water interface without the 
use of the membrane. In both cases, this sampling method is designed to promote vapor- 
water equilibrium with fresh groundwater passing through a well, without the possible 
complications associated with stagnation zones or in-well vapor mixing. In the 
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laboratory study, this is simulated by placing a long tube in sealed reactor that is partially 
filled with water containing a dilute concentration of water, and then sampling from this 
tube. Following equilibration, samples are collected from the tubes, with the lab study 
focusing on the importance of purging and diffusion rates in collecting a representative 
sample. 


. Diffusion sampler filled with reference gas. This approach is very similar to existing 


diffusion bags, which are submerged in the groundwater in the screened portion of the 
well, except that, in this case, the diffusion bag would be filled with a reference gas (air) 
rather than a liquid. This method for collecting vapors in equilibrium with water has 
been described previously for quantifying dissolved gases (Sanford et al., 1996; Spalding 
and Watson, 2006, 2008; MacLeish et al., 2007; Gardner and Solomon, 2009) and 
volatile contaminants in soil gas (Kerfoot and Mayer, 1986), sediment pore water 
(Vroblesky et al., 1996; Vroblesky and Campbell, 2001; USGS, 2002), and lab-scale 
systems (Divine and McCray, 2004). However, they are largely untested in groundwater 
monitoring wells. In several USGS-led studies (2002), the samplers consisted of 40-mL 
sampling vials wrapped in layers of gas-permeable membrane. The lab study (and all of 
the field studies) that were completed as part of the current project utilized the same 
USGS-based configuration in constructing the passive vapor diffusion (PVD) samplers. 
These samplers are submerged in water within sealed reactors and contaminants diffuse 
across the plastic membrane based on the concentration gradient. They are allowed to 
equilibrate prior to removal, a process that typically takes days to several weeks 
(although more precise predictions on equilibration times are presented in Sanford et al., 
1996 and Divine and McCray, 2004 using calculation based on Fick’s law of diffusion). 
Vapors from the equilibrated samplers can then be analyzed. In the field, this approach is 
slightly more complicated than the other methods because the diffusion sampler must be 
removed from the well for analysis. However, this approach maximizes the potential for 
attainment of equilibrium between the water and vapor phases and minimizes number of 
variables that could affect the correlation of VOC concentration in the vapor phase to that 
of the groundwater phase. 


Monitoring Approaches for Field Testing 


2.4.1 Vapor-Phase Sampling Methods 


The design of the field programs—which are described in detail in Section 3—was intended to 
test the importance of field factors that could not easily be simulated in a laboratory setting (i.e., 
monitoring wells with long-screens and ambient flow). The following techniques were included 
in the various field programs: 


Direct Headspace Sampling: This method relies on sampling vapors directly from the 
headspace in a well that is equipped with a valve fitting on an impermeable well seal at 
the surface. Conventional compression-type screw-caps are suitable for this method, 
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with the primary modification being the installation of a valve and sampling line that can 
be connected to a sampling syringe. The well headspace sample can be collected with a 
small-volume, gas-tight syringe (< 1 mL) and injected directly into the field-portable GC. 
Alternatively, the well headspace sample can be collected with a larger syringe (> 15 mL) 
and then transferred to a Tedlar bag. Samples from the bag are then injected to the field- 
portable GC or direct to the influent line of the PID. Note that direct headspace 
sampling is the simplest method and requires no lead time for installation or pre- 
equilibration. 


e Passive Vapor Diffusion (PVD) Sampling: PVD samplers are gas-filled containers 
submerged in the water column that can be used for monitoring the concentration of 
water in equilibration with a gas phase. By incorporating a semi-permeable membrane 
into the design, these devices permit diffusion of VOC vapors across the membrane and 
into the samplers while preventing water from entering the vials. The PVD sampler 
design included in most of the field programs in the current study is identical to that used 
by the USGS during previous validation studies (USGS, 2002) for sediment sampling. 
Specifically, the samplers consist of a 40-mL VOA glass vial sealed in two layers of gas- 
permeable LDPE tubing. Alternative designs that were also tested were based on longer 
samplers (2.5 to 5-ft) that provided more cross-sectional area for diffusion and covered a 
greater portion of the screened interval (Note that increasing the area-to-volume ratio 
decreases the required equilibration time). PVD samplers can be positioned in the wells 
by affixing them to support tubing with self-locking nylon ties or string. The tubing or 
string extends from the wellhead caps at a length to allow for complete submersion of the 
samplers at the midpoint of the screened interval of the well. Weights attached to the 
base of the samplers are used to overcome buoyancy within the well. 


In the field, this approach is slightly more complicated than direct headspace sampling 
because the diffusion sampler must be (1) installed in advance to allow for equilibrium 
conditions to be attained (approximately 2 to 3 weeks based on the lab validation study 
and USGS guidance; additional guidance on site-specific equilibration times can be 
found in Devine and McCray, 2004)); and (11) removed from the well for analysis, such 
that disturbance of equilibrium conditions may influence subsequent samples collected 
during the same monitoring event (Divine and McCray, 2004). Further, the concentration 
result is time-integrated average due to the extended deployment periods (Divine and 
McCray, 2004). However, this approach maximizes the potential for attainment of 
equilibrium between the water and vapor phases and minimizes number of variables that 
could affect the correlation of VOC concentration in the vapor phase to that of the 
groundwater phase. Furthermore, methods for installing samplers are similar to those for 
the passive water diffusion bag, and results from the PVD sampler can be compared 
directly to those obtained using the passive water diffusion bag for further validation. 


A key consideration when using passive vapor diffusion samplers is the impact of 
pressure within the monitoring well on the concentration estimated using on-site vapor- 
phase analysis. For example, samplers installed within monitoring wells where there is a 
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thick water column above the sampler can be subject to considerable hydrostatic pressure 
during the equilibrium process. The sampler design and analytical procedure can dictate 
whether that in situ pressure is maintained or relieved prior to sample analysis. If 
pressure is not maintained, then a pressure adjustment is necessary to convert the vapor- 
phase concentration to an equivalent groundwater concentration. Guidance for 
determining whether pressure adjustments are necessary is provided in Figure 2.3 on the 
following page, while the correction procedure is detailed in Section 3.4.1. 
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Do I Need To Adjust 
My Vapor- Based 
Groundwater 
Concentrations To 
Account For Pressure? 


Vapor Monitoring Techniques that Require a 
Pressure Adjustment Calculation 


Case 1: Expanding Collection Device 


VOC vapor concentration = 0.5X 


VOC vapor concentration = X 
Depth = 33 ft (in equilibrium with groundwater) 


2 atm 


Description: An expandable passive vapor diffusion sampler 
comes to equilibrium with VOCs in groundwater over several 
weeks, and is then brought ta the surface. The diffusion 
sampler will increase in volume, thereby reducing the vapor 
concentrations inside the sampler. 


Case 2: Rigid Collection Device but Pressure is 
Relieved During Analysis 


VOC vapor concentration = 05X 
(ifnon-pressure tight syringes are used) 


‘VOC vapor concentration = X 
Depth = 33 ft 
2 atm 


Description: A rigid passive diffusion sampler comes in to 
equilibrium with VOCs in groundwater over several weeks, 
and is then brought the surface. While at the surface, the 
vapor sample is under pressure, but the pressure is relieved 
during transfer from the sampler to the analytical 
instrument, such as when using a non-lackable syringe or 
transferring ta a Tediar bag. 


Required Adjustment for Case 1 and Case 2: 
Take the concentration shown by the analytical 
instrument (such as a GC) and multiply by the 
atmospheres of pressure the sample device was 
exposed to during the equilibrium period. 


The Problem: 

Dissolved VOCs are affected by 
the pressure of the groundwater 
where the sample was collected. 


For example, VOC solubility 
is a function of pressure. 
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Solubility VOC =X 


Solubility VOC = 2X 
Depth = 33,8 
2 aim 


Vapor Monitoring Techniques that Do Not Require a 
Pressure Adjustment Calculation 


Case 3: Rigid Collection Device and Pressure is 
Maintained During Analysis 


VOC vapor concentration = X 
(ifpressure tight syringes are used) 


, ee VOC vapor concentration =X 
Depth = 33 ft 


2 atm 


Description: A rigid passive vapor diffusion sampler 
comes to equilibrium with VOCs in groundwater over 
several weeks, and is then brought to the surface. While 
at the surface, the vapor sample is under pressure, and 
kept under pressure using a pressure-lock syringe. The 
entire contents of the pressurized sample are injected 
into the instrument. 


No Adjustment Required for Case 3: 

Take the concentration shown by the analytical 
instrument (such as a GC) and use this as the 
vapor concentration in groundwater, no pressure 
adjustment is necessary. 


Figure 2.3. Guidance for Determining if Pressure Adjustments are Necessary for Various 
Vapor-Phase Based Groundwater Monitoring Methods 
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2.4.2 Water-Phase Sampling Methods 


Comparisons of vapor-based sampling methods to more conventional groundwater monitoring 
methods are an important part of the field programs. There are two primary methods for 
collecting groundwater samples that were judged suitable for comparison: 


Low-Flow Sampling: Low-flow sampling is a low stress method of purging and 
sampling a monitoring well that has gained widespread regulatory acceptance over the 
past 15 years. Standard practices for conducting low-flow sampling are outlined in 
ASTM D 6771 (2002), and further information is provided in multiple guidance 
documents published by federal agencies (e.g., Puls and Barcelona, 1996). The key 
procedure involves pumping small volumes of groundwater from the well screen at flow 
rates (typically 100 to 500 mL/min) that prevent drawdown. This is intended to minimize 
i) the disturbance of potentially-stagnant water from above or below the well screen; ii) 
the movement of groundwater from the formation to the well that is normally induced by 
high volume purging; and 111) the amount of purge water that must be handled as waste. 
As a result, the groundwater sampled during low-flow purging is thought to be more 
representative of the groundwater adjacent to the screen. Samples are collected using 
either pumps placed at the well screen, or surface pumps (e.g., peristaltic) with an intake 
line that terminates at the center of the screen. Pumping continues until stabilization of 
specific geochemical parameters (e.g., pH, conductivity) is attained, and samples are 
transferred to 40-mL VOA vials suitable for lab analysis. 


For this project, samples were typically collected using peristaltic pumps, which 
represent an accepted low-flow technique but, like many pumping techniques, can result 
in slight low bias when collecting gas-charged groundwater samples (Barker and 
Dickhout, 1988; Parker, 1994; MacLeish et al., 2007). This is due to degassing that 
occurs when a pressurized sample (i.e., under hydrostatic pressure within a well) is 
brought to the surface, particularly with a suction lift techniques employed by a peristaltic 
pump where a vacuum is imposed on the sample (Barker and Dickhout, 1988). The 
result is that dissolved gases are stripped via effervescence (Roy and Ryan, 2010), 
contributing to losses of any VOCs in the water This process has been reported to 
decrease the VOC concentration in the water by varying degrees. Barker and Dickhout 
(1988) reported losses of 9 to 33% using peristaltic pumps. Regardless of the low-flow 
sampling method, the exact amount of VOC loss is site-specific because it is highly 
dependent on the level of gas saturation (total dissolved gas pressure), which is a function 
of the depth of the water column and the groundwater geochemistry. 


Field Equilibration of Vapor from Low-Flow Samples: An alternative to direct analysis 
of the water collected during low-flow sampling involves field analysis of the vapor in 
equilibration with the same low-flow groundwater sample. The water is collected 
identically but the sampling container (e.g., 40-mL vial) is only partially filled instead of 
completely. After sealing the container, shaking, and allowing for suitable equilibration 
(minutes to hours depending on the compound and level of mixing), the headspace vapor 
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is then analyzed on-site using appropriate field equipment. While this method requires 
collection (and disposal) of groundwater, it has the advantage that the VOC concentration 
is estimated based on water that is identical to the low-flow groundwater sample (and 
presumably equally representative of the groundwater adjacent to the screen). Similar 
methodology (headspace equilibration of groundwater) is used for other common 
environmental analyses (e.g., dissolved gases via RSK-175, Kampbell and Vandegrift, 
1998). The primary difference is that the equilibration and analysis is done in the field 
with partially-filled containers instead of displacement of liquid volume and subsequent 
headspace analysis at a fixed lab. 


e Passive Diffusion Bags: Passive diffusion samplers is a term used to describe a number 
of different “no-purge” sampling techniques that rely on diffusion of groundwater 
contaminants across a semi-permeable membrane to permit equilibration between water 
within the sampling device and surrounding groundwater. A full description of a number 
of many commercially-available devices and protocols for their use are outlined in a 
series of recently-published guidance documents (e.g., ITRC, 2004, 2006, 2007). This 
guidance has facilitated their regulatory acceptance, although their use in long-term 
monitoring programs is typically approved on a case-by-case basis (ITRC, 2007). 
Passive/no-purge sampling methods described in these documents and/or otherwise in 
development include the Snap sampler (from ProHydro Inc.), HydraSleeve (from 
Geolnsight), the Gore Module (from W.L. Gore), and the IS2 method (being tested as 
part of ESTCP ER-201122). The most commonly-used are passive diffusion bags 
(PDBs) that generally consist of a rigid or collapsible “bag” that is filled with water and 
then deployed within the well for several weeks to allow for diffusion across the gas- 
permeable bag. The required duration to ensure equilibration varies due to site-specific 
and compound-specific factors but a minimum of two weeks is generally recommended 
(TRC, 2004). In practice, this duration matters little because the devices are often 
installed for several months, i.e., between quarterly monitoring events. Following 
retrieval, groundwater from the passive samplers can be transferred to method- 
appropriate vials and sent for lab analysis. The resulting groundwater concentration 
represents a time-averaged concentration during the period of deployment, with the 
understanding that results are generally biased towards the latter deployment period. As 
with low-flow sampling, a key advantage of passive sampling relative to high-volume 
purging is that minimal or no waste is generated. | While passive devices are often 
installed at the well screen to provide results comparable to low-flow sampling, they are 
ideally suited for sampling discrete intervals within the well. Consequently, they can be 
used in locations where vertical stratification within the water-bearing unit is suspected. 


The inclusion of passive water sampling methods within the current field study provided 
a means for comparing depth-discrete sampling data collected by different analytical 
techniques (i.e., vapor analysis vs. water analysis) and passive vs. low-flow methods. 
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2.5 Potential Influence of Temperature Gradients on Monitoring 


Vertical temperature gradients are created in shallow soils (1.e., <15 m) due to seasonal changes 
in air temperature and solar radiation (Wu and Nofziger, 1999). As the surface soil warms and 
cools, the change in temperature propagates downward by thermal diffusion. As a result, 
temperatures in shallow soils generally decrease with depth in late summer and increase with 
depth in late winter. During other times of the year, mixed temperature profiles exist with very 
shallow soils reflecting recent changes in surface soil temperature and deeper soils reflecting 
temperature gradients associated with the prior season 


Accurate predictions of the vertical temperature profile over time in shallow soil can be made 
based on a knowledge of soil clay content, soil water content, and maximum and minimum 
seasonal surface soil temperature (Wu and Nofziger, 1999). Clay content and water content 
affect thermal diffusivity, which in turn affects the shape of the vertical temperature profile. The 
difference between maximum and minimum seasonal soil temperature defines the magnitude of 
the temperature gradient, but does not affect the shape of the profile. 


Because the density of water changes with temperature, a vertical temperature gradient yields a 
corresponding vertical density gradient. When groundwater temperature increases with depth, the 
density decreases with depth and vice versa. Temperature gradients of less than 0.01°C per meter 
(0.003°C per foot) that increase with depth are sufficient to support thermal convection resulting 
in mixing between depths within monitoring wells (Sammel, 1968); however significantly higher 
temperature gradients are needed to induce vertical flow within the aquifer formation due to the 
flow resistance associated with the porous medium. As a result, vertical temperature gradients 
that do not affect the vertical flow within an aquifer can have a dramatic effect on the flow 
dynamics and mixing of dissolved contaminants within a monitoring well. 


Specifically, increasing temperature with depth below ground surface causes thermally unstable 
conditions and promotes convective mixing within the well. Decreasing temperatures, on the 
other hand, cause thermally stable conditions that serve to inhibit mixing and may counteract 
other forces that would normally result in mixing. Within shallow aquifers (i.e., <15 m bgs), the 
magnitude and direction of the vertical temperature gradient change from season to season. 


¢ Late winter: Formation temperatures generally increase with depth causing thermally 
mixed conditions within the well; 


¢ Late summer: Formation temperatures generally decrease with depth causing thermally 
stabilized conditions within the well; 


¢ Other times of the year: Formation temperatures may increase with depth over one 
portion of the well (for example the upper half) and increase with depth over another 
portion (for example the lower half), resulting in a complex pattern of temperature 
induced mixing and stratification. 
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With traditional high-volume sampling methods that were widely employed in the 1980s and 
early 1990s, vertical temperature gradients likely had a minimal impact on sampling results. 
Traditional sampling methods require removal of at least three casing volumes of water from a 
well prior to sampling. The commonly used methods for purging this water from the well (e.g., 
bailer, Waterra pump, downhole pump operated at high flowrates) result in significant mixing of 
the water within the well. For example, pumping a 2-inch monitoring well at 3 gallons per 
minute (gpm) results in a Reynolds number of 4850, which is well within the turbulent region for 
moving water. As a result, any stratification that occurred under ambient flow conditions was 
most likely disrupted prior to sample collection. 


However, the now widely-accepted low-flow and no-purge sampling methods appear to be 
extremely vulnerable to mixing effects from seasonal changes in temperature gradients, and 
these effects may significantly impact sample results. This can be visualized by recognizing that 
one goal of low-flow and no-purge sampling methods is to avoid turbulent conditions during 
sample collection (ASTM, 2002; Vroblesky, 2001). For example, pumping a 2-inch monitoring 
well at a commonly-used low-flow rate of 400 mL per minute (or ~0.1 gpm) results in a 
Reynolds number of 170, which is well within the laminar region for moving water. By 
maintaining laminar flow conditions during purging and sample collection, the sampling process 
does not mobilize sediment from the bottom of the well or stagnant water present above the 
screened interval. For the same reason, low-flow and no-purge sampling methods maintain 
laminar flow conditions and are unlikely to disrupt the naturally-occurring ambient flow 
conditions created by the presence of vertical temperature gradients in many wells. 


In the absence of hydraulically-induced or solute-induced vertical pressure gradients (i.e., 
gradients associated with recharge conditions or other non-temperature vertical gradients) within 
the portion of the aquifer penetrated by a monitoring well, flow within a shallow monitoring well 
is likely to be most strongly influenced by the vertical temperature gradient. 


* In late winter, when increasing temperature with depth results in convective mixing, 
water within the screened interval of the well is likely to be well mixed. As a result, 
samples collected by either low-flow or no- purge sampling methods will reflect a flow- 
weighted average of the contaminant concentrations within the screened portion of the 
aquifer. Under these conditions, any sample collected from any portion of the screened 
interval by a low-flow or no purge sampling method will yield this flow-weighted 
average concentration. 


¢ In late summer, when decreasing temperature with depth inhibits mixing, contaminant 
concentrations at a specific depth within the screened interval will be representative of 
the contaminant concentrations within the aquifer at this depth. If contaminant 
concentrations in the aquifer are highly stratified, then these stratified conditions will also 
be present within the well. Under these conditions, the contaminant concentrations 
measured using either low-flow or no-purge sampling methods will be highly dependent 
on the exact vertical location of sample collection device intake, where even a few tens of 
centimeters can result in orders-of-magnitude changes in concentration. 
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As a result of these seasonally changing temperature gradients, the water sample collected using 
low flow and no purge sampling methods can yield very different results at different times of 
year for shallow monitoring wells even if the sampling is conducted in a highly reproducible 
manner (i.e., consistent sample depth and purge volume). 
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3. MATERIALS AND METHODS 


The program described herein consisted of the collection of a series of vapor and groundwater 
samples from a lab-scale reactors or existing monitoring wells, followed by analyses of data to 
establish relevant correlations between each of the sampling and analysis methods. 


A brief summary of the project tasks described in this report are provided below. 


1. 


Laboratory Validation of Vapor-Phase Monitoring: Two portable field instruments 
(PID and portable GC) were tested under controlled conditions to assess accuracy, 
precision, and sensitivity. In addition, validation of three methods for collecting 
headspace vapor samples and correlating the resulting vapor concentrations to 
groundwater concentrations was performed. 


Temperature Study: Because the accuracy of vapor-phase monitoring of a monitoring 
well sampling relies on equilibration of VOCs between groundwater and the well 
headspace, the study was designed to test the hypothesis that temperature-driven density 
gradients in monitoring wells may have a seasonal impact on in-well mixing. 


Preliminary Field Study: The goal of the initial phase of field testing was to assess the 
performance of the field-portable instruments and several proposed sample collection 
methods under real field conditions. For this task, data collected using vapor-phase based 
methods were evaluated in terms of accuracy relative to more conventional groundwater 
sampling and analyses methods. 


Expanded Field Study: Several modifications of the passive sampling methods identified 
as promising during the preliminary phase of field testing were further examined in a 
larger-scale study, with additional field equipment (HAPSITE) included to demonstrate 
potential advantages. 


Supplemental Field Testing: A longer-term field program was implemented to assess the 
amount of event-to-event or site-to-site variability associated with the most promising 
vapor-phase based methods. In addition, the impact of various groundwater collection 
methods was tested to determine if these methods reduce the variability in vapor and/or 
groundwater concentrations and improved correlations. 


Assessment of Cost-Effectiveness: Direct comparisons between monitoring alternatives 
were evaluated based on “cost per sample” and other applicable metrics. This includes a 
the development of an appropriate cost model and projection of costs over the lifetime of 
a sampling program, including any potential cost savings that could be reasonably 
anticipated based on scale-up costs, local subcontractors, or other factors. 


The report is organized such that methods and results for each of the tasks are described in 
separate sections, with the understanding that early results were used to refine the experimental 
design of subsequent tasks. The collective results were used to develop the User’s Manual for 
vapor-based groundwater monitoring methods that is Appendix C of this report. 
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Further, the objectives of this project also evolved over the course of the project based on 
findings during the early stages. Significant modifications include 1) the addition of a study on 
the potential effects of temperature on in-well mixing and relationships between vapor and 
groundwater concentration in a monitoring well; and ii) performing several smaller-scale field 
programs in lieu of one larger-scale program. Also, one of the original project objectives was to 
identify aquifer and well conditions that contributed to sampling variability when applying these 
methods. While this objective was still a component of the current study, the bulk of the work to 
address this objective is being completed as part of a parallel project (SERDP ER-1705) that has 
a broader goal of understanding variability in all groundwater monitoring programs. 


3.1 Laboratory Validation Study 

The laboratory validation study consisted of: 1) validation of two portable field instruments (PID 
and portable GC), 2) validation of headspace analysis as a method to measure the concentration 
of a VOC in water, and 3) validation of the three methods for collection of headspace vapor 


samples. 


Two types of field instruments were been selected for this phase of the project: 


1. Gas_Chromatograph (GC): Voyager (Photovac, Inc.) equipped with a 10.6 eV 
photoionization lamp detector and an electron capture detector (ECD). 


2. Photoionization Detector (PID): ppbRAE 3000 (RAE Systems Inc.) equipped with a 10.6 
eV photoionization lamp detector. 


Three VOCs, 1,1-dichloroethene (1,1-DCE), benzene, and trichloroethene (TCE), were selected 
for the laboratory validation study based on: 1) the availability of pure and gas-phase standards 
for these VOCs; ii) the common occurrence of these VOCs as groundwater contaminants at DoD 
facilities; and iii) the low MCLs for these VOCs in drinking water (i.e., 5 ug/L for TCE and 
benzene, 7 pg/L for 1,1-DCE). Other common volatile groundwater contaminants (e.g., 
tetrachloroethene, vinyl chloride, etc.) have similar chemical properties and would be expected 
to yield similar laboratory validation results. 


For the laboratory validation study, we evaluated the accuracy, precision, and sensitivity of the 
field instruments and headspace analysis method, and the accuracy and precision of the three 
sample collection methods. The quantitative objectives for accuracy and precision are based on 
standard environmental data quality objectives. 


e Accuracy: the agreement between a measured value and a known value. The accuracy 
objective was a relative percent difference (RPD) of +/- 30% between the measured and 
known values for 75% of measurements. 


SERDP ER-1601 23 Final Report 


May 2013 ay | G S | 


ENVIRONMENTAL 


Precision: the agreement between replicate measured values. The precision objective was 
a relative standard deviation (RSD) for the replicate sample set of 30% for 75% of 
measurements. 


e Sensitivity: the lowest concentration at which accuracy and precision goals can be 
achieved. The two primary sensitivity objectives included i) Instrument MDLs less than 
the federal drinking water standard (i.e., the MCL - 5 ug/L for many VOCs; and ii) 
attainment of accuracy and precision goals at VOC concentrations in water less than 
MCLs. 


3.1.1 Portable Field Instrument Validation 


Single VOC and mixed VOC standard gases were used for the instrument validation. The gases 
were: benzene at 1.04 ppm (Scott Specialty Gases) and 5 ppm (Spec Air Specialty Gases), and an 
equal mixture of 1,1-dichloroethene (1,1-DCE), benzene, and trichloroethene (TCE) at 0.33 ppm, 
3.06 ppm, and 31.20 ppm total concentrations (Spectra Gases). During the laboratory study, the 
instruments were calibrated according to manufacturers’ protocols. Isobutylene was used as the 
calibration standard for the PID. The standard gas mixtures were used for 3-point calibrations of 
the Voyager GCs. Following calibration, the accuracy, precision, and sensitivity of each 
instrument was determined using the standard gases and operating the instruments in accordance 
with the manufacturers’ instructions. Two of the same model of Voyager GC were tested. 


Figure 3.1. Portable field instruments used for the detection of vapor-phase volatile organic 
compounds. (A) ppbRAE 3000 PID; and (B) Photovac Voyager GC. 


3.1.2. Validation of Headspace Analysis Method 


Following instrument validation, the use of vapor-phase headspace analysis to determine the 
VOC concentration in water was validated through a series of equilibrium partitioning 
experiments. For each experiment, a known mass of one or more VOCs was added to a vial 
partially filled with water and also containing air-phase headspace. Immediately after the 
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addition of the stock VOC solution the vials were shaken briefly to ensure uniform distribution 
of the VOCs in the aqueous phase and then left undisturbed for the duration of the experiment. 
An initial experiment was conducted to determine the time required to ensure equilibrium 
partitioning between the water and air phases, and this time was used as the minimum 
equilibration time for the remaining experiments. Following equilibration, the VOC 
concentration in the headspace was measured using the field GC operated in accordance with 
manufacturers’ instructions. The measured headspace VOC concentration was used to calculate 
a “measured” VOC concentration in water based on Henry’s law equilibrium partitioning 
relationship: 


Where C,, = VOC concentration in water (ug/L), Ca = VOC concentration in air ( converted to 
ug/L), and H’ = Dimensionless Henry’s law constant 


Henry’s law constants were adjusted for temperature as follows: 
3 Ge 
HA = Fh cone 10 


Where Hec.20°c is the Henry’s constant at 20°C (9.75 x 10° for 1,1-DCE, 1.91 x 10°! for benzene, 
and 3.14 x 10"' for TCE), B isa fitting parameter (1586 for 1,1-DCE, 1693 for benzene, 1871 for 
TCE), and T (°K) is the experimental temperature (Staudinger and Roberts, 2001). 


The accuracy of the method was evaluated by comparing the VOC concentration in water 
measured using the vapor-phase analysis to the known VOC concentration in water (calculated 
based on the known mass of VOC added to the vial). The precision was evaluated by comparing 
the VOC concentration measured by the field GC in replicate vials containing the same known 
VOC concentration. 


The use of headspace analysis to measure VOC concentrations in groundwater was validated 
through a series of experiments (see Table 3.1). 


Note that these experiments were all conducted using the field GC. The PID was not used 
because the bench-scale reactors contained limited headspace volumes that were not sufficient to 
support analysis by PID. 
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Table 3.1. Test Conditions for Headspace Sampling Method 


MCL in | Equilibrium VOC Concentration in Water Used in Test” 
VOC Water (Number of Reactors Tested) 
0.3 ug/L 1.6 pg/L 7.1 ug/L 160 pg/L 
1,1-DCE 7 ug/L 
is (2) (2) (2) (2) 
0.6 ug/L 3.1 pg/L 14 ug/L 310 pg/L 
Benzene 5 pg/L 
= (2) (2) (2) (2) 
0.4 ug/L 2.5 ug/L 11 ug/L 250 pg/L 
TCE 5 ug/L 
is (2) (2) (2) (2) 
Mixture 1,1-DCE = 350 pg/L 
(1,1-DCE, ; Benzene = 420 pg/L 
Benzene, TCE = 380 ug/L 
TCE) (4) 


Notes: (1) Values correspond to equilibrium VOC water phase concentrations at 20°C. 


3.1.3 Validation of Vapor-Phase Sampling Methods 


Three different methods for collecting vapor-phase samples from monitoring wells are being 
evaluated: 1) direct headspace sampling, 2) sampling tube with gas permeable membrane, and 3) 
gas-filled passive vapor diffusion sampler (PVD). Each of these three sample collection methods 
was evaluated as part of the laboratory study. 


3.1.3.1 Direct Headspace Sampling 


This method involves sampling vapors directly from the headspace in a well. In the laboratory, 
this method is equivalent to collecting a sample directly from the headspace of an experimental 
vial. As a result, sample collection method was validated using the dataset generated for the 
validation of the headspace analytical method described in Section 4.2. In the field, the accuracy 
of this method will depend on whether the well headspace is in equilibrium with groundwater at 
the well screen. However, questions regarding equilibrium partitioning between groundwater at 
the well screen and the monitoring well headspace cannot easily be addressed in the laboratory 
and are left for the field validation program. 


3.1.3.2 Sampling Tube with Gas Permeable Membrane 


To reduce the dependence on in-well mixing, this sample collection method utilizes a sampling 
tube with a gas permeable membrane at one end. When the end of the tube is placed at the depth 
of the well screen, vapor partitioning into the sampling tube can occur at the monitoring well 
screen. The laboratory validation was designed to evaluate whether VOCs would diffuse along 
the length of the sample tube from the membrane interface to the sample collection point. 


The reactors used in the validation experiments were 1-liter Pyrex” screw cap bottles (Corning 
Inc.) that were fitted with gas tight sampling ports consisting of Swagelok” couplings, nylon 
tubing (1/8” OD, AIN Plastics) and sampling valves (Environmental Service Products). Stock 
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solutions of TCE were added to each reactor to achieve an equilibrium concentration of 310 ug/L 
in the water phase at 20°C. One end of the sampling tube was enclosed in low-density 
polyethylene (LDPE) tubing (United States Plastics Corp.) and submerged in the aqueous phase 
inside the reactor filled with 400 mL of de-ionized water. LDPE tubing is impermeable to liquid 
but permeable to gases, such that diffusion-driven transport of vapor-phase compounds can occur 
across the tube. The remaining portion of the 10 ft sampling tube extended from the reactor to a 
5-mL syringe and sampling septum. The connection between the tubing, syringe and the 
sampling septum was wrapped in Teflon tape to minimize vapor leakage. 


A series of reactors were constructed for the evaluation of this sampling method, with duplicate 
reactors designed for analysis at various time intervals. A parallel set of reactors was constructed 
with identical specifications except that the sample tube was not enclosed in LDPE but instead 
was set within the headspace of the bottle (see Figure 3.2). This set-up allowed for comparison 
of the accuracy and precision of the tube and membrane sample collection method to the 
accuracy and precision of the direct headspace sampling method under identical experimental 
conditions. One set of reactors was sampled after 24 hours and a second set was sampled after 18 
days. The reactors were sampled using gas-tight syringes to collect a 100-uL vapor sample 
directly from the end of the nylon tubing through the septum. Samples were immediately 
analyzed on the portable GC. 


Figure 3.2. Reactors constructed for the validation of the sampling tube technique 
validation. Panel A shows sampling tube which was enclosed in the semi-permeable membrane 
and submerged in the water. Panel B shows the reference bottles set up for collection of 
headspace samples. 
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3.1.3.3 Passive Vapor Diffusion (PVD) Sampler 


PVD samplers can be used to collect a vapor phase sample directly from the screened interval of 
a monitoring well. Of the three sample collection methods, this method is least reliant on in-well 
mixing. The laboratory validation was designed to confirm prior USGS findings that equilibrium 
partitioning would occur between water and the air inside a PVD sampler. 


PVDs were constructed according to USGS guidance (USGS, 2002). The samplers consisted of 
a 40-mL VOA glass vial (I-Chem Brand) encased in two layers of heat-sealed LDPE tubing 
(United States Plastics Corp.) to allow the diffusion of VOC vapors into the samplers while 
preventing water from entering the vials. To ensure secure positioning of the samplers the PVDs 
were afixed (with self-locking nylon ties) to support tubing that extended from the reactor caps. 
The length of the support tubing was adjusted to allow for complete submersion of the samplers 
in the liquid phase (~ 800 mL) of the 1-L reactor. 


Figure 3.3. Passive vapor diffusion (PVD) samplers and reactors used for passive 
technique validation. Panel A depicts TCE amended reactors containing the submerged PVD 
samplers. Double layer LDPE tubing allowed VOC vapor diffusion into the sampler while 
excluding the penetration of water. Panel B shows the capped PVD samplers after equilibration 
and prior to GC analysis. 100-yl samples withdrawn from the samplers through the cap septa 
were analyzed by GC. 
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Four experimental bottles were prepared to determine the time necessary to achieve equilibration 
of the VOCs between the reactor aqueous phase and the PVD sampler, and to validate this 
sampling method. A USGS study (2002) previously determined that equilibration time of the 
PVD is | to 3 weeks in similar settings. An aliquot of a methanol-based stock solution of TCE 
was delivered to each reactor to achieve an equilibrium water phase TCE concentration of 440 
ug/L at 20°C. Analyses were conducted at approximately 3, 8, 16, and 23 days after the initial 
setup, with a bottle sacrificed for each analysis. At the time of sampling, the headspace of the 1- 
L reactor was evacuated into a Tedlar bag and analyzed with the portable GC instrument. The 
reactor was then opened and the PVD sampler was removed from the aqueous phase. The 
protective outer LDPE membrane layer was cut open and the vial (sealed in the inner LDPE 
membrane) was immediately capped by screwing the original cap (with Teflon/silicone septa) 
onto the vial. The vapor concentration of the PVD was analyzed in triplicate (100 uL samples) 
with the portable GC. The final aqueous phase VOC concentrations were also measured with 
laboratory gas chromatographs to provide additional validation parameters. 


3.2 Temperature Study 


Vertical temperature gradients and effect on volatile organic compound (VOC) concentrations 
measured by low flow and passive diffusion bag samples were evaluated at two shallow 
monitoring wells at a site in Houston, Texas (the same site labeled as Site 3 during subsequent 
field programs described in the next section) . At each well, temperatures were measured hourly 
at four elevations for more than one year. Temperatures were measured using Model DS1921G 
iButton temperature data loggers in a Model DS9107 protective case from Maxim. This device 
operates without external power, can be placed in a monitoring well, and records temperature 
with a resolution of 0.5°C. The four measurement elevations covered the interval from the water 
surface to the bottom of the well screen in one well (MW-53) and from the water surface to the 
top of the well screen in the other well (MW-51; see Figure 1). In Well MW-51, silt or some 
other obstruction prevented access the lower portions of the screened interval. In order to 
characterize the vertical distribution of VOCs within the two wells, VOC concentrations were 
measured in November 2009 and May 2010 at same four elevations using passive diffusion 
samplers and at the lowest elevation using low flow sampling. At each well, VOC concentrations 
were also measured at one or more elevations on six other dates between 2006 and 2010. During 
the two primary monitoring events in November 2009 and May 2010, sample collection methods 
for analyzing groundwater VOC concentrations included passive diffusion bags placed at four 
different depth intervals (roughly corresponding to the middle of the screen and the other three 
depths where iButtons were placed) as well as a low-flow sample. All analyses were completed 
at a commercial laboratory (TestAmerica, Houston, Texas). 
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Figure 3.4. Simplified cross-section for monitoring wells included in temperature study. 
Bar indicates well screened interval, (x) indicates elevation of temperature probes, water 
elevation symbols indicate observed range of water elevation in wells, GL = ground 
elevation, TD = total depth. 


The observed temperatures were compared to expected temperatures using the following 
equation for uniform soils (Hillel, 1982): 


(z,t) = TatAce 24 (2(t-to) /365—zd—1/2) 


Where T(z,t) is the soil temperature at time t (days from the start of the year) and depth z (m), T, 

is the average soil temperature (°C), Ao is the annual amplitude of the surface soil temperature 
(i.e., the difference between the maximum and minimum surface soil temperature, °C), d is the 
damping depth (m) of annual fluctuation and to is the time lag (days) from the start of the year to 
the occurrence of the minimum temperature in a year. The damping depth is given by d = 
(2D,/w)°”, where Dy is the thermal diffusivity and w, the frequency of the temperature variation, 
is 2n/365 d'. Thermal diffusivity was assumed to be 0.07 m’/d, a value recommended by 
Nofziger and Wu, 2003 for soils with high clay content and high water content, representative of 
our site. Although the actual thermal diffusivity will vary with depth due to changes in soil 
saturation (i.e., above vs. below the water table), this simple model only supports use of a single 
value for thermal diffusivity. As recommended by Nofziger and Wu, 2003, the maximum and 
minimum surface soil temperatures were initially assumed to 2°C warmer than the maximum 
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(33.7°C) and minimum (4.3°C) daily average air temperature (Nofziger and Wu, 2003) at the site 
during this period. However, the final maximum and minimum soil temperature values of 37°C 
and 9°C, respectively, were adjusted from the recommended values to improve model fit. 


3.3. Field Programs (Preliminary, Expanded, and Supplemental) 

3.3.1 Site Selection 

The objective of the site selection process was to identify a large number wells that were suitable 
for the proposed field tests using a set of pre-established criteria. The primary criterion was to 
select sites located within 100 miles of the GSI office to ensure that excessive travel would not 
be required to collect data. After identifying a set of sites that met this primary criterion, the 


following criteria were used for further screening (Table 3.2): 


Table 3.2. Primary Site Selection Criteria. 


Parameter Preferred Value(s) 
Constituent Type(s) At least 1 volatile constituent 
Concentration (aqueous-phase) At least 1 well with concentration below or near MCL — 
Site Access No restrictions 
Well Diameter 2 ini, 
Availability of Long-Term Monitoring Data Yes 


This screening process was repeated for each of the project phases, with one to five sites chosen 
depending on the phase. These sites—which are referred to by number to maintain 
confidentiality—meet the majority of the criteria, including all of those with the highest relevant 
importance. For the sites that were not selected, the primary reason was due to access 
limitations. In general, these eliminated sites required advance notice or special permission in 
order to enter the property, such that delays or refusals may have occurred if these were selected 
for individual field programs. Further, Site 1 was not included beyond the first phase of field 
testing because GSI’s work obligations at the site ended during the course of the project. 


The number of wells selected for each of the field programs is listed in Table 3.3. This list 
includes several wells from each of the selected sites, as well as a number of different volatile 
constituents and well characteristics. A full list of all wells, with corresponding construction 
details and aquifer characteristics, are included in Appendix A. 


3.3.2 Sampling Methods 


Table 3.4 summarizes the various sampling methods used during each phase of the project. 
Additional details on sampling procedures are provided in the following subsections as a 
reference. 
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Table 3.3. Sites and Wells Selected for Field Programs 


Preliminary Field Expanded Field Supplemental Field 
Site Name (Location) Program (2010) Program (2011) Program (2011-2012) 
Site 1 (Houston, Texas) 2 wells 0 0 
Site 2 (Texas City, Texas) 3 wells 9 wells 8 wells 
Site 3 (Houston, Texas) 5 wells 2 wells 0 
Site 4 (Texas City, Texas) 0 4 wells 0 
Site 5 (Houston, Texas) 0 6 wells 0 
Site 6 (Houston, Texas) 0 5 wells 0 


Notes: (1) Site names are omitted to ensure confidentiality of clients. 


Table 3.4. Summary of Sampling Methods Used During Field Programs 


Preliminary Field Expanded Field Supplemental Field 
Sampling Method Program (2010) Program (2011) Program (2011-2012) 


Headspace Sample 


Upper xX 


Interface xX 


Passive Vapor Diffusion (PVD) Sampler 


“Short” PVD x xX xe 
GSI Extended-Length PVD 


a 


Haas Balloon PVD xX 


Field Equilibration 


Equilibrated low-flow x xX xX 
sample (or passive diffusion 
bag sample) 


Low-Flow Groundwater 


Conventional (purge to xX xX x 
parameter stabilization) 


Constant High-Volume Purge xX 


No-Purge Groundwater 


No-Purge w/o Mixing x 


No-Purge w/ Mixing 


~ 


No-Purge Passive (Snap) X 


Passive Diffusion Bags 


Interface xX 


Screen X 


Notes: (1) Green shading indicates collection of vapor sample followed by field vapor analysis; (2) Blue shading indicates 
collection of groundwater sample followed by off-site water analysis (at commercial lab); (3) Orange shading indicates 
collection of groundwater sample followed by field vapor analysis. 
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3.3.2.1 Preliminary Field Program 


The primary objective was of this phase of field testing was to assess whether the simple 
headspace methods provided reasonable results by collecting groundwater and vapor samples 
from various vertical locations within the well as a basis for comparison and to determine the 
extent of stratification. A total of seven different sampling methods were included as part of the 
field program. These methods are displayed in Figure 3.5 and described below. Note that to 
collect such a large number of samples within the same well, special well caps had to be 
designed and installed in advance of the first monitoring event. These were constructed by 
project personnel using modified compression caps and tested prior to use to ensure the seal 
integrity (Figure 3.6). 


1. Upper Headspace: A vapor sample was collected from a port that terminated 
immediately below the sealed well cap. The port consisted of a short piece of rigid 
tubing that was installed through a small hole drilled in the cap and then held in place 
using silicon caulking. The port exited the top of the cap and was connected to a three- 
way valve via flexible tubing. The vapor sample was collected by connecting a disposal 
plastic syringe (60-mL) to the tubing and then opening the valve. Vapor samples were 
transferred to a Tedlar bag and allowed to equilibrate for several minutes. A 100-uL 
vapor sample was then injected into the field GC for analysis. This represents the 
simplest method for collecting and analyzing vapor samples. Factors that contribute to 
accuracy include the presence of a suitable well seal and a uniformly-mixed air column 
above the water level. 


2. Water-Vapor Interface: A second vapor sample was collected by drilling a second hole 
in the well cap and installing a vapor port that extended to a location immediately above 
the water-vapor interface. Like the upper headspace sampling method, this sample was 
collected using a short piece of tubing that connected the port with a three-way valve, and 
the vapor samples were transferred to a Tedlar bag prior to analysis with the field GC. 
The objective of collecting samples at the interface was to determine if poor mixing 
and/or limited diffusion within the air column was impacting accuracy, such that 
interface samples provide a more representative method of determining equilibrium 
groundwater concentrations. 
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Figure 3.6. Sampling Protocol During Preliminary Field Program 
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3. Passive Vapor Diffusion (PVD) Sampler at Screen: The final vapor sampling method 
involved placing a 40-mL VOA vial nylon-tied to a piece of support tubing at the center 
of the screened interval (see Figure 3.7). The vial was sealed in two layers of gas- 
permeable LDPE membrane. Following submersion below the water surface, this 
configuration prevents water from entering the vial but permits passive diffusion of 
vapor-phase contaminants across the membrane. Extended deployment within a well 
allowed for equilibration to occur, and the samplers were retrieved and then crimp- 
capped. A 100-uL vapor sample from the vial was then collected and transferred to the 
field GC for analysis of organic constituents. Because the sampler body is rigid and the 
plastic outer layers are tight, there is minimal opportunity for the vapor within the 
sampler to expand once it is retrieved from a well. As such, in situ pressures can be 
maintained at the surface. However, additional pressure corrections were necessary 
because the syringes used in transferring vapor from the samplers to the analytical 
instruments were not pressure tight, such that the samples depressurized prior to analysis. 


These PVD samplers were constructed in a manner identical to that described by USGS 
(2002). The notable difference is that the current project deployed them within a 
monitoring well at the screen to determine groundwater concentrations at equilibrium, as 
opposed to the USGS’s focus on the sediment-surface water interface. Note that in later 
phases of field testing, these were referred to as “short” PVDs to differentiate them from 
longer passive samplers (2.5-ft or greater). 


4. Passive Diffusion Bag (PDB) at Water-Vapor Interface: Passive diffusion bags— 
consisting of 24-in long and 1.25-in diameter sealed LDPE bags filled with deionized 
water—were installed at the water-vapor interface using a string that connected the top of 
the bag with a loop on the underside of the well cap. Using static water level data 
collected prior to deployment, string lengths for individual wells were chosen that 
ensured complete water submersion of bag samplers. Similar to the PVD samplers, 
diffusion of organic contaminants across the gas-permeable membrane permits 
equilibration of the concentration in the monitoring well with the concentration of the 
water inside the sampler. Following retrieval of the PDB samplers from monitoring 
wells, water was transferred to 40-mL VOA vials using a screw-cap located at the top of 
the bags. Vials were then shipped to a commercial lab for analysis. PDB samples from 
the interface were collected in an attempt to demonstrate potential impacts of vertical 
stratification on correlations between headspace and groundwater samples. 


5. Passive Diffusion Bag (PDB) at Screen: PDB bags were also installed at the screened 
interval using the same stringing technique with a weight attached to the bottom to 
minimize movement. Samples were collected in a manner identical to that described 
previously, and then shipped for off-site analysis at a commercial lab. Because these 
samples were collected from the middle of the screened interval, they were intended to 
provide a direct basis for comparison to low-flow groundwater samples and PVD 
samples. 
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6. Low-Flow at Screen: The final groundwater sampling method relied on low-flow 
purging techniques. This conventional sampling method used a peristaltic pump to draw 
small volumes of groundwater through tubing that terminated at the center of the 
screened interval. Pumping was continued until geochemical parameters (measured 
using a field meter) stabilized, indicating that the groundwater is in communication with 
water in the formation adjacent to the monitoring well. Following stabilization, water 
was transferred to 40-mL VOA vials and then shipped to a commercial lab for analysis. 
For the current project, the low-flow sampling method served as the primary basis for 
comparison to alternative vapor-phase based methods for determining groundwater 
concentrations. 


7. Field Equilibration of Low-Flow at Screen: In addition to the 3 different vapor sampling 
methods and 3 different water sampling methods described above (and shown on Figure 
3.6), a supplemental vapor analysis method was employed that involved transferring 20- 
mL water samples (collected using either low-flow or PDB bags) to a 40-mL VOA vial 
(see Figure 3.8). Capped vials were mixed vigorously by hand, allowed to equilibrate 
for approximately 1 hour, and then the headspace was analyzed using the field GC. This 
method was designed to eliminate potential variability introduced by collecting a vapor 
sample from the well, while still rapidly generating a groundwater concentration through 
a combination of field vapor analyses and equilibrium calculations. 


Step 4. Step 3. 
Analyze vapor Analyze vapor 
in field in field 


A nN 


Step 1. 
Wrap 40-mL VOA vial well Ss 
Be ee ee. Mins , Step 1. 
with 2 layers of gas- LDPE Collect water from 
permeable LDPE ap monitoring well and 
transfer to vial 
Step 2 
Install in monita 
well and equilib 
for ~3 week: 
Figure 3.7. Passive Vapor Diffusion Figure 3.8. Field Equilibration 
(PVD) Sampler Method (On-Site Analysis of Vapor 


in Equilibrium with Low-Flow 
Groundwater Sample Collected from 
Screen). 
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3.3.2.2 Expanded Field Program 


The expanded field program retained several of the methods that were shown to be promising 
during the previous field program, specifically the passive vapor diffusion (PVD) sampler and 
the field equilibration method. Low-flow groundwater samples were again included to serve as a 
baseline to vapor-based groundwater concentration estimates. 


Two additional passive vapor sampling methods were employed in an effort to develop better 
correlations with concentrations based on groundwater concentrations: 


L 


“Extended-Length” Passive Vapor Diffusion (PVD) Samplers: To overcome one 
potential shortcoming of the standard “short” PVD samplers (i.e., 40-mL vials), an 
extended-length PVD sampler was fabricated using a modified bailer wrapped in layered 
gas-permeable membrane that is heat-sealed to prevent water intrusion. By increasing 
the length of the sampler to approximately 60 inches, a larger surface area was available 
for diffusion (see Appendix C). This design also ensures that the sampler will coincide 
with a larger portion of the screen, in a manner similar to passive water diffusion bags. A 
similar equilibration period is needed. Following retrieval from the well, sufficient 
volume is available (> 500 mL) such that vapor samples can be transferred from the 
sampler to the field GC via syringe, or to a Tedlar bag for analyses via the PID or 
HAPSITE. 


Because these samplers are not rigid, they are allowed to expand once they are removed 
from a well and hydrostatic pressure is relieved. As such, additional pressure corrections 
were necessary when calculating the equivalent groundwater concentration to account for 
the lower mass-per-volume ratios at the surface relative to in situ conditions. 


. Haas/AFCEE “Balloon” Samplers: An alternative passive sampling device developed 


by P.E. Haas & Associates LLC and AFCEE was also tested in cooperation with Patrick 
Haas. The design used for this project consisted of a flexible membrane polyethylene 
sealed bag measuring approximately 30 inches in length (see Appendix C). The sampler 
is pressurized with nitrogen during installation and then allowed to equilibrate within the 
well (Note that nitrogen was selected as opposed to air to avoid introducing oxygen to the 
well). When ready to be sampled, vapor was collected by depressurizing the bag using 
tubing that connects the bag to the surface. This procedure can eliminate the sampler 
retrieval step, although samplers were retrieved during the current study to confirm that 
they were holding pressure and that there were no leakage issues. 


Similar to the “extended-length” PVDs, these balloon samplers are allowed to expand 
once they are removed from a well and hydrostatic pressure is no longer an influence. 
This necessitates a pressure correction step when calculating the equivalent groundwater 
concentration. If the samplers are left in the well during the sample collection process 
(i.e., not retrieved), then pressure corrections are not necessary if a pressure-lock syringe 
is used to transfer the vapor sample to the analytical equipment. 
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3.3.2.3 Supplemental Field Program 


The supplemental field program again used the passive vapor diffusion (PVD) sampler and the 
field equilibration method for estimating groundwater concentrations. Low-flow groundwater 
samples were also included to serve as a baseline to vapor-based groundwater concentration 
estimates. Because a primary objective was to demonstrate if the variability associated with 
vapor-based concentration estimates is similar to that associated with measured groundwater 
concentrations, the program also included several additional low-flow and no-purge groundwater 
samples during selected events. These groundwater samples were part of the SERDP ER-1705 
monitoring program that was conducted jointly with the SERDP ER-1601 program, and provided 
a basis for comparing monitoring data variability and methods to reduce that variability: 


1. Low-Flow Purge with Constant Purge Volume: Groundwater samples were collected in 
accordance with standard low-flow purge procedures. However, rather than sampling to 
purge parameter stability, a constant purge volume of 24L was used. This purge volume 
is equal to four screen volumes and should be sufficient to achieve steady-state flow 
conditions within the monitoring well screened interval. 


2. No Purge Passive Sampling: Groundwater sample was collected using Snap passive 
sampling system during selected events. The Snap sampling system provides very 
consistent sample collection between sample events (e.g., consistent sample depth). In 
addition, the groundwater sample is not exposed to the atmosphere during sample 
collection, eliminating variability associated with loss of volatiles to the atmosphere. 


3. No Purge Low-Flow Sampling with In-well Mixing: Groundwater samples were 
collected using low flow sampling procedures. However, the screened interval was 
isolated from the well casing using a baffle installed at least three weeks prior to sample 
collection. Prior to sample collection, the water within the screened interval was 
physically mixed. Following mixing, the sample was then collected without purging. 


4. No Purge Low-Flow Sampling without In-Well Mixing: Groundwater samples were 
collected in accordance with standard low-flow purge procedures but without purging to 
parameter stability (1.e., immediate collection of the sample). The results obtained using 
this sample collection method provided an improved understanding of the effect of in- 
well mixing on the sample results. 


3.3.3 Analytical Methods 


Two devices described previously—the field-portable GC and the PID—were used extensively 
during field testing. The field-portable GC was used during all phases, while the PID was used 
during the preliminary field program and the expanded field program. 


A third device was added to the expanded field program, the HAPSITE ER Chemical 
Identification System (manufactured by INFICON). This device has been used extensively in 
environmental monitoring applications, typically for emergency response and vapor intrusion. It 
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is well-suited for on-site applications, and uses a combination of gas chromatography and mass 
spectrometry to identify and quantify a variety of constituents of concern. It also has a survey 
mode for real-time quantification of single constituents. The HAPSITE has been tested as part of 
the USEPA’s Environmental Technology Verification Program for simple wellhead applications 
(i.e., groundwater-based analyses). The manufacturer sells a headspace sampling system for field 
equilibration of water samples (aided by sample heating), though this system was not tested as 
part of this project. 


Sampling requirements for the various devices varied. The volume for the field GC was 
typically 100 uL; larger or smaller volumes can be used (assuming that they are compatible with 
the internal volume of the sampling loop). The PID and HAPSITE require significantly higher 
volumes, on the order of 250 mL per sample. The PID provides a continuous signal, and the 
higher volume is designed to provide sufficient time for the user to get a consistent reading. The 
HAPSITE requires a high volume to flush through the entire sampling loop. In general, 250 mL 
of sample were transferred to large-volume Tedlar bags (1 L) prior to measuring with either the 
PID or the HAPSITE. In cases where limited sample volume was available, samples were 
diluted with equal volumes of nitrogen gas. 


All analytical equipment were calibrated daily using standard gases composed of expected site 
constituents (e.g., VC, TCE, 1,1-DCE). A minimum of two-point calibrations were performed. 


Note that syringes used in transferring vapor samples to the analytical equipment were gas tight 
(i.e., prevented external air from entering syringe during sample collection) but not pressure 
tight. 


3.3.4 Sampling and Analysis Plans 


3.3.4.1 Preliminary Field Program 


The intensive monitoring program was conducted in 10 monitoring wells in the Houston area 
over the course of approximately 6 weeks (Table 3.5). At each site, well materials (caps, passive 
sampling devices) were installed in a single mobilization in December 2009 at the onset of the 
study. A monitoring event was then completed in January 2010, approximately 3 weeks after 
this installation event, at an interval that is appropriate for passive diffusion samplers based on 
technology guidance documents. At the conclusion of this monitoring event, well materials were 
replaced, and then a second monitoring event was completed in February 2010 after another 3- 
week period had elapsed. 


The sampling and analysis plan included the methods outlined in Section 3.3.2.1 and 
summarized in Table 3.6: 3 different vapor sampling methods and 3 different water sampling 
methods, as well as a supplemental vapor analysis method that involves transferring water 
samples (collected using either low-flow or PDB bags) to a small vial and then analyzing the 
vapor in equilibrium with that water. Following receipt and review of data from the first 
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monitoring event (January 2010), small modifications were made to the program for the second 
monitoring event (February 2010). 


Table 3.5. Sampling Events for Preliminary Field Program 


Parameter 
Number of Sites 3 
Number of Wells 10 


Number of Sampling Events 


2 (January 2010, February 2010) 


Frequency of Sampling Events 


Every 3 weeks 


Table 3.6. Sampling and Analysis Plan for Preliminary Field Program 


at Interface” 


Types of Vapor Samples Field or Laboratory Frequency” Planned Number 
Analysis of Samples‘? 

Direct Headspace Field GC 1 per well in all wells 20 

(Upper Portion of Well) Field PID 1 per well in all wells 20 
Laboratory At least 1 well per site >6 

Direct Headspace Field GC 1 per well in all wells 20 

(Interface) Field PID 1 per well in all wells 20 

PVD Sampler" Field GC 1 per well in all wells 20 

Equilibrium Vial: Low- Field GC 1 per well in all wells 20 

Flow” 

Equilibrium Vial: PDB Field GC 1 per well in all wells 10 

at Well Screen during second event 

Equilibrium Vial: PDB Field GC 1 per well in all wells 20 


during second event 


Types of Water Samples Field or Laboratory Frequency Planned Number 
Analysis of Samples 
Low-Flow Laboratory 1 per well in all wells 20 
PDB at Well Screen Laboratory 1 per well in all wells 20 
PDB at Interface Laboratory 1 per well in all well 10 


Notes: (1) PVD Sampler = Passive Vapor Diffusion Sampler; PDB = Passive Diffusion Bag for collecting groundwater 
sample.(2) Water sample will be collected using designated sampling method (either low-flow, PDB at well screen, PDB at 
water/vapor interface. Field analysis of sample headspace following rapid induction of equilibrium partitioning in partially-water- 
filled vial.(3) Total does not include replicates samples analyzed in field or lab. For vapor samples collected for field analysis, a 
minimum of duplicate samples were analyzed. For vapor or groundwater samples collected for laboratory analysis, field 
duplicate samples were collected at a minimum frequency of one duplicate sample for every ten field samples. 


SERDP ER-1601 


40 


Final Report 


May 2013 ay | G S I 


ENVIRONMENTAL 


Field analysis of vapor samples was completed using the field instruments (both the field- 
portable GC and the PID), with a low-flow purge groundwater sample collected as the primary 
basis for comparison. The VOC concentration in low-flow groundwater samples was completed 
at a commercial analytical lab (TestAmerica, Houston, Texas). In addition, lab analyses of 
samples from passive water diffusion bags installed at both the well screen and at the water- 
vapor interface were completed at a subset of wells to compare to samples from the PVD 
samplers as well as low-flow samples. At select wells, an additional vapor analysis was 
conducted by placing the water sample in a sealed container containing a headspace and agitating 
the sample for a sufficient period of time to achieve equilibrium partitioning. A field 
measurement of the headspace was then used to determine the VOC concentration in the water 
sample (Figure 3.8). A final sample type consisted of lab analysis of vapor samples collected 
with a Tedlar bag from the well headspace. Independent commercial laboratories (TestAmerica 
or Columbia Analytical) were used for all off-site analyses. 


In order to minimize the effect of sample collection on the sample results, the samples were 
collected from each well in sequential order with the samples most likely to be affected by short- 
term mixing/disturbance collected first. The sample collection order was as follows: 


1) Vapor analysis of well headspace samples from top of well 

2) Vapor analysis of well headspace samples from close to water table 

3) Removal of passive diffusion samplers from monitoring well; transfer of water to 40-mL 
VOA vials for lab analysis 

4) Removal of passive water diffusion samplers; transfer of water to 40-mL VOA vials for 
lab analysis 

5) Collection of low-flow water samples for lab analysis 

6) Vapor analysis of water samples in equilibration vials 


3.3.4.2 Expanded Field Program 
The expanded field program was conducted in a larger set of monitoring wells (26) selected 


based on the same screening criteria described previously. It again included two monitoring 
events at each well (Table 3.7). 


Table 3.7. Sampling Events for Expanded Field Program 


Parameter 

Number of Sites 5 

Total Number of Wells 26 

Number of Sampling Events 2 (April 2011, May 2011) 
Frequency of Sampling Events Every 3 weeks 
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The various sampling methods described in Section 3.3.2.2 were as tested during this field 
program. To identify the specific factors that affect the accuracy of these sampling methods and 
the accuracy of the field analyses, a series of comparison samples were collected, as outlined in 


Table 3.8. 


Table 3.8. Sampling and Analysis Plan for Expanded Field Program 


Types of Vapor Samples Field or Frequency Planned 
Laboratory (not including replicate field Number of 
Analysis analyses" or collection of field Samples 
duplicates”) 
Conventional “Short” Field GC 1 per well in all wells 52 
PVD Sampler 
Extended-Length Field GC 1 per well in 25 wells during first 26 
PVD Sampler monitoring event 
Field HAPSITE 1 per well in 25 wells during first 52 
or PID* monitoring event 
Laboratory 1 per well in at least | well per site 4 
Haas/AFCEE Field GC 1 per well in 25 wells during second 26 
Sampler monitoring event 
Field HAPSITE | 1 per well in 25 wells during second 26 
or PID® monitoring event 
Laboratory 1 per well in at least 1 well per site 4 
Field Equilibration® Field GC 1 per well in all wells 26 
Field HAPSITE 1 per well in all wells 52 
or PID 
Types of Water Samples Field or Frequency Planned 
Laboratory (not including replicate field Number of 
Analysis analyses“ or collection of field Samples 
duplicates”) 
Low-Flow Laboratory 1 per well in all wells 52 
Notes: (1) For samples analyzed in the field, replicate analyses were performed for all samples. Minimum frequency was 


duplicate analyses, with triplicate analyses performed as time permitted; (2) For samples collected for field or 
laboratory analysis, field duplicate samples were collected at a minimum frequency of one duplicate sample for every 
ten field samples; (3) Water sample collected using low-flow sampling method. Field analysis of sample headspace 
following rapid induction of equilibrium partitioning in partially-water-filled sampling vial. For analysis using 
HAPSITE or PID, large volume vials (500 to 1000-mL) were used to provide sufficient vapor for these instruments. 


At each site, well materials (caps, passive sampling devices) were installed in a single 
mobilization at the onset of the program. A monitoring event was then completed approximately 
3 weeks after this installation event. At the conclusion of this first monitoring event, well 
materials were replaced, and then a second monitoring event was completed after another 3-week 
period had elapsed. 
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The size of several of the samplers precluded their simultaneous deployment, meaning that they 
would have to be installed at different depths and would collect groundwater from different 
sections of the screened interval. Due to the potential for vertical stratification, this would 
introduce unnecessary variability into the datasets. Instead, the devices were tested in phases. 
The extended-length PVD was used during the first monitoring event, while the Haas/AFCEE 
balloon sampler was used during the second follow-up monitoring event. The short PVD 
sampler was installed in all wells during both events, immediately above whichever of the other 
PVD samplers was also installed during that monitoring phase. Field analysis of all vapor 
samples will be conducted using the field GC, and the HAPSITE and/or a PID meter. Note that 
since the minimum volume requirements for these latter two instruments (typically 250 mL) was 
large relative to the volume of the in-well sampling devices, the use of both instruments at the 
same well was frequently precluded. 


Low-flow groundwater samples were collected at all wells and sent to an off-site commercial 
lab, with the data serving as a basis for comparison with concentrations determined using vapor- 
phase field analyses. As documented in the previous phase of field testing, there are occasions 
when low-flow groundwater and passive groundwater samples return different results. However, 
as noted above, the dimensions of the various sampling devices preclude the co-deployment of 
passive water bags and the longer of the passive vapor samplers. 


As noted in Table 3.8, field equilibration of low-flow groundwater samples was also performed 
at select wells, followed by field analysis of the equilibrated vapor. A final sample type 
consisted of lab analysis of vapor collected with the extended-length PVD sampler or the 
Hass/AFCEE balloon sampler and then transferred to Tedlar bags. Data from these analyses was 
used to assess the accuracy and precision of the field equipment. Independent commercial 
laboratories (TestAmerica, Houston, Texas; Columbia Analytical Services, Simi Valley, 
California) were used for all off-site analyses of groundwater and vapor samples. 


In order to minimize the effect of sample collection on the sample results, the samples were 
collected from each well in sequential order with the samples most likely to be affected by short- 
term mixing/disturbance collected first. The sample collection order was as follows: 


3.3.4.2 Supplemental Field Program 


The program involved the implementation of these sampling methods multiple times in a series 
of 8 wells over the course of 43 weeks. Sampling events were completed approximately every 3 
weeks during this period. Various vapor and groundwater sampling methods were used during 
individual events to determine the impact of particular modifications on sampling variability 
over time. 


Using the SERDP ER-1705 sampling plan as a basis, the following program was developed: 
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Joint Program with SERDP ER-1705 


SERDP ER-1705 Supplemental SERDP ER-1601 Preparatory Completion 
Sample Method Sample Method(s) Activities for Next Schedule 
(groundwater methods) | (vapor-based methods) Sampling Event 

Low-Flow Sampling 1) Field equilibration with low flow Install new set of Weeks 11, 16, 31 
with Purge to sample collected prior to purge PVDs. Leave 


Parameter Stability 


2) Field equilibration with low flow 
sample collected after purge 

3) Short PVDs at 3 different depths 

4) Low-flow sample prior to purge 


dedicated low-flow 
collection tubing in 
well. 


Low-Flow Sampling 
with Constant 
Volume Purge (24 L) 


1) Field equilibration with low flow 
sample collected prior to purge 

2) Field equilibration with low flow 
sample collected after purge 

3) Short PVDs at 3 different depths 

4) Low-flow sample prior to purge 


Install new set of 
PVDs. Leave 
dedicated low-flow 
collection tubing in 
well. 


Weeks 4, 19, 34 


No Purge Low Flow 
Sampling without In- 
Well Mixing 


1) Field equilibration with low-flow 
sample prior to purging or mixing 

2) Field equilibration with low-flow 
sample collected after purge 

3) Short PVDs at 3 different depths 

4) Low-flow sample following purge 


Install new set of 
PVDs. Remove low- 
flow collection 
tubing. Install Snap 
sampler system. 


Weeks 7, 22, 37 


No purge passive 


1) Short PVDs at 3 different depths 


Remove Snap 


Weeks 10, 25, 40 


sampling (Snap sampler system. 
sampler) Install 
mixing/sampling 
system. 
No Purge Low-Flow 1) Field equilibration with low-flow Remove Weeks 13, 28, 43 
Sampling with In- sample after mixing mixing/sampling 
Well Mixing system. Install 


dedicated low-flow 
sample collection 
tubing. Install new set 
of PVDs. 


Notes: (1) Short PVD was not installed for Week 1 sampling 


As indicated in Table 3.9, the field equilibration method and the PVD samplers are not 
compatible with all of the sampling methods/approaches being utilized for the SERDP ER-1705 
program. For example, the short PVDs proved difficult to include in the system envisioned for 
in-well mixing. Similarly, as a time-savings measure, field equilibration of purged samples were 
not included if purging was not otherwise specified for the SERDP ER-1705 program. 
Regardless, each of the SERDP ER-1601 sampling methods was employed during at least 3 
distinct events, ensuring that adequate data was generated for evaluation. 
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3.4 Data Analysis 


The data generated during the field program were used to evaluate relationships between data 
obtained from various vapor and groundwater sampling and analysis methods. The following 
section describes the primary methods used to evaluate the data. 


3.4.1 Conversion of Vapor Concentration to Groundwater Concentration 


Vapor-phase concentrations measured during the laboratory validation study or during on-site 
field analysis were converted to equivalent groundwater concentrations using Henry’s law and 
the groundwater temperature measured at the time of sampling: 


1) Measure the vapor-phase VOC concentration in the sample (C,, ppm) using the 
appropriate analytical equipment. For vapor samples that are being analyzed at a 
different pressure then is present during deployment, the change in pressure must be 
accounted for using the following relationship: 


P 
= deployment 
C g, pressure corrected (ppm) =C g, uncorrected | 


analysis 

During this project, the deployment pressure was typically a function of hydrostatic 
pressure. For example, a sampler deployed approximately 34 ft below water would have 
an additional 1 atm of pressure exerted on it relative to atmospheric conditions at the 
surface. If the sampler and/or sample pressure are not maintained as part of the analysis 
process, then this loss of pressure (and therefore mass) is corrected for using the above 
equation. 


2) Correct Henry’s law coefficient (H’, unitless) for the experimental temperature (T, 


Kelvin) as follows: 
: Ara) 
i= Fw Cc 10 


Where: H¢c20°c are the unitless literature Henry’s law constants for the tested VOCs, and 
B are fitting parameters (Staudinger and Roberts, 2001) 


3) Determine measured vapor-phase VOC concentration (C,, ug/L): 
zs MW ie. 
C, (ug/L) =C, (ppm Bat ) 
Where: C, is the measured vapor-phase VOC concentration (ppm) (corrected for any 
pressure differences), MWvyoc is the molecular weight of the VOC (g/mol), R is the 
universal gas constant [0.082 (L-atm)/(mol-K)], and T is the measured water temperature 
(Kelvin). 


4) Determine VOC concentration in water phase at equilibrium (C,,, ug/L) based on vapor- 
phase concentration: 
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C, (ug/L 
Cy (ug/L) = = se 


Note that for closed-system equilibrium calculations (i.e., the “field equilibration method’’), the 
total concentration in the water phase (prior to equilibration; Cw total, ug/L) must also include the 
mass that has partitioned into the vapor phase: 


C, (ug/L)* V, + Cy (ug/L)* V 
Cw total (ug/L) = 7 ~ - 
W 


Where: V, is the volume of gas present in the system (L), Vw is the volume of water 
present in the system, and MWyoc is the molecular weight of the VOC (g/mol), R is the 
universal gas constant [0.082 (L-atm)/(mol-K)], and T is the measured water temperature 
(Kelvin). 


3.4.2 Data Transformations 


Concentration data from the wells included in the field programs ranged over several orders of 
magnitude. Because of this, there was little expectation that the data would be normally 
distributed, a necessary condition for many standard statistical analyses. Consequently, several 
methods for normalization were explored to generate a dataset that more closely approximated a 
normal distribution. 


The primary method was a log-transformation of individual datapoints: 


C s (ug/L) = LOG (C,) 


W, transform e 
A second method involved normalizing individual datapoints by a baseline datapoint from the 
same monitoring well and sampling event. For the current study, the baseline datapoint was the 
groundwater concentration obtained from lab analysis of a low-flow groundwater sample, such 
that a normalized value of 1.0 represented perfect agreement with the low-flow value. 


Ww 


Cy, transformed (ug/ L) = C 


w, low-flow 


For each method, individual sets of transformed data (e.g., dataset of log of groundwater 
concentrations obtained using PVD samplers) were tested to see if the transformation improved 
their normality. The Anderson-Darling test was used for this purpose, involving the calculation 
of a test statistic for evaluating a null hypothesis that the data is sampled from a population that 
is normally distributed. For this method, a p-value of less than 0.05 was used an indicator that 
the data represents a population that is not normally distributed. The Anderson-Darling test was 
used for both transformed and non-transformed data. 
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3.4.3 Linear Regression Analysis 


Regression analysis was the primary means for examining relationships between the various 
concentration datasets generated in each of the phases of field testing. A linear trend between 
two (log-transformed) datasets generated from the same population (i.e., the same set of wells) 
was assumed, and this standard parametric test was employed. 


Simple linear regression analysis between two datasets that are expected to be similar provides 
two primary metrics: 


e R’ as an indicator of variability: The R’ value (or the squared correlation coefficient) 
demonstrates the “goodness-of-fit”, with higher values (near one) indicating a better fit. 
Because low values of R’ represent a large degree of scatter in the residuals, they are a 
strong indicator of variability. 


e Slope as an indicator of bias: The slope of the regression line can be used to evaluate a 
predictive relationship between the independent variable and the dependent variable. 
Since data used in the linear regression are collected from the same set of wells but using 
different methods, a slope near one would indicate that the datasets are similar. A slope 
of less than one would indicate under-prediction or low bias relative to the baseline case 
(e.g., groundwater concentration from a low-flow sample), and a slope greater than one 
suggests over-prediction or high bias. 


Linear regressions were performed on log-transformed data using the Excel data analysis tool, 
with the origin of the regression line set as zero to correspond to the absence of the measured 


constituent in the analyzed media. 


When two datasets were compared, the regression generally included only those data points for 
which both methods resulted in a measurement above reporting limits. 


3.4.4 _Two-Sample Tests 


Simple two-sample tests were used as a statistical tool to evaluate potential differences between 
concentration datasets collected with the various sampling and analysis methods. These tests 
were employed during each of the phases of field testing since data were obtained from the same 
population (i.e., the same set of wells) and thus facilitated a paired comparison. For all cases, the 
low-flow groundwater sample was used as the baseline for comparison. 


In the current study, both non-parametric and parametric two-sample tests were conducted: 
1. Wilcoxon Rank-Sum Test or Wilcoxon Signed-Rank Test (non-parametric): These tests 


take paired data, calculates the differences between each individual data pair, and then 
ranks the differences. The ranked data is sorted by sign, summed, and then used to 
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calculate a test statistic (W). This test statistic is compared to tabulated critical values to 
determine if the population means are equivalent for a given level of significance. A p- 
value is returned that represents the possibility that the alternate hypothesis of different 
population means is incorrect. Tests were conducted using a publically-available on-line 
calculator (http://www.fon.hum.uva.nl/Service/Statistics/Signed Rank Test.html), with a 
significance level of 95% used as an indicator of differences between two methods. Log- 
transformed data were used, although it is important to note that this test is less 
influenced by the distribution of the data than standard parametric tests. 


2. Paired t-Tests (parametric): Using the measurements from two paired datasets, t-Tests 
calculate a test statistic that can be compared to a critical t value for a given significance 
level. Values of the test statistic that exceed the critical t value indicate that the 
assumption of equal population means is not valid. Instead, the two populations should 
be considered different, with a p-value generated as part of the test protocol indicating the 
probability that this condition is incorrect. Paired t-tests were performed on log- 
transformed data using the Excel data analysis tool, with alpha = 0.05 (i.e., significance 
level of 95%). The transformation results in datasets that more closely approximate a 
normal distribution, a key assumption for use of parametric tests. 


For both the non-parametric and parametric tests, comparisons between datasets typically 
included only those measurements for which all methods resulted in a value above reporting 
limits. This ensured a uniform comparison and permitted the use of a paired t-test. 


3.4.5 Relative Percent Difference and Relative Standard Deviation (Coefficient of Variation) 


For paired measurements, the relative percent difference can serve as an indicator of the 
accuracy of a measured value by comparing it to a value which is expected to be equivalent. 
This method was used to evaluate data collected during each of the phases of field testing (as 
well as the laboratory study), and typically involved calculating the relative percent difference 
(RPD) between groundwater concentrations calculated using vapor-phase field measurements 
and groundwater concentrations obtained using more conventional techniques (low-flow, passive 
diffusion bags). The procedure for calculating RPD is straightforward: 


M-K 
=| = |x] 
RPD x 100 


2 


Where: RPD = Relative percent difference 
M = Measured value 
K = Reference or known value 
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The RPD can be used to compare individual data points as well as entire datasets. For the latter 
case, the median RPD for the dataset was used. The median RPD can be expressed as either 
non-directional (e.g., ignoring the sign) as an indicator of variability, or as directional (including 
the sign) as an indicator of bias. 


Similarly, a quantitative indicator of precision is the relative standard deviation (RSD) between 
two datapoints obtained using the same sampling technique or analytical method. The RSD can 
also be labeled the Coefficient of Variation (CV). The RSD (or CV) can be calculated for any 
dataset when replicates are collected using the following procedure: 


RSD = S100 
x 


Where: S is the variance of the replicate data set, and 
x is the arithmetic mean of the replicate measurements. 


3.4.6 Analysis of Variance (ANOVA) 


During the supplemental field program, data were collected from the same set of wells 
repeatedly but using different sampling/analysis methods. The primary method used to evaluate 
these datasets was ANOVA: 


e Analysis of Variance (ANOVA) using Coefficient of Variation: The variability in VOC 
concentrations between samples collected from the same well using the same method will 
be characterized using the coefficient of variation: 


CV=S/x 


Where CV = coefficient of variation for results from a single well 
S = standard deviation for results from a single well 


x =arithmetic mean for results from a single well 


Based on the number of sample collection/analysis methods outlined in Table 4.8, this 
yielded 11 CV values per well. ANOVA was employed to determine if there was a 
difference in the average CVs between the different sampling methods. The objective 
was to determine if there is a statistically significant difference between the average CV 
for the baseline method (low-flow groundwater following purge to parameter stability) 
relative to average CVs associated with each of the alternative methods. 


e Analysis of Variance (ANOVA) using Mean: The potential bias in VOC concentrations 
between samples collected from the same well using the same method was characterized 
by calculating the mean concentration obtained using each individual method. This 
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yielded 11 mean values per well, or one for each of the sample collection/analysis 
methods outlined in Table 3.9. ANOVA was used to determine if the different sampling 
methods yield statistically-significant differences between the mean values obtained for 
the baseline method (low-flow groundwater following purge to parameter stability) 
relative to the mean values obtained using each of the alternative methods. 
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4. RESULTS AND DISCUSSION 


Results obtained during this project are described in separate sections for each of the primary 
project tasks. These tasks are listed below along with key findings: 


1. 


Laboratory Validation of Vapor-Phase Monitoring (Section 4.1): Both the field- 
portable GC and PID instruments achieved the target criteria for accuracy, precision, and 
sensitivity, such that these instruments were retained for further field testing. In terms of 
methods for collecting vapor-phase samples, direct headspace sampling and passive 
vapor diffusion (PVD) samplers also met performance objectives and were retained for 
field testing. Results of the lab study were published in Adamson et al. (2009). 


Temperature Study (Section 4.2): The influence of seasonal temperature gradients on 
mixing within monitoring wells was demonstrated using a combination of model and 
field data. These effects contribute to vertical stratification of VOC concentrations during 
periods that were thermally stable (late summer), limiting the potential application of 
headspace methods in estimating groundwater concentration (which rely on flow- 
weighted averaging) while increasing the viability of depth-discrete sampling. A better 
understanding of prevailing thermal mixing conditions should be incorporated into the 
development of monitoring programs as well as interpretation of monitoring data. Results 
of the temperature study were published in McHugh et al. (2012). 


. Preliminary Field Study (Section 4.3): Strong correlations with groundwater 


concentrations were obtained using on-site analysis of samples collected from the 
screened interval of monitoring wells, either using passive vapor diffusion samplers or 
equilibrated vapor from groundwater samples. Correlations were relatively poor using the 
simple headspace collection method due to the presence of vertical stratification within 
the well, such that this method is not recommended except as a bulk indicator of 
groundwater concentrations. Results of the preliminary field study were published in 
Adamson et al. (2012). 


. Expanded Field Study (Section 4.4): Three different passive vapor diffusion sampler 


designs were tested at a larger number of wells, and the simplest design—a short sampler 
for collecting depth-discrete data—performed nearly identically to longer samplers. The 
similarly strong performance for sampler types that cover much different portions of the 
screened interval suggested that well-mixed conditions were prevalent during this 
sampling period. The field GC provided more accurate and less variable on-site results 
than other analytical equipment included in the study (PID and HAPSITE). Results will 
be combined with data from subsequent tasks for a guidance-focused manuscript to be 
submitted to a peer-reviewed journal in Spring 2013. 


Supplemental Field Testing (Section 4.5): A longer-term field program was 
implemented to assess the amount of variability associated with the most promising 
vapor-phase based methods. The variability of concentration data obtained using passive 
vapor diffusion samplers and the field equilibration method were evaluated during 
several events completed over the course of nearly a year. No statistically significant 
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differences in variability were obtained when comparing the vapor-phase based data with 
data obtained using low-flow groundwater sampling (including no-purge samples, 
samples collected after in-well mixing, samples collected after purging fixed volumes, 
and samples collected after purging to parameter stability) or Snap samplers (i.e., passive 
groundwater samplers). In general, methods designed to reduce variability had little or 
no significant benefit. Results of the study will be combined with data from other tasks 
for a guidance-focused manuscript to be submitted to a peer-reviewed journal in Spring 
2013. 


6. Assessment of Cost-Effectiveness (Section 4.6): Direct comparisons between monitoring 
alternatives were evaluated based on “cost per sample” and other applicable metrics using 
extensive cost modeling. Various scenarios were developed and tested, showing that 
groundwater monitoring could be completed at a cost savings of at least 36% when on- 
site vapor-based monitoring was completed using a rented GC. This represents a savings 
of several hundred dollars per sample for typical monitoring programs (depending on 
whether monitoring was completed at an in-town or out-of-town site). Cost information 
will be included in the guidance-focused manuscript to be submitted to a peer-reviewed 
journal in Spring 2013. 


The collective results were used to develop the guidance document for vapor-based groundwater 
monitoring methods that is Appendix C of this report. 


4.1 Laboratory Validation Study 


The laboratory study was designed to validate the use of the instruments and vapor sampling 
methods based on a combination of accuracy, precision, and sensitivity. The following 
objectives were used to evaluate performance: 


e Accuracy: Target of RPD of +/-30% between paired data 

e Precision: Target of RSD of +/-30% between paired data 

e Sensitivity: Method detection limit (MDL) < Maximum Contaminant Level (MCL) for 
all VOCs tested; ii) accuracy and precision objectives achieved at lowest concentration 
tested 


4.1.1. Portable Field Instrument Validation Results 


4.1.1.1 PID Validation 


The performance of the hand-held ppbRAE 3000 PID was evaluated through the measurement of 
pure gases and gas mixtures of known concentrations. As shown in Table 4.1, all measurements 
achieved the target accuracy and precision objectives of a RPD of +/-30% and a RSD of 30%. In 
addition, the calculated MDLs corresponded to dissolved VOC concentrations of < 5 ug/L. The 
PID exhibited a consistent low bias of 10 to 20%, however, this low bias did not prevent 
attainment of the accuracy and precision objective. 
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Table 4.1. Accuracy, Precision, and Sensitivity of ppbRAE 3000 PID 


Standard Number of 
Concentration Replicate Accuracy Range | Precision Sensitivity: 

VOC mv) Measurements RPD) RSD) MDL (ppmv) 
Beacons 1.04 7 -17.0% to -9.7% 2.7% 0.077 
5 i -20.2% to -15.6% 1.5% N/A” 
Mixture of 1,1- 0.33 7 -22.5% to -5.3% 5.3% 0.079 
DCE, Benzene, 3.06 7 -21.6% to -15.9% 2.3% N/A 
TCE 312 7 -17.3% to -14.5% 1.1% N/A” 


Notes: (1) Method detection limit calculation applies only to the lowest concentration tested. 


Finding: The ppbRAE 3000 PID achieved the accuracy and precision criteria for 100% of 
measurements. The instrument MDL corresponds to a water-phase concentration of 1.3 ug/L 
benzene, less than the MCL 5 yg/L. Based on these results, the PID was retained for the field 
portion of the study. 


4.1.1.2 Gas Chromatograph (GC) Validation 


The performance of the two Photovac Voyager GCs was evaluated through the measurements of 
standard mixtures of 1,1-DCE, benzene, and TCE of known concentrations. Three concentrations 
of the standard gas mixture were obtained from Spectra gas (1.e., 0.11 ppmv, 1.0 ppmv, and 10 
ppmv concentrations of each of the three VOCs). Laboratory dilution was used to obtain the 
remaining test concentrations. As shown in Tables 5.2 and 5.3, the accuracy objective (RPD of 
+/-30%) and precision objective (RSD of 30%) were achieved for 100% of measurements of 
undiluted standard gas mixtures. In addition, for the diluted standard gas samples, the accuracy 
objective was achieved for 81% of the measurements and the precision objective was achieved 
for 100% of the measurements. The lower accuracy associated with test concentrations that 
required laboratory dilutions most likely reflect variability associated with the dilution process 
rather than the actual instrument performance. The calculated MDLs corresponded to dissolved 
VOC concentrations of 0.04 ug/L, (1,1-DCE), 0.16 ug/L, (benzene), and 0.19 pg/L (TCE), less 
than the MCL for each VOC. 
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Table 4.2. Accuracy, Precision, and Sensitivity of Voyager GC P503 


Standard Number of Sensitivity: 
Concentration Replicate Accuracy Range MDL 
VOC (ppmv) Measurements (RPD) Precision (RSD) (ppmv) 
0.054"? 3 -6.8% to -0.9% 3.0% N/A” 
0.107 7 -2.8% to 5.5% 2.6% 0.0089 
0.337 3 -17.0% to -10.9% 3.1% N/A 
0.505 3 -12.6% to -12.2% 0.2% N/A 
epee 0.673 3 -6.6% to -3.1% 1.9% N/A” 
: 1.01 7 -0.9% to 6.2% 2.6% N/A”? 
3.50 3 -23.8% to -21.7% 1.2% N/A 
5.254) 3 -14.0% to -9.8% 2.3% N/A” 
7.00 3 -10.2% to -8.0% 1.2% N/A® 
10.5 7 -1.9% to 6.5% 2.9% N/A” 
0.055‘? 3 -34.0% to -20.0% 7.8% N/A” 
0.110 7 -0.9% to 6.2% 2.6% 0.0092 
0.343 3 -20.3% to -16.8% 1.8% N/A” 
0.515 3 -15.7% to -13.3% 1.3% N/A” 
a 0.687 3 -16.0% to -13.6% 1.2% N/A” 
1.03 7 -0.7% to 5.9% 2.3% N/A” 
3.50 3 -43.4% to -41.6% 0.9% N/A 
5.25 3 -35.0% to -34.0% 0.5% N/A” 
7.00? 3 -30.3% to -28.0% 1.2% N/A 
10.5 7 -1.9% to 4.7% 2.4% N/A 
0.055") 3 -17.8% to -3.7% 8.4% N/A 
0.110 Fi -5.6% to 3.6% 3.2% 0.011 
0.340 3 -23.7% to -14.5% A.8% N/A 
0.510°? 3 -17.0% to -14.1% 1.5% N/A 
TCE 0.680? 3 -16.2% to -13.2% 1.5% N/A 
1.02 7 -0.7% to 0.6% 0.4% N/A” 
3.40 3 -36.1% to -31.9% 2.2% N/A” 
5.10? 3 -20.1% to -15.9% 2.1% N/A” 
6.80 3 -18.8% to -16.2% 1.4% N/A” 
10.2 7 -1.0% to 3.8% 1.8% N/A” 


Notes: (1) Concentration required dilution of standard gas which may have contributed to observed variability in measured 
concentrations; (2) Method detection limit calculation applies only to the lowest non-diluted concentration tested. 
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Table 4.3. Accuracy, Precision, and Sensitivity of Voyager GC P505 
Standard Number of 
Concentration Replicate Accuracy Sensitivity: 

VOC (ppmv) Measurements | Range(RPD) | Precision(RSD) | MDL (ppmv) 
0.107 7 -7.8% to 4.6% 4.7% 0.0159 
1,1-DCE 1.01 7 -5.6% to 1.8% 2.71% N/A” 
10.5 7 -4.9% to 10.5% 1.8% N/A 
0.110 7 -2.8% to 2.7% 1.9% 0.0065 
Benzene 1.03 7 -4.9% to 1.1% 2.4% N/A“? 
10.5 7 -6.8% to 10.5% 2.5% N/A 
0.110 7 -8.5% to 8.7% 5.9% 0.0209 
TCE 1.02 fi -4.7% to 2.4% 2.8% N/A 
10.2 7 -7.7% to 10.2% 3.0% N/A” 


Notes: (1) Method detection limit calculation applies only to the lowest non-diluted concentration tested. 


Finding: The Voyager GCs achieved the accuracy criteria for 94% of measurements and the 
precision criteria for 100%. For each of the three VOCs, the instrument MDL corresponds to a 
water-phase concentration of less than 0.5 yg/L, less than the MCL of 5 to 7 yig/L. Based on 
these results, the Voyager GCs was retained for the field portion of the study. 


4.1.2 Headspace Sampling Method Validation Results 


The ability of the field GC to determine the VOC concentration in water through the 
measurement of headspace VOC concentration was evaluated with a series of partitioning 
experiments. An initial experiment to determine the time required for equilibration found that 
equilibrium partitioning between the water and air phases occurred in less than 100 minutes (see 
Figure 4.1). Based on this finding, subsequent experiments used an equilibration time of 100 
minutes or more. 
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Figure 4.1. VOC Concentration vs. Time in Headspace of Equilibration Reactor. 
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The headspace analysis method for the purpose of determination of aqueous-phase VOC 
concentrations was tested after the portable field instruments were validated and the headspace 
VOC equilibration times were determined. As shown in Tables 4.4 and 4.5, 92% of 
measurements achieved the accuracy objective (RPD of +/-30%) and 80% of measurements 


achieved the precision objective (RSD of 30%). 


Table 4.4. Accuracy and Precision of Headspace Analysis Method 
Using Voyager GC During Laboratory Validation Study (Single VOC Reactors) 


“Known” Equilibrium 
Concentration in Number of 
Water“ Replicate Accuracy Range | Precision 
VOC (ug/L) Measurements (RPD) (RSD) 
0.284 2 -8.3% to 5.6% 9.8% 
1.61 2 -15.5% to 5.3% 41.6% 
BUC vil 2 -16.9% to -15.4% 1.0% 
161 2 -4.7% to 4.3% 13.1% 
0.565 2 12.7% to 26.5% 9.8% 
ieqeeae 3.12 2 -20.1% to -8.7% 5.2% 
14.1 2 -13.6% to -10.5% 2.2% 
212 2 -12.8% to -12.0% 1.8% 
0.441 Z 5.5% to 8.0% 1.7% 
TCE 2.50 2 -6.3% to 20.5% 44.7% 
11,0 2 -11.5% to -10.6% 0.7% 
250 2 -0.5% to 8.1% 3.4% 


Notes: (1) “Known” concentration based on mass added to reactor and temperature-corrected Henry’s constant 


Table 4.5. Accuracy and Precision of Headspace Analysis Method Using 
Voyager GC During Laboratory Validation Study (VOC Mixture Reactors) 


“Known” Equilibrium 
Concentration in Number of 
Water” Replicate Accuracy Range | Precision 
VOC (ug/L) Measurements (RPD) (RSD) 
1,1-DCE 346 4 -24.0% to 46.5% 37.6% 
Benzene 416 4 11.3% to 27.5% 8.6% 
TCE a20 4 -32.5 to 6.5% 19.0% 


Notes: (1) “Known” concentration based on mass added to reactor and temperature-corrected Henry’s constant 


Accuracy and precision were similar at all VOC concentrations suggesting that a large portion of 
the observed variability was associated with the experimental set-up rather than the performance 
of the measurement method or instrument. 


The sensitivity of the headspace measurement method was evaluated through the accuracy and 
precision of the method at low VOC concentrations. The sensitivity objective was attained 
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because the accuracy and precision objectives were attained for each VOC at the lowest 
concentrations measured. For all three VOCs, these concentrations were less the individual 
MCLs (see Table 4.4). 


Finding: Headspace analysis using the portable GC yielded groundwater concentration 
measurements that achieved the accuracy objective for 92% of measurements and the precision 
objective for 80% of measurements. The sensitivity was less than the MCL for the three VOCs 
evaluated. Based on these results of the laboratory validation, headspace analysis conducted 
using a field portable instrument can be used to measure VOC concentrations in water with 
sufficient accuracy, precision, and sensitivity to achieve typical groundwater monitoring 
objectives. 


4.1.3 Vapor-Phase Sampling Method Validation Results 


Three different methods that were envisioned for collecting vapor-phase samples from 
monitoring wells were evaluated in the laboratory validation study: 1) direct headspace 
sampling, 2) sampling tube with gas permeable membrane, and 3) gas-filled passive vapor 
diffusion sampler (PVD). 


4.1.3.1 Direct Headspace Sampling 


This method involves sampling vapors directly from the headspace in a well. This method was 
validated as described in Section 4.1.2. Questions regarding whether equilibrium partitioning 
occurs between groundwater and the monitoring well headspace (and under what conditions) 
were not easily addressed in the laboratory and were left for the field validation program. 


Finding: The direct headspace sampling method achieved the accuracy objective for 92% of 
measurements and the precision objective for 80% of measurements. The sensitivity was less 
than the MCL for the three VOCs evaluated. Based on these results, this sampling method was 
retained for the field portion of the study. 


4.1.3.2 Sampling Tube with Gas Permeable Membrane 


To reduce the dependence on in-well mixing, this method utilizes a sampling tube with a gas 
permeable membrane to allow partitioning to occur at the monitoring well screen. The concept 
of this sampling method is that equilibrium partitioning will occur across the membrane interface 
and then the VOCs will diffuse along the tubing to the top of the monitoring well. This would 
allow the collection of a vapor-phase sample (from the top of the tubing) that is representative of 
VOC concentrations in groundwater at the screened interval of the monitoring well. The 
laboratory validation was designed to evaluate whether VOCs would diffuse along a 10-ft length 
of the sample tube, i.e., from the membrane interface to the sample collection point. 
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The analysis of reactors at 24 hours and 18 days resulted in no detection of TCE in 100 uL 
samples collected from the far end of the sample tubes. In contrast, the parallel reactors set up to 
allow sampling of the headspace showed the expected TCE concentrations with accuracy similar 
to the prior headspace analysis trials (see Table 5.6). 


Table 4.6. Evaluation of Tube with Membrane Sampling Method During Laboratory 


Validation Study 
Expected TCE Measured TCE Measured TCE 
Concentration in Concentration in Concentration in 
Vapor Phase at Vapor Phase after 24 | Vapor Phase after 18 
Sampling Equilibrium hours days 
Technique (ppmv) (ppmv) (ppmv) 
Headspace 18.2 20.2 24.9 
Tube + Membrane 18.2 <0.1 <0.1 
Tube + Membrane 
(duplicate) 18.2 <0.1 Not Analyzed 


Additional literature review and diffusion calculations suggested that a seven-day equilibration 
time would be required for VOCs to diffuse along a 10-ft length of tubing so that the 
concentration at the far end was > 80% of the concentration at the membrane interface. 
However, for commonly-used tubing (i.e., Teflon, nylon, etc.) the time-frame for diffusion of the 
VOCs through the tubing was 2 hours to 2 days (Boulding, 1996, Arildskov and Devlin, 2000) 
suggesting that the VOCs would leak out of the tubing prior to diffusing to the far end. The 
laboratory results and literature review suggest that the sample tube with gas permeable 
membrane is not a suitable sample collection method. 


Finding: The tube with gas permeable membrane sampling method did not achieve the accuracy 
and precision objectives and was not retained for the field portion of the study. 


4.1.3.3 Passive Vapor Diffusion (PVD) Sampler 


PVD samplers can be used to collect a vapor phase sample directly from the screened interval of 
a monitoring well. Of the three sample collection methods evaluated, this method is least reliant 
on in-well mixing. PVD samplers have been previously tested and validated for collecting vapor 
samples in equilibrium with surface water (Church et al., 2002). For the current study, validation 
experiment for the PVDs consisted of a series of 4 reactors (constructed as described in Section 
3.3.2.1), which were sampled at different equilibration times. TCE concentrations inside the 
PVDs were relatively stable after 8 days of equilibration (see Figure 4.2). This is in general 
agreement with the USGS PVD guidance document (2002), which suggests a PVD equilibration 
time of approximately | to 3 weeks. 
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Figure 4.2. TCE Concentration Inside PVD Samplers During Laboratory Validation Study 


The accuracy of the PVD sampler was evaluated using two different approaches to determine the 
TCE concentration in the water phase: 1) a calculated TCE concentration based on equilibrium 
partitioning of a known mass of TCE added to the equilibration vial, and ii) direct measurement 
of the TCE concentration in the water using a laboratory GC (see Table 4.7). 


Table 4.7. Accuracy of PVD Sampling Method During Laboratory Validation Study 


TCE 
Concentration TCE in Water Based on 
in Water Based | Equilibrium Partitioning of 
on Measured Initial TCE Mass Measured TCE in Water 
Equilibration | Concentration 
Time inside PVD | Concentration | Accuracy” | Concentration | Accuracy” 
(days) (ug/L) (ug/L) (RPD) (ug/L) (RPD) 
3 232 439 -62% - - 
8 339 439 -26% 452 -29% 
16 383 439 -14% 423 -10% 
23 365 442 -19% 456 -22% 


Notes: 


(1) Known equilibrium aqueous phase TCE concentration based on mass balance calculations. Experimental 


temperatures for sampling days 3, 8 and 16 were 20°C, and 19°C for day 23. The higher aqueous phase TCE 
concentration at day 23 reflects the lower experimental temperature; (2) Accuracy of PVD sampler compared to 
expected TCE concentration in water based on equilibrium partitioning of initial TCE mass in the vial; (3) 
Accuracy of PVD sampler compared to measured TCE concentration in water. 


Using either of the two methods to determine the TCE concentration in water, all equilibration 
vials sampled after 8 or more days of equilibration achieved the accuracy criteria of +/-30% 
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RPD. Although the replicate vials were not analyzed on the same day, precision was evaluated 
by calculating the RSD for the three vials analyzed after the TCE concentration inside the PVDs 
had stabilized (1.e., days 8, 16, and 23). The RSD (between the water phase TCE concentrations 
determined from the measured TCE concentrations inside the PVDs) for these three vials was 
6.2%, below the 30% objective. The results from this limited laboratory validation support the 
previous work done by the USGS that demonstrated by suitability of PVD samplers for 
measuring VOC concentrations in water. 


Finding: The PVD sampling method achieved the accuracy and precision objectives for 100% of 
measurements and was retained for the field portion of the study. 


4.2 Temperature Study 


Vertical temperature gradients and effect on volatile organic compound (VOC) concentrations 
measured by low flow and passive diffusion bag samples were evaluated as part of a limited field 
program at two shallow monitoring wells. The results were used to understand the potential 
effect on concentrations estimated using the vapor-phase based approach, as well as to help 
design appropriate sampling strategies. 


4.2.1__Temperature Data 


Temperatures were recorded hourly at four elevations at each well for the period from December 
2008 to April 2010 (Figure 4.3). Some gaps in the temperature measurements occurred due to 1) 
failure to download temperature readings from 17 January 2009 to 7 March 2009 before they 
were overwritten by more recent measurements, ii) failure of individual iButton at various times, 
and iii) removal of the iButtons from the wells from during various periods to allow installation 
of passive diffusion samplers and other equipment. In both wells, the largest seasonal variation in 
temperature was observed at the shallowest elevation. Less seasonal variation was observed at 
the deeper elevations and at these elevations, the maximum and minimum temperatures occurred 
later in the season. 
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Figure 4.3. Measured and Predicted Groundwater Temperature Over Monitoring Period 
During Temperature Study. Y-axis shows temperature (degrees Celsius). Blue diamonds 
show measured groundwater temperatures and green lines show predicted temperatures using 
model (Hillel, 1982) and input values listed in Section 3.2. 


The soil temperature model described in Section 3.2 (Hillel, 1982) was used to generate 
temperature predictions based on well and environmental conditions. These data are also shown 
in Figure 4.3, and demonstrate that the measured groundwater temperature patterns in both wells 
were generally consistent with the predicted soil temperature profiles in terms of both 
magnitudes of temperature variation and timing of observed minimum and maximum 
temperatures. At depths greater than 6 m, the model-predicted magnitude of temperature 
variation matched the observations, but the maximum temperature occurred earlier than 
predicted. This comparison indicates that a simple model of soil temperature model can be used 
to estimate the approximate time and depth intervals during which the groundwater within study 
wells were expected to exhibit thermal convective mixing or thermally-induced stratification. 


4.2.2__ VOC Concentration Data 


In order to characterize the vertical distribution of VOCs within the two wells, groundwater 
concentrations were measured in November 2009 and May 2010 at same four elevations using 
passive diffusion samplers and at the lowest elevation using low flow sampling. The November 
2009 event was scheduled during a period which is consistent with “late summer” conditions for 
the region (Houston), when the target sampling intervals were expected to be thermally 
stabilized. The May 2010 event was scheduled during a period which is consistent with “late 
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winter” conditions for the region, when the target sampling intervals were expected to be 
thermally mixed. 


Concentration data for the primary VOC (TCE) from these events are displayed on Figure 4.4, 
along with concentrations that were measured at one or more elevations on six other dates 
between 2006 and 2010. 


In both wells, the intrawell TCE concentration varied by more 100x during the first sampling 
event but by less than 2x during the second sampling event. The results confirm that both wells 
were more highly stratified during the first sampling event (Late Summer) and well mixed during 
the second sampling event (Late Winter). In all four cases, the results for the low flow sample 
closely match the result for passive diffusion sample collected from the same depth. This match 
was obtained despite the observation of much higher TCE concentrations (MW-S53, top panel of 
Figure 4.4) or much lower TCE concentrations (MW-51, bottom panel of Figure 4.4) within a 
few feet above or below the low-flow intake elevation during the November 2009 sample event. 
These data show that the Late Summer thermal stratification was strong enough to inhibit 
complete vertical flow within the wells during the low-flow sampling procedure. 


Sample results from other dates also support the conclusion that low-flow and passive sample 
collection methods can be strongly influenced by thermal stratification. A low-flow sample 
collected from the middle of the screened interval MW-53 on 16 November 2009 (Late Summer) 
as part of the routine annual monitoring program for the site showed a TCE concentration of 
<0.21 ug/L, far lower than the 25 November 2008 routine monitoring sample collected in the 
same manner (1600 pg/L). The 16 November 2009 result was somewhat lower than the 16 
November 2009 passive diffusion sample result from the top of the screened interval (14 pg/L) 
but far lower than the passive diffusion sample and low flow sample results from the bottom on 
the screened interval (5600 ug/L and 5100 ug/L) on the same date. The November 2009 
sampling data show that VOC concentrations are highly stratified within the aquifer and this 
stratification also occurs within the well during time periods of thermal stratification. As a result, 
VOC concentration results obtained using low flow or passive sampling methods can be highly 
dependent on the exact vertical elevation at which the sample is collected during periods of 
thermal stratification. 


A number of studies have documented large vertical variations in VOC concentration within 
open monitoring wells (e.g., Vroblesky et al., 2000; Vroblesky and Peters, 2000; Huffman, 2002; 
Vroblesky et al., 2003). These variations have been documented with both passive diffusion 
sampling and low flow sampling methods (e.g., Divine et al., 2005). However, the importance of 
vertical temperature gradients in creating mixed or stabilized conditions in shallow monitoring 
wells has not been widely discussed. 
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MONITORING WELL 53 
Routine Sampling Program Detailed Vertical Sampling Prgram 
Year 2006 2008 2009 2010 
Date Oct. 3 Dec. 19 Nov. 25 Nov. 2 Nov. 16 Jan. 24 Feb. 10 May 4 
Season Early Fall Late Fall Fall Fall Fall Winter Winter Spring 
In-Well Temperature | Modeled 26.110228 24210232 25.11023.1 25810229 25410230 220237 2120235 202t0231 
(°C) (Measured - - - 25 to 23 24.5 to 23 22 to 23 - 20.5 to 22.5 


Low-Flow Purge 
<0.21 6700 


MWS (Rm) 


MW-S3 (10.4 m) 
Te 
Routine Sampling Program Detailed Vertical Sampling Prgram po Ee 
Year 2006 2008 2009 2010 
Date Oct. 3 Dec. 19 Nov. 25 Nov. 2 Nov. 16 Jan. 24 Feb. 10 May 4 
Season EarlyFall Late Fall Fall Fall Fall Winter Winter Spring 
In-Well Temperature { Modeled 27.81024.8 21710244 23910249 25910250 24710254 18910232 180t0227 20.1t021.0 
(°C) | Measured - - - 24.5t023.5 24.010235 20.0%225 - 20.0 to 21.05 
Method High Volume Purge Low-Flow Purge 
TCE Concentration (ug/L) 64.5 68.9 47 45 38 41 31 31.7 


Depth Interval | 
(meters below surface) 
1.2 - 18 


Water elevation in well 

Hillel model soil temperature warmer near surface, colder deep ( < -0.3 C per meter) (conducive for stratification within well) 
HE Hille! mode! soil temperature gradient neutral (between -0.3 C and + 0.3 C per meter) 
o Hillel model soil temperature colder near surface, warmer deep (> +0.3 C per meter) (conducive for mixing within well) 
TCE concentration from discrete passive diffusion bag set at this interval in well (ug/L) 


sune « p> August 
2006 2010 


™\. Hillel Model Temp 
= Measured Temp 


Location of inlet of sampling tube used for purge-based sampling 


Figure 4.4. TCE Concentration Data Collected from Two Monitoring Wells During 
Temperature Study. Location of each result indicates sample date and measurement depth. 
Vertical temperature gradients estimated using model by Hillel, 1982 and input values listed in 
Section 3.2. 
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Theoretical considerations and site data suggest vertical temperature gradients within shallow 
aquifers can have a significant effect on groundwater monitoring results obtained using low flow 
and passive sampling methods. Other researchers have evaluated the impact of temperature 
gradients on oxygen transport within a monitoring well (Vroblesky et al., 2007) and mixing of 
water from above and within the screened interval during the low flow purging process (Martin- 
Hayden, 2000). However, we are not aware of any studies on effect of temperature gradients on 
stratification in VOC concentrations within a monitoring well. In fact, out of 11 studies we 
reviewed that have used passive diffusion samplers to determine vertical VOC concentration 
gradients, none consider the effect of vertical temperature gradients on well dynamics. 


Temperature gradients of less than 0.01°C per meter (0.003°C per foot) that increase with depth 
are sufficient to support thermal convection resulting in mixing between depths within 
monitoring wells (Sammel, 1968). When temperature gradients are reversed so that temperatures 
decrease with depth (e.g., in Late Summer), the resulting density gradient will inhibit mixing 
within the well. In the absence of other forces such as naturally occurring hydrogeologic vertical 
gradients driving vertical flow, the thermal stratification will result in constituent concentration 
profiles within a monitoring well that are similar to those within the adjacent aquifer. 


When constituent concentrations are stratified, then the results obtained by passive or low flow 
sample collection methods will be highly dependent on the depth at which the sample is 
collected. In the absence of vertical pressure gradients within the screened portion of the aquifer, 
low flow sampling is commonly assumed to draw water from the entire screened interval of the 
well yielding a flow-weighted average sample (Varljen et al., 2006). However, under thermally 
stabilized conditions (typically expected in late Summer and early Fall), the resulting density 
gradient inhibits the vertical flow of water within the well (and in the adjacent aquifer), 
narrowing the interval from which water is obtained. Because both low flow and passive 
sampling methods are extremely sensitive to thermal stratification in shallow monitoring wells, 
the results obtained using these sampling methods will potentially be significantly more variable 
than those obtained using high volume purge methods. 


Proper consideration of the effects of temperature gradients on well dynamics provides a 
previously unrecognized opportunity to gain additional information from traditional monitoring 
wells. During time periods of thermal mixing, a sample collected using low flow or passive 
methods will provide a flow-weighted average concentration for the screened interval. In 
contrast, during periods of thermal stratification, samples collected from different depths within 
the open monitoring well can be used to characterize the degree of concentration stratification 
within the aquifer. Figure 4.5 shows temperature gradients and predicted mixing conditions as a 
function of season and depth for a variety of climates (e.g., Houston, TX and San Francisco, 
CA). The temperature gradients were calculated using the soil temperature model and input 
values described in Section 3.2 except that Ag was 7.5°C for San Francisco. Low-flow or no- 
purge samples collected from traditional monitoring wells during periods of strong thermal 
mixing should be representative of flow-weighted conditions within the aquifer regardless of the 
specific sample depth within the screened interval of the well. Low-flow or no-purge samples 
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collected from traditional monitoring wells during periods of strong thermal stabilization are 
likely to be more representative of contaminant concentrations within the aquifer formation 
corresponding to the specific sample collection depth. 
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trongly thermally stratified (temperature gradient >0.05°C/m). 


Strongly thermally stratified (temperature gradient >0.05°C/m). 


Figure 4.5. Predicted Vertical Temperature Gradients and Resulting Mixing Conditions in 
Groundwater Monitoring Wells During Temperature Study. (A) Annual variation in surface 
soil temperature = 18 °C (Houston); (B) Annual variation in surface soil temperature = 7.5 °C 
(San Francisco). White cells represent temperature gradient between -0.01 °C/m and +0.01 °C/m 
(i.e., conditions favoring neither stratification or mixing). 


The modeling data shown in Figure 4.5 also demonstrate that temperature effects on mixing are 
most pronounced at shallow depths, and then become less important with depth. For wells in 
settings that experience moderate changes in annual temperature (e.g., Houston, Figure 4.5a), no 
temperature-associated changes in mixing conditions would not be expected below depths of 
approximately 18 m bgs. For wells in settings where annual temperature changes are smaller 
(e.g., San Francisco, Figure 4.5b), this depth where the influence of seasonal temperature 
gradients can be ignored is even shallower (approximately 15 m bgs). 


In addition, these results suggest that sampling procedures and mechanical devices can be 
employed to reduce groundwater variability from conventional monitoring wells. These 
measures to reduce variability include: 
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e Use of high-volume purge techniques that were widely used before the introduction of 


low-flow sampling; 


e Employ some type of mixing of water in the monitoring well before sample collection. 
An example of an in-well mixing device (originally developed as part of SERDP ER- 
1705) that was used during the supplemental field program is shown in Figure 4.6); 


e For wells with shallow screened intervals (<15 m bgs), only sample during the time of 
year when thermally mixed conditions are present (i.e., late Winter, see Figure 4.5). 

e For wells with deep screened intervals (>15 to 20 m bgs, depending on annual climate), 
seasonal changes in the prevalent mixing condition can be largely ignored. 


Each of these methods to reduce sample variability may be counter to currently-prescribed best 
practices and regulatory guidance. However, a renewed focus on in-well flow dynamics can be 
very important to obtain high-quality, accurate, precise, low-variability and meaningful 
groundwater monitoring data. 


1/4-in Nyloflow tubing 
_—_ to sampling depth 


Small holes 
for water 
exchange 


Mixing device: 
Hollow discs 
& metal pipe 
for weight 


1/2-in flexible PSI unility 
pipe with attached 


baffle at base. 


PVC slip cap 


2-in PVC 
riser casing 


Rubber-baffle 

to separate 
screened portion 
of well from 
overlying water 
column 


Well screen 


4.3 Preliminary Field Program 


Figure 4.6. Example of Groundwater In- 
Well Mixing Samplers. During the 
supplemental field program (see Section 4.5), 
mixing samplers were installed in each well 
after the sampling activities from the previous 
event were completed. The mixing samplers 
were left in place for approximately three 
weeks for equilibration prior to sample 
collection. Before sample collection the in-well 
mixing device was raised and lowered exactly 
three times to ensure adequate groundwater 
mixing. After mixing, groundwater samples 
were collected from the wells using a pump. 
sampled using a pump. 


The preliminary field program was completed during two separate events in January 2010 and 
February 2010 at the same set of 10 wells. The sampling methods that had been validated during 
the lab study were included in this phase (see Section 4.1), and several types of groundwater 
samples were collected as a baseline comparison (low-flow) and to further assess the extent of 
vertical stratification present within the monitoring wells that might influence the vapor-based 
groundwater results. The monitoring events were scheduled for a period that tended towards 
thermally mixed conditions based on the results of the temperature study (see Section 4.2). 
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4.3.1 Well Characteristics and Sampling Data 


Table A.1 in Appendix A summarizes pertinent characteristics for the wells included in the field 
program. Monitoring was completed at 3 wells installed in unconfined aquifers and 7 wells 
installed in confined aquifers. The total depth of these wells ranged from approximately 18 ft to 
69 ft, with a depth to water of between 4.5 and 38 feet. The majority of wells (8 of 10) had 
screens that were 10 ft in length, with the remainder (2 of 10) containing 5-ft long screens. In 17 
of the 19 instances when the depth to water was measured (encompassing both sampling events), 
the water level was higher than the top of the screen interval. 


During the field program, groundwater and vapor samples were collected from each monitoring 
well using a series of different methods and analyzed either in the field or following shipment to 
a commercial laboratory. Table 4.8 summarizes the total number of samples collected using 
each of these methods. 


A total of 198 sample analyses were performed as part of the field program, not including 
replicates. For the six primary methods (bolded in Table 4.8), the objective was to collect 20 
individual samples per method. This goal was not achievable for a variety of reasons: 


e One well was inadvertently opened prior to the start of the first sampling event, 
disturbing equilibrium conditions. No samples were collected from this well. 


e One or more pieces of equipment were compromised (e.g., obstructed tubing, pump 
failure) in several wells during the first sampling event. 


e The water level rose above the depth where the tubing for collecting a vapor sample 
terminated. During the first sampling event, this prevented the collection of vapor 
interface samples at two locations. When this condition was encountered during the 
second sampling event, the tubing was raised slightly above the water level and a vapor 
sample was collected. 
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Table 4.8. Summary of Samples Collected and Analyzed During Preliminary Field 


Program 
Matrix Sampled/ Field or Lab 
Sample Type (Location) Matrix Analyzed Analysis No. of Samples 
Headspace Vapor/Vapor Field 18 (GC); 16 (PID) 
(Upper) Vapor/Vapor Lab 10 
Headspace Vapor/Vapor Field 16 (GC); 16 (PID) 
(Interface) Vapor/Vapor Lab 7 
Passive Vapor Diffusion Vapor/Vapor Field 18 
(Screen) 
Passive Diffusion Bag Water/Water Lab 18 
(Interface) Water/Vapor Field 15 
Passive Diffusion Bag Water/Water | Lab | 19 
(Screen) Water/Vapor Field 10 
Water/Water Lab 18 
Low-Flow Water (Screen) | ; | 
Water/Vapor Field 17 


Notes: (1) Does not include duplicate samples; (2) Includes non-detects; (3) Does not include replicate analyses. 


To facilitate comparisons between the vapor-based methods and conventional groundwater 
sampling and analysis, all vapor concentrations were converted to groundwater concentrations 
using the procedure outlined in Section 3.5. A complete list of all samples collected, all 
analytical data (field and/or laboratory analysis) for the individual samples, and the conversions 
were provided in the July 2010 interim report for this project, and therefore are not reproduced 
here. For the primary constituent of concern present in each well, the resulting groundwater 
concentration data collected during this phase of field testing are summarized in Table 4.9. 


A test for normality (Anderson-Darling) was performed on all datasets (results were presented in 
the July 2010 interim report). In all cases, concentration data spanned several orders of 
magnitude, and the results of these tests confirmed expectations that they did not represent 
normal distributions. To improve the normality of this datasets—and thus improve the power of 
the statistical methods used to evaluate the data—two different types of transformations were 
attempted, and the Anderson-Darling test was re-run on the transformed data. Based on the 
results of these tests, log-transformed data were used in further evaluation of the data. 
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Groundwater ee a IE : = 
Conc. Januar’ February January February January February 

Calculated or | Avg. Conc. | Range| Avg. Conc. | Range| Avg. Conc. | Range | Avg. Conc. | Range| Avg. Conc. | Range | Avg. Conc. | Range 
Sample Measured? (mg/L) (+) (mg/L) (+) (mg/L) (+) (mg/L) (+) (mg/L) (+) (mg/L) (*) 
Water Samples Analzyed at Commerical Laboratory 
Low Flow Water Measured 170 0.0 290 0.0 - = 2.9 ad 54 0.0 62 = 
PDB at Screen Measured 150 = 260 ~ - = 0.013 = 52 = 40 = 
PDB at WVI Measured 130 - 140 -- -- -- ND - 31 -- 34 - 
Vapor Samples Analyzed in Field 
Low Flow Water (Vapor) Calculated 124 44 65 1.41 -- -- 4:2 0.03 33 ‘55 63 0.4 
PDB at Screen (Vapor) Calculated - = 138 - = -- 0.025 0.003 od - 32. 0.8 = 
PDB at WVI (Vapor) Calculated = = 78 = = = 0.030 0.0005 26 a 29 0.6 0.00061 
PVD Calculated 112 1.3 161 13 = = 0.039 0.008 91 - 148 10 10.1 E 
Headspace at WVI (WVI) Calculated 37 0.4 99 CA = = 0.28 0.05 = - 67 5.3 = = 0.0026 0.0003 24 0.27 0.086 0.0007 
Headspace (UPH) Calculated 42 0.0 32 4.0 - - 0.14 0.009 - - 60 0.9 0.0058 0.0004 0.0031 0.0004 0.94 0.006 0.066 0.0013 
PID Headspace (WVI) Calculated > 88 - > 83.3 - - = 0.15 = = = 0.37 = = = 0.0022 - 0.84 = 0.36 = 
PID Headspace (UPH) Calculated > 88 - > 83.3 -- -- -- 0.11 - -- - 0.39 - 0.031 - 0.0021 -- 0.48 - 0.22 - 
Vapor Samples Analyzed at Commerical Laboratory 
Headspace (WVI) Calculated 33 - 19 - = -- - - - - -- - -- - - - 0.22 - - - 
Headspace (UPH) Calculated 42 = = -- - -- - - - = -- - 0.0014 - - = 0.80 - 0.15 - 


Januar January 
Calculated or | Avg. Conc. | Range| Avg. Conc. | Range| Avg. Conc. | Range | Avg. Conc. | Range | Avg. Conc. | Range 

[Sample Measured? (mg/L) (+) (mg/L) (+) (mg/L) (+) (mg/L) (+) (mg/L) (+) 
Water Samples Analzyed at Commerical Laboratory 
Low Flow Water Measured ND - 0.021 ~ 0.041 - 0.031 = = ~ 
PDB at Screen Measured ND - 0.0026 = 0.030 = 0.034 = ND. = 
PDB at WVI Measured 0.0019 - ND - 0.029 -- 0.033 | ND - 
Vapor Samples Analyzed in Field 
Low Flow Water (Vapor) Calculated 0.0018 0.0002 0.022 0.0005 0.031 0.0022 0.029 
PDB at Screen (Vapor) Calculated - - 0.008 0.0008 - - 0.033 
PDB at WVI (Vapor) Calculated 0.0023 0.0001 0.012 0.0010 0.021 0.001 0.029 
PVD. Calculated ND. 0.0096 0.0007 0.049 0.0045 0.060 

0. 

0. 


[Headspace at WVI (WVI) Calculated | 0.007 0.021 0005] 0.026 | 0.0006 | 0.035 | 0002, - | - | 0.0078 | 0.0038 | — 0.33 0.003 0.61 0.028 [| 0.0053 | 0.003 | 0.0079 0.0 
Headspace (UPH) Calculated 0.004 | 0.0004/ 0.0036 0005| 0.029 | 0.0026 | 0.041 0.32 0.005 0.63 0.008 0.0041 | 0.002 | 0.012 0.0005 
PID Headspace (WVI) Calculated 0.019 = 0.0063 = 0.023 - 0.035 ~ - = 0.0148 ~ 0.28 ~ 0.54 - 0.015 - ND = 
PID Headspace (UPH) Calculated 0.013 ~ 0.0069 - 0.020 - 0.042 - 0.017 - 0.014 - 0.36 ~ 0.62 - 0.019 - ND - 
Vapor Samples Analyzed at Commerical Laboratory 

Headspace (WVI) Calculated 0.002 = - -- 0.011 -- - - - = -- - 0.32 - - -- 0.00003 -- - - 
Headspace (UPH) Calculated 0.002 ~ _ - 0.016 - - L- 0.0003 ~ - - 0.35 ~ 0.63 - 0.00003 - - _ 
Notes: 

1. All data represent measured or calculated groundwater concentrations for the primary constituent (either TCE or VC) in each monitoring well. 

2. Groundwater concentrations designated as Measured were groundwater samples sent for analysis at a commercial laboratory. 

3. Groundwater concentrations designated as Calculated were vapor samples analyzed in the field (using a field GC or PID) and converted to groundwater concentrations (in mg/L). 

4. PDB = passive diffusion bag; PVD = passive vapor diffusion sampler; WVI = water-vapor interface; UPH = upper headspace; PID = photoionization detector; ND = not detected; - = sample not collected/analyzed. 
5. Sample location and descriptions: 


Low-Flow Water = groundwater sample collected using low-flow techniques. 

PDB at Screen = groundwater sample collected using PDB installed at well screen. 

PDB at Interface = groundwater sample collected using PDB installed immediately below water-vapor interface. 

Low-Flow Water (Vapor) = vapor measurement of groundwater sample collected using low-flow techniques and placed in equilibration vial. 

PDB at Screen (Vapor) = vapor measurement of groundwater sample collected using PDB (installed at well screen) and placed in equilibration vial. 
PDB at Interface (Vapor) = vapor measurement of groundwater sample collected using PDB (installed at immediately below water-vapor interface) and placed in equilibration vial. 
PVD = vapor measurement of vapor sample collected using PVD sampler installed at well screen. 

Headspace at Interface (WVI) = vapor measurement of vapor sample collected from tube with opening located immediately above water-vapor interface. 
Headspace (UPH) = vapor measurement of vapor sample collected from tube with opening located immediately below well cap. 

Headspace (WVI) - PID = PID vapor measurement of vapor sample collected from tube with opening located immediately above water-vapor interface. 
Headspace (UPH) - PID = PID vapor measurement of vapor sample collected from tube with opening located immediately below well cap. 
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4.3.2__Comparison of Vapor-Phase Based Methods to Low-Flow and Passive Groundwater 
Sampling 


Comparisons were performed between groundwater concentration data calculated using field 
measurements of equilibrium vapor samples and groundwater concentration data measured using 
lab analysis of i) low-flow groundwater samples; and 11) groundwater samples collected using 
passive diffusion bags. 


Results of these comparisons are presented for the following evaluations: 


i) Linear regression, using the correlation coefficient (R*) as an indicator of variability 
and the slope as an indicator of bias. Note that in addition to being presented and 
discussed in the following section, all linear regression plots from this phase of field 
testing are included in Figure A.1 of Appendix A for easy comparison. 

ii) Two-sample tests (parametric and non-parametric) to determine if there is a 
Statistically-significant difference between the means of the low-flow groundwater 
data and the groundwater data calculated using the vapor-phase based methods. 

ili) Relative percent difference (RPD) between individual data pairs (e.g., low-flow vs. 
vapor-phase based concentration). 


Data for these comparisons are presented in the following sub-sections. 


4.3.2.1 Passive Vapor Diffusion Samplers 


Passive vapor diffusion samplers were installed at the screened interval for the monitoring well, 
at approximately the same depth interval where low-flow groundwater samples were collected. 
All vapor measurements were completed using the field GC (Figure 4.7) because insufficient 
sample volume was available for PID analysis. 


Collectively, the PVD data correlate well with the low-flow data, with no bias and only moderate 
variability. Because two samples were collected from the same vertical location in each well, 
there was unlikely to be any influence from in-well factors such as stratification. Note that a 
portion of these PVD results were presented in Adamson et al. (2012) without performing the 
pressure corrections on the concentration data (see Figure 2.3 for more information on the 
necessity of pressure corrections for certain scenarios). The wells included in this phase of field 
testing had relatively thin water columns above the samplers (median = 7 ft, maximum = 18 ft). 
This means that the hydrostatic pressure exerted only a marginal influence on the estimated 
groundwater concentration values. 


Passive diffusion bags installed at the well screen were also used to collect groundwater samples 
that were sent for off-site lab analysis, and a similar comparison can be made to measured 
concentrations from low-flow groundwater samples (Figure 4.8). 
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Figure 4.7. Passive Vapor Diffusion (PVD) Samplers vs. Low-Flow Groundwater Samples 
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Figure 4.8. Passive Diffusion Bags at Screen vs. Low-Flow Groundwater Samples During 


Preliminary Field Program 
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This comparison between PDB concentrations and low-flow concentrations yields similar results 
to those obtained when PVD concentrations were used. In fact, a simple linear regression 
between the PVD and PDB data demonstrate the strong correlation between these two datasets 
Figure 4.9). 
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Figure 4.9. Passive Vapor Diffusion (PVD) Samplers vs. Passive Diffusion Bags at Screen 
During Preliminary Field Program 


The results of this comparison confirm that two passive methods for collecting groundwater 
concentration generate similar datasets, regardless of which medium is sampled and what 
analysis method (field vs. lab) is employed. Consequently, the variability encountered when 
trying to use these alternate methods to match low-flow groundwater concentrations is at least 
partly attributable to differences between passive and low-flow methods for collecting 
groundwater, as opposed to problems with collecting consistent vapor samples or accurate field 
measurements. 


It is important to note that a single outlying data point contributed significantly to the observed 
variability. For example, with this point omitted from the PVD data, the R’ value for the 
regression with low-flow data improved to 0.96 without significantly affecting the slope (1.01). 
The concentration obtained from this well was biased low (relative to the low-flow sample) for 
all vapor-phase and passive methods, indicating that the sampling methods (rather than the 
analysis methods) were responsible for the large difference. Since an assessment of differences 
related to sampling methods was part of this study, the decision was made to include this data 
point in all evaluations and not omit it as an outlier. 
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4.3.2.2 Headspace Sample from Interface 


Headspace samples were collected from the water-vapor interface to determine the extent to 
which equilibrium vapor samples from this location could be correlated to low-flow groundwater 
samples collected from the screen. Vapor measurements were completed using the field GC 
(Figure 4.10a) and the PID (Figure 4.10b). 
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Figure 4.10a. Headspace Samples from Water-Vapor Interface (GC Analysis) vs. Low- 
Flow Groundwater Samples During Preliminary Field Program 


LSE EEE ae 
SERDP ER-1601 73 Final Report 


May 2013 


RI'GSI 


ENVIRONMENTAL 


Headspace 
at water- 
vapor 
interface 


Low-Flow | 


Log Groundwater Concentration 
Calculated Using Headspace-interface 


(PID Analysis) (ug/L) 


6.0 


5.0 


4.0 


ad 
ro) 


N 
ro) 


1.0 


0.0 + 


0.0 1.0 2.0 3.0 4.0 5.0 6.0 


Log Groundwater Concentration Measured 


Linear Regression 


e Slope = 0.59 


e R*=0.40 


Two-Sample Tests 


e Non-parametric: 
Datasets different 
(p=0.014) 


e Parametric: Datasets 
different (p=0.009) 


RPD 


e Median (directional) = 
-160% 


e 2 of 13 met objective of 
430% 


FINDING: PID 
measurements increase 
observed bias in water- 


Using Low-Flow (ug/L) vapor interface samples 


compared to low-flow 
samples 


Figure 4.10b. Headspace Samples from Water-Vapor Interface (PID Analysis) vs. Low- 
Flow Groundwater Samples During Preliminary Field Program 


Groundwater concentration data calculated using the headspace sampling method correlated 
relatively poorly with the low-flow data, showing a strong low bias and high variability. Two- 
sample tests indicated that the means were significantly different, such that the populations could 
not be considered equivalent. The data obtained using PID measurements were considerably 
worse than those obtained using the field GC. In general, the water column extended above the 
screened interval in this set of monitoring wells. The low bias and high variability suggest that 
this water column may have been stagnant in many of the wells and at a lower concentration than 
the water at the screened interval. Consequently, the vapor sample that was collected was in 
equilibrium with water that was not particularly representative of the water collected for low- 
flow sampling. 


Passive diffusion bags installed at the water-vapor interface were also used to collect 
groundwater samples that were analyzed at an off-site lab, and a similar comparison can be made 
to measured concentrations from low-flow groundwater samples (Figure 4.11a). 
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Figure 4.11a. Passive Diffusion Bags at Water-Vapor Interface vs. Low-Flow Groundwater 
Samples During Preliminary Field Program 


This comparison between PDB concentrations and low-flow concentrations yielded slightly 
better results than those obtained when headspace-based concentrations were used, but the 
correlation remained relatively poor. Considerable variability was apparent in both datasets, 
suggesting an apparent difficulty in obtaining a consistent sample from the water-vapor interface 
in a monitoring well. This is further illustrated by a direct comparison between concentrations 
from the PDB at the interface and concentrations calculated using the headspace sampled at the 
interface (Figure 4.11b). There was less bias between the two datasets (slope = 0.87), as would 
be expected from their similar sampling location near the interface. The two-sample tests 
indicated that there was no statistically significant difference between the datasets. However, the 
R° value remained low (0.60), confirming that sampling near the interface introduced a 
considerable amount of variability into the monitoring data. 
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Figure 4.11b. Headspace Samples from Water-Vapor Interface (GC Analysis) vs. Passive 
Diffusion Bags at Water-Vapor Interface During Preliminary Field Program 


4.3.2.3 Upper Headspace Sample 


Headspace samples were collected from the upper portion of the well to determine the extent to 
which equilibrium vapor samples in this location could be correlated to low-flow groundwater 
samples collected from the screen. Vapor measurements were completed using the field GC 
(Figure 4.12a) and the PID (Figure 4.12b). 


As with the headspace-interface dataset, the groundwater concentration data calculated using the 
upper headspace sampling method correlated relatively poorly with the low-flow data. The 
vapor-phase measurements were consistently biased low with high variability, and two-sample 
tests indicated that the means were significantly different. The data obtained using PID 
measurements again were again worse than those obtained using the field GC. 
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Figure 4.12a. Headspace Samples from Upper Portion of Well (GC Analysis) vs. Low-Flow 
Groundwater Samples During Preliminary Field Program 
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Figure 4.12b. Headspace Samples from Upper Portion of Well (PID Analysis) vs. Low-Flow 
Groundwater Samples During Preliminary Field Program 
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The results indicate that the vapor in the upper headspace was in equilibrium with water that was 
not representative of the water collected for low-flow sampling. However, there was clear 
consistency between the vapor data collected from the upper headspace and the interface, as 
demonstrated by the strong correlation between these two datasets following a linear regression 
(Figure 4.13). This suggests that mixing and air-phase diffusion within the headspace results in 
relatively uniform conditions within the headspace, at least within the timeframe of this sampling 
program. Consequently, the location where the vapor sample is collected does not appear to be 
an important contributor to variability. 
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Figure 4.13. Headspace Samples from Upper Portion of Well vs. Headspace Samples from 
Water-Vapor Interface (GC Analysis) During Preliminary Field Program 


4.3.3 Field Analysis of Groundwater Samples (Field Equilibration Method) 


An alternate “field equilibration” method for determining groundwater concentrations was 
investigated at select locations by placing a water sample from the well in a sealed vial 
containing a headspace and agitating the sample for a sufficient period of time to achieve 
equilibrium partitioning. The field GC was used to analyze the vapor in the headspace of the 
vial, with the result then converted to a VOC concentration in the water sample. 


This method was employed for all three of the water sample collection methods: i) low-flow 
groundwater samples; 11) passive diffusion bags installed at the screen; and 1ii) passive diffusion 
bags installed at the water-vapor interface. The groundwater concentrations calculated using the 
vapor-phase field measurements were then compared to the concentrations measured when the 
corresponding groundwater samples were analyzed off-site at a commercial lab (Figure 4.14). 
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Figure 4.14. Field GC Analysis of Vapor in Equilibrium with Groundwater Samples vs. 
Lab Analysis of Low-Flow Groundwater Samples During Preliminary Field Program 


The results were consistent for all three sample collection methods and confirmed a strong 
correlation between field and lab analyses, even though a different medium was being analyzed 
in each case. The slope of the regression line was approximately 0.94, indicating that the field 
analyses of vapor slightly under-predicted the groundwater concentration. This slight bias may 
be attributable to volatilization during sample collection or insufficient time for equilibration 
following transfer of the groundwater samples to the containers. The effect of extending the 
equilibration time beyond 60 minutes was not tested. A different trend was observed at low 
concentrations, where the field vapor measurements slightly overpredicts relative to lab 
groundwater measurements. 


Regardless, this appears to be a relatively accurate method for obtaining depth-discrete 
groundwater data, especially at higher concentrations. It is easy and rapid alternative to low- 
flow groundwater sampling since it eliminates the wait for lab results. Furthermore, the results 
emphasize that factors related to field analyses are not the sole contributors, or even the major 
contributors, to the variability observed when trying to match vapor-phase based groundwater 
concentrations with low-flow groundwater concentrations. 
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4.3.4 Evaluation of Precision and Accuracy for Field and Lab Analyses 


In addition to the results presented in Section 4.3.3, several other methods were employed to 
investigate the precision and accuracy of the various sampling and analyses methods. 


4.3.4.1 Laboratory and Field Analyses of Replicate Samples 

Both groundwater and vapor duplicate samples were collected for analysis at (separate) 
commercial laboratories. A small set of duplicate vapor samples were also collected for field 
analysis. For each set of duplicates, the relative standard deviation (RSD) was calculated as a 


metric for assessing precision (Table 4.10). 


Table 4.10. Precision of Laboratory vs. Field Analyses of Duplicate Samples 


No. of Duplicate RSD (%) 
Analysis Type Sample Sets Range Mean 
Groundwater (Lab) 50) 0.0—12.4% 3.7% 
Vapor (Lab) 2 2.5-6.4 % 44% 
Vapor (Field) 2 0.16-0.5 % 0.3% 


Notes: (1) Does not include two additional duplicate sample sets where concentration was below lab reporting limit. 


While the sample set was relatively small, the level of precision for field analyses of duplicates 
was equal to or better than that for lab analyses. Note that the RSD values in Table 4.10 reflect 
variability associated with the sampling steps as well as the analysis steps. 


4.3.4.2 Replicate Field Analyses of Vapor Samples 

Replicate analyses of all vapor samples were completed in the field to provide a more focused 
assessment of the precision of the equipment under field conditions. The data in Table 4.11 
represent RSD values calculated from duplicate or triplicate analyses using the field GC (note 


that insufficient sample volume was available to complete replicate analyses with the PID). 


Table 4.11. Precision of Replicate Field Analyses of All Samples 


No. of Replicate RSD (%) 
Analysis Type Analysis Sets Range Mean Median 
Vapor (Field) 96 0.4-112% 11.9 % 7.9% 


Because of the large sample size, the RSD values for this set of measurements are likely to be a 
more representative indicator of the precision of the field instruments. Greater than 90% of the 
RSD values met the general performance objective of < 30% RSD. There was no evidence that 
any particular sample type (e.g., upper headspace sample, PVD, etc.) contributed to higher RSD 
values following replicate analyses. The median RSD value for the instrument under field 
conditions (7.9%) was only slightly higher than the median RSD value for the same instrument 
during the laboratory validation study (2.0%). 
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4.3.4.3 Field GC vs. PID Analyses of Vapor Samples 


For those wells where vapor samples were analyzed by both the field GC and the PID, the 
resulting data was used to determine potential bias in either of the field instruments (Figure 
4.15): 
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Figure 4.15. Field PID Analysis vs. Field GC Analyses of Headspace Samples During 
Preliminary Field Program 


For each instrument, all data was lumped together, regardless of sample location. Using this 
bulk comparison, it appeared that the PID provided a reasonable correlation with field GC 
measurements at low vapor concentrations, but that the correlation became poorer at higher 
concentrations. This is a function of the relatively low upper detection limit for the PID, such 
that high vapor concentrations are difficult to measure with this device. As a result of this 
limitation, considerable variability was observed (R*=0.30) between the data collected using the 
two analytical instruments. These results are generally consistent with those obtained when field 
GC and PID measurements were compared to low-flow groundwater concentrations. 
Specifically, the PID is less capable of generating an unbiased estimate of the groundwater 
concentration (especially at high concentrations), and the variability introduced limits its utility. 
However, most of these devices have a relatively low purchase price and are extremely easy to 
use, such that they may have value in screening-level applications where a less precise 
measurement is required. 
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4.3.4.4 Field vs. Laboratory Analyses of Vapor Samples 


For a select set of vapor samples, duplicate samples were sent to a commercial laboratory to 
assess consistency between lab and field analysis. Vapor samples were collected from both the 
water-vapor interface and the upper portion of the well. Data from both well locations were 
combined, and the laboratory measurements were compared with those obtained from analyses 
using the field GC (Figure 4.16a) and the PID (Figure 4.16b). 


For both vapor sample locations (upper headspace and interface), considerable variability was 
observed between lab and field analyses. This was a more pronounced problem for field analyses 
with the PID. The slopes of the regression lines indicated that field analyses slightly over-predict 
concentrations reported by the commercial lab. The magnitude of this bias was such that a 
statistically-significant difference between the datasets was established using both the parametric 
and non-parametric two-sample tests. The variability could be attributable to a variety of factors, 
and is most likely a combination of variability in precision of the field instruments and precision 
of the lab analyses. However, based on the data presented in Section 4.3.3 and Sections 4.3.4.2 
and 4.3.4.3, the contributions from these two factors would not be expected to cause the 
magnitude of variability observed in the data displayed in Figure 4.16. 


One factor that did not appear to contribute was the location where the vapor sample was 
collected. As shown in Figure 4.17, lab analyses of headspace samples from the same well 
yielded very similar results regardless of the depth where the sample was collected. The data 
shown in Figure 4.17 for lab analyses are consistent with the data shown in Figure 4.13 for field 
analyses of vapor samples from the two locations. 
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Figure 4.16a. Field GC Analysis vs. Laboratory Analyses of Headspace Samples 
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Figure 4.16b. Field PID Analysis vs. Laboratory Analyses of Headspace Samples 
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Figure 4.17. Laboratory Analyses of Headspace Samples from Upper Portion of Well vs. 
Headspace Samples from Water-Vapor Interface 
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Summary of Factors Contributing to Bias and Variability 


The data from the field program was sufficient to investigate a number of factors that may have 
contributed to bias and variability between datasets. A summary is provided below: 


Vertical Stratification: Concentrations within the monitoring well water column did not 
appear to be uniform with depth within the majority of locations included in this 
program, as evidenced by the differences between samples collected from the well screen 
and the water-vapor interface (e.g., Figure 4.11a). Multi-level sampling data collected 
from two of the wells during an earlier period (November 2009) as part of the 
temperature study indicates the extent of stratification that can occur in at least a subset 
of the wells (Figure 4.5). During the expanded field program, further evidence of 
stratification is shown by the lack of strong correlation between passive water samples at 
the screen vs. passive water samples at the interface (Figure 4.19). Collectively, these 
data indicate that in-well mixing may have been limited, even though the data was 
collected during winter months when thermal instability (1.e., colder, denser water at the 
surface) would be expected to promote mixing. A lack of in-well mixing limits the 
ability to collect a well headspace sample that is representative of low-flow groundwater 
concentration because the air column is in equilibrium with a water concentration that is 
different from that at the screen. However, it also emphasizes that groundwater 
concentration data should not necessarily be taken at face value and proper interpretation 
must consider the well-specific effects of vertical stratification. 


Sample Location: Because of the influence of vertical stratification, the location where 
samples were collected was very important in minimizing bias. This is particularly 
evident in samples within the water column. Within the well headspace, sample location 
was not as important a factor (Figure 4.13, Figure 4.17), presumably due to the ability of 
compounds to diffuse rapidly in the vapor-phase. For the purposes of correlating vapor 
samples with groundwater concentrations, the data indicate that samples should be 
collected from the same vertical location of the well to minimize bias. 


Sample Collection Method: Vapor samples from the headspace introduced a 
considerable amount of variability into the datasets, as evidenced by the low R’ values in 
Figure 4.10 and Figure 4.11. Passive vapor samples resulted in less variability and no 
significant bias relative to low-flow groundwater samples. An even higher correlation 
was observed between concentrations obtained from passive vapor and those from 
passive groundwater samples (Figure 4.9). These data suggest that passive vapor 
methods result in a more consistent sample than headspace sampling, but they also 
emphasize that passive methods (both vapor and groundwater) occasionally yield 
different results than low-flow methods. Passive methods are thought to be less reliable 
for low permeability aquifers (ITRC, 2004), but the reasons for differences between low- 
flow and passive samples are generally not well-understood. Unlike passive methods, the 
process of low-flow purging may induce mixing, indicating that low-flow samples more 
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closely approximate flow-weighted average measurement from the screened interval 
(Hutchins and Acree, 2000). Since both passive methods used in the current study 
generated similar results, diffusion rates do not appear to be a limiting factor. 


e Vapor Analysis Method: The PID meters were not effective in establishing correlations 
to groundwater concentrations, suffering from both high variability and negative bias 
(Figure 4.10b, Figure 4.12b, Figure 4.15). The high volume-throughput necessary to 
register a PID measurement may be a contributing factor to its unreliability. The field 
GC demonstrated much higher capabilities for calculating groundwater concentrations. 
The instrument precision met performance objectives and was similar to that observed 
with lab groundwater analyses. Strong correlations between GC-based vapor and 
groundwater concentrations were established as long as samples were from the same 
depth interval and were collected using similar techniques. However, given the 
advantages associated with PID meters in terms of cost and simplicity, and based on 
supplemental conversations with Chevron about their use of PID meters for groundwater 
sampling, we decided to continue testing PID meters for vapor-based groundwater 
sampling in subsequent field programs. 


e Well and Aquifer Characteristics: Because the number of wells (10) and sampling 
events (2) included in the preliminary field program were relatively limited, a full 
assessment of well and aquifer characteristics that may have contributed to variability 
was left to later phases of field testing. At this stage of the project, a preliminary 
examination of several parameters was performed: 


(1) Distance Between Top of Aquifer and Top of Well Screen: As detailed in Table 
A.1, nearly all the wells included in the program were screened at some depth 


below the top of the aquifer. Screened intervals that are located at or near the 
water table have been identified as a small but statistically significant contributor 
to variability in groundwater monitoring variability, as determined in a parallel 
SERDP-sponsored project (ER-1705) that involves several of the principal 
investigators for the current project (ER-1601). For SERDP ER-1705, it was 
surmised that the variability was caused by changes in water elevation that 
magnify the effects of vertical stratification. For the current project, this distance 
could also negatively impact correlations: 1) between the headspace concentration 
and low-flow groundwater concentrations because the headspace may not be in 
true equilibrium with groundwater at the screen; and ii) between passive vapor 
samplers and low-flow groundwater concentrations because of the effects of 
hydrostatic pressure. However, when the data were normalized to low-flow 
groundwater concentrations and then plotted against the distance between the top 
of the aquifer and the screen, no clear relationship was evident for any of the 
sampling methods used (Figure 4.19a). Similar data scatter over the range of 
measured distances (approximately 18 ft) was observed for passive vs. headspace 
methods, as well as for groundwater vs. vapor methods. Note that a portion of 
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these results were presented in Adamson et al. (2012) without performing the 
pressure corrections on the concentration data obtained with the short PVD 
samplers. The wells included in this phase of field testing had relatively thin 
water columns above the samplers (again, 18 ft or less), such that the hydrostatic 
pressure did not exert a major influence on the estimated groundwater 
concentration values. 


(2) Depth to Top of Aquifer: Shallow wells tend to more influenced by temperature 


(3 


— 


gradients from the surface, and as a consequence, would be more prone to 
experience in-well mixing due to temperature changes. Based on data from the 
current study, shallow wells may be weakly correlated to over-predictions of the 
low-flow groundwater concentration (Figure 4.19b). This pattern appeared to be 
more prevalent for samples collected with passive methods. 


Length of Well Screen: The length of the well screen is likely to have a 
significant impact on concentrations in wells where vertical stratification occurs. 
Shorter screens are more appropriate for assessing depth-specific concentrations, 
and (all other factors being equal) would be expected to result in stronger 
correlations between vapor and groundwater concentrations. In the current field 
program, 8 of the 10 wells had 10-ft long screens, while only 2 of 10 had 5-ft long 
screens. Of the wells with 5-ft long screens, only one had a low-flow 
groundwater concentration greater than reporting limits. Consequently, the 
current dataset was insufficient to evaluate this parameter. 
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Figure 4.18. Passive Diffusion Bags at Water-Vapor Interface vs. Passive Diffusion Bags at 


Screen During Preliminary Field Program 
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Figure 4.19. Correlation between Normalized Concentration During Preliminary Field 
Program vs. A) Distance from Top of Aquifer to Well Screen; and B) Depth to Top of 


Aquifer. 


4.3.6 Project Implications for Further Field Testing 


The results of the study were used to determine the utility of each of the sampling and analysis 
methods that were tested. A summary of the data evaluation is presented in Table 4.12 and 
Figure 4.20, and were used to support the following set of conclusions: 


The PID did not perform well as a field instrument for estimating groundwater 
concentrations in a monitoring well, with vapor-phase data that is highly variable and 
consistently biased low. However, due to the extreme cost and simplicity advantages 
associated with PID meters, and based on supplemental conversations with Chevron 
about their use of PID meters for similar applications (monitoring wells), investigations 
using the PID meters were continued as part of the next phase of field testing. 


Collecting vapor samples from the well headspace was not a viable method for estimating 
groundwater concentrations, based on the high variability and consistently low bias 
relative to groundwater samples (particularly those collected near the well screen). Its 
applicability is likely limited to providing a gross indicator of concentration within wells 
with little vertical stratification, and therefore this method was not retained for further 
field testing. 


The passive vapor diffusion sampler was viewed as a promising method for estimating 
groundwater concentrations, with no bias and only a moderate increase in variability 
relative to groundwater sampling. The “field equilibration” approach worked well as a 
modified approach for estimating groundwater concentrations. Vapor analysis of the 
headspace of these vials was able to accurately estimate the groundwater concentration. 
No bias and low amount of variability was introduced by this method, such that it was 
retained for further field testing. 
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Figure 4.20. Overview of Bias (Slope) and Variability (R’) Observed in Sampling Methods During Preliminary Field Program. 
A) Correlations with low-flow groundwater samples; and B) Inter-method correlations. PDB = passive diffusion bag (collecting 
groundwater); PVD = passive vapor diffusion sampler (collecting vapor). 
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Table 4.12. Summary of Data Evaluation for All Sampling Methods Used During Preliminary Field Program 


Statistically Different? 
Linear Regression Relative Percent Difference (%) (p-value) 

Phase Phase Median Median Non-Parametric Parametric 
Sample Set Sampled | Analyzed Sample Set Compared to: Slope R® Non-Directiona Directional, ilcoxon Rank-Sum Test) Paired t-test) 
PVD Vapor Vapor Low-Flow 
Headspace-Interface (GC) Vapor Vapor Low-Flow 0.76 0.64 Yes (p=0.016) Yes (p=0.016) 
Headspace-Interface (PID' Vapor Vapor Low-Flow 0.59 0.40 -160 
Headspace-Upper (GC) Vapor Vapor Low-Flow 0.69 0.60 -152 Yes (p=0.002) Yes (p=0.006) 
Headspace-Upper (PID) Vapor Vapor Low-Flow 0.57 0.34 -168 Yes (p=0.0098) Yes (p=0.0098) 
PDB at Screen Water Water Low-Flow 0.96 0.85 : -6 
PDB at Interface Water Water Low-Flow 0.82 0.60 101 -73 
Field Equilibration of Low-Flow and PDB water Water Vapor Low-Flow 0.94 0.94 25 -13 
PVD Vapor Vapor PDB at Screen 
PDB at Interface Water Water PDB at Screen Yes (p=0.01) 
Headspace-Interface (GC) Vapor Vapor PDB at Interface No (p=0.62) lo (p= =0. 0.98) 
Headspace-Interface (PID) Vapor Vapor PDB at Interface No (p=0.52) p=0.60) 
Headspace-Upper (GC) Vapor Vapor Headspace-Interface (GC) No (p=0.23) 
Headspace-Upper (PID Vapor Vapor Headspace-Interface (PID' 
All Headspace (PID) Vapor Vapor All Headspace (GC) 0.83 0.30 64 -0.7 No (p=0.56) No (p=0.93) 
All Headspace (Lab Analysis) Vapor Vapor All Headspace (GC) 0.90 0.81 B -71 Yes (p=0.003) Yes (p=0.037) 
All Headspace (Lab Analysis: Vapor Vapor All Headspace (PID 0.72 0.42 -93 4 A 
Headspace-Upper (Lab Analysis) Vapor Vapor Headspace-Interface (Lab Analysis) No (p=0.063) No (p=0.13) 
Notes: 
1. All data represent measured or calculated groundwater concentrations from a field program conducted in January 2010 and February 2010. 
2. Groundwater concentrations were either groundwater samples sent for analysis at a commercial laboratory or vapor samples analyzed in the field (using a field GC or PID) and converted to groundwater concentrations (in mg/L). 
4. Concentration data shown only for the primary constituent (either TCE or VC) in each monitoring well. 
5. PDB = passive diffusion bag; PVD = passive vapor diffusion sampler; PID = photoionization detector; GC = field-portable gas chromatograph. 
6. Statistical comparisons included data on wells where selected sampling methods were employed and all of the selected analyses yielded a non-detect value. 
7. Parametric test: Paired t-test on mean of log-normalized data from specified methods (alpha = 0.05) 
8. Non-parametric test: Wilcoxon rank-sum test using log-normalized data from specified methods (alpha = 0.05) 
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4.4 Expanded Field Program 


The expanded field program was completed during two separate events in April and May 2011 in 
the same set of 26 wells. The sampling methods that had been validated during the preliminary 
field study were included in this phase (see Section 4.3), as well as several modified design of 
passive vapor diffusion samplers. Low-flow groundwater samples were again used as the 
baseline comparison for groundwater concentration estimated using the vapor-phase method. 
The field GC and PID were used during on-site analysis, and the HAPSITE was added to the 
analytical program. The monitoring events were scheduled for a period that tended towards 
thermally mixed conditions based on the results of the temperature study (see Section 4.2). 


4.4.1 Well Characteristics and Sampling Data 


Table A.2 (Appendix A) summarizes pertinent characteristics for the wells included in the field 
program. Monitoring was completed at 11 wells installed in unconfined aquifers and 15 wells 
installed in confined aquifers. The total depth of these wells ranged from approximately 18 ft to 
42 ft, with a depth to water of between 4.2 and 33 feet. The majority of wells (17 of 26) had 
screens that were 10 ft in length, with 27% containing shorter screens and 8% containing longer 
screens. In 39 of the 52 instances when the depth to water was measured (encompassing both 
sampling events), the water level was higher than the top of the screen interval. 


During the field program, groundwater and vapor samples were collected from each monitoring 
well using a series of different methods and analyzed either in the field or following shipment to 
a commercial laboratory. Table 4.13 summarizes the total number of samples collected using 
each of these methods. 


Table 4.13. Summary of Samples Collected and Analyzed During Expanded Field Program 


No. of Samples Analyzed 
Sample Type | Matrix Sampled/ | Field or Lab Fixed 
(Location) Matrix Analyzed Analysis Field GC PID HAPSITE Lab 
Short PVD 
Sampler Vapor/Vapor Field 52 - - - 
(Screen) 
GSI Extended- 
Pope EYE Vapor/Vapor Lab 23 19 17 3 
Sampler 
(Screen) 
Haas Balloon 
PVD Sampler Vapor/Vapor Lab 23 13 15 3 
(Screen) 
Low-Flow Water/Water Lab - - - 52 
Water (Screen) Water/Vapor Field 52 - 13 - 


Notes: (1) Does not include duplicate samples; (2) Includes non-detects; (3) Does not include replicate analyses; (4) Multiple 
constituents detected per sample; all detected constituents included in data comparisons. 
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A total of 285 sample analyses were performed as part of the field program, not including 
replicates. For the primary sampling methods, there were a small number of planned samples 
that were not collected for the following reasons: 


e One or more pieces of equipment were compromised (e.g., collapsed, leaking) in several 
wells during the first and second sampling events. 


To facilitate comparisons between the vapor-based methods and conventional groundwater 
sampling and analysis, vapor concentrations of all detected constituents were converted to 
groundwater concentrations using the procedure outlined in Section 3.5. For this set of wells, 
this included TCE, PCE, vinyl chloride, and 1,1-DCE; one of more of these four constituents 
were present in each of the 26 wells included in the sampling program. The resulting 
groundwater concentration data are summarized in Table A.3 in Appendix A, and the raw vapor 
concentration data are included in Table A.4. 


A test for normality (Anderson-Darling) was performed on all datasets. In all cases, 
concentration data spanned several orders of magnitude, and the results of these tests confirmed 
expectations that they did not represent normal distributions. To improve the normality of this 
datasets—and thus improve the power of the statistical methods used to evaluate the data—log 
transformations were performed, and the Anderson-Darling test was re-run on the transformed 
data. Log transformation did not result in normally distributed data based on the test protocol (p 
< 0.05) except for select datasets. However, in all cases, log transformation improved the 
normality relative to non-transformed data (i.e., lowered the value of the test statistic). 
Therefore, log-transformed data were used in all subsequent evaluations of the data. 


4.4.2 Comparison of Passive Vapor Diffusion Sampling to Low-Flow Groundwater Sampling 


Comparisons were performed between groundwater concentration data calculated using field 
measurements of equilibrium vapor samples and groundwater concentration data measured using 
lab analysis of low-flow groundwater samples. 


Results of these comparisons are presented for the following evaluations: 


i) Linear regression, using the correlation coefficient (R’) as an indicator of variability 
and the slope as an indicator of bias. Paired data comparisons for all constituents 
present in each individual well were included in the regressions. Note that in addition 
to being presented and discussed in the following section, all linear regression plots 
from this phase of field testing are included in Figure A.2 of Appendix A for easy 
comparison. 

il) Two-sample tests (parametric and non-parametric) to determine if there is a 
statistically-significant difference between the means of the low-flow groundwater 
data and the groundwater data calculated using the vapor-phase based methods. 
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ili) Relative percent difference (RPD) between individual data pairs (e.g., low-flow vs. 
vapor-phase based concentration). 


Data for these comparisons are presented in the following sub-sections and are summarized in 
Table 4.14. All data collected during this program are included in Table A.3 in Appendix A. 


4.4.2.1 Short Passive Vapor Diffusion Samplers 


The “short” passive vapor diffusion samplers (40 mL vials) were installed near the screened 
interval for each monitoring well, typically attached to the top of another type of longer passive 
sampler installed within the same well. All vapor measurements were completed using the field 
GC (Figure 4.21) because insufficient sample volume was available for PID or HAPSITE 
analyses. 
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Figure 4.21. Short Passive Vapor Diffusion (PVD) Samplers vs. Low-Flow Groundwater 
Samples During Expanded Field Program 


Collectively, the data collected using the short PVD correlate well with the low-flow data, with a 
slight high bias and only moderate variability. The slope and R’ values were nearly identical to 
those obtained during the earlier phase of field testing (Figure 4.9), confirming the 
reproducibility of this sampling method. Based on the two sample tests, there was no 
statistically-significant difference between the two datasets using the more reliable of the tests 
for this data distribution (non-parametric). 


The short PVD sampler resulted in a slight but similar high bias in both the preliminary and 
expanded field tests. This bias does not necessarily reflect a flaw in the passive vapor sampling 
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method. Instead, it may reflect degassing of volatile compounds during the collection of low- 
flow groundwater samples using a peristaltic pump, a phenomenon that has been documented by 
Barker and Dickhout (1988) to result in a low bias in the low-flow groundwater concentration. 
Depressurization also occurred during the collection of vapor samples from the rigid, closed, 
short PVD samplers (because a pressure-lock syringe was not used) but these samples were not 
subject to the same level of stripping as groundwater samples collected using suction lift 
techniques. Therefore, this difference may influence correlations between vapor-based 
groundwater concentrations and low-flow groundwater samples. 


The short PVD samplers were placed near the screen in each well, such that they were measuring 
a concentration in approximately the same location where the low-flow groundwater sample was 
collected. The presence of larger passive samplers in the same well precluded the deployment of 
the short PVD samplers at the exact middle of the screen. Based on a review of the data, there 
was no evidence that this contributed significantly to the observed variability. In fact, in 3 of the 
wells, low water levels necessitated placing the short PVDs above the water level (making them 
headspace vapor samplers). RPD values obtained in these three wells were generally better than 
those wells where the short PVD samplers were submerged. 


There is still a potential that correlations between the low-flow data and the short PVD sampler 
data were influenced by vertical stratified concentrations within a well, since the small size of 
this design makes it more of a discrete-depth sampler. The low-flow groundwater sampling 
technique is thought to mix the water across the screened interval, such that it represents more of 
a flow-weighted average. For situations where an understanding of potential stratification is 
desired, the short PVD design may be a more suitable choice. 


In terms of qualitative factors, the simple design and deployment of the short PVD sampler make 
it easy to use. The failure rate in the expanded field program was 0% (0 of 52). No leaks or 
punctures in the LDPE liners were observed in any of the samplers. 


4.4.2.2 GSI Extended-Length Passive Vapor Diffusion Samplers 


The extended-length passive vapor diffusion samplers designed by GSI were installed in all 
wells during the first of the two sampling events. The length of string used in hanging the 
samplers in the wells was pre-measured such that the center of the 5-ft long sampler coincided 
with the middle of the screened interval for the well. In several instances, partial collapse of the 
samplers was noted upon retrieval from the well due to insufficient rigidity to overcome the 
hydrostatic pressure. In 3 of the 26 wells, the samplers had collapsed to the point where there 
was insufficient internal volume to collect a vapor sample. This corresponds to a failure rate of 
12%. In these wells, leakage through one of the seals of the LDPE that covers the sampler body 
and the accompanying syringe tubing had occurred, rendering them no longer gas-tight. In 
samplers that remained gas-tight, partial expansion was observed at the surface once the in situ 
hydrostatic pressure was relieved. 
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Vapor samples collected from the samplers were analyzed using the field GC (Figure 4.22), PID 
(Figure 4.23), and HAPSITE (Figure 4.24). 
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Figure 4.22. GSI Extended-Length Passive Vapor Diffusion (PVD) Samplers (GC Analysis) 
vs. Low-Flow Groundwater Samples During Expanded Field Program 


The data obtained using the combination of the field GC and the extended-length PVD sampler 
correlated well with the low-flow groundwater; with a slope of 0.98 indicating the vapor-based 
method slightly underpredicted the low-flow groundwater concentration. Based on the two 
sample tests, there was no statistically-significant difference between the two datasets. 


The slope and R’ from the linear regression analysis are similar to those obtained using the short 
PVD sampler (Figure 4.21). The slight improvement in the R* value suggests that variability 
was reduced marginally. The goal of this passive sampler design was to provide greater 
coverage of the screened interval (typically 50% of the entire length) and a higher cross-section 
area for diffusion. As such, the device would be expected to provide a more flow-weighted 
average of concentrations across its vertical length and be less dependent on in-well mixing to 
correlate to low-flow groundwater concentrations. However, the results do not demonstrate 
improved performance relative to the discrete-depth sampler. The consistency between the 
longer and shorter sampler datasets argues that this set of wells were relatively well-mixed 
during the sampling period. This condition would be expected based on prevailing thermal 
gradients during this period. 
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Based on its design, the extended-length PVD is allowed to expand after it is retrieved from a 
well and is no longer subject to hydrostatic pressure. Its strong performance demonstrated that 
the pressure corrections employed in calculating the equivalent groundwater concentration were 
sufficient to account for this factor. 
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Figure 4.23. GSI Extended-Length Passive Vapor Diffusion (PVD) Samplers (PID 
Analysis) vs. Low-Flow Groundwater Samples During Expanded Field Program 


The data obtained using PID analyses and the extended-length sampler were poor relative to 
those obtained using the field GC. The results were biased low with a higher level of variability, 
particularly at lower-end of the concentration range. The PID and low-flow datasets were not 
different based on the statistical significance tests using a 95% level of significance, though they 
would have been different if at the 90% level based on the parametric test. 


Because the PID uses a single signal response to represent all constituents present, it is more 
difficult to reliably convert this value to an estimated groundwater concentration. In effect, the 
expected ratio of the constituents must be known beforehand and used in conjunction with 
constituent-specific correction factors supplied by the instrument’s manufacturer. These factors 
likely contribute to the observed variability in the data, though they do not necessarily explain 
the low bias seen here. Linear regression analyses were repeated using data for individual 
constituents rather than datasets where all constituents were grouped together (as in Figure 
4.23). The results of these comparisons (not shown), demonstrate a slight reduction in variability 
for most constituents. This includes a higher R* values for VC, which was typically the 
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dominant constituent (i.e., > 90% of the total VOC concentration) when it was detected in this 
set of monitoring wells. Consequently, the PID appears to generate slightly more reproducible 
data at wells where only one constituent is present, although the results indicate that it still 
consistently underpredicts the low-flow groundwater concentration in these situations. 
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Figure 4.24. GSI Extended-Length Passive Vapor Diffusion (PVD) Samplers (HAPSITE 
Analysis) vs. Low-Flow Groundwater Samples During Expanded Field Program 


The data obtained using the HAPSITE were consistently biased low relative to the low-flow 
groundwater dataset, and its overall performance was not as strong as either the field GC or the 
PID. A high degree of variability was observed (R” = 0.19), as illustrated by the several order- 
of-magnitude spread of predicted concentrations observed near the upper-end of the low-flow 
concentration data. Conversely, significant scatter was also observed at the lower-end of the 
low-flow concentration range. In part, this latter observation was attributable to the low 
detection limits provided by the HAPSITE. The instrument is capable of reporting 
concentrations that are equivalent to much less than | ug/L (with positive identification provided 
by its MS capabilities). As such, it generated a larger dataset of lower-end concentrations than 
either the field GC or PID, but there was an apparent difficulty in obtaining strong correlations 
with these additional datapoints. 


In addition, the HAPSITE consistently underpredicted the low-flow groundwater concentrations, 
often by one or more orders of magnitude. The sampling and analysis plan utilized for this field 
program likely contributed to this problem. Specifically, the HAPSITE analyses were not 
performed in the field but rather were performed after all field samples were collected (in a 
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Tedlar bag) and returned to a central office location. This was done to minimize personnel 
requirements in the field, but it meant that analyses were typically completed 8 to 48 hours after 
the sample was actually collected. This is within the standard QA/QC protocol for vapor 
samples in Tedlar bags, which allows up to 72 hours between sample collection and lab analysis. 
A previous United States Environmental Protection Agency (EPA)-funded study with Tedlar 
bags suggested that losses of up to 20% within 7 days could be expected when dealing with 
volatile chlorinated solvents (Paul et al., 2007). A lab study completed as part of ESTCP ER- 
201119 demonstrated that losses from Tedlar bags stored in the light (similar to how the bags 
were stored for the current study) were up to 25% after 24 hours, with a continuing declining 
trend through the end of the monitoring period (7 days) (McHugh et al., 2012). The data 
obtained during the current study suggest that significant losses occurred during the lag period 
and ultimately contributed to a low bias in the estimated groundwater concentrations. 


4.4.2.3 Haas Balloon Passive Vapor Diffusion Samplers 


The balloon passive vapor diffusion samplers designed and fabricated by Haas & Associates 
were installed in all wells during the second of the two sampling events. The length of string 
used in hanging the samplers in the wells was pre-measured such that the center of the 2.5-ft long 
sampler coincided with the middle of the screened interval for the well. 


Similar to the GSI-designed extended-length PVD samplers, several of the balloon samplers 
suffered from partial or complete collapse during deployment. This condition was noted when 
retrieving the samplers from the wells and prevented sufficient volume for vapor analyses in 3 of 
26 cases (failure rate of 12%). While inflating the samplers to higher pressures prior to 
deployment would likely mitigate partial collapse due to hydrostatic forces, this also could 
negatively impact the sampler at one or more potential weak spots. This includes the seals at the 
top and bottom, as well as the connection with the syringe tubing. The latter was the cause of 
sampler failures observed during this field program. Note that because these samplers are 
designed to be deployed under positive pressure, they do not have to be retrieved from the well 
during sampling. However, all samplers were retrieved during this field program prior to 
sampling in order to evaluate potential failure mechanisms and quantify the failure rate. Upon 
retrieval, partial expansion of the samplers was observed due to relieving of the in situ 
hydrostatic pressure. 


Following sampler retrieval, vapor measurements were completed using the field GC (Figure 
4.25), PID (Figure 4.26), and HAPSITE (Figure 4.27). 
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Figure 4.25. Haas Balloon Passive Vapor Diffusion (PVD) Samplers (GC Analysis) vs. Low- 
Flow Groundwater Samples During Expanded Field Program 


The data obtained using the combination of the field GC and the balloon PVD sampler correlated 
reasonably with the low-flow groundwater. The slope of 1.00 indicated that there was no bias in 
predicting the low-flow groundwater concentration using this vapor-based method. There was no 
statistically-significant difference between the low-flow groundwater data and the balloon PVD 
sampler data. 


As was observed with the GSI extended-length PVD sampler, linear regression of the balloon 
PVD sampler dataset generated a slope and R* that are remarkably similar to those obtained 
using the short PVD sampler (Figure 4.22). The nearly identical R* value suggests a minor 
reduction in variability. With a length of 2.5 ft, the balloon PVD sampler provides much greater 
coverage of the screened interval and a higher cross-section area for diffusion when compared to 
the short PVD sampler. But as was observed with the GSI-designed PVD sampler, the improved 
performance was not achieved with this longer sampler relative to the discrete-depth sampler, 
despite the fact that it should provide a more flow-weighted average for comparison to the low- 
flow groundwater sample. As such, the device would be expected to provide a more flow- 
weighted average of concentrations across its vertical length and be less dependent on in-well 
mixing to correlate to low-flow groundwater concentrations. The consistency between the 
longer and shorter sampler datasets provides further evidence that this set of wells were not 
overly influenced by vertical stratification and were instead relatively well-mixed during the 
sampling period. 


Like the extended-length PVD sampler, the Haas Balloon PVD sampler can expand once it is 
retrieved from the well. Based on the performance data, accounting for the change in pressure 
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(i.e., between deployment and analysis of the vapor sample) was a necessary step in calculating 
the equivalent groundwater concentration. 
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Figure 4.26. Haas Balloon Passive Vapor Diffusion (PVD) Samplers (PID Analysis) vs. 
Low-Flow Groundwater Samples During Expanded Field Program 


For the balloon PVD sampler, the PID again demonstrated poor performance relative to the field 
GC. While a low bias was not evident, there was significant variability (note that the negative R* 
value is an artifact of forcing the regression line through the 0,0 origin). The PID and low-flow 
datasets were not deemed statistically different by the non-parametric two-sample test but was 
different based on the parametric test. The observed variability clearly demonstrates the limited 
performance of the instrument in this case. 


The HAPSITE performed better when analyzing samples from the balloon PVD sampler than 
those from the GSI extended-length sampler, both in terms of reduced variability and bias. 
However, it continued to underpredict groundwater concentrations to a larger extent than the 
field GC for the same set of samples, especially at the lower-end of the concentration range. As 
noted previously, this low bias may have been a function of the analysis program selected for the 
HAPSITE, which necessitated an 8 to 48 hour delay between sample collection and sample 
analysis. 
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Figure 4.27. Haas Balloon Passive Vapor Diffusion (PVD) Samplers (HAPSITE Analysis) 
vs. Low-Flow Groundwater Samples During Expanded Field Program 


4.4.3 Field Analysis of Groundwater Samples (Field Equilibration Method) 


The alternate “field equilibration” method for determining groundwater concentrations was 
investigated at all locations by placing a water sample from the well in a sealed vial (for small 
volume analyses) or Tedlar bag (for larger volume analyses) containing a headspace and 
agitating the sample for a sufficient period of time to achieve equilibrium partitioning. The field 
GC was used to analyze the vapor in the headspace of 40-mL vials, while the HAPSITE required 
higher volumes and used the vapor in the partially-filled Tedlar bags. For all instruments, the 
vapor result was converted to a VOC concentration in the water sample. 


This method was employed for all low-flow groundwater samples collected during the expanded 
field program. The groundwater concentrations calculated using the vapor-phase field 
measurements were then compared to the concentrations measured when the corresponding 
groundwater samples were analyzed off-site at a commercial lab (Figure 4.28). 
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Figure 4.28. Field GC Analysis of Vapor in Equilibrium with Groundwater Samples vs. 
Lab Analysis of Groundwater Samples During Expanded Field Program 
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Figure 4.29. Field HAPSITE Analysis of Vapor in Equilibrium with Groundwater Samples 
vs. Lab Analysis of Groundwater Samples During Expanded Field Program 
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The results obtained using the field GC demonstrated that this sampling and analysis method was 
consistently able to match expected groundwater concentrations, with no bias and very little 
variability. Because the method involves collecting a low-flow groundwater sample, it is not 
influenced by well and aquifer characteristics in the same way that the passive vapor samplers 
are. Instead, it serves as a good representation of the bias and/or variability associated with the 
field analysis. This includes any bias or variability introduced during 1) transfer of the water 
sample to the 40-mL vial; ii) the equilibrium period; iii) the analysis of the vapor using the GC; 
and iv) conversion of the vapor concentration to an equivalent groundwater concentration. 
Given the strong agreement between the field equilibration dataset obtained using the field GC 
and the low-flow dataset, it appears that none of these steps significantly impact the comparison. 
Using the HAPSITE to analyze these samples, a low bias was evident along with a significant 
level of variability (Figure 4.29). This trend is consistent with that obtained when HAPSITE 
data was collected using passive vapor diffusion samplers. 


Overall, the data are similar to those obtained during the preliminary field program and confirm 
the utility of the field equilibration approach for estimating groundwater concentrations. 


4.4.4 Comparison of Individual Vapor-Phase Based Sampling Methods 


To compare data obtained using each of the individual vapor-phase based sampling methods, the 
same quantitative approaches were used: 1) linear regression; ii) two sample tests; and iii) relative 
percent difference. 


The following paired datasets were compared: 


e GSI Extended-Length PVD to Short PVD (GC analysis) 

e Haas Balloon PVD to Short PVD (GC analysis) 

e Field Equilibration of Low-Flow Groundwater to GSI Extended-Length PVD (GC 
Analysis) 

e Field Equilibration of Low-Flow Groundwater to Haas Balloon PVD (GC Analysis) 

e Field Equilibration of Low-Flow Groundwater to Short PVD (GC Analysis) 


The results of these comparisons are summarized in Table 4.14, with the regression analyses 
shown in Figure A.3 of Appendix A. Note that a direct comparison between the GSI extended- 
length PVD dataset and the Haas balloon PVD dataset could not be made because these devices 
were deployed during different sampling events. Given the significant inter-event differences 
between concentrations obtained using low-flow groundwater sampling (see Section 4.4.5), this 
would not have been a true “apples-to-apples” comparison. 


In general, there was a strong degree of correlation between each of the paired datasets obtained 
with the field GC, with little or no bias evident (slope = 0.89 to 1.00). The range of variability 
was low (R’ = 0.85 to 0.95) and was similar to the range obtained when the datasets were 
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compared with low-flow groundwater concentration data. In addition, there were few indications 
that any of the datasets were statistically significantly different from each other (particularly 
using the non-parametric tests). 


The consistency between the datasets supports the argument that any of the vapor-phase based 
methods would be expected to perform similarly when estimating low-flow groundwater 
concentrations. 


44.5 Evaluation of Precision and Accuracy for Field and Lab Analyses 


Several other methods were employed to investigate the precision and accuracy of the various 
sampling and analyses methods. 


4.4.5.1 Laboratory and Field Analyses of Replicate Samples 
Groundwater replicate (duplicate) samples were collected for analysis at commercial laboratories 
as part of this phase of field testing. For each set of duplicates, the relative standard deviation 


(RSD) was calculated as a metric for assessing precision (Table 4.15). 


Table 4.15. Precision of Laboratory vs. Field Analyses of Duplicate Samples During 
Expanded Field Program 


No. of Duplicate RSD (%) 
Analysis Type Sample Sets Range Median 
Groundwater (Lab) 17 0.0 — 38 % 5.3 % 


The level of precision for lab analyses of duplicates was similar to that obtained during the 
earlier phase of field testing. Note that the RSD values in Table 4.15 reflect variability 
associated with the sampling steps as well as the analysis steps. 
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Table 4.14. Summary of Data Evaluation for All Sampling Methods Used During Expanded Field Program 
Linear Statistically Different? 
Regression Relative Percent Difference (%) (p-value) 
Number Non-Parametric 

Phase Phase of Data Median Median (Wilcoxon Rank-Sum Parametric 
Sample Set Sampled Analyzed Sample Set Compared to: Pairs Slope R (Non-Directional (Directional) Test) (Paired t-test) 
Short PVD (GC) Vapor Vapor Low-Flow 74 1.05 0.85 2 35 No (p=0.54) Yes (p=0.03) 
Extended-Length PVD (GC) Vapor Vapor Low-Flow 35 0.98 | 0.89 8 33 No (p=0.80) No (p=0.96) 
Extended-Length PVD (PID) Vapor Vapor Low-Flow 55 0.83 0.55 14 -82 No (p=0.51) No (p=0.06) 
Extended-Length PVD (HAPSITE) Vapor Vapor Low-Flow 43 0.32 0.19 19 -117 Yes (p<0.0001) Yes (p<0.0001) 
Haas PVD (GC) Vapor Vapor Low-Flow 35 1.00 | 0.89 19 27 No (p=0.72) No (p=0.69) 
Haas PVD (PID) Vapor Vapor Low-Flow 33 0.97 | -0.29 22 9 No (p=0.18) Yes (p=0.045) 
Haas PVD (HAPSITE) Vapor ‘Vapor Low-Flow 28 0.82 0.84 00 -100 Yes (p=0.015) Yes (p<0.0001) 
Field Equilibration of Low-Flow water (GC) Water Vapor Low-Flow 74 1.01 0.96 40 3 No (p=0.78) No (p=0.98) 
Field Equilibration of Low-Flow water 
(HAPSITE) Water Vapor Low-Flow 29 0.74 0.71 43 -135 Yes (p<0.0001) Yes (p<0.0001) 
Extended-Length PVD (GC) Vapor Vapor Short PVD (GC) 31 0.89 | 0.85 39 3 No (p=0.59) Yes (p=0.024) 
Haas PVD (GC) Vapor Vapor Short PVD (GC) 32 0.92 0.95 40 -42 No (p=0.54) Yes (p=0.001) 
Field Equilibration of Low-Flow water Water Vapor Extended-Length PVD (GC) 32 0.97 0.93 54 -23 No (p=0.93) No (p=0.54) 
Field Equilibration of Low-Flow water Water Vapor Hass PVD (GC) 35 1.00 0.93 62 -1 No (p=0.86) No (p=0.44) 
Field Equilibration of Low-Flow water Water Vapor Short PVD (GC) 68 0.92 0.92 59 -36 No (p=0.36) Yes (p=0.0008) 
All Field Vapor Analyses (HAPSITE) Vapor Vapor All Field Vapor Analyses (GC) 46 0.66 0.66 115 -15 Yes (p<0.0001) Yes (p<0.0001) 
All Field Vapor Analyses (PID) Vapor Vapor All Field Vapor Analyses (GC) 44 0.81 0.31 161 -60 No (p=0.97) No (p=0.87) 
All Lab Vapor Analysis Vapor Vapor All Field Vapor Analyses (GC) 9 0.84 0.84 -136 -136 NA NA 
Notes: 


1. All data represent measured or calculated groundwater concentrations from a field program conducted in April-May 2011. 
2. Groundwater concentrations were either groundwater samples (collected using low-flow techniques) sent for analysis at a commercial laboratory or vapor samples analyzed in the field (using a field GC, PID, or 


HAPSITE) and converted to groundwater concentrations (in mg/L). 


3. Parametric test: Paired t-test on mean of log-normalized data from specified methods (alpha = 0.05) 


4. Non-parametric test: Wilcoxon rank-sum test using log-normalized data from specified methods (alpha = 0.05) 
5. Comparisons were completed using data for any constituent that was encountered above detection limits for the field instruments in each monitoring well. This ranged from one to four constituents per well, 


and included TCE, PCE, 1,1-DCE, and VC. 


6. PVD = passive vapor diffusion sampler; PID = photoionization detector; GC = field-portable gas chromatograph. 
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4.4.5.2 Replicate Field Analyses of Vapor Samples 


Replicate analyses of all vapor samples were completed in the field to provide a more focused 
assessment of the precision of the equipment under field conditions. The data in Table 4.16 
represent RSD values calculated from duplicate or triplicate analyses using the field GC (note 
that insufficient sample volume was available to complete replicate analyses with the PID). 


Table 4.16. Precision of Replicate Field Analyses of All Samples During Expanded Field 


Program 
No. of Replicate RSD (%) 
Analysis Type Analysis Sets Range Median 
Vapor (Field) 244 0.3 —46 % 4.7% 


Because of the large sample size, the RSD values for this set of measurements are likely to be the 
most representative indicator of the precision of the field instruments. Greater than 90% of the 
RSD values met the general performance objective of < 30% RSD. There was no evidence that 
any particular sample type contributed to higher RSD values following replicate analyses. The 
median RSD value for the instrument under field conditions (4.7%) was only slightly higher than 
the median RSD value for the same instrument during the laboratory validation study (2.0%) and 
low than that obtained during the preliminary field program (7.9%). 


4.4.5.3 Inter-Event Variability in Monitoring Data 


The same set of 26 wells was included in both the first and second sampling events that were part 
of the expanded field program. Consequently, the difference between concentrations obtained 
during the two events (intra-event variability) is a quantitative indicator of short-term monitoring 
variability. Data for concentrations obtained using low-flow groundwater samples are shown in 
Table 4.17: 


Table 4.17. Precision of Inter-Event Monitoring Data from Same Wells During Expanded 


Field Program 
No. of Replicate RSD (%) 
Analysis Type Analysis Sets Range Median 
Water (Lab) 93 0.0-113% 21% 


Notes: (1) Includes only low-flow groundwater data. 


Interim results from GSI’s project SERDP ER-1705 (“Improved Understanding of Sources of 
Variability in Groundwater Sampling for Long-Term Monitoring Programs”) have demonstrated 
that this short-term variability, which is considered “time-independent” because it is not 
influenced by longer-term concentration trends, is typically 15 to 20%. This is similar to the 
median value of 21% obtain during this phase of field testing. Further, the SERDP ER-1705 has 
concluded that this time-independent variability is often much higher than that observed for field 
duplicates (i.e., duplicate samples taken at the same time), which is typically less than 5%. This 
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is consistent with the variability observed for field duplicates during the expanded field study 
(4.7%). Collectively, these data illustrate that short-term variability is an inherent limitation in 
interpreting monitoring data, regardless of whether it is collected using conventional or 
innovative (e.g., vapor-phase based) methods. Reducing this short-term variability was an 
objective of the supplemental field program that was conducted in conjunction with subsequent 
SERDP ER-1705 field testing (see Section 4.5) 


4.4.5.4 Field GC vs. PID Analyses of Vapor Samples 


For those wells where vapor samples were analyzed by both the field GC and the PID, the 
resulting data was used to determine potential bias in either of the field instruments (Figure 4.30, 
Table 4.14). For each instrument, all data was lumped together, regardless of which sampling 
device was used to collect the data. 
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Figure 4.30. Field PID Analyses vs. Field GC Analyses of Samples Collected During 
Expanded Field Program 


Using this bulk comparison, it appeared that the PID provided a relatively good correlation with 
field GC measurements at high vapor concentrations (albeit with a low bias), but that the 
correlation became poorer at low concentrations. For example, there were a large number of 
detections in the lower-end of the field GC dataset that were biased high when analyzed by the 
PID. This differed from the relationship seen in the results of the preliminary field program (i.e., 
better correlation at low concentrations), but was aided by the fact that PID samples were 
frequently diluted prior to analyses to avoid the relatively low upper detection limit for the 
instrument. Regardless, considerable variability was again observed (R’=0.31) between the data 
collected using the two analytical instruments. This variability is generally consistent with that 


SERDP ER-1601 106 Final Report 


May 2013 Ry | G S I 


ENVIRONMENTAL 


observed when field GC and PID measurements were compared to low-flow groundwater 
concentrations and demonstrate its limited applicability to estimating low-flow groundwater 
concentrations. 


4.4.5.5 Field GC vs. HAPSITE Analyses of Vapor Samples 


For those wells where vapor samples were analyzed by both the field GC and the HASPITE, the 
resulting data was used to determine potential bias in either of the field instruments (Figure 4.31, 
Table 4.14). For each instrument, all data was lumped together, regardless of which sampling 
device was used to collect the data. 
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Figure 4.31. HAPSITE Analyses vs. Field GC Analyses of Samples Collected During 
Expanded Field Program 


Using this bulk comparison, there was a strong low bias for the HAPSITE data relative to the 
field GC. The overall degree of bias and variability was similar to that obtained when HAPSITE 
data was compared to low-flow groundwater data. The extent that the HAPSITE underpredicts 
the field GC concentration is lessened at the upper end of the concentration range. 


4.4.6 Summary of Factors Contributing to Bias and Variability 


As with the preliminary field program, data obtained during the expanded field program was 
used to investigate a number of factors that may have contributed to bias and variability between 
datasets. 
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4.4.6.1 Factors Associated with Sampling and Analysis 


Sampling Date: This portion of field testing was completed in April-May 2011, and the 
data suggested that concentrations within the monitoring wells were generally less 
vertically stratified than what was observed during the preliminary phase of field testing 
in January-February 2010. This assumption is based on the similarity between data 
obtained with a depth-discrete sampler (short PVD) versus data obtained with longer 
samplers (GSI and Haas balloon PVDs). The prevalence of mixed water columns within 
the wells is consistent with thermal gradients that would be expected during early spring 
period in this setting (see Figure 4.5). Consequently, it is unlikely that vertical 
stratification was a major contributor to variability in this set of field data due to the 
selected sampling date. 


Sample Location: All samples were collected from the middle (or near the middle) of 
the screened interval during this phase of field testing. Therefore, no additional 
evaluation of this factor was attempted. 


Sample Collection Method: The data quality obtained by the three different passive 
samplers was very similar, indicating that there was no benefit to be gained from the 
longer samplers. The short PVD is easier to fabricate and less prone to failure, such that 
its strong performance during this field program validates its overall utility. However, 
the ability to correlate vapor samples from the short PVD samplers to groundwater 
concentration was likely enhanced by temperature gradients that favored mixing within 
the monitoring wells. If the program were completed during a period with less 
favorable mixing conditions, the longer PVD samplers may have performed better 
relative to the short PVD sampler. The field equilibration method continued to exhibit 
the highest correlation of any of the vapor-based methods for estimating groundwater 
concentrations. 


Vapor Analysis Method: The field GC exhibited the best performance of the three 
instruments testing during this program. The PID continued to be relatively ineffective in 
predicting groundwater concentrations, introducing high variability and negative bias. 
Dilutions were used to minimize detector overload, but variability was still considerable 
at lower-end concentration range. Some improvement was noted when single 
constituents were modeled, indicating that the instrument has higher utility in wells 
dominated by one constituent. The HAPSITE also suffered from high variability and 
consistently underpredicted concentrations. This may have been a function of the delay 
between sample collection and sample analysis. The instrument’s low detection limit 
means it is not prone to false negatives, but given the extent of variability, it appears that 
it is best suited for screening purposes. 
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4.4.6.1 Factors Associated with Well and Aquifer Characteristics 


A general assessment of well and aquifer-specific factors that may contribute to variability and 
bias was performed using ANOVA as the primary evaluation method. Briefly, ANOVA 
evaluated the entire set of RPD values between measured (low-flow) groundwater concentrations 
and predicted groundwater concentrations for a particular sampling method (e.g., short PVD 
samplers) versus the entire set of values associated with a particular parameters (e.g., depth to 
top of aquifer). The values used in these analyses (i.e., RPDs and parameters) are shown for 
each well in Table A.3 of Appendix A. The ANOVA output include an assessment of whether 
there is a significant relationship between the parameter and the RPD value. For those tests that 
met the significance criteria (p<0.05), an R° value was reported. In ANOVA, non-directional 
RPD values were used to evaluate if the parameter contributed to variability (Table 4.18), and 
directional RPD values were used to evaluate if the parameter contributed to bias (Table 4.19). 


e Distance Between Top of Aquifer and Top of Well Screen: The majority of wells 
included in the program were screened at some depth below the top of the aquifer. The 
presence of a stagnant water column is hypothesized to negatively influence the 
performance of passive samplers due to limited exchange of this water with the 
surrounding formation. Furthermore, the hydrostatic pressure within these wells 
necessitates a pressure correction in calculating the groundwater concentration from the 
field vapor concentration. The results did confirm that for most sampling and analysis 
combinations, increasing the distance between the top of the aquifer and the top of the 
well also increased variability, though most of these differences were not statistically 
significant. The distance also negatively impacted the bias observed when predicting 
groundwater concentrations. Because the majority of these differences were not 
statistically significant, it appears that pressure corrections are adequate in accounting for 
the effects of hydrostatic pressure. 


e Depth to Top of Aquifer: Shallow wells tend to more influenced by temperature 
gradients from the surface, and as a consequence, would be more prone to experience in- 
well mixing due to temperature changes. This would be expected to improve the 
performance of passive samplers, which are influenced by the degree of stratification 
present in a well. However, the data indicate that for most sampling methods, increasing 
the depth to water resulted in mixed impacts on the degree of variability that was 
observed. For the balloon PVD sampler, there were two cases (PID and HAPSITE 
measurements) where deeper wells were associated with statistically significant increase 
in variability. However, there was decreased variability in deeper wells for cases where 
the short PVD and extended-length PVD samplers were used (though generally not 
statistically significant). In terms of bias, increasing the depth to water generally 
increased low bias (1.e., contributed to underprediction), accounting for three of the four 
cases where statistically-significant impacts were observed. Collectively, the ability to 
evaluate the impact of depth on data quality was likely affected by the prevalence of 
well-mixed conditions within the majority of wells during this sampling period. The 
mixed statistical results support this assumption. 
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e Length of Well Screen: The length of the well screen was not evaluated because the 
large majority of wells in this program had the same screen length (10 ft). 


e Dissolved Oxygen Concentration: Wells with high dissolved oxygen concentrations 
were hypothesized to be more suitable for using passive vapor samplers because the 
water in the well (1.e., in equilibrium with the sampler) would be less influenced by 
biological activity. This activity would direct dechlorination of volatile contaminants, 
gas-charging of groundwater via methane production, and as clogging of the well screen 
due to cell growth or solids precipitation (e.g., iron sulfide generation). As expected, the 
presence of high dissolved oxygen levels generally decreased variability for data obtained 
from passive samplers using the most reliable instrument (the field GC). Several of these 
decreases in variability were deemed statistically significant (as were the increases in 
variability when using the PID and HAPSITE in combination with the balloon PVD 
sampler). The potential impact of dissolved oxygen on bias was less clear, although there 
were several datasets where high dissolved oxygen levels served to minimize a low bias. 


e Large Changes in Geochemical Parameters During Purging: A low-flow groundwater 
sample was collected from all wells as a baseline for comparison to vapor-phase based 
concentration estimates. Consequently, the program allowed for a determination if large 
changes in geochemical conditions during low-flow purging impacted data quality. The 
hypothesis is that passive samplers installed in wells where geochemical parameters 
changed significantly prior to stabilization were actually in equilibrium with water that 
was significantly different than what was ultimately collected and analyzed during low- 
flow sampling. However, mixed results were obtained when this factor was evaluated. In 
general, it appeared to contribute to low bias (i.e., underpredictions), but the only method 
where this was statistically significant was the Haas balloon PVD sampler (using the field 
GC). Wells where large changes in geochemical parameters were measured exhibited 
slightly more or slightly less variability, but none of these impacts were statistically 
significant. 


e Temperature: Higher temperatures in the well may contribute to volatilization of 
contaminants from the water column and decrease the ability to correlate in-well vapor 
concentrations to groundwater concentrations within the surrounding formation. In 
general, increasing temperature did increase variability as hypothesized. In three cases, 
this impact was statistically significant and contributed to 15 — 27% of the overall 
variability (based on the R’ values). However, there was no clear indication that low bias 
was associated with higher temperatures. These data suggest that temperature may result 
in a higher degree of variability but does not contribute to systematic bias. 


e Confined vs. Unconfined Conditions within the Aquifer: With a larger number of wells 
(26), it was possible to evaluate the differences between data obtained from wells in 
unconfined aquifers and data obtained from wells in confined aquifers. Several of the 
same evaluation procedures were used after segregating the data, with the resulting 
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values for various metrics (slope and R* for regression lines, median RPD) shown in 
Table 4.20 for confined aquifer data and in Table 4.21 for unconfined aquifer data. 


It was hypothesized that wells in unconfined wells could exhibit more variability due to 
the potential influence of fluctuating water levels on contaminant concentrations. 
However, the results clearly indicate that for this set of wells, better performance was 
obtained when the vapor-phase-based methods were employed in unconfined aquifers. 
This is based primarily on improved R? values and slopes that are consistently closer to 
one (indicating less bias). Using the most reliable analytical instrument (the field GC), 
slopes were typically well below one for datasets from confined wells, indicating that 
concentrations were consistently underpredicted. It should be noted that the data from 
unconfined aquifers spanned a higher range of concentrations, and the data for higher-end 
concentrations were consistently better than those at the lower-end range (regardless of 
what type of aquifer they were collected from). 
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Table 4.18. Effect of Aquifer Characteristics on Variability Between Calculated and Measured Groundwater Concentrations 
During Expanded Field Study 


Effect of Increasing Effect of Large Changes in 
Sample Set Effect of Increasing Distance between Depth to Effect of High Dissolved Geochemical Parameters Effect of Increasing 
Phase Compared Depth to Water Water and Top of Screen Oxygen in Groundwater during Low-Flow Purging Temperature 

Sample Set Sampled to: (p-value; bold with R’ value if statistically different) 

Decreases variability Increases variability Decreases variability Decreases variability Decreases variability 
Short PVD (GC) Vapor Low-F (p=0.13) (p=0.89) (p=0.14) (p=0.18) (p=0.27) 

Decreases variability Increases variability Decreases variability Increases variability Increases variability 
Extended-Length PVD (GC) Vapor Low-F (p=0.82) (p=0.30) (p=0.38) (p=0.18) (p=0.62) 

Decreases variability Increases variability Decreases variability Increases variability Increases variability 
Extended-Length PVD (PID) Vapor Low-F (p=0.24) (p=0.10) (p=0.016; R7=0.10) (p=0.50) (p=0.85) 

Decreases variability Increases variability Decreases variability Increases variability Increases variability 
Extended-Length PVD (HAPSITE) Vapor Low-F (p=0.026: R?=0.12) (p=0.007; R°=0.16) (p=0.02: R°=0.12) (p=0.16) (p=0.19) 

Decreases variability Increases variability Decreases variability Decreases variability Increases variability 
Haas PVD (GC) Vapor Low-F (p=0.20) (p=0.09) (p=0.22) (p=0.10) (p=0.08) 

Increases variability Decreases variability Increases variability Increases variability Increases variability 
Haas PVD (PID) Vapor Low-F (p=0.01; R?=0.22) (p=0.36) (p=0.001; R?=0.006) (p=0.32) (p=0.007; R2=0.21) 

Increases variability Increases variability Increases variability Increases variability Increases variability 
Haas PVD (HAPSITE) Vapor Low-F (p=0.04; R?=0.15) (p=0.93) (p=0.04; R°=0.16) (p=0.08) (p=0.003; R°=0.27) 
Field Equilibration of Low-Flow water Decreases variability Increases variability Decreases variability Decreases variability Increases variability 
(GC) Water Low-F (p=0.34) (p=0.42) (p=0.72) (p=0.12) (p=0.33) 
Field Equilibration of Low-Flow water Increases variability Decreases variability Increases variability Decreases variability Increases variability 
(HAPSITE) Water Low-F (p=0.06) (p=0.82) (p=0.72) (p=0.12) (p=0.04; R?=0.15) 


Notes: 


1. All data represent measured or calculated groundwater concentrations from a field program conducted in April-May 2011. Groundwater 

concentrations were either groundwater samples (collected using low-flow techniques) sent for analysis at a commercial laboratory or vapor samples 

analyzed in the field (using a field GC, PID, or HAPSITE) and converted to groundwater concentrations (in mg/L). 

2. Effects were evaluated by performing ANOVA on the selected parameters (e.g., depth to water) vs. the relative percent difference between measured and calculated concentrations for each sample set. Statistical 
significance was based on a p-value < 0.05. 

3. For those parameters where statistically significance was established, the corresponding R2 value (based on linear regression) was calculated. This R2 value is an estimate of the contribution of this parameter to the 
observed variability or bias between calculated and measured concentrations 

4. Comparisons were completed using data for any constituent that was encountered above detection limits for the field instruments in each monitoring well. This ranged from one to four constituents per well, and 
included TCE, PCE, 1,1-DCE, and VC. 


5. PVD = passive vapor diffusion sampler; PID = photoionization detector; GC = field-portable gas chromatograph. 
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Table 4.19. Effect of Aquifer Characteristics on Bias Between Calculated and Measured Groundwater Concentrations During 
Expanded Field Study 


Effect of Increasing 
Distance between Effect of Large Changes in 
Sample Set Effect of Increasing Depth to Water and Effect of High Dissolved Geochemical Parameters Effect of Increasing 
Compared Depth to Water Top of Screen Oxygen in Groundwater during Low-Flow Purging Temperature 
Sample Set to: (p-value; bold with R’ value if statistically different) 
Switch from low to Switch from high to low 
Increases high bias high bias bias Switch from high to low bias Increases bias 
Short PVD (GC) Low-Flow (p=0.74) (p<0.009; R?=0.09) (p=0.21) (p=0.64) (p=0.13) 
Switch from low to high Switch from low to high Switch from low to high 
bias bias Decreases low bias Switch from high to low bias bias 
Extended-Length PVD (GC) Low-Flow (p=0.69) (p=0.29) (p=0.85) (p=0.06) (p=0.43) 
Increases low bias Increases low bias Decreases low bias Decreases low bias Increases low bias 
Extended-Length PVD (PID) Low-Flow (p=0.72) (p=0.87) (p=0.50) (p=0.97) (p=0.20) 
Decreases low bias Increases low bias Decrease low bias Increases low bias Decreases low bias 
Extended-Length PVD (HAPSITE) Low-Flow (p=0.12) (p=0.13) (p=0.28) (p=0.26) (p=0.06) 
Switch from high to low Switch from high to low Switch from high to low Switch from high to low 
Decreases low bias bias bias bias bias 
Haas PVD (GC) Low-Flow (p=0.97) (p=0.13) (p=0.15) (p=0.03: R?=0.14) (p=0.39) 
Switch from low to high Switch from high to low Switch from low to high Switch from low to high 
bias bias bias Increases high bias bias 
Haas PVD (PID) Low-Flow (p<0.001; R’=0.40) (p=0.28) (p=0.0002; R’=0.37) (p=0.47) (p=0.0004; R’=0.34) 
Increases low bias Decreases low bias Increases low bias Increases low bias Increases low bias 
Haas PVD (HAPSITE) Low-Flow (p=0.04; R?=0.15) (p=0.93) (p=0.04; R?=0.16) (p=0.08) (p=0.004; R?=0.28) 
Switch from high to low Switch from high to low Switch from high to low Switch from low to high 
Field Equilibration of Low-Flow bias bias bias Switch from high to low bias bias 
water (GC) (p=0.02; R’=0.07) (p=0.46) (p=0.01; R’=0.08) (p=0.10) (p=0.73) 
Field Equilibration of Low-Flow Increases low bias Decreases low bias Increases low bias Decreases low bias Increases low bias 
water (HAPSITE) (p=0.03; R2=0.17) (p=0.69) (p=0.37) (p=0.96) (p=0.32) 


Notes: 


1. All data represent measured or calculated groundwater concentrations from a field program conducted in April-May 2011. Groundwater 
concentrations were either groundwater samples (collected using low-flow techniques) sent for analysis at a commercial laboratory or vapor samples 
analyzed in the field (using a field GC, PID, or HAPSITE) and converted to groundwater concentrations (in mg/L). 
2. Effects were evaluated by performing ANOVA on the selected parameters (e.g., depth to water) vs. the relative percent difference between measured and calculated concentrations for each sample set. 
Statistical significance was based on a p-value < 0.05. 

3. For those parameters where statistically significance was established, the corresponding R2 value (based on linear regression) was calculated. This R2 value is an estimate of the contribution of this parameter 
to the observed variability or bias between calculated and measured concentrations. 

4. Comparisons were completed using data for any constituent that was encountered above detection limits for the field instruments in each monitoring well. This ranged from one to four constituents per well, 
and included TCE, PCE, 1,1-DCE, and VC. 


5. PVD = passive vapor diffusion sampler; PID = photoionization detector; GC = field-portable gas chromatograph. 
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Table 4.20. Summary of Data Evaluation for All Sampling Methods Used During Expanded Field Study: 
Wells in Confined Aquifers 
Linear Statistically Different? 
Relative Percent Difference (%) (p-value) 
Median 
Phase Phase (Non- Median Non-Parametric Parametric 
Sample Set Sampled Analyzed Sample Set Compared to: Directional) Directional) ilcoxon Rank-Sum Test) Paired t-test 
Short PVD (GC) Vapor Vapor Low-Flow 53 6 No (p=0.7) No (p=0.39) 
Extended-Length PVD (GC) Vapor Vapor Low-Flow 69 -7 No (p=0.92) No (p=0.44) 
Extended-Length PVD (PID) Vapor Vapor Low-Flow 176 -76 No (p=0.92) No (p=0.96) 
Extended-Length PVD (HAPSITE) Vapor Vapor Low-Flow 165 -165 Yes (p<0.0001) Yes (p<0.0001) 
Haas PVD (GC) Vapor ‘Vapor Low-Flow 1 0.85 0.68 90 -83 No (p=0.44) No (p=0.14) 
Haas PVD (PID) Vapor Vapor Low-Flow 1 1.16 0.28 122 29 No (p=0.58) No (p=0.24) 
Haas PVD (HAPSITE) Vapor ‘Vapor Low-Flow 10 0.63 0.73 100 -100 Yes (p=0.05) Yes (p=0.0004) 
Field Equilibration of Low-Flow water (GC) Water Vapor Low-Flow 26 | 1.00 0.92 | 47 -23 No (p=0.41) No (p=0.95) 


Field Equilibration of Low-Flow water 
(HAPSITE) 


Extended-Length PVD (GC) 


Low-Flow 


Short PVD (GC) 


No (p=0.05) 


No (p=0.29) 


No (p=0.34) 


Yes (p=0.04) 


Haas PVD (GC) 


Short PVD (GC) 


No (p=0.69) 


Yes (p=0.03) 


Field Equilibration of Low-Flow water 


Extended-Length PVD (GC) 


No (p=0.79) 


No (p=0.027) 


Field Equilibration of Low-Flow water 


Hass PVD (GC) 


No (p=0.58) 


No (p=0.078) 


Field Equilibration of Low-Flow water 


Short PVD (GC) 


All Field Vapor Analyses (HAPSITE) 


Vapor 


Vapor 


All Field Vapor Analyses (GC) 


19 


124 


No (p=0.64) 


No (p=0.24) 


All Field Vapor Analyses (PID) 


Vapor 


Vapor 


All Field Vapor Analyses (GC) 


14 


187 


No (p=0.94) 


No (p=0.80) 


Notes: 


1. All data represent measured or calculated groundwater concentrations from a field program conducted in April-May 2011. 


2. Groundwater concentrations were either groundwater samp 


groundwater concentrations (in mg/L). 


es (collected using low-flow techniques) sent for analysis at a commercial laboratory or vapor samples analyzed in the field (using a field GC, PID, or HAPSITE) and converted to 


3. Parametric test: Paired t-test on mean of log-normalized data from specified methods (alpha = 0.05) 


4. Non-parametric test: Wilcoxon rank-sum test using log-normalized data from specified methods (alpha = 0.05) 


5. Comparisons were completed using data for any constituent that was encountered above detection limits for the field instruments in each monitoring well. This ranged from one to four constituents per well, and included TCE, PCE, 1,1-DCE, 


and VC. 


6. PVD = passive vapor diffusion sampler; PID = photoionization detector; GC = field-portable gas chromatograph. 


SERDP ER-1601 


114 


Final Report 


87 GSI 


May 2013 
ENVIRONMENTAL 
Table 4.21. Summary of Data Evaluation for All Sampling Methods Used During Expanded Field Study: 
Wells in Unconfined Aquifers 
Statistically Different? 
Linear Regression Relative Percent Difference (%) (p-value) 
Number Non-Parametric 
Phase Phase of Data Median Median (Wilcoxon Rank- Parametric 
Sample Set Sampled Analyzed Sample Set Compared to: Pairs Slope R (Non-Directional) (Directional) Sum Test) (Paired t-test) 
Short PVD (GC) Vapor Vapor Low-Flow 47 1.06 0.94 78 57 No (p=0.41 Yes (p=0.007) 
Extended-Length PVD (GC) Vapor Vapor Low-Flow 22 1.05 0.97 89 42 No (p=0.83) No (p=0.18) 
Extended-Length PVD (PID) Vapor Vapor Low-Flow 38 0.84 0.90 96 -96 No (p=0.34) Yes (p<0.0001) 
Extended-Length PVD (HAPSITE) Vapor Vapor Low-Flow 19 0.81 0.87 28 -78 Yes (p=0.02) Yes (p<0.0001) 
Haas PVD (GC) Vapor Vapor Low-Flow 24 1.05 0.94 76 59 No (p=0.88) No (p=0.31) 
Haas PVD (PID) Vapor Vapor Low-Flow 22 0.95 2.8 133 ai No (p=0.45) No (p=0.08) 
Haas PVD (HAPSITE) Vapor ‘Vapor Low-Flow 18 0.87 0.87 91 -91 Yes (p=0.008) Yes (p<0.0001) 
Field Equilibration of Low-Flow water (GC) Water Vapor Low-Flow 48 1.02 0.98 34 5 No (p=0.70) No (p=0.98) 
Field Equilibration of Low-Flow water 
(HAPSITE) Water Vapor Low-Flow 18 0.72 0.77 165 -165 Yes (p=0.0003) Yes (p<0.0001) 
Extended-Length PVD (GC) Vapor Vapor Short PVD (GC) 20 0.98 0.97 86 -46 No (p=0.78) No (p=0.26) 
Haas PVD (GC) Vapor ‘Vapor Short PVD (GC) 22 0.94 0.96 61 -24 No (p=0.47) Yes (p=0.012) 
Field Equilibration of Low-Flow water Water Vapor Extended-Length PVD (GC) 21 0.94 0.95 65 -58 No (p=0.76) No (p=0.12) 
Field Equilibration of Low-Flow water Water Vapor Hass PVD (GC) 24 0.97 0.95 40 -5 No (p=0.80) No (p=0.54) 
Field Equilibration of Low-Flow water Water Vapor Short PVD (GC) 45 0.94 0.97 46 -39 No (p=0.24) Yes (p<0.0001) 
| All Field Vapor Analyses (HAPSITE) Vapor Vapor All Field Vapor Analyses (GC) | 27 | 0.82 0.93 | 115 -H15 | Yes (p<0.0001) Yes (p<0.0001) 
All Field Vapor Analyses (PID) Vapor Vapor All Field Vapor Analyses (GC) 30 0.81 0.54 173 -107 No (p=0.59) No (p=0.47) 


Notes: 


1. All data represent measured or calculated groundwater concentrations from a field program conducted in April-May 2011. 


2. Groundwater concentrations were either groundwater samp 


groundwater concentrations (in mg/L). 


es (collected using low-flow techniques) sent for analysis at a commercial laboratory or vapor samples analyzed in the field (using a field GC, PID, or HAPSITE) and converted to 


3. Parametric test: Paired t-test on mean of log-normalized data from specified methods (alpha = 0.05) 


4. Non-parametric test: Wilcoxon rank-sum test using log-normalized data from specified methods (alpha = 0.05) 


5. Comparisons were completed using data for any constituent that was encountered above detection limits for the field instruments in each monitoring well. This ranged from one to four constituents per well, and included TCE, PCE, 1,1-DCE, 


and VC. 


6. PVD = passive vapor diffusion sampler; PID = photoionization detector; GC = field-portable gas chromatograph. 
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4.5 Supplemental Field Program 


The supplemental field program was completed during 15 separate events between September 
2011 and August 2012 in the same set of 8 wells. The sampling methods that had been validated 
during the preliminary field study were included in this phase (see Section 4.3), specifically the 
“short” PVD samplers (i.e., gas-filled 40-mL vials wrapped in LDPE and submerged below the 
water level) and the field equilibration method (i.e., 20 mL of groundwater transferred to sealed 
40-mL vials, with the headspace analyzed in the field following 40 to 60 minutes of equilibration 
time). Low-flow groundwater samples were again used as the baseline comparison for 
groundwater concentration estimated using the vapor-phase method. The primary difference is 
that several variations on groundwater sampling were also completed during at least three of the 
fifteen events as part of the concurrent program for SERDP ER-1705. These variations included 
no-purge groundwater sampling, low-flow groundwater sampling with purging to parameter 
stability, low-flow groundwater sampling with purging of a fixed volume (24 L per well), low- 
flow groundwater sampling following in-well mixing, and groundwater sampling using the Snap 
samplers (without purging). The field GC was the only instrument used during on-site vapor 
analysis. The monitoring events were scheduled for a period that spanned nearly an entire 
calendar year, such that monitoring occurred during both periods that favored thermally mixed 
conditions (late spring) as well as periods that favored thermal stratification (late winter) based 
on the results of the temperature study (see Section 4.2). 


4.5.1 Well Characteristics and Sampling Data 


Table A.5 (Appendix A) summarizes pertinent characteristics for the wells included in the field 
program. Monitoring was completed at 8 wells installed at the same site within an unconfined 
aquifer. Seven of the eight were 2-in diameter wells, with one 4-in diameter well. The total 
depth of these wells ranged from approximately 18 ft to 33 ft, with a depth to water that 
generally ranged between 4 and 13 feet. The majority of wells (7 of 8) had screens that were 10 
ft in length. In 21 of the 24 instances when the depth to water was measured (encompassing both 
sampling events), the water level was higher than the top of the screen interval (well MW-8 was 
the consistent exception). 


Owing to the proximity of the site to a large bay, groundwater samples consistently exhibited 
high salinity during field measurements (electrical conductivity consistently between 10 and 40 
mS/cm). The groundwater was also moderately reducing (low dissolved oxygen and negative 
oxidation-reduction potential) and acidic (pH frequently below 6). On-site pumping is believed 
to result in a relatively consistent hydraulic gradient, such that water from the bay is regularly 
pulled into the groundwater-bearing unit. 


During the field program, groundwater and vapor samples were collected from each monitoring 
well using a series of different methods and analyzed either in the field or following shipment to 
a commercial laboratory. Table 4.22 summarizes the total number of samples collected using 
each of these methods. 
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Table 4.22. Datasets Generated During Supplemental Field Program: Joint Program with 
SERDP ER-1705 


Sample Method No. of Datasets | No. of Datapoints 
Obtained’ Obtained 
Short PVD* aa 264 
Field Equilibration — No purge” 9° 72 
Field Equilibration — No purge with in-well mixing” 3 24 
Field Equilibration — Following purge to parameter stability” 4 32 
Field Equilibration — Following purge constant volume* 3 24 
Low-Flow — No purge” 9° 72 
Low-Flow — No purge with in-well mixing” 3 24 
Low-Flow — Purge to parameter stability® 5 40 
Low-Flow- Purge constant volume” 3 24 
No purge Snap groundwater sampler’ 3 24 


Notes: (1) Each dataset consists of VOC concentrations from the same 8 wells. See Table 3.8 for schedule; (2) Method 
consists of groundwater concentration obtained from field vapor-phase analysis completed specifically for SERDP 
ER-1601; (3) Method consists of groundwater concentration obtained from laboratory water-phase analysis completed 
for SERDP ER-1705; (4) 11 datasets obtained for each depth at which a short PVD sampler was installed (top of 
screen, middle of screen, bottom of screen); (5) Includes field equilibration samples collected during no-purge 
groundwater sampling events (i.e., Weeks 7, 22, and 37 in Table 3.8) as well as field equilibration samples collected 
during the initial stages of purging (“pre-purge”) during low-flow groundwater sampling events; (6) Includes “pre- 
purge” groundwater samples collected during the initial stages of purging during low-flow groundwater sampling 
events. 


A total of 600 vapor and groundwater sample analyses were performed as part of the field 
program, not including replicates. Vapor concentrations of all detected constituents were 
converted to groundwater concentrations using the procedure outlined in Section 3.5. The eight 
wells in the monitoring program had detectable concentrations of multiple constituents, including 
VC, 1,1-DCE, benzene, chlorobenzene, and ethyl benzene. To simplify comparisons between 
the vapor-based methods and conventional groundwater sampling and analysis (and in particular 
the variability associated with each method), only the vapor analytical results for VC were used. 
The resulting groundwater concentration data (both measured concentrations in groundwater 
samples and calculated concentrations based on conversion of the vapor data) are summarized in 
Table A.6 in Appendix A. The raw vapor-phase concentration data are included in Table A.7 of 
Appendix A. 


As with the concentration data from the previous field programs, the data from the supplemental 
field program was log-transformed to improve the normality of the data and the power of the 
statistical methods used to evaluate the data. Log transformation did not result in normally 
distributed data based on the protocol for the Anderson Darling test for normality (p < 0.05) 
except for select datasets. However, in all cases, log transformation improved the normality 
relative to non-transformed data (i.e., lowered the value of the test statistic). Therefore, log- 
transformed data were used in further evaluation of the data. 
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4.5.2 Variability Associated with Vapor-Phase Based Sampling Methods 


Regardless of the specific methods used to obtain a concentration result from a monitoring well, 
there are a number of factors that can contribute to variability. This includes signal variability 
(which may or may not reflect actual trends in concentration over time), aquifer and well 
dynamics (including vertical stratification), sample collection and handling, and sample analysis. 


The initial step in evaluating data from the supplemental field program was to understand the 
magnitude of variability associated with the vapor-phase-based sampling and analyses methods. 
By completing several monitoring events over the course of an entire year, a coefficient of 
variation (CV) was obtained for the concentrations obtained by a particular method in each well. 
The average CV for the set of 8 monitoring wells was then calculated as a representative 
indicator of the variability associated with that particular method. The results of these 
calculations are shown below in Table 4.23, along with the results of a simple (single factor) 
ANOVA: 


Table 4.23. Variability Associated with Vapor-Phase Based Sampling Methods During 
Supplemental Field Program 


Method Average CV | P-Value Result 
PVD Top (all events) 0.531 0.143 Not Different 
PVD Middle (all events) 0.492 

PVD Bottom (all events) 0.531 

Field Equilibration w/ No-Purge Groundwater Sample 0.600 

Field Equilibration w/ Groundwater Sample Following 0.920 

In-Well Mixing 

Field Equilibration w/ Low-Flow Groundwater 0.558 

Sample After Fixed-Volume Purge 

Field Equilibration w/ Low-Flow Groundwater 0.503 

Sample After Purge Parameter Stability 


Notes: (1) p-values of 0.05 or less indicate that the groups of wells exhibit statistically significant variability. 


The ANOVA results show that the variability associated with each of the vapor-phase methods is 
not statistically different. Essentially, a similar level of variability is encountered when 
concentration is estimated using vapor analyzed from the PVD samplers and vapor analyzed 
from field equilibration of groundwater samples. Further, the method used to collect 
groundwater for field equilibration had relatively little influence on the variability observed. The 
highest average CV value was associated with the in-well mixing method. This method was 
designed to reduce variability of no-purge groundwater methods by eliminating any stratification 
of concentrations within the water column prior to collecting a groundwater sample. Based on 
the CV values, this objective was not met. Collectively, these results indicate that none of the 
practices designed to reduce variability in conventional groundwater monitoring were able to 
reduce variability in vapor-phase based groundwater monitoring. 
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Additional ANOVA comparisons between smaller groups of data are presented in Table A.8 of 
Appendix A. In all cases, these tests showed that there was no statistical significant difference 
in the variability associated with any of these vapor-based methods. This includes comparisons 
when the PVD data from samplers installed at three different depths within the same well are 
averaged (generating a single CV value). 


In addition to simple ANOVA, a variety of parametric and non-parametric tests were used to 
compare the variability associated with the monitoring methods. These tests, which are 
presented in Table A.9 of Appendix A, take advantage of the fact that these are paired datasets 
(i.e., most vapor-phase based concentrations were obtained from the same set of wells on the 
same dates). In general, these tests were unable to demonstrate that there are statistically 
significant differences in variability associated with any of the vapor-phase based methods. The 
only two exceptions were associated with the field equilibration method, with data obtained 
using the in-well mixing approach more variable than data obtained from both the fixed-volume 
purge and the purge to parameter stability. 


Previous investigations have demonstrated that the variability associated with vapor analysis are 
very low (Median RSD < 5% in laboratory validation study. < 8% in preliminary field program, 
and < 6% in expanded field program). Further, the variability associated with sample collection 
and handling has been shown by this project and SERDP ER-1705 to be similarly small (RSD 
values on the order of 5%). Therefore, the majority of variability appears to be associated with 
well/aquifer factors and changes in the actual groundwater concentration (both time-dependent 
and time-independent changes). 


4.5.3. Variability of Vapor-Phase Based Sampling Methods Relative to Groundwater Sampling 
Methods 


This step in the evaluation was designed to answer two questions: 1) Is the variability associated 
with vapor-phase monitoring similar to that observed with direct groundwater monitoring 
methods?; and 2) Are methods designed to influence variability in groundwater sampling have 
any impact on vapor-phase-based methods? 


Because groundwater samples were collected and analyzed from the same set of monitoring 
wells during the same intervals, the program allowed for a direct comparison between the level 
of variability associated with groundwater sampling and the vapor-phase based methods. In 
particular, this approach means that the signal variability (associated with natural fluctuations or 
changes in groundwater concentrations over time) will be the same regardless of the method 
being employed to obtain the concentration result. Consequently, signal variability is removed 
as a confounding factor for understanding the relative variability associated with each method. 


The results of these calculations are shown below in Table 4.24, along with the results of a 
simple (single factor) ANOVA that considered all datasets. The entire range of data for each 
method are shown in Figure 4.32 as box plots. 
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Table 4.24. Variability Associated with Vapor-Phase Based Sampling Methods Relative to 
Groundwater Sampling Methods During Supplemental Field Program 


Method Average | P-Value | Result 
CV 
Vapor-Phase | PVD Top (all events) 0.531 0.403 Not Different 
Based PVD Middle (all events) 0.492 
PVD Bottom (all events) 0.531 
Field Equilibration w/ No-Purge Groundwater 0.600 
Sample 
Field Equilibration w/ Groundwater Sample 0.920 
Following In-Well Mixing 
Field Equilibration w/ Low-Flow Groundwater 0.558 
Sample After Fixed-Volume Purge 
Field Equilibration w/ Low-Flow Groundwater 0.503 
Sample After Purge to Parameter Stability 
Groundwater | Low-Flow Groundwater Sampler After Purge 0.532 
Based to Parameter Stability 
Low-Flow Groundwater Sample After Fixed- 0.684 
Volume Purge 
No-Purge Low-Flow Groundwater Sample 0.572 
Snap Sampler 0.625 
In- Well Mixing Prior to No-Purge Low-Flow 0.533 
Groundwater Sampling 


Notes: (1) P-values of 0.05 or less indicate that the groups of wells exhibit statistically significant variability; (2) Only vinyl 
chloride data included in calculation of average CV values for groundwater sampling methods. 
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PVD Top (all events) PVD Bottom (all events) Equilibration Method w/ Mixing _—-Equilibration Method w/ PPS. 
PVD Middle (all events) Equlibration Method w/ No Purge 


LF- Fixed Purge (VC only) Snap (VC only) 
Equilibration Method w/ Fixed LF-PPS (VC only) LF- No purge (VC only) In-well Mixing (VC only) 


Figure 4.32. Variability Associated with Vapor-Phase Based Sampling Methods Relative to 
Groundwater Sampling Methods During Supplemental Field Program. Entire range of CV 
values are shown in a box plot for each method. Lower value for CV means a better match to 
conventional low-flow sampling. Box plots display minimum, 25" percentile, 50" percentile 
(median), 75" percentile, and maximum CV values. Outliers (identified using ProUCL software) 
shown as diamonds. LF = low-flow groundwater sampling; PPS = purge to parameter stability 
during low-flow (conventional low flow sampling) ; fixed = purge fixed volume during low 
flow; PVD = passive vapor diffusion sampler. 
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The ANOVA results demonstrate that the variability associated with each of the vapor-phase 
methods is not statistically different than the variability associated with groundwater-based 
methods. The level of variability was similar regardless of how the groundwater concentration 
was determined. Collectively, these results indicate that none of the practices designed to reduce 
variability in conventional groundwater monitoring were very effective at this goal. This finding 
applies to both vapor-phase based groundwater monitoring data and conventionally-collected 
(low-flow) groundwater monitoring data. 


While the vapor-based concentration dataset with the highest variability was associated with in- 
well mixing, groundwater data obtained after in-well mixing was very similar to the other 
groundwater datasets. There is no practical explanation for why this occurred since both relied 
on collecting and analyzing the same groundwater samples. The primary difference is that the 
vapor analyses for these samples were completed on-site with the field GC (while the 
groundwater analyses were completed off-site at a commercial lab). 


Additional ANOVA comparisons between smaller groups of vapor-phase-based and 
groundwater sampling data are presented in Table A.8 of Appendix A. To simplify the number 
of analyses, the focus was on comparisons where the PVD data from samplers installed at three 
different depths within the same well are averaged (generating a single CV value). In all cases, 
these tests showed that there was no statistical significant difference in the variability associated 
with any of the methods. 


4.5.4_Comparison of Concentrations Obtained using Vapor-Phase Based Sampling Methods vs. 
Groundwater Sampling Methods 


During the supplemental field program, the comparison of concentrations obtained using vapor- 
phase based methods to conventional groundwater monitoring followed the same methodology 
used during earlier project-related field programs. Specifically, linear regression, two-sample 
tests, ANOVA, and relative percent differences were employed in various comparisons. The 
results of these comparisons are summarized in Table 4.25. All linear regression plots are 
included in Figure A.4 of Appendix A. Box plots displaying differences in concentration by 
method are shown in Figure 4.33. 


A full discussion of each paired comparison is not presented here because the trends were 
consistent with those in previous phases of field testing. The following findings are highlighted: 


e The field equilibration method resulted in more accurate matching of groundwater 
concentrations than the PVD sampler-based method. This is based on uniformly higher 
R’ values during linear regression and lower median RPD values. Further, there were 
more instances where the field equilibration method results in concentration datasets that 
were not statistically significantly different than corresponding direct groundwater 
measurements. These findings are consistent with earlier field trials where the field 
equilibration method generated the strongest results, and this consistency is attributable to 
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the fact that the same groundwater being analyzed in a commercial lab (as a baseline) is 
being collected for on-site vapor analyses (following equilibration). This is particularly 
applicable for comparisons with post-purge groundwater, where the PVD samplers are at 
a disadvantage because they represent more of a time-weighted average of groundwater 
from the period when they were deployed. In fact, higher R? values were achieved for 
the field equilibration method than for the PVD sampling method when regressions were 
attempted with the post-purge groundwater. 


Of note is that the field equilibration method tended to slightly underpredict the actual 
groundwater concentration, based on the slopes of the regression lines and the negative 
RPD values. This directional bias was also observed during the one of the two other field 
trials (see Section 4.3.3). It is likely due to either incomplete water-vapor equilibration 
following sample collection or minor volatilization of contaminants from the half-filled 
equilibration vials in the short period between sample collection and analysis. 


e For the field equilibration method, there was no clear difference between the correlations 
obtained with no-purge groundwater datasets versus post-purge groundwater datasets. 
The latter had a higher overall R’ value (0.97 to 0.99) following linear regression, but 
similar or higher RPD values (depending on the purging endpoint). Of all the 
groundwater sampling methods utilized during this study, the data generated following 
in-well mixing was the least correlated to the data generated during field equilibration. 
However, the two datasets were not consistently different based on the various two- 
sample statistical tests that were run. 


e The PVD samplers still provided reasonable correlations with concentrations determined 
through direct measurement of groundwater. However, the R’ values obtained during 
this phase of field testing (range = 0.63 — 0.87) were generally lower than those during 
earlier phases (average = 0.85). The PVD samplers tended to overpredict the actual 
groundwater concentration slightly (based on the slope of the regression lines and the 
positive RPD values), regardless of what method was used to collect the groundwater 
sample. The bias was large enough to result in concentration datasets that were nearly all 
statistically significantly different than corresponding direct groundwater measurements. 
A similar bias towards overprediction was noted in earlier field trials, although not to the 
extent seen during this phase. The reason for this bias is unknown, but it may be related 
to deployment conditions that are not properly accounted for during conversion of the 
vapor-phase concentration to an equivalent groundwater concentration. For example, 
changes in pressure and/or temperature following retrieval may negatively impact 
equilibrium partitioning calculations. The influences of pressure can be accounted for by 
correcting for the hydrostatic pressure during deployment (relative to the pressure of the 
vapor sample analyzed by the GC), but the dynamic nature of the retrieval/sampling 
process means that some error may be introduced. Similar overpredictions of low-flow 
groundwater concentrations have been observed using Snap samplers (Britt et al., 2010), 
a sampling method that is similar to the PVD samplers in that no sample transfer step is 
required. These passive methods greatly reduce the opportunity for volatilization of 
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contaminants that is known to occur during filling of sampling bottles as part of low-flow 
groundwater sampling (Parker and Britt, 2012). 


e The PVD sampler datasets were largely similar regardless of whether they were 
compared to pre-purge (no purge) or post-purge groundwater datasets. Slightly higher R? 
values were observed for no purge correlations, which matches expectations since the 
PVD sampling results are obtained prior to purging. Strong differences between no- 
purge and post-purge datasets would be expected if wells were vertically stratified or if 
the well water were stagnant or otherwise poorly representative of water in the 
surrounding formation. While the potential incidence of stratified concentrations are 
discussed in Section 4.5.5, a direct comparison of groundwater samples collected on the 
same day from the same well shows that the no-purge and post-purge groundwater 
datasets were relatively similar during the course of this monitoring program (Figure 
A.4). This supports the finding that PVD data were comparable to either no-purge or 
post-purge data with similar results. The same pattern was observed with the data 
collected using the field equilibration method. 


e When comparing PVD datasets with groundwater datasets, closer matches were obtained 
with fixed purge volumes than when samples were purged until parameters stabilized. 
Matches between PVD and Snap sampler data was even stronger, with though still 
generally statistically-significant different based on the two-sample tests. Similar 
patterns were observed with the field equilibration method, and again support the 
hypothesis that these groundwater-based methods (fixed volume purge and Snap) 
generate more reproducible monitoring results. The fact that the highest R° values were 
obtained in the correlations with the Snap sampler data is expected based on the 
similarities of the PVD and Snap sampler designs. Both are depth-discrete samplers that 
are not influenced by purging during sample collection. 


e The PVD samplers generated relatively similar correlations with groundwater data 
regardless of whether they were deployed at the top, middle, or bottom of the screen 
interval. This finding was consistent with the lack of statistically-significant differences 
observed in the variability associated with the PVD sampler-generated datasets from 
different depths (Table A.9). This finding was also consistent with the low to moderate 
stratification observed in this set of wells (described in Section 4.5.5), which reflects that 
concentrations within the screen interval of most wells is relatively uniform. A further 
evaluation was conducted by averaging the three concentrations obtained from the three 
different PVD samplers installed in each well. In stratified wells, this averaging 
procedure could produce a more representative concentration to compare with 
groundwater concentrations, although it does not account for the flow-weighted 
averaging that likely occurs during low-flow sampling. However, comparisons between 
these averaged PVD concentrations and corresponding groundwater appeared to be only 
marginally better than those using depth-discrete PVD samplers. R’ values tended to fall 
within the same range, and statistically significant differences were still seen in the two- 
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sample tests. Again, this averaging method may have more utility at wells where a 
higher level of stratification was expected. 


It is important to note that these comparisons rely on assumption that the concentration obtained 
using conventional low-flow groundwater sampling is the most representative concentration 
from a monitoring well, and that the accuracy of vapor-phase based methods can be assessed 


relative to this baseline. 
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Table 4.25. Summary of Data Evaluation for All Sampling Methods Used During Supplemental Field Study 


Linear Statistically Different? 
Regression Relative Percent Difference (%) (p-value) 
No. of Non-Parametric Parametric 
Phase Phase Data Median Median (Wilcoxon Signed (Paired 
Sample Set Sample Set Compared to: Sampled Analyzed Pairs Slope R’ irectional) on-Directional Rank Test) t-test) 
No-Purge Groundwater Water Vapor 64 0.96 0.82 -39 65 Yes (p=0.0012) Yes (p=0.008) 
Groundwater Sample Following In-Well Mixing Water Vapor 24 0.88 0.70 -107 116 Yes (p=0.0004) Yes (0.0002) 
7 Tibrati Post-Purge Low-Flow Groundwater Sample 
Field Equilibration of Low-Flow Groundwater 8 ip a = =| 
1 quill w-Flow Groundw: (Purge to Parameter Stability) Water Vapor 32 0.97 0.94 22 40 Yes (p=0.02) Yes (p=0.005) 
Post-Purge Low-Flow Groundwater Sample aS _ 
(Fixed Volume Purge) Water Vapor 24 0.99 0.98 -23 29 No (p=0.07) No (p=0.07) 
No-Purge Groundwater Vapor Vapor 64 10 0.70 94 97 Yes (p<0.0001) Yes (p<0.0001) 
Post-Purge Low-Flow Groundwater Sample = 
: ; (Purge to Parameter Stability) Vapor Vapor 32. 08 0.68 88 94 Yes (p<0.0001) Yes (p=0.001) 
PVD installed at top of screen interval Post-Purge Low-Flow Groundwater Sample 
(Fixed Volume Purge) Vapor Vapor 24 07 0.67 81 86 Yes (p=0.001) Yes (p=0.0008) 
Groundwater Sample with Snap Sampler Vapor Vapor 24 -08 0.84 89 89 Yes (p<0.0001) Yes (p<0.0001) 
No-Purge Groundwater Vapor Vapor 64 10 0.72 101 110 Yes (p<0.0001) Yes (p<0.0001) 
Post-Purge Low-Flow Groundwater Sample = 
cere jo ; (Purge to Parameter Stability) Vapor Vapor 32 08 0.82 94 100 Yes (p=0.0003) Yes (0.0006) 
installed at middle of screen interval 
Post-Purge Low-Flow Groundwater Sample _ 
(Fixed Volume Purge) Vapor Vapor 24 10 0.72 80 84 Yes (p=0.0002) Yes (0.0004) 
Groundwater Sample with Snap Sampler Vapor Vapor 24 08 0.87 93 95 Yes (p=0.002) Yes (0.0003) 
No-Purge Groundwater Vapor Vapor 64 12 0.63 115 119 Yes (p<0.0001) Yes (p<0.0001) 
Post-Purge Low-Flow Groundwater Sample 3; 
: ; (Purge to Parameter Stability) Vapor Vapor 32 .09 0.67 104 107 Yes (p<0.0001) Yes (p=0.002) 
PVD installed at bottom of screen interval Post-Purge Low-Flow Groundwater Sample 
pr Ww ~. Ww undwi 
(Fixed Volume Purge) Vapor Vapor 24 10 0.60 93 93 Yes (p<0.0001) Yes (p<0.0001) 
Groundwater Sample with Snap Sampler Vapor Vapor 24 09 0.82 98 102 Yes (p=0.0008) Yes (p=0.0002) 
No-Purge Groundwater Vapor Vapor 64 12 0.70 103 104 Yes (p<0.0001) Yes (p<0.0001) 
Post-Purge Low-Flow Groundwater Sample 2 vie 
Averaged PVD results (Purge to Parameter Stability) Vapor Vapor 32 .09 0.73 100 104 Yes (p=0.0001) Yes (p=0.002) 
(from all samplers installed within each well) Post-Purge Low-Flow Groundwater Sample 
(Fixed Volume Purge) Vapor Vapor 24 08 0.73 82 82 Yes (p<0.0001) Yes (p<0.0001) 
Groundwater Sample with Snap Sampler Vapor Vapor 24 0.93 0.75 96 97 Yes (p<0.0001) Yes (p<0.0001) 


. All data represent measured or calculated groundwater concentrations from a field program conducted in September 2011-August 2012. 
. Groundwater concentrations were either groundwater samples (collected using low-flow techniques) sent for analysis at a commercial laboratory or vapor samples analyzed in the field (using a field GC) and converted to groundwater concentrations (in mg/L). 
. Phase Sampled and Phase Analyzed refer to the phase being sampled and analyzed as part of the vapor-based methodology developed for this project. 


BRwWwNe 


. For linear regression analyses, the calculated (vapor-phase based) concentration is the independent variable and the measured groundwater concentration is the dependent variable. 
Slope of greater than | indicates that the calculated method underestimates the measured concentration. Slope less than | indicates that the calculated method overestimates the measured concentration. 
. Parametric test: Simple or paired t-test on mean of log-normalized data from specified methods (alpha = 0.05) 
. Non-parametric test: Wilcoxon signed rank test using log-normalized data from specified methods (alpha = 0.05) 
. Comparisons were completed using data for any constituent that was encountered above detection limits for the field instruments in each monitoring well. This was confined to a single constituent per well (VC). 
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. PVD = passive vapor diffusion sampler; GC = field-portable gas chromatograph; NA = not analyzed. 
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Box Plot for Comparison to Snap Groundwater Concentrations 
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Figure 4.33. Relative Percent Difference Between Vapor-Phase Based Sampling Methods 
and Groundwater Method During Supplemental Field Program. Entire range of Relative 
Percent Difference (RPD) values are shown in a box plot for each method. Box plots display 
minimum, 25" percentile, 50" percentile (median), 75" percentile, and maximum RPD values. 
Outliers (identified using ProUCL software) shown as diamonds. PVD = passive vapor diffusion 
sampler (installed at top, middle, and bottom of screen interval); Equil. = Field Equilibration 
method (vapor analysis) PPS = purge to parameter stability during low-flow (conventional low- 
flow sampling); fixed = purge fixed volume during low flow; mixing = low-flow sample 
collected after in-well mixing. 
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Figure 4.33. Relative Percent Difference Between Vapor-Phase Based Sampling Methods 
and Groundwater Method During Supplemental Field Program. (continued) Relative 
Percent Difference Between Vapor-Phase Based Sampling Methods and Snap Sampling 
Groundwater Methods During Supplemental Field Program. Entire range of Relative Percent 
Difference (RPD) values are shown in a box plot for each method. Box plots display minimum, 
25" percentile, 50" percentile (median), 75" percentile, and maximum RPD values. Outliers 
(identified using ProUCL software) shown as diamonds. PVD = passive vapor diffusion sampler 
(installed at top, middle, and bottom of screen interval); Equil. = Field Equilibration method 
(vapor analysis); PPS = purge to parameter stability during low-flow (conventional low flow 
sampling); fixed = purge fixed volume during low flow; mixing = low-flow sample collected 
after in-well mixing. 
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4.5.5 Influence of Spatial and Temporal Variability in Monitoring Data 


The design of the supplemental field program provided information on the temporal and spatial 
variability that can be associated with typical monitoring locations. These factors can offer 
insight on the extent that correlations between various methods are influenced by variability. 


The simplest analyses involved examining the variability associated with each individual well to 
determine the differences that could be expected among this set of wells. Table 4.26 lists the 
average CV of all vapor-based methods combined for each well, along with the average CV of 
all sampling and analysis methods for the same set of wells. 


Table 4.26. Variability Associated with Individual Wells Included in Supplemental Field 


Program 

Well Vapor-Phase Based Methods 

Average CV Variance p-value ANOVA Result 
MW-71 1.016 0.091 1.54E-16 Different 
MW-40 0.823 0.059 
MW-08 0.746 0.114 
MW-11 0.570 0.031 
MW-68 0.554 0.048 
MW-04 0.303 0.064 
MW-66 0.239 0.025 
MW-65 0.231 0.046 
Notes: (1) p-values of 0.05 or less indicate that the groups of wells exhibit statistically significant variability. 


The ANOVA results that are presented in Table 4.26 demonstrate that there is a statistically 
significant difference in the variability between the wells when concentrations were calculated 
with vapor-phase based methods. Similarly, there was a statistically significant difference 
between the wells when the variability associated with groundwater sampling was considered 
(data not reported; based on findings of SERDP project ER-1705). Regardless of the methods, 
MW-71 was the most variable, while MW-66 was the least variable. Presumably, this difference 
in variability largely reflects temporal fluctuations in concentrations since the other sources of 
variability are controlled by the use of the same methods for each well during an individual 
monitoring. However, these temporal fluctuations may be related to seasonal changes in 
temperature and/or salinity within the well column, such that they would result in a vertically- 
stratified concentration profile. This highlights the difficulty in differentiating between potential 
sources of variability. 


A second way to show temporal variability is to plot the depth-discrete concentration data 
collected using the multi-level PVD samplers for each well over the entire monitoring period. 
These plots are shown in Figure 4.33 (where data from individual events are shown on separate 
panels) and Figure 4.34 (where data from all events are grouped onto the same panel). 
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Graphing the PVD data in this manner provides a visual indication of the extent of variability 
associated with each well. For example, Figure 4.35 clearly shows that the high variability 
associated with MW-71 (the most variable well based on the analysis presented in Table 4.26) is 
the result of large event-to-event changes in concentration, as opposed to stratified conditions 
that result in a wide range of concentrations across the sampling interval. Other wells such as 
MW-11 and MW-8 show evidence of spatial variability, where relatively higher concentrations 
are observed at one of the three depths during one or more events. Further, the shape of these 
concentration profiles at these wells changes over time. 
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Figure 4.34. All Concentration Data from PVD Samplers During Supplemental Field Program. Each 
box shows groundwater concentration (ug/L) vs. location in the screen (PVD samplers were installed at the top, middle, and bottom of the screen 
interval). Boxes with three dots straight up and down represent near-uniform concentrations throughout the screened interval; boxes with staggered dots 
represent significant contaminant stratification. Blue-shaded cells represent events where conditions favor mixing (uniform concentrations) based on 
well-specific predictions by the soil temperature model. Overall, there did not seem to be a strong correlation between temperature stratification and 
contaminant stratification. 
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Figure 4.35. Concentration Data from PVD Samplers During Supplemental Field Program 
Grouped by Event. Each box shows groundwater concentration (ug/L) vs. location in the screen 
(PVD samplers were installed at the top, middle, and bottom of the screen interval). Dates in the legend 

correspond to dates that individual monitoring events were completed. 
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Figure 4.35. Concentration Data from PVD Samplers During Supplemental Field Program 
Grouped by Event. (continued). Each box shows groundwater concentration (ug/L) vs. location in 
the screen (PVD samplers were installed at the top, middle, and bottom of the screen interval). Dates in 


the legend correspond to dates that individual monitoring events were completed. 
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The presence of stratified concentrations within a monitoring well may result from poor in-well 
mixing. As described in Section 4.2, temperature-driven density gradients within a well can 
influence the degree of mixing that can be expected. Since these temperature gradients change 
seasonally, conditions favoring (or not favoring) mixing can exist at different periods within the 
same well. The expected mixing conditions within the set of wells used in the supplemental field 
program were determined using the soil temperature model presented in Section 3.2. In Figure 
4.34, the shaded panels represent well and event combinations where mixing was favored based 
on the model predictions. The mixing predictions were then compared to variability associated 
with PVD-based concentrations in two ways: 


1. The CVs for each well during each event were calculated to determine if the events 
where well-mixed conditions were predicted by the model were lower in variability than 
events where poorly-mixed (stratified) conditions were predicted by the model. 


2. An index of stratification was calculated for each well for each event based on the ratio of 
the maximum depth-discrete concentration to the minimum depth-discrete concentration. 
The index of stratification for events where mixing was favored was then compared to the 
index of stratification for events where mixing was not favored. 


The results of these analyses are presented in Table 4.27. For most wells, events where strong 
mixing was predicted were similar in terms of concentration stratification to events where 
stratification was favored. In about half the cases, wells were actually more stratified (i.e., 
higher values for the median CV and stratification index) during events where the prevailing 
temperature gradients would favor mixing. 


Table 4.27. Evaluation of Stratification in Wells Included in Supplemental Field Program 


Well Median CV Median Stratification Index 
(Higher is More Stratification) 
All Events Events All Events Events 
Events Favoring Favoring Events Favoring Favoring 
Mixed Stratified Mixed Stratified 
Conditions Conditions Conditions Conditions 
MW-71 0.09 0.04 0.13 1.2 1.1 1.4 
MW-40 0.59 0.66 0.34 5.3 7.7 2.5 
MW-08 0.78 0.57 0.97 5.4 48 16 
MW-11 0.32 0.32 0.21 2.3 2.3 1.9 
MW-68 0.12 0.10 0.15 1.3 1.3 1.3 
MwW-04 0.07 0.06 0.07 1.2 1.2 1.2 
MW-66 0.19 0.24 0.15 1.6 1.8 1.4 
MW-65 0.14 0.18 0.07 1.4 1.6 1.2 


Notes: (1) A soil temperature model was used to predict whether conditions within each well during each event favored mixing 
or stratification; (2) For each event and each well, a CV is calculated using the average and standard deviation of the 
three PVD concentrations. The median CV for each well over the course of all monitoring events is then reported; (3) 
For each event and each well, the Stratification Index is calculated as the ratio between the maximum and minimum 
concentration of the three PVD concentrations. The median CV for each well over the course of all monitoring events 
is then reported. 
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The calculated stratification indices for individual wells suggest that MW-40 and MW-08 exhibit 
the highest levels of stratification. However, this metric also demonstrates that—collectively— 
this set of wells displays relatively modest stratification. The difference between the maximum 
and minimum concentrations measured within a well was generally less than an order of 
magnitude (i.e., stratification index < 10). Out of the 88 concentration profiles obtained from 
this set of 8 wells, the stratification index exceeded 10 in only 7 instances (with 4 in MW-8 
alone) and never exceeded 100. 


The limited stratification observed during this field program may have resulted from relatively 
strong in-well mixing or may be a function of uniform concentrations within the depth intervals 
being targeted by the individual monitoring wells. The similarities between CVs for events that 
favored mixing with those that did not favor mixing would suggest that the latter is a more 
important factor for this set of wells. 


The finding that stratification was relatively limited provides supporting evidence for why 
relatively similar correlations were obtained when low-flow groundwater concentrations were 
compared with any of the PVD sampler-based concentrations. Regardless of where the sampler 
was installed, it was measuring water with similar concentration. At a site with less vertical 
uniformity in concentrations (or where conditions favoring in-well mixing were infrequent), the 
knowledge that a well tends towards spatial stratification during certain events may influence the 
selection of particular vapor-phase based monitoring methods (as well as groundwater-based 
methods). If depth-discrete concentration profiles are valuable components of a particular 
monitoring program, then multi-level passive samplers are the more appropriate choice. If the 
high concentration intervals of a stratified well are associated with less transmissive portions of 
an aquifer, then low-flow groundwater sampling (which tends to result in a flow-weighted 
average concentration) may not be representative. 


4.6 Assessment of Cost-Effectiveness 


Relative to conventional groundwater sampling and testing methods currently in use at most 
DoD facilities, vapor-phase groundwater sampling methods represent a potentially large cost- 
savings because it eliminates several steps in the monitoring process (e.g., shipping of samples, 
analysis of samples at commercial laboratory). A preliminary estimate relative to standard 
groundwater sampling was prepared as part of the proposal, and it generated a savings of several 
hundred dollars per sample. Based on the greater than 100,000 groundwater samples estimated 
to be collected annually at Air Force, Army, and Navy installations in the U.S, savings of this 
magnitude correspond to a total savings of over $20 to 50 million per year. 


A more comprehensive assessment of the cost-effectiveness of this approach was prepared as 
part of the project. This includes comparisons between conventional groundwater monitoring 
and vapor-based methods, using unit costs (cost per sample) and total costs for various scenarios. 
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4.6.1 


Cost Elements 


Long-term groundwater monitoring includes a significant number of steps that contribute to the 
overall cost. Many of the steps associated with conventional groundwater monitoring are shared 
by vapor-phase based groundwater monitoring, but there are other cost elements that are unique 
to the individual approach. To compare the cost effectiveness of various approaches, broad 
categories of costs that can be tracked are listed in Table 4.28 below: 


Table 4.28. Cost Elements Associated with Long-Term Groundwater Monitoring 


Category Sub-Category Details 
Capital Costs Analytical Field portable equipment (e.g., field GC for vapor sampling) 
equipment plus accessories (calibration gases); may be rented 
Well materials Various components related to vapor samplers (e.g., vials, 
plastic membrane, tubing, weights, well caps) or low-flow 
groundwater sampling (e.g., tubing, pump, vials) 
Mobilization/ Sampler assembly | Labor associated with fabrication of individual vapor samplers 
Demobilization Sampler Not required for low-flow sampling; Only required during 
installation initial monitoring event for vapor sampling (i.e., swap out with 


new samplers during subsequent monitoring events) 


On-Site Data 


Rental equipment 


Most components associated with low-flow groundwater 


Collection sampling (e.g., pump, water quality multi-meter) plus 
mobilization (e.g., truck); Rental option for analytical 
equipment associated with vapor sampling 

Sampling Labor (1-2 persons); higher number of samples per day with 
vapor sampling; vapor sampling well-suited for reduced 
personnel requirements 

Waste Not required for vapor sampling; drum or on-site disposal for 

management low-flow groundwater sampling 

Sample analysis On-site analysis for vapor sampling; not required for low-flow 
groundwater sampling (analyses conducted off-site) 

Off-Site Data Sample shipping Not required for vapor sampling; cooler(s) to commercial lab 

Analysis (or drop-off) for low-flow groundwater sampling 


Sample analysis 


Off-site analysis at commercial lab for low-flow groundwater 
samples; not required for vapor sampling (analyses conducted 
on-site) 


Operating Costs 


Maintenance 


No differences between methods because vapor samplers do not 
require additional oversight following installation 


Data 
Management/ 
Reporting 


Data Processing 


Minimal labor effort required to convert vapor concentrations 
to groundwater concentrations; significantly quicker turnaround 
time with vapor sampling 


Data Reporting 


No differences between methods (assuming equal number of 
samples per event) 


Based on these general elements, a list of primary cost drivers was identified to use in 
subsequent cost modeling: 
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Sampling completed at in-town location vs. out-of-town location. Out-of-town work 
requires shipping of monitoring equipment, which is generally more costly for the vapor- 
phase based approaches. Depending on location, out-of-town work may also require 
shipping of collected groundwater samples to the analytical laboratory. 


Vapor analytical equipment rented vs. vapor analytical equipment owned. Rental of 
analytical equipment for vapor sampling (field GC) can be a feasible option when the 
number of samples is relatively low, while purchasing may more cost-effective when the 
cost can be amortized over a larger number of sampling events. 


Number of samples collected per well per event: Increasing the number of depth-discrete 
samples collected during vapor-phase monitoring results in slightly higher labor costs 
(dictated by the run time of the vapor analysis on the field GC). For groundwater 
collection, the impact is more predictable (based on the unit rate for commercial analysis 
of the additional samples) but may escalate quickly. 


4.6.2 Cost Model 


4.6.2.1 Scenarios 


The primary cost drivers were used to develop several scenarios as part of a comparative cost 
model, as described in Figure 4.36 below. Each of these scenarios includes either conventional 
groundwater monitoring approach to collecting data or the vapor-phase based methods 
developed as part of this project. 


Vapor-Based 
Groundwater 
Monitoring 
Methods 


Conventional 
Groundwater 
Monitoring 
Methods 


SCENARIO 1 
In-Town 
GC rental 
1 sample per well per event 


SCENARIO 3 
In-Town 
GC purchase 
1 sample per well per event 


SCENARIO 5 
In-Town 
Commercial Lab 
1 sample per well per event 


SCENARIO 2 
Out-of-Town 
GC rental 
1 sample per well per event 


SCENARIO 4 
Out-of-Town 
GC purchase 

1 sample per well per event 


SCENARIO 6 
Out-of-Town 
Commercial Lab 
1 sample per well per event 


SCENARIO 7 
In-Town 
GC rental 
3samples per well per event 


SCENARIO & 
In-Town 
Commercial Lab 
3samples per well per event 
{using Passive Diffusion Bags) 


SCENARIO 9 
In-Town 
Commercial Lab 
3 samples per well per event 
(using low-flow sampling) 


= In-Town vs. Out-of-Town 
= GC purchase vs. GC rental vs. Commercial Lab 


Key — Travel Option 
Analysis Method 
Sampling Requirements = 1 sample vs. 3 samples per well per event 


Figure 4.36. Cost Scenarios 
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4.6.2.2 Assumptions 


Several assumptions were used to build the cost model. These assumptions include those that are 
directly related to the type of monitoring approach being employed (e.g., amount of time 
required to sample vapor vs. groundwater) as well as those that are shared by all approaches 
(e.g., number of wells sampled during each event). 


4.6.3 


All vapor-based sampling is completed using short PVDs, with associated costs for 
material and construction. Construction, assembly and installation of well materials can 
be completed by a technician (i.e., does not require engineer/geologist). 

Vapor sampling requires an initial mobilization 3 weeks prior to the first event. New 
samplers are installed at the conclusion of monitoring events, such that separate 
mobilizations are not required for subsequent events. Samplers can be installed in 30 
wells per 8 hour day. 

Twenty wells are sampled during 15 different events (approximately 4 years of quarterly 
monitoring events). 

Travel time to the site is 1 hour each way, with 8 hours available for on-site work. 
Groundwater sampling requires duplicates collected at a frequency of | in 10. Vapor 
sampling requires duplicate analyses for every sample. 

Groundwater sampling requires two persons (entry-level field engineer/geologist plus 
technician). Vapor sampling requires only one person (mid-level field 
engineer/geologist), though this person was assumed to have a slightly higher hourly rate 
(44%) than the entry-level field person required for conventional groundwater sampling. 
It is our experience that a mid-level field person can use the field GC with limited 
training, and that there is no need to contract an outside technical specialist to run the 
field GC. 

Two gallons of water for disposal are generated per well per event for low-flow 
groundwater sampling. 

GC analysis of vapor-phase samples requires 10 minutes per analyses (suitable for TCE 
with sufficient contingency for prepping instrument between analyses). 

Out-of-town work necessitates shipping cooler(s) of groundwater samples to an analytical 
laboratory. For in-town work, coolers of groundwater samples could be dropped off at 
the analytical laboratory. 


6.3 Results 


All of the scenarios examined under the cost model used a total of 20 sampling locations 
sampled for 15 discrete events, regardless of the sampling method. 


Results are presented in terms of total cost as well as cost per data point (i.e., concentration result 
from a single location or discrete depth). A summary of the results is provided in Table 4.29; 
complete results are presented in Table A.10 in Appendix A. 
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For all comparisons between relevant scenarios, the vapor-based monitoring method was less 
expensive than the groundwater monitoring method. This included the following: 


e Vapor-Based Sampling vs. Low-Flow Groundwater Sampling, In-Town with GC rental 
(Scenario | vs. 5): The vapor-based method cost $304 per sample while the groundwater 
method cost $473 per sample. This means that this program could be completed using 
vapor-phase monitoring at a discount of approximately 36% of the cost of conventional 
monitoring using low-flow groundwater sampling. 


e Vapor-Based Sampling vs. Low-Flow Groundwater Sampling, In-Town with GC 
purchase (Scenario 3 vs. 5): The vapor-based method cost $404 per sample while the 
groundwater method remained at $473 per sample. This means that for the monitoring 
program constructed for this modeling exercise, purchasing a dedicated GC for on-site 
vapor analyses increased costs by approximately 33% relatively to the rental option, but 
total costs for vapor-based monitoring remained well below those of conventional 
groundwater monitoring. 


e Vapor-Based Sampling vs. Low-Flow Groundwater Sampling, Out-of-Town with GC 
rental (Scenario 2 vs. 6): The vapor-based method cost $387 per sample while the 


groundwater method cost $617 per sample. The incremental costs of performing the 
vapor-phase method at an out-of-town location (e.g., equipment shipping) is outweighed 
by the additional expenses associated with two persons travelling for groundwater 
monitoring and shipping of sample coolers. Consequently, the vapor-based method 
remained approximately 37% cheaper. 


e Vapor-Based Sampling vs. Low-Flow Groundwater Sampling, Out-of-Town with GC 
purchase (Scenario 3 vs. 6): The vapor-based method cost $505 per sample while the 


groundwater method cost $617 per sample, meaning that purchasing a GC added 
approximately 30% to the cost of completing vapor-based monitoring at an out-of-town 
location (relative to GC rental) for this program. 


e Multi-Level Vapor-Based Sampling vs. Multi-Level Groundwater Sampling, In-Town 
with GC rental (Scenario 7 vs. 8 vs. 9): The vapor-based method cost $212 per sample to 
collect 3 depth-discrete samples per location. The groundwater methods cost $246 per 


sample using passive diffusion bags and $441 per sample using low-flow methods to 
collect the same number of groundwater samples per location. Therefore, the vapor- 
based method represents a cost savings of 14% relative to passive diffusion bags and 52% 
relative to low-flow methods for the same monitoring program. 
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Table 4.29. Summary of Cost Modeling Results 


Cost Element Scenario 1 | Scenario 2 | Scenario 3 | Scenario 4 | Scenario5 | Scenario 6 | Scenario 7 Scenario 8 Scenario 9 
Low-Flow Low-Flow Passive Diffusion Low-Flow 

Technology Type Vapor Vapor Vapor Vapor Cy pay Vapor Bag GW GW 

Travel Option In Town Out of In Town Out of In Town Out of In-Town In-Town In-Town 

Town Town Town 

On-site GC vs. Lab GC Rental GC Rental GC Buy GC Buy Lab Lab GC Rental Lab Lab 

# of Samples per Location per 1 1 1 1 1 1 3 3 3 

event 

Total Number of Samples 300 300 300 300 300 300 900 900 900 

(not including duplicates) 

Prep and Sample Collection $53,850 $69,515 $53,850 $69,515 $77,210 $115,910 $114,415 $45,190 $204,540 

Sample Analysis $11,440 $17,440 $37,640 $48,140 $44,515 $47,170 $24,640 $129,670 $134,970 

Data Management and Reporting $13,980 $13,980 $13,980 $13,980 $13,980 $13,980 $26,980 $36,980 $36,980 

Contingency (15%) $11,891 $15,140 $15,821 $19,745 $20,356 $26,559 $22,955 $31,776 $56,924 

TOTAL COST $91,161 $116,075 $121,291 $151,380 $156,061 $203,619 $175,990 $243,616 $436,414 

COST PER SAMPLE $304 $387 $404 $505 $473 $617 $212 $246 $441 
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Cost per Sample 
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Summary of Cost Sensitivity Analysis. (a) Sensitivity to number of samples per event; (b) Sensitivity to number of 
sampling events; and (c) Sensitivity to number of samples per location per event. 
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4.6.4 Sensitivity Analysis 


The sensitivity of cost estimates to changes in the several of the cost elements was evaluated, 
with the results shown in chart form (Figure 4.37). In the context of the scenarios described in 
the previous section, this sensitivity exercise provides broader cost information that can be used 
for site-specific monitoring concerns. 


4.6.4.1 Sensitivity to Total Number of Samples 


Groundwater sampling is cheaper than vapor-based sampling only for the case when the program 
is completed in town and the number of samples is exceedingly low (5 or less). This is due to 
the rental charge for the field GC (estimated as $400/day) outweighing the collection and 
analysis cost savings associated with the vapor-phase method. When the program is completed 
out-of-town, vapor-based monitoring is always cheaper than groundwater monitoring, regardless 
of the number of samples. 


Increasing the total number of samples included in a monitoring program (either through 
increasing the number of samples per event or the number of events) decreases the unit cost, 
regardless of the sampling and analysis methods. However, the unit costs decrease much more 
sharply for vapor-based methods than for groundwater methods in all cases. For in-town 
programs, vapor-phase sampling becomes cheaper than groundwater sampling once the number 
of samples per event is greater than 5. Once this number exceeds 15 samples per event, then 
purchasing a dedicated field GC (as opposed to renting) becomes more cost-effective than 
groundwater sampling. Once the number of samples per event reaches 100, then the GC 
purchase option becomes cheaper than the GC rental option. These limits are slightly smaller 
when out-of-town programs are considered. While a program with 100 wells is relatively large, 
it is certainly not uncommon to have more than 100 wells at sites with extensive long-term 
monitoring program and potentially multiple areas of concern. 


The cost charts demonstrate that the modeling results presented in Table 4.29 are generally 
representative of typical monitoring programs. The input values (1.e., 20 samples per event, 15 
events) are generally near the point where most of the cost curves begin to level off. Beyond 
these points, unit costs decrease incrementally but the overall cost savings are relatively modest. 


4.6.4.2 Sensitivity to Number of Samples Collected Per Well Per Event 


Vapor-based methods are well-suited for conducting multi-level sampling because the simplest 
samplers are small and can easily be strung with a monitoring well. The vapor-based methods 
(Scenario 7) proved to be cheaper than collecting groundwater samples using passive diffusion 
bags (Scenario 8) or low-flow techniques (Scenario 9) whether a single or multiple samples per 
well were required. The cost savings are largely attributable to reduced analytical costs 
associated with vapor-based methods, where all analyses are completed in the field at a relatively 
rapid rate. Therefore, increasing the number of samples per well does not increase the total cost 
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significantly and results in modest improvements in unit costs ($ per sample). A similar pattern 
is seen with passive groundwater diffusion bags, but for a different reason. These bags are easy 
to install, retrieve, and sample, such that the costs associated with sample collection are very 
low, regardless of the number of samples. Therefore, the unit costs for passive diffusion bags are 
relatively constant and largely tied to analytical costs. As the number of samples per well 
increases to 10, low-flow groundwater sampling becomes more cost-comparable to the other 
methods. However, this is a large number of depth-discrete samples for a single location and 
would require extensive well infrastructure (i.e., nested monitoring wells, packers) that is likely 
impractical at most sites. Consequently, using the vapor-based methods for multi-level sampling 
results in the lowest unit cost of any of the cost scenarios examined here ($150 to $300 per 
datapoint). 
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5. CONCLUSIONS AND IMPLICATIONS FOR FUTURE 
RESEARCH/IMPLEMENTATION 


5.1 


10. 


11. 


Key Conclusions 


. Existing commercially available field-portable vapor-phase monitoring equipment is 


sufficiently accurate, precise, and sensitive for calculating equivalent VOC 
concentrations in groundwater down to part per billion levels. 


. A field-portable GC demonstrated the highest performance of the analytical devices that 


were tested. Simple PID instruments did not work well for this application. 


Vapor-phase sampling and analysis methods are easy to implement and can be tailored to 
site-specific needs. 


Collecting vapor samples from a sealed monitoring well headspace was not an effective 
method for determining groundwater concentrations under the tested conditions due to 
stratification in wells (see #8). 


VOC groundwater concentrations can be reasonably and reliably estimated using 
submerged passive vapor samplers. Both a simple passive vapor sampler constructed of a 
40-mL vial in plastic and two longer samplers (including the Haas Balloon Sampler) 
worked well. Field equilibration of conventional collected groundwater samples 
followed by on-site vapor analysis using a field GC also worked well. 


Vapor-phase based monitoring methods are no more variable than conventional 
groundwater monitoring methods, including low flow sampling. 


Although not a strong factor in this study, seasonal temperature gradients have the 
potential to significantly alter monitoring data, including both conventional and vapor- 
phase based methods. These effects are much more pronounced in shallow wells but are 
likely minimal in wells deeper than approximately 15 to 20 m bgs. 


Vertical stratification can be important contributing factor to variability and limits the 
utility of the well-headspace vapor-phase-based monitoring approach. 


Other well and aquifer-specific factors can contribute to variability and influence the 
performance of vapor-phase based monitoring methods. 


Passive vapor sampling methods represent a very promising approach for field-based 
estimation of groundwater concentrations. 


Vapor-phase based methods represent a significant cost savings (36% or more) relative to 
conventional groundwater monitoring approaches. 
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5.2 Discussion 


The overall objective of this research project was to evaluate the utility of on-site analysis of well 
headspace and other vapor-phase samples as an alternative to off-site analysis of groundwater 
samples. Currently, monitoring programs employed by the DoD (and most non-federal 
stakeholders) rely heavily on 25 to 30-year old techniques, and must go through multiple steps of 
collection, handling, lab analysis, and data transfer before the results reach the intended 
audience. The opportunity for significant cost savings exists if alternative long-term monitoring 
approaches are developed that can reduce the number of steps in traditional sampling programs 
by making use of improved knowledge and technologies for sample analysis. 


The development of reliable vapor-phase-based monitoring approaches is designed to aid the 
DoD with several key goals in long-term monitoring optimization. First, it entails a less cost and 
time-intensive method for analyzing specific contaminants of concern, including all chlorinated 
hydrocarbons. Further, it can utilize inexpensive and cost-effective tools during the data 
collection process. Finally, it represents a simple approach that would be easy to implement at a 
majority of DoD sites nationwide. All of these factors work to significantly reduce the cost 
liabilities associated with groundwater monitoring while providing a more sustainable long-term 
approach. 


The principle driving this research is that the VOC concentration measured in a vapor-phase 
sample that is in equilibrium with affected groundwater can be used to accurately determine the 
VOC concentration in the associated groundwater at or below MCLs. Two key hypotheses were 
developed to support this principle: (1) Portable vapor-phase monitoring instruments can be 
used to accurately determine VOC concentrations in water under equilibrium conditions; (2) In- 
well mixing is sufficient in some or all groundwater monitoring wells to establish equilibrium 
partitioning conditions between affected groundwater and in-well headspace vapors. 


To test these hypotheses and validate the use of in-field vapor-phase groundwater monitoring 
techniques, the specific technical objectives of the project were as follows: 


1. Validate the use of field-portable vapor phase monitoring equipment to determine VOC 
concentration in water samples by conducting a detailed laboratory study. 


2. Evaluate several different sampling methods to obtain vapor-phase samples in 
equilibrium with groundwater at the monitoring well. 

3. Evaluate the accuracy, precision, and sensitivity of field-based, vapor-phase groundwater 
monitoring compared to existing groundwater monitoring technologies. 

4. Identify conditions where equilibrium partitioning occurs between groundwater and well 
head space vapors by performing statistical evaluations of the contribution of a variety of 
aquifer and well construction characteristics to sampling variability. 

5. Develop practical guidelines for the selection of appropriate vapor-phase groundwater 
monitoring strategies for various settings and applications (aquifer type, detection 
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monitoring programs, natural attenuation monitoring programs, etc.), including cost- 
effectiveness. 


Data to address these objectives were collected through a series of testing programs, consisting 
of: i) a laboratory-based study to validate analytical equipment and to identify promising 
methods; ii) three distinct phases of field-based studies (preliminary, expanded, and 
supplemental) to test various sampling and collection methods and to examine design and well- 
specific factors that influenced performance; and 111) a combined modeling-field study that 
focused on the influence of seasonal temperature gradients on vertical stratification of 
concentration within monitoring wells. 


The major findings of these studies are presented below, focusing on the specific project 
objectives which they were designed to address: 


Existing commercially available field-portable vapor-phase monitoring equipment are 
sufficiently accurate, precise, and sensitive for calculating equivalent VOC concentrations in 
groundwater down to part per billion levels (OBJECTIVE #1.) Vapor-phase analytical 
equipment was validated as part of the detailed laboratory study (see Section 4.1 for results). 
During these lab tests, both a field-portable GC and a PID met nearly all accuracy and precision 
goals for vapor sample analysis, including in the presence of a water phase where the 
concentration was calculated using equilibrium partitioning. For both instruments, sensitivity 
was less than the MCL for three different VOCs that were evaluated. Based on these results, 
vapor analysis conducted using a field portable instrument can be used to measure VOC 
concentrations in water with sufficient accuracy, precision, and sensitivity to achieve typical 
groundwater monitoring objectives. 


A field-portable GC demonstrated the highest performance of the analytical devices that were 
tested. Simple PID instruments did not work well for this application (OBJECTIVES #1 and 
#3). Using the field GC, strong correlations between vapor and groundwater concentrations 
were established during field testing as long as samples were from the same depth interval and 
were collected using similar techniques. The PID performed well during the laboratory study, 
but it proved unreliable during field testing in terms of both accuracy and precision (see Section 
4.3 and 4.4 for results). While this instrument provides some benefits in terms of simplicity and 
familiarly (i.e., most personnel involved in environmental monitoring have used this type of 
device), these benefits did not outweigh the observed compromise in data quality (relative to the 
more reliable field GC). Determining the equivalent groundwater concentration from a PID 
vapor-phase measurement relies on several factors (e.g., instrument correction factors, some 
knowledge of relative ratios of constituents present in the sample, high volume requirements, 
overcoming influence of humidity). Collectively, these factors contributed significant variability 
and bias (specifically, underprediction of the actual groundwater concentration) when the PID 
was used in the field. Another alternative field instrument for vapor-phase analysis—the 
HAPSITE with GC/MS capabilities—was also tested (see Section 4.4 for results). This 
instrument did not perform as strongly as the simpler field GC with respect to accuracy and 
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precision, although it did prove useful in terms of identifying a higher number of constituents at 
lower detection limits. The field GC has the distinct advantage of requiring only very limited 
sample volumes (100 uL or less), such that it can be used in conjunction with small (depth- 
discrete) vapor samples. 


Vapor-phase sampling and analysis methods are easy to implement and can be tailored to site- 
specific needs (OBJECTIVE #2). Several vapor-phase sampling approaches were initially tested 
during the lab study and then evaluated in a more comprehensive manner during one or more 
subsequent field trials. In all cases, the methods involved simple approaches with minimal 
equipment that was easily adaptable to existing monitoring wells. All methods rely on a cap that 
seals the vapors within the monitoring well, with the simplest method installing ports within the 
cap that allow for sampling the headspace above the water level. Several methods were tested 
that involved submerging a passive vapor sampling device below the water level, typically near 
the screened interval of the well. These water-tight samplers are filled with gas and wrapped with 
thin low-density polyethylene that permits gas—but not water—cross. As a result, the gas within 
the sampler reaches equilibrium with the surrounding groundwater, typically in less than a few 
weeks. Several passive sampler designs were tested, including short samplers based on 40-mL 
vials (for depth-discrete sampling) and longer devices designed to cover larger portions of the 
screened interval. These passive samplers were all easy to construct from readily available 
materials, with a common requirement being the use of a weighted line during deployment to 
ensure submersion. A final sampling method involved the field vapor analysis of a groundwater 
sample that had been equilibrated in the field (for 60 minutes or less). This represented a simple 
modification of typical low-flow groundwater sampling with the distinct advantage of generating 
the data on-site. While the performance of the various sampling and analysis methods that were 
tested differed somewhat, each had strong points that may lend themselves to certain monitoring 
applications more readily than others (see below for further discussion). 


Collecting vapor samples from a sealed monitoring well headspace was not an effective 
method for determining groundwater concentrations under the tested conditions due to 
stratification in wells (OBJECTIVE #3). Evaluating the performance of the various vapor- 
phase based methods for determining groundwater concentrations was the focus of the various 
phases of field testing., and the simple headspace method was tested during the preliminary field 
program (see Section 4.3 for results). Strong correlations between groundwater concentrations 
calculated using these headspace samples—from either the upper portion of the well or the 
water-vapor interface—and lab-analyzed groundwater samples could not be established. Vapor- 
phase measurements were consistently biased low with high variability. The results indicate that 
the vapor sample that was collected from the well headspace was in equilibrium with water that 
was typically not representative of the water collected for low-flow sampling. However, there 
was clear consistency between the data collected from the upper headspace and the interface, 
confirming that diffusion in the air column is rapid and that the headspace sampling location is 
not an important contributor to variability. 
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VOC groundwater concentrations could be most reasonably and reliably estimated using 
submerged passive vapor samplers. Both a simple passive vapor sampler constructed of a 40- 
mL vial in plastic and two longer samplers worked well. Field equilibration of conventional 
collected groundwater samples followed by on-site vapor analysis using a field GC also worked 
well (OBJECTIVE #3). The passive vapor diffusion (PVD) samplers consistently generated 
data that was strongly correlated with data from passive water samplers and low-flow 
groundwater samples. Correlations obtained during each of the phases of field testing were 
relatively similar (R° from linear regression typically > 0.85), with some evidence of a slight 
high bias (e.g., overprediction of actual groundwater concentrations). The passive vapor 
samplers rely on diffusion to ensure equilibrium, and thus correlated most strongly with similar 
groundwater sampling approaches, including passive groundwater diffusion bags (see Section 
4.3 for results) and Snap samplers (see Section 4.5 for results). Collecting vapor samplers within 
the screened interval of the monitoring well—as opposed to the well headspace—helped to 
minimize the influence of stratification. The field equilibration method correlated very strongly 
with low-flow groundwater sampling data, which was expected since both methods quantify 
contaminants derived from the same source (i.e., collected groundwater). In these cases, the field 
equilibration method generated R? values of 0.94 to 0.99 (depending on the field program), with 
a slight low bias observed only during the last (supplemental) phase of field testing. 


Vapor-phase based monitoring methods are no more variable than conventional groundwater 
monitoring methods, including low-flow sampling (OBJECTIVES #3 and #4). The variability 
of concentration data obtained using passive vapor diffusion samplers and the field equilibration 
method were evaluated during the last (supplemental) phase of field testing (see Section 4.5 for 
results). During several events completed over the course of nearly a year, the vapor-based 
methods demonstrated similar variability as various methods based on direct groundwater 
sampling and analysis (median CV values typically 0.5 — 0.7). No statistically significant 
differences in variability were obtained when comparing the vapor-phase based data with data 
obtained using low-flow groundwater sampling (including no-purge samples, samples collected 
after in-well mixing, samples collected after purging fixed volumes, and samples collected after 
purging to parameter stability) or Snap samplers (1.e., passive groundwater samplers). In 
general, methods designed to reduce variability had little or no significant benefit. These results 
confirm that—for this set of wells—the temporal variability observed in the monitoring data is 
primarily associated with signal variability, and that the vapor-phase methods do not introduce 
significant additional variability that would hinder assessments of concentration trends. 


Although not a strong factor in this study, seasonal temperature gradients have the potential 
to significantly alter monitoring data, including both conventional and vapor-phase based 
methods (OBJECTIVES #4 and #5). A simple model was used to demonstrate the changing 
influence of temperature on the degree of mixing that can occur within a monitoring well (see 
Section 4.2 for results). During warmer periods, the temperature of water near the surface is 
higher than at deeper depths, meaning that less dense (warmer) water overlies more dense 
(cooler) water within the well. If contaminant concentrations in the aquifer are also stratified, 
then the thermally stratified conditions can help to maintain vertical stratification of 
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contaminants within the well. The opposite pattern occurs during cooler periods, when a 
reversed temperature gradient can promote in-well mixing. The influence of temperature 
gradients depends on the depth of the well screen, with the model showing that shallow wells are 
particularly susceptible. Depending on the local climate (specifically the difference between the 
annual mean temperatures during winter and summer), these temperature effects appear to be 
negligible in wells deeper than approximately 15 to 20 m bgs. The model predictions were 
validated in a limited-scale field study that showed that vertical stratification of concentration 
(i.e., 100x difference between depth-discrete concentrations) occurred in a period when the 
measured temperature profile favored stability and that uniform concentrations were observed 
during a period when the temperature profile favored in-well mixing. The fact that conditions 
within an individual well may shift over time—between conditions that favor in-well mixing and 
conditions that favor stratification—means that properly-designed monitoring programs must 
understand the level of expected stratification within their monitoring network. Without this 
knowledge, establishing long-term concentration trends may be difficult due to the variability 
associated with conventional monitoring approaches within stratified wells. 


Vertical stratification can be important contributing factor to variability and limits the utility 
of well headspace vapor-phase-based monitoring approach (OBJECTIVE #4). The 
temperature study demonstrated that the monitoring wells that were part of the field programs 
were potentially subject to temperature gradients that could contribute to vertical stratification 
and/or in-well mixing. During the various phases of field testing, the clearest indication of the 
influence of vertical stratification came during the preliminary field program where 
concentrations measured in water samples collected from the interface were significantly 
different than those from samples collected from the screened interval. This indicated that the 
water column within the monitoring wells was poorly mixed in a significant number of wells 
included in the study. This stratified condition negatively influences the ability to collect a well 
headspace sample that is representative of low-flow groundwater concentration because the air 
column is in equilibrium with a water concentration that is different from that at the screen. Asa 
result, the headspace method is generally deemed unreliable unless there is evidence that 
stratification is not an issue in the wells being monitored. It is important to note that during other 
phases of field testing, there was less evidence of vertical stratification within wells. For 
instance, the fact that passive vapor samplers of varying length (i.e., covering different portions 
of the screened interval) demonstrated similar performance during the expanded field program 
indicated that stratification was not strong during that particular monitoring period. Even 
stronger evidence was obtained during the supplemental field program where passive vapor 
samplers were placed at multiple depths within the screened interval of the 8 wells that were part 
of the program. The data from these depth-discrete samplers showed that the majority of wells 
exhibited fairly uniform concentrations with depth, as well as similar variability for events that 
favored mixing with those that did not favor mixing. As a result, relatively similar correlations 
were obtained when low-flow groundwater concentrations were compared with any of the PVD 
sampler-based concentrations because, regardless of where the sampler was installed, it was 
measuring water with similar concentration. 
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Other well and aquifer-specific factors can contribute to variability and influence the 
performance of vapor-phase based monitoring methods (OBJECTIVE #4). In addition to the 
potential for in-well mixing (driven by temperature or solute gradients that influence density), 
other well and aquifer-specific factors were investigated during the preliminary field program 
(see Section 4.3 for results) and the expanded field program (see Section 4.4 for results). Using 
an ANOVA-based approach to evaluate the data, the majority of these factors had little 
Statistically significant impact on the performance of the vapor-phase based methods. This 
included the distance between the top of the aquifer and the well screen, the depth to the top of 
the aquifer, the dissolved oxygen concentration, and large changes in geochemical parameters 
during purging. One factor that appeared to have a significant influence was the presence or 
absence of confining conditions within the aquifer being monitored. It was hypothesized that 
wells in unconfined wells could exhibit more variability due to the potential influence of 
fluctuating water levels on contaminant concentrations. However, the results showed that for 
this set of wells, better performance was obtained when the vapor-phase-based methods were 
employed in unconfined aquifers. This is based primarily on improved R’ values and slopes that 
are consistently closer to one (indicating less bias). Using the most reliable analytical instrument 
(the field GC), slopes were typically well below one for datasets from confined wells, indicating 
that concentrations were consistently underpredicted. 


Passive methods represent a very promising approach for field-based estimation of 
groundwater concentrations (OBJECTIVE #5). Passive vapor sampling did not suffer from the 
same degree of bias or variability as direct headspace sampling. In particular, passive methods 
are not as reliant as headspace sampling on in-well mixing, and in fact are well-suited to examine 
vertical stratification within the well. Deployment is straightforward and based on the same 
protocol as conventional passive water samplers, while offering the distinct advantage of rapidly- 
generating data in the field. A correction for the difference in pressure between deployment (i.e., 
when subject to hydrostatic pressure) and sample analysis is necessary if the samplers are 
expandable or if pressure-lock syringes are not used. In addition to the simple “short” passive 
vapor diffusion sampler, several more advanced passive sampler designs were also tested. This 
included a 5-ft long sampler that covered a much larger portion of the screened interval, and a 
slightly shorter, 2.5-ft long “balloon” sampler that was inflated during installation so that it could 
be sampled without retrieving it from the well. However, both of these designs performed very 
similarly to the simpler short PVDs in terms of correlations to groundwater concentrations (R’ = 
0.85 — 0.89), presumably because the wells were not particularly stratified. It is assumed that 
these longer PVD sampler designs would provide stronger correlations than short PVDs in 
certain scenarios. However, their higher failure rate (e.g., collapsing or leaking when deployed 
in the water column) means that the simpler short PVD samplers may be more appropriate in 
some cases. For example, the short PVD samplers can be installed in series along the entirety of 
the screened interval to provide information on vertical stratification at minimal additional cost. 


Vapor-phase based methods represent a significant cost savings relative to conventional 
groundwater monitoring approaches (OBJECTIVE #5). A cost model was developed to 
compare vapor-phase based monitoring to conventional groundwater-based monitoring. The 
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model was tested using several scenarios, and in all cases, the vapor-phase based methods proved 
cheaper than the conventional methods. This included a cost savings of at least 36% when on-site 
vapor-based monitoring was completed using a rented GC. For these scenarios, this represents a 
savings of $100 to $250 per sample (depending on whether monitoring was completed at an in- 
town or out-of-town site). Sensitivity analysis was used to examine the impact of the number of 
samples per event and per well on overall cost. In particular, using passive vapor samplers to 
perform multi-level monitoring (1.e., increasing the number of samples per location) shifts the 
economics sharply in the favor of vapor-phase based methods. 


The findings described above demonstrate that, collectively, the project met all of the stated 
objectives. Of the original hypotheses, the first hypothesis—that portable vapor-phase 
monitoring instruments can be used to accurately determine VOC concentrations in water under 
equilibrium conditions—was validated by the project findings. However, the second 
hypothesis—that in-well mixing occurs at a high enough frequency to merit the use of headspace 
sampling—was not validated. Instead, submerged passive samplers, or an alternative field 
equilibration method, are the most appropriate vapor-phase-based methods in most cases. These 
approaches can be tailored for sites where a typical flow-weighted average concentration is 
desired, or for sites where depth-discrete concentration data are preferred. 


Primary research questions that remain include the following: 


e Understanding the specific reasons why certain factors contributed to decreased 
performance of vapor-phase based methods. The vast majority of well and aquifer- 
specific factors had no apparent effect, or at least their contributions did not result in 
statistically significant differences. One exception that is of particular interest is the 
negative influence of confining conditions on calculated groundwater concentrations. 
This ran counter to the original hypothesis that unconfined aquifers would result in more 
variable data because of the influence of fluctuating water levels. The poorer 
performance within confined aquifers was identified during the expanded field program. 
Further investigations in controlled (lab) settings would be useful in determining the 
underlying contributing factors. In addition, there were several well and aquifer-specific 
factors that could not be evaluated more fully because of limitations in the set of 
monitoring wells included in the various field programs. This includes the potential 
impact of clogging within older cast-iron wells on the variability associated with vapor- 
phase monitoring methods (all of the wells were stainless steel or PVC/HDPE). In 
general, clogging was not an issue within this set of monitoring wells. Low dissolved 
oxygen levels can be used as a proxy of biofouling (i.e., due to excessive microbial 
growth and/or formation of reduced iron and sulfide precipitates). During the project- 
specific field trials, the dissolved oxygen levels in wells had no statistically significantly 
impact on the results. 


e Identify why the PID performed poorly in multiple field trials. The PID worked well 
during the lab study and demonstrated sufficient accuracy and precision for most 
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monitoring applications. It did not meet expectations during the two field testing phases 
where it was employed, and poor performance was noted even in wells where a single 
constituent dominated. While limited testing was performed during the lab study that 
was part of this project, additional systematic testing of various PID operating parameters 
could provide insight and improve the overall utility of the PID. This would include 
testing the impact of humidity (and various humidity filters), intake rates and volumes, 
and response tests over wider ranges to better understand calibration effectiveness. We 
are aware of PID applications for quantifying non-aqueous phase and dissolved phase 
petroleum hydrocarbons in monitoring wells at underground storage tank sites. This 
work has been performed by Chevron but has yet to be published in the scientific 
literature. In discussions with Chevron personnel, they found certain models seemed to 
work better for this purpose. If nothing else, these parallel studies show that the PID has 
value in certain cases (e.g., bulk hydrocarbon detection). 


e Expanding our understanding of the prevalence of vertical stratification within 
monitoring wells. There was considerable evidence that a significant number of wells 
included in some phases of field testing were vertically stratified. However, the most 
extensive investigation of stratification was performed as part of the final phase (i.e., the 
supplemental field program). In this set of wells, depth-discrete concentrations were 
generally uniform within the majority of wells, such that the predicted temperature 
gradients had little observable impact on the extent of stratification at various points in 
the monitoring period. It would be insightful to expand studies on well stratification to a 
larger and more diverse set of wells to further confirm if patterns matched expectations 
based on temperature (or solute) driven gradients. This phenomenon has significant 
implications for the accuracy of both conventional and vapor-phase based monitoring 
methods. In particular, it impacts how representative the sampling result is of conditions 
in the surrounding aquifer. 


The vapor-phase monitoring methods are straightforward and can be implemented by DoD and 
other stakeholders with limited additional training and expense (particularly using the attached 
guidance in Appendix C). Consequently, there are no technical limitations for its larger-scale 
use. While the studies completed as part of this project were conducted under rigorous QA/QC 
methodologies, these efforts did not involve interaction between DoD workgroups and regulatory 
entities. Proposed field trials at DoD sites were ultimately not performed for several reasons: 1) 
there was significant work entailed in identifying and testing various sampling and analysis 
methods (particularly once the simple headspace method proved to be less reliable) that made it 
difficult to design and implement technically-sound and cost-effective larger-scale field 
programs; and ii) it was more practical to plan several phases of smaller-scale field trials at local 
commercial sites than to attempt to coordinate field work at DoD sites that had the potential to 
temporarily interfere with on-going long-term monitoring programs. 


The principal investigators for this project feel that there is a good opportunity to bridge the 
vapor-based monitoring approach from an experimental technique to a validated and regulator 
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approved monitoring method through various processes that would involve participation of 
DoD’s Environmental Data Quality Workgroup (EDQW) as well as regulatory entities. Efforts 
would be aimed at developing a sampling strategy in line with input and recommendations from 
the EDQW to assure that data obtained during monitoring events conforms with the data quality 
objectives necessary for successful validation. These efforts are well-suited as a follow-on 
project for ESTCP. 


LEE ae 
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APPENDIX A: SUPPORTING DATA 


TABLE A.1 Well Characteristics and Field Measurements: Preliminary Field 
Program 

TABLE A.2 Well Characteristics and Field Measurements: Expanded Field 
Program 

TABLE A.3 All Calculated and Measured Groundwater Concentrations: 
Expanded Field Program 

TABLE A.4 All Vapor Analyses: Expanded Field Program 

TABLE A.5 Well Characteristics and Field Measurements: Supplemental Field 
Program 

TABLE A.6 Measured and Calculated Groundwater Concentrations: 


Supplemental Field Program 


TABLE A.7 All Vapor Analyses: Supplemental Field Program 
TABLE A.8 ANOVA Results: Supplemental Field Program 
TABLE A.9 Parametric and Non-Parametric Two-Sample Test Results: 
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TABLE A.1 
WELL CHARACTERISTICS AND FIELD MEASUREMENTS: 
Preliminary Field Program 
New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 
M i Depth T PDB PVD - L Depth T 
Confined / Deimary See Sampling el epth To Rates PDB Screen Vv UpperiHeadepace Water-Vapor owflow epth To 
Well ID Uncanined CVvoc Tafeevain) Teen Installation | Sample Date | at Installation Interface Depth (ft) Depth Vapor Port Depth (ft) Interface Port} Tubing Water at 
Date (ft) Depth (ft) P (ft) P P Depth (ft) | Depth (ft) | Sampling (ft) 
Site 1 
Mw-02-14 Confined TCE 35 - 45 1 12/20/2009 1/18/2010 38.9 46.4 39.9 40 40 0.17 37.9 NA 37.87 
2 1/18/2010 2/8/2010 37.87 46.25 40 40 40 0.17 36.9 40 38.22 
Mw-40-03 Cenhaad TCE 59 - 69 1 12/20/2009 NA 45.32 69.25 46.32 64 64 0.17 44,3 NA NA 
2 NA 2/8/2010 NA NA NA NA NA NA NA 64.2 44.12 
Site 2 
. 1 12/20/2009 1/19/2010 8.45 17.77 9.45 17.77 17.77 0.17 7.45 17.77 9.12 
me oes - ae 2 1/19/2010 2/9/2010 9.12 17.77 10.12 wi haga 0.17 8.12 177 6.83 
MW-68 Tineonfacd vc 13-23 1 12/20/2009 1/20/2010 7.1 21.91 8.1 18 18 0.17 6.1 18 6.47 
2 1/20/2010 2/9/2010 6.47 21.91 7.47 18 18 0.17 5.47 18 6.51 
MW-71 Hucontuad VC 10 - 20 1 12/19/2009 1/19/2010 5.05 18.8 6.05 15 15 0.17 4 15 4.56 
2 1/19/2010 2/9/2010 4.55 18.8 5.59 15 15 0.17 3.55 15 5.05 
Site 3 
. 1 12/20/2009 1/21/2010 13.85 33.3 14.85 31.5 31.5 0.17 12.85 31.85 19.41 
neers cami ee ds 2 1/21/2010 | 2/10/2010 16.12 33.3 17.1 31.5 31.5 0.17 15.12 31.5 14.82 
MW-51 Coated TCE 17.5-275 1 12/20/2009 1/24/2010 4.11 18.1 5.1 18.1 18.1 0.17 3.1 17.1 7.23 
2 1/24/2010 2/10/2010 7.23 18.1 8.23 18.1 18.1 0.17 6.2 18.1 6.09 
MW-52 Conhned TCE 97.5 -375 1 12/20/2009 1/21/2010 11.42 37.1 12.42 32.5 32.5 0.17 10.4 NA 13.87 
2 1/21/2010 2/11/2010 13.87 37.1 14.81 32.5 32.5 0.17 12.87 32.5 12.67 
MW-53 Confined TCE 95.5-35.5 1 12/20/2009 1/24/2010 8.12 35.2 9.1 30.2 30.2 0.17 7.12 30.5 12.8 
2 1/24/2010 2/11/2010 12.8 35.2 13.8 30.5 30.5 0.17 11.8 30.5 9.6 
MWw-62 Contned TCE 15-20 1 12/20/2009 1/20/2010 5.91 19.7 6.91 17.5 17.5 0.17 4.9 17.5 7.4 
2 1/20/2010 2/10/2010 7.41 19.7 8.4 17.5 17.5 0.17 6.4 17.5 7.49 
Notes: 


1. Not all monitoring wells that are present at each site are included. 


2. CVOC = chlorinated volatile organic compound; PDB = passive diffusion bag; PVD = passive vapor diffusion (sampler). 
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TABLE A.2 
WELL CHARACTERISTICS AND FIELD MEASUREMENTS: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Well Information Parameters During Sampler Installation (Before Event 1) Parameters During Sampling (Event 1) Parameters During Sampling (Event 2) 


Measured 
Total Depth 
(ft TOC) 


Well 
Diameter 


Screen Interval 
(ft BGS) 


Date of 
Sampler 
Installation 


6-Apr-11 


Depth to Water 
Before Installation 
(ft TOC) 


Depth to Water 
After Installation 
(ft TOC) 


Depth to Top of 
PVD 
(ft TOC) 


Comments 


Date of 
Sampling 


26-Apr-11 


Measured Total 
Depth 
(ft TOC) 


Depth to Water 
(ft TOC) 


Date of Sampler 
Installation 


26-Apr-11 


Date of Sampling 


Measured Total 


Depth to Water 
(ft TOC) 


6-Apr-11 


26-Apr-11 


26-Apr-11 


6-Apr-11 


PVD above water 


27-Apr-11 


27-Apr-11 


6-Apr-11 


27-Apr-11 


27-Apr-11 


6-Apr-11 


PVD above water 


26-Apr-11 


26-Apr-11 


6-Apr-11 


5-Apr-11 


27-Apr-11 


2-May-11 


26-Apr-11 


5-Apr-11 


3-May-11 


5-Apr-11 


2-May-11 


5-Apr-11 


2-May-11 


5-Apr-11 


4-Apr-11 


3-May-11 


29-Apr-11 


29-Apr-11 


4-Apr-11 


25-Apr-11 


4-Apr-11 


25-Apr-11 


25-Apr-11 
25-Apr-11 


4-Apr-11 


29-Apr-11 


29-Apr-11 


4-Apr-11 


29-Apr-11 


29-Apr-11 


4-Apr-11 


29-Apr-11 


29-Apr-11 


4-Apr-11 


PVD above water 


2-May-11 


2-May-11 


4-Apr-11 


PVD above water 


2-May-11 


2-May-11 


4-Apr-11 


4-Apr-11 


29-Apr-11 


27-Apr-11 


29-Apr-11 


27-Apr-11 


4-Apr-11 


27-Apr-11 


27-Apr-11 


4-Apr-11 


27-Apr-11 


27-Apr-11 


17.5-27.5 


27-Apr-11 


25-Apr-11 


27-Apr-11 


19-May-11 


Notes: 


25.5-35.5 


1. Not all monitoring wells that are present at each site are included. 
2. Average length of vapor sampler and PVD is 5.7 feet. 
3. Average length of vapor sampler, PVD, and weigths is ~ 8 feet. 


4. (*) Estimated value; TOC = Top of Casing 


3-May-11 


25-Apr-11 
3-May-11 


19-May-11 
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TABLE A.3 
ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Groundwater Concentration - Measured or Calculated (ug/L) 
Sample Type 


Screen (ft) of Well Screen (mg/L) purging (mg/L) short PVD 


: mistauce pute Dissolved Change in Thickness of | Thickness of 

Sampling muslance ie Depth to Deper oe Oxygen (after Dissolved Water Water Column 

mensnment || oer ere Date ECD Water (ft) Nate ESOP purging) Oxygen during | Temperature |Column above| above Longer 
(ft) 


SITE 1 MW-1I7A | #1 | #3b | #3 | 24 #| 4 Oo BO ee eet i PO ot Oe Ne oO 
Dup ee eee fe, 1 i pect secnet ese elNS, elie ek, Sak ha alan eae NN cle steel td ee ete eM cee a a a ey tals Naas, nl ea cece ae BD ee ah tay ean es ee ee es ee ich gk ee aN EON eC e PONNNT EiSt ee ONE CEA IS STEN OYE MP EN 5 ALINE ARR IO, (0 ly OC ee EEO ONSET Te! (NANO TS Rane Ie i pes! 
ace Siete Poe ae Gi Ei a ce ei i ng ce Se Se, lt a Se ee te ee eee ae, eit ees ate ea at ahs a et eal le ee et es ac alee Me tas fe tS te ee in Seale ta fat ee pe eae I Ra ep a ee geet Sees EI ene 

Dup ; : , 


rk | NO 


re | NO 


rk | NO 


kr | NO 


SITE 1 


rk | NO 


SITE 1 TW-1 


rk | NO 


kr | NO 


rk | NO 


kr | NO 


1756.310 2400.377 


kr | NO 


rk | NO 


18737.524 22910.003 3071.482 3755.441 


kr | NO 


105921.653 | 141520.064 


kr | NO 


VC ees Sen ORO en REI ON SRG: PN. 6 jt eg (Eo OE POLS as ewe We 399931.970_| 471675.210 | ___s 67 ___[|___“#l%___|___ 41% ___[__ 26216___| __ 34355__ | 4 04 __[__ 160% ___| __ 160% ___ 
200000 


85000 ; 105211.352 | 118258.179 


47000 
13000 33164.516 40803.589 6368.202 7835.045 


14000 
320000 658109.794 | 821522.623 


220000 


rk | NO 


kr | NO 


rk | NO 


SITE 3 MWw-4 


rk | NO 


21793.827 23206.093 


kr | NO 


15478.980 16345.256 


rk | NO 


No 


re | NO 


159.497 282.397 ; 102.391 181.287 


159.497 202.997 


—_ 


rk | NO 


96.065 77.830 


SITE 4 


kr | NO 


SITE 4 


SITE 4 


SITE 5 


—_ 


Dup 


rk | NO 


SITE 5 MW-53 


RININ, RIN 


NO 
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TABLE A.3 
ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Groundwater Concentration - Measured or Calculated (ug/L) 


Sample Type 


: mistauce pute Dissolved Change in Thickness of | Thickness of 

Sampling muslance ie Depth to Deper oe Oxygen (after Dissolved Water Water Column 

mensnment || oer ere Date ECD Water (ft) Nate ESOP purging) Oxygen during | Temperature |Column above| above Longer 
(ft) 


Screen (ft) of Well Screen (mg/L) purging (mg/L) short PVD 
SITE 1 
SITE 1 


—_ 


NO} rR 


rk | NO 


rk | NO 


kr | NO 


re | NO 


re | NO 


rk | NO 


re | NO 


rk | NO 


rk | NO 


2 
Mw-xX |. 1 | 225 | 195 | 12 &2| 34 | 01. [| 744 [| 1429 | 1679 | 30 | 148 
2 
Mw-40 1 
2 
MW-71 1 
2 . 
SITE 3 MW-65 1 10 
MW-66 1 
2 
MW-68 1 
2 
Mw-4 1 


rk | NO 


SITE 3 Mw-6 |} 1 fj]. 10. =}. 10.82] dC i: a ere | ee ee. oe 
10 : 


rk | NO 


kr | NO 


No 


rk | NO 


rk | NO 


rk | NO 


ke | NO 


No 


rk | NO 


— 


kr | NO 


3242.539 4811.756 


NO 
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TABLE A.3 
ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Groundwater Concentration - Measured or Calculated (ug/L) 
Sample Type 


Screen (ft) of Well Screen (mg/L) purging (mg/L) short PVD 


: pistauce pute Dissolved Change in Thickness of | Thickness of 

Sampling muslance We Depth to Deper oe Oxygen (after Dissolved Water Water Column 

mensnment || oer ere Date ECD Oe Water (ft) Nate ESOP purging) Oxygen during | Temperature |Column above| above Longer 
(ft) 


SITE 1 es ee: ee ee: ee ee en ee 8 | 0 XR (= Sn enes< Sn IY <i (CII) ae ae: BO Me ee eh ee le ella cene et se te lle 8 | oL Oo | 001 | 118% | 113% | 0333. | 0388 | 041 | 160% | 160% 
Seay eee gg gh gg a a a RR re sas agg SA peo ge a ts rg aN tat a eg ma sea age cha a | rg ag hg Nae ae ee a et NN a ec a gay aa a gag aN Nth ag EN a a cece a ct a Mae acy ed tpg sa eg mn Ra a ay Nc an ge eee el are Cea 
anita aa ae 2... cap ta Ym fe Dam i a apc ae ry Sg Re ttc ghee Sep er dg gin te Ail ah ge Sat i eet ei ag a a gam dec ne, etn Na sg ag at Mate a NAN Sah tt a lt Math 8 ta Nt gt Nc ka Re i tet NAN re Sta Nea el, eg aa RR meat Ne St a a gd Aaa tse ce a Ng teal tl Mea Oi aati 

2 | 
SITE 1 1 . . . . 


kr | NO 


rk | NO 


rk | NO 


rk | NO 


ke | NO 


rk | NO 


10.323 


rk | NO 


3.420 


rk | NO 


9823.907 13426.489 


2 
Mw-xX | 1 | 25 | 195 [| 12 &2| 34 |  -o1. [| 744  [ 1429 | 1679 +| 58 | o76 | 4455 | 6658 | o82 | -14% | 14% | 235 | 352 | O55 | 49% | 49% | 2207 | 3298 | 052 | 55% | 55% | 
2 
Mw-40 1 
2 
MW-71 1 


rk | NO 


- O 0 
vaca [sme [oma Fp |i =o gg gs 


rk | NO 


MW-66 
Z 
MW-68 1 
2 
Mw-4 1 
2 


— 


BW oof fr feh 22 = FR ffs 
10 : ; 


640 
1100 
940 
81.000 
47.000 
170.000 
<3.8 
<0.76 
48 
<38 


rk | NO 


kr | NO 


No 


rk | NO 


kr | NO 


re} NO 'R | N 


No 


kr | NO 


1 


kr | NO 


No 
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TABLE A.3 
ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Groundwater Concentration - Measured or Calculated (ug/L) 


Sample Type 


Screen (ft) of ae (mg/L) purging (mg/L) short PVD 


SITE1 | MW-17A ;| 1 |... 35 |]... 33] 8 |] JO ee Be cee east gt ecg fe atoll gant a ce alll ee 2 rn ee AS | 24 290 | 2 311 |] 45 | 67% | Hi. 6 | 10 O | J] OO | 34% | 34% | 2 72. oh oe 648 | 6 42 | 137% | 137% _ 
SITE 1 - : ‘ : ; ; : : : ; : ; : : 


: pistauce pute Dissolved Change in Thickness of | Thickness of 
Sampling mustance ie Depth to Deper oe Oxygen (after Dissolved Water Water Column 
mensnment || oer ere Date ECR oe Water (ft) Nate ESOP purging) Oxygen during | Temperature |Column above| above Longer 


NR IR 


rk | NO 


re | NO 


kr | NO 


re | NO 


kr | NO 


rk | NO 


rk | NO 


rk | NO 


rk | NO 


rk | NO 


MW-X 


rk | NO 


Mw-40 


rk | NO 


MW-71 


= O O 
ce i , | | | | Sos SSUES AE SL! SA ON NSE IA SG RNS SOON CARDONE AROS SOS SO RO 


| NTR | N 


MW-66 
Z 
MW-68 1 
2 
MWw-4 1 
Z 


— 


SITE 3 Mw-6 |; 1 J]. 10. =|. = 10.82] dC : a ab. de  e : : 
10 : ; : : 


rk | NO 


kr | NO 


No 


rk | NO 


rk | NO 


rk | NO 


ke | NO 


No 


rk | NO 


—_ 


2 
1 


No 
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Constituent 


Sampling 
Date 


ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Pressure 
Corrected 


TABLE A.3 


Expanded Field Program 


Groundwater Concentration - Measured or Calculated (ug/L) 


ABS RPD 


Pressure 
Corrected 


Field PID HAPSITE 


87 GSI 


ENVIRONMENTAL 


06188.98 


79850.98 


0.423943598 


-0.438620554 


2.01 
2/7 


2.49 


1607.29 
1819.43 


2059.42 
2392.32 


794.648 
709.619 


1528.170 
1460.805 


30929.95 
35027.32 


96738.85 


35539.83 
41341.53 


73468.04 


0.76 


9093.35 


9071.271 
10683.424 
30766.744 
17088.315 


17444.751 
20545.046 
59166.816 
32862.145 


1507.82 2899.653 3.462346017 135% 135% 


2619.44 9037.383 3.702204988 


367902.27 
481854.87 


455028.46 
608599.03 


8298.50 


78456.07 
141245.36 
32960.57 
30163.77 


82407.76 
156264.38 
38125.53 
36187.64 


680278.35 
936537.28 
11371.83 
152682.80 


799101.64 
653643.06 
11371.83 
152682.80 


4236.52 


4361.30 


90602.58 


262146.007 
224897.137 


904126.937 
432494.494 


11428.00 


45545.336 
44635.162 
4521.258 
9542.373 


87587.185 
85836.850 
8694.726 
18350.717 


1197.604 3.078313124 


11859.36 


141801.067 
313147.149 
18033.212 
23165.569 


272694.360 
602206.056 
34679.253 
44549.171 


28666.55 
15952.26 


28666.55 
15952.26 


2044.22 


21355.99 
17977.08 


12247.90 


27564.64 
24257.15 


20783.56 


10642.54 
344.53 
502.16 

2179.58 


13990.47 


2983.36 


2543.85 


2101.665 
2676.723 


4041.663 
9147.544 


14706.391 
16816.031 


2604.157 


18909.380 


28281.521 
32338.522 


9007.994 


36364.192 


283.48 045.151 2.736517031 193% 193% 


2857.45 | 5495105 __| 3.739975962[ 154% | 154% 


1501.567 3.176544802 


40.684 
40.918 
987.929 
1672.902 


78.238 
78.689 
1899.864 
3217.119 


0.61 0.069007181 


1572.80 3024.613 3.480669841 -199% 199% 


485.395 2.686095029 


9750.89 
100.96 
157.21 


7039.97 


14.625 
195.045 


28.124 
375.087 


1.388676683 
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TABLE A.3 


ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 


Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Pressure 
Corrected 


ABS RPD 


Groundwater Concentration - Measured or Calculated (ug/L) 


Pressure 
Corrected 


Field PID HAPSITE 


87 GSI 


ENVIRONMENTAL 


NO} rR 


rk | NO 


SITE 1 
SITE 1 


kr | NO 


rk | NO 


0.305034223 


re | NO 


-1.085468963 


kr | NO 


kr | NO 


rk | NO 


-0.427428812 


rk | NO 


re | NO 


rk | NO 


rk | NO 


re | NO 


kr | NO 


SITE 3 IV No eel ee Ne tees etl pee eg ct te Nae ees eu ete ees ese eee te Wen core center ele tee Moores epee ct east oe Mies eee inte I pees secu cose fe en teen ce cremsetse ase ocd: yu ercren sete de sec ws osn ern Suetaun ll seer ee ee ee Wie cies tenes ete alloc pazse: oe etea tells cis ee tants, esees cence ce oe Wien us ata eee call ace eee ctl a oe ett, tlle pe gee cto 


rk | NO 


re | NO 


rk | NO 


i ese ee se ne ee ee ee ee 


MW-66 | 1] 
2 

MW-68 ee a af beet pt ct tM a, ace teat apcetee tH ttt se pty aril eee fae Re geen ees cll ta ce arena lca ey Beye tp eee Pil ete cthc da ae nets tact ee ace tke eggs sess tll at een stg ote ool aa tea ensonee Aip aeet atl eek Soe at cy eacal a tee: cee Senet ae eee tect yegeate etl ss Me 25 9 apes el cette esse py arse let see bec geptrretall ce cents argent tlc ay Seen cena ot lt cevee fcparn tay Me Bes ape tte one lee eeetyte nate tetlll cy eee ag etal! ae 2 ete 
2 

MWw-4 1 


rk | NO 


No 


rk | NO 


272115 


2.434752082 


14.39 


02.86 


11.34 


16.158 


36.608 


9925.43 
17915.43 


8356.69 
27229.34 


1099.59 


1711.73 


4818.8226 
10075.0571 


6425.097 
13433.409 
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TABLE A.3 
ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Groundwater Concentration - Measured or Calculated (ug/L) 


Field PID HAPSITE 


Pressure Pressure 
Corrected Corrected 


Constituent Well ID 
ABS RPD 


SITE 1 1 | 453) | 495] leo] w]e] 
SITE! | Mw-13 [| 1 | 2909 | 30 ne 07: an ns Gc S  S  O ; E  -X.0)7> )  S 
Pe gett lacs aaa pth, -.. 44% | 086 | 1.759 | 0245307066 | 103% _ =| 108% 
__... 2d 2538 264 | 042 18% | BMT deeded ey ttt 209. |___ 0.08 | 58% _ | 58% | 0.04 [| 0.074 |. -1,130635576) 187% || 187% | 
2d 32200 F382 0 | 052 | 48% BM fede de ded 0.9602 | 960. | 0.29) | 98% _ | 9B 014 0] 0.294 -0.532107754) 179% |! 179% 
_... 1d 64.77, | 80 ane ©, a(R a (a (Cn ea | ee en (C(O (| CC) ee 30.104 | 61.437, | 179 | 4% aM 
49.63 35.497 
a 2 2.32 1.270 
1.39 0.983 
__....1 | 9428.61 | A022 ae 2) | 6: <a | en | (ne (| (eC (Ce nee (ene |e (ee 7447.485 |__| 15198.950. | 418 =| -24%_ | 24% 
11508.02 15131.61 5279.657 10774.811 
mMw-4ao fll 
Mw-7l | 2 [| 
SITE 3 MW-65 
Mw-ee6 | 21 6[ 
mMw-es | —iS 
mMw4 [| 1 | 
a es es se cs ses ss Se Sc Ss Se Ses Se 
Bt cea epg ecg st Soest 8 I deel gs 2 tse se ences cll Sen stall kee Bdge cee apr nels rece ce aco eaesiencsperes an sll Sete gtacescscsoasel is eset de aden ceall exc cxepestcs Sowell cxceeeseade cocan tl Sse cyl ege Rb Seas lhesaruat ca tsetse can Se bas egal panty pe aseestencelh steed ae tt salle eh torent ceeds ud pesbe cs aun elias 88.66. | 180.936 | 2.257524199 |___ 112% | | 112% | 
ot 6.36 12.982 1.113326095 145% 145% 
seed tel pep nossa Nn a gay el seen capo cal gSvcn cs cmc tcl cp Sapp tel es eB ys cl eee cates yg pcan eel gc ga eel ate aetna gel eco lina gs is all yom per need nc satel er Sn na conc eace leaped em oa dycpet pa paeserdl ete epaestaameacere tl event 6.36 | 12.982 fs 1.113326095 | | 113% | | 113% | 
ene le 12.08 24.657 1.391940128 
1.153577213 
; 0.505172613 


Sampling 
Date 


NR IR 


rk | NO 


kr | NO 


rk | NO 


re | NO 


kr | NO 


kr | NO 


rk | NO 


rk | NO 
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TABLE A.3 
ALL CALCULATED AND MEASURED GROUNDWATER CONCENTRATIONS: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Groundwater Concentration - Measured or Calculated (ug/L) 


Field PID HAPSITE 


Pressure 
Corrected 


Sampling 
Date 


Pressure 
Corrected 


Constituent Well ID 
ABS RPD 


SITE1 | MW-17A |; 1 |]. 5619 | 61 oO. aD Ne Bee ne ee athe et WN el cl ee de ee ee etl ol et eet ee ee eel ete he ee. 465 | O39 | 140% | 140% | 
SITE1 | Mw-13 |} 1} 93.94 = | 97 oJ | 199 | 81% =| = 81% ]—s—i‘i‘“‘i‘i‘i*dSStC deeded 87-72, | 889800 | 785% | 8H 
Bie es ee ls ene : : p % 094 | 467 | 9166505302 | 166% | 166% 
Ste cc met pe sn ccc rep ec esc acme ee enced etic areuana fase arene nani eda sneeeeeusd Samet omvadlemst dace etlamenamenee anes stad a Se Re EL OC Os DE peadatat 0.025 ___ 71,60894582 | _ 194% ___|___ 194% ___ 
Senet naan (ORES. em SS Bo cet a a ne ec a atte ed eset em ne tl a ep a alg eg Ol eee ace elon 0.14 | 0.222 |. -0.653078937 | 194% | 194% ___ 
Leet oe ee ee tee Se eden lege te ee cee cee eee dees Peele eee eee ae eee tee ala saad ee eres a eet calender ene lee eae paced eee ete eee erent ee alee D797 | 0.763223103 | ee 
sae SITE 3 mMw65 | 1 [J] J fe 
MW-66 | 1]. 
19087.9 21820.4 
Wa re ca ct Hes eet pees etl et ccth coon ca ae tle te AEs eat ee tel ec tect testate sr oblhicureacn nse tt poten tll cock tear ha cera tlhe eee tee Raa secetetllle ce tetera tlh cath meen epesenel eects de es ety taeec last nets chee ssn carter lien ta essen teste neater ob Mica ectn geet cy tect etltcescthcasensecs feecg asacnlll inte to 3Es ce ttcea Nall ee fastest ptespater obllicu ace Veet pe veca and (eh anes pam reny Io dts cae dtoes piste act dates tho anette ener | 
MW4 |. 1 
as a ss SS Se se Se 
; : 0.775044311 
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TABLE A.4 
ALL VAPOR ANALYSES: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


E Icul 
Sample ID Sample Date Analyte Vapor Result 1| Vapor Result 2] Vapor Result 3 Dilution yecee SECU a) EOMNCIEN Gs 
Concentration (w/o Pressure Correction) 


Sampling Method | Analysis Method 


5 
IMW-3A | 5/2/2011 ‘| Vinyl Chloride |_Ext-LengthPVD | FieldGC_ {712 | 690 | 709 | ppmv | |g 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 101 
jow-32 | 4/28/2011 | Vinyl Chloride | —VOA Vial | FieldGC_ | 631 | ppm | gd 
IMW-si_ | 4/25/2011 | __Trichloroethene___—|_—Ext-LengthPVD | FieldGC_{|_—.817_ | 0.983 | ppm |G 
ug/L 
IMwW-2A | 4/27/2011 | Vinyl Chloride | Ext-LengthPVD | FieldGC_ {3.791 | 3.872, | ppm | 8h 
IMW-2A | 4/27/2011 | __1,1-Dichloroethene ___|_Ext-LengthPVD | FieldGC_{|_— 0.976 | 0.914 | ppv | Bg 
IMW-2A | 4/27/2011 | _1,1-Dichloroethene | PVD | FieldGC_ | 0.827 | 0.839 | ppm |g 
IMW-2A | 4/27/2011 | _1,1-Dichloroethene | __—VOAVial_—|_—FieldGC_ | 0.207 | 0.212 ppm | IB 
IMW-2A | 4/27/2011 | Benzene | Ext-LengthPVD | FieldGC_ | 3.836 | 3.812 | ppm | gh 
IMW-2A | 4/27/2011 | Benzene | PVD | Field | 878 | 2692 | ppm | 8d 
IMW-2A | 4/27/2011 |_Benzene | OA Vial | FieldGC_ | 886 | 2.068 | ppm | Od 
IMW-2A | 4/27/2011 | ‘Tetrachloroethene___—|_Ext-LengthPVD | FieldGC_{|__—0.857_—|_ 0.60 | ppm | Ag 
IMW-2A | 4/27/2011 | __Tetrachloroethene | PVD | Field | 0546 | 53 Tt ppm | Oh 
IMW-2A | 4/27/2011 | __Tetrachloroethene | __=—WOAVial_—|_—FieldGC_ | 0.320 | 0.372 ppv | 8g 
IMwW-6 | 4/27/2011 | _1,1-Dichloroethene __|__Ext-LengthPVD | FieldGC {| _— 0.379 | 0.394 | ppm |g 
MwW-6 | 4/27/2011 | _1,1-Dichloroethene | PVD | FieldGC_ | 65 | 600 | ppm | Bg 
IMW-6 | 4/27/2011 | _1,1-Dichloroethene | __—VOAVial__—|_—FieldGC_ | .629 | 0.670 | ppm |g 
IMw-6 | 4/27/2011 | Benzene | Ext-LengthPVD | FieldGC_ {1581 | 604 | ppv | Bg 
Mw-6 | 4272011 | Benzene | PVD | ied GC | 3846 Tet ppm | gh 
IMw-6 | 4/27/2011 | Benzene | —VOA Vial | FieldGC_ | 5.984 | 5.748 ppv | gd 
IMW-6 | 4/27/2011 | __—Trichloroethene___—|_Ext-LengthPVD | FieldGC {| _— 0.622, | 0.646 | ppm | 8B 
Mw-6 | 4/27/2011 | __—Trichloroethene | PVD | FieldGC_ | 346 | 380 ppv | Bg 
IMw-6 | 4/27/2011 | __—Trichloroethene | _——VOAVial_ | Field | 0.755 | 0.746 | ppm | gh 
IMwWw-6 | 4/27/2011 | __Tetrachloroethene __—|_Ext-LengthPVD | FieldGC {1.372 | 1445 | ppv | Sg 
IMW-6 | 4/27/2011 | ___Tetrachloroethene | == PVD | ~FieldGC_ | 1.000 | 0.943 ppm | gl 
Mw-6 | 4/27/2011 | ‘Tetrachloroethene | = VOAVial_— | —FieldGC_ |G =| 70 | ppm | gk 
IMW-13_ | 4/26/2011 | _1,1-Dichloroethene ___|_Ext-LengthPVD | FieldGC_ {1984 | ppm | Th 
IMW-13_ | 4/26/2011 | 1,1-Dichloroethene | PVD | FieldGC_ | 8.690 | 8.644 ppv | gl 
IMw-13 | 4/26/2011 | _1,1-Dichloroethene | __—VOAVial_—|__—FieldGC_ | 2.676 | 2.638 | ppv | 8H 
IMw-13 | 4/26/2011 | Benzene | Ext-LengthPVD | FieldGC_ {| —t898 | ppv | Og 
IMw-13_ | 4/26/2011 | Berwene | PVD | Field GC | 7.769 | 7422 | ppm | 104 ug/L 
IMw-13_ | 4/26/2011 | Benzene | WOA Vial | FieldGC | 4542 | 55 ppm | 5g 
IMw-13 | 4/26/2011 | Trichloroethene___|_Ext-LengthPVD | FieldGC_ {0.769 | Tt ppm | Sh 
IMw-13 | 4/26/2011 | __—Trichloroethene | PVD | FieldGC_ | 5.079 | 5.128 | ppm | 9B gd 
IMWw-13_ | 4/26/2011 | __—Trichloroethene | = VOAVial__—|_—FieldGC_ | 2-192 | 2426 | ppm |g 
IMWw-13 | 4/26/2011 | Tetrachloroethene___——|_Ext-LengthPVD | FieldGC_ {0.870 | ppm | Bg 
IMW-13_ | 4/26/2011 | Tetrachloroethene | PVD | Field | 9.946 | 8.697] ppm | BD 
IMW-13 | 4/26/2011 | __Tetrachloroethene | _=—VOAVial__—|_—FieldGC_ | 4.579 | 4 93 ppv | 8g 
IMw-i5 | 4/26/2011 | Benzene | Ext-LengthPVD | FieldGC_ {0.104 | 0.173 | ppm | 8g 
IMw-is | 4/26/2011 | Benzene | PVD | Field GC | 28 | 3 ppm | tg 
IMw-i5 | 4/26/2011 | Bernwene | OA Vial | FieldGC |. | 9 ppm | gh 
IMw-15 | 4/26/2011 | __Tetrachloroethene___—|_Ext-LengthPVD | FieldGC {0.350 | 0.342 ppmv | 8g 
IMw-i5 | 4/26/2011 | __Tetrachloroethene | PVD | FieldGC | 0.358 | 0.338 | ppm | Oh 
IMw-15 | 4/26/2011 | __Tetrachloroethene | _—sWOAVial__—|__—FieldGC_ | 0.063 | 0.055 | ppv | gd 
ug/L 
ug/L 
ug/L 
Tw 4/27/2011 | __1,1-Dichloroethene ___|__Ext-LengthPVD | FieldGC_{|_—0.962_ | 0.860 | ppm | OT 
Tw | 4/27/2011 | 11-Dichloroethene | PVD | FieldGC_ | .068 | 0.908 | ppm | 8g 
Tw 4/27/2011 | 1,1-Dichloroethene | = VOAVial_—|_—FieldGC_ | 0.375 | 0.334 Tt ppm | GDh 


4/27/2011 Ext-Length PVD Field GC 1.273 0.827 | ppm | 13.9 


= 
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TABLE A.4 
ALL VAPOR ANALYSES: 
Expanded Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Sample ID Sample Date Analyte Vapor Result 1| Vapor Result 2] Vapor Result 3 Dilution Expected. AECUENo) OMGNEN Gs 
Concentration (w/o Pressure Correction) 


Sampling Method | Analysis Method 


Tw 4/27/2011 | Benzene | PVD |S FieldGC | 0.782.722 | ppm | 8g 
Tw 4/27/2011 | Benzene | OA Vial | FieldGC_ | 0.764 | 34 Tt ppm | ld 
Tw 4/27/2011 | __—Trichloroethene___ | Ext-LengthPVD_ | FieldGC_|_—2.436 | 307, | ppm | gh 
Tw 4/27/2011 | ___—Trichloroethene | PVD | FieldGC | 5229 ppm |g 
Tw 4/27/2011 | ___—Trichloroethene | VOAVial_—|_—FieldGC_ | 0.673 | 0578 | ppm | gd 
Tw 4/27/2011 | Tetrachloroethene___—|_Ext-LengthPVD | FieldGC | 4.420, | 2.714 | ppv | 8d 
TW 4/27/2011 | _Tetrachloroethene | PVD | FieldGC | 8.564 | 3.497 | ppm | 8d 
TW | 4/27/2011 | ___Tetrachloroethene | = VOA Vial |_—FieldGC_ | .482_ | 047] ppm | Bg 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ppmv ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
jow-32_ | 5/17/2011 | _VinylChloride | PVD | Field GO| 57.6 | 65.0 | 60.0 S| ppv |S 
jow-32_ | 5/17/2011 | Vinyl Chloride | VOA Vial | FieldGC | 85.5 | 84.2 | 99.0 | ppmv | 195 ug/L 
ug/L 
ug/L 
ug/L 
502 ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
IMW-2A_ | 5/18/2011 | _1,1-Dichloroethene___|_Hass Sampler__| __—FieldGC | 1.37] 2.28 Tt ppm | 
IMW-2A | 5/18/2011 | 1,1-Dichloroethene | PVD | Field GO| .32_ | 36 Tt ppm | 8h 
IMW-2A | 5/18/2011 | 1,1-Dichloroethene | _——VOAVial__—|_—FieldGC_ | 0.207 | 2a | ppm | Huh 
IMW-2A | 5/18/2011 | Benzene | Hass Sampler | __—FieldGC_ | 3.94 | 3.68 | ppm | 9h 
IMW-2A | 5/18/2011 | Benzene | PVD | Field | ta pp | 
IMW-2A | 5/18/2011 | Benzene | OA Vial | FieldGC_ | 92 | 8s ppm |g 
IMW-2A_ | 5/18/2011 | __Trichloroethene___—|_—Hass Sampler_|__—FieldGC_|_——0.481 | 0.409 | ppm |B 
IMw-2A | 5/18/2011 | __—Trichloroethene | = PVD, | Field | 0.489 | 7a Tt ppm |g 
MwA | 5/18/2011 | _Trichloroethene | VOA Vial | Field GC | 0.135 | 6 | ppm | 
IMW-2A | 5/18/2011 | Tetrachloroethene___—|_—-Hass Sampler__|__—FieldGC_|_——0.983_ | 0.608 | ppm | Hh 
IMW-2A | 5/18/2011 | Tetrachloroethene | == PVD | FieldGC | 0.940 | 2 ppm | 89h 
IMW-2A | 5/18/2011 | Tetrachloroethene | = VOAVial__—|_——FieldGC_ | 0.393 | 0.310] ppm | 
IMw-6 | 5/18/2011 | 1,1-Dichloroethene | __Hass Sampler__|__—FieldGC_|_—0.965_ | 40 | ppm |g 
IMw-6 | 5/18/2011 | 1,1-Dichloroethene | PVD | Field || ppm | 8H 
IMw-6 | 5/18/2011 | 1,1-Dichloroethene__ | _——VOAVial_—|__—FieldGC_ | 0.761 | 0.764 Tt ppm | Og 
IMw-6 | 5/18/2011 | Benzene | Hass Sampler | FieldGC | 2.78 | 4.22 ppm | 8B 
IMw-6 | 5/18/2011 | Benzene | PVD | Field | 43 ppm | 
IMw-6 | 5/18/2011 | Benzene | OA Vial | FieldGC | 650 | 62 Tt ppm | Oh 
IMw-6 | 5/18/2011 | __‘Trichloroethene___—|_—-Hass Sampler_|__—FieldGC_ | 0.936_ | 34 | ppm | gh 
IMw-6 | 5/18/2011 | _‘Trichloroethene | PVD, | Field | 0.874 | a | ppm |g 
IMw-6 | 5/18/2011 | __‘Trichloroethene | _——VOAVial_ | _—FieldGC_ | 990 | 08 Tt ppm |g 
Mw-6 | 5/18/2011 | Tetrachloroethene __|_Hass Sampler__| ___—FieldGC | 24 | 58 Tt ppm | 5g 
IMw-6 5/18/2011 | Tetrachloroethene | PVD | Field GC | 2.24 | 69 ppm | 
IMw-6 | 5/18/2011 | Tetrachloroethene | _——VOAVial_ | _——FieldGC_ | 2.00 | 92 Tt ppm |S 
IMWw-13_ | 5/18/2011 | 1,1-Dichloroethene | __Hass Sampler__|__—FieldGC_ | 3.16 | 2.69 | ppm | 
IMw-13_ | 5/18/2011 | 1,1-Dichloroethene | PVD | FieldGC | 637857 Tt ppm |g 
IMWw-13 | 5/18/2011 | 1,1-Dichloroethene | _——VOAVial_ | _——FieldGC_ | 3.38 | 8.56 Tt ppm | 8H 
IMw-13_ | 5/18/2011 | Benzene | Hass Sampler | __—FieldGC | 3.19 | 88 | ppm |g 
IMw-13_ | 5/18/2011 | Benzene | PVD |S FieldGC | 79 | Tt ppm |g 
IMw-13 | 5/18/2011 | Benzene | VOA Vial | Field GC | 4.99 | 5? ppm | Th 
IMW-13_ | 5/18/2011 | _‘Trichloroethene__—|_—Hass Sampler__|__—FieldGC_ | 2.22] to | ppm | 
IMW-13 | 5/18/2011 | __Trichloroethene | PVD | FieldGC | 869 | OT ppm | Gg 
IMw-13_ | 5/18/2011 | __—Trichloroethene | _—=—VOAVial_ i |_—FieldGC_ | 3.04 | 3.01 ppm | OB 
IMw-13_ | 5/18/2011 | Tetrachloroethene___|_Hass Sampler_|__—FieldGC_|_—0.481— | 69 | ppm |g 
IMw-13 | 5/18/2011 | Tetrachloroethene | = PVD | FieldGC | ta | ppm |g 
IMw-13_ | 5/18/2011 | Tetrachloroethene | _——VOAVial__—|_—FieldGC_ | 6.68 | 5.70 | ppm |g 
IMw-is | 5/18/2011 | Benzene | PVD | ied GC | 0.228 | 0.236 | ppm | 
IMw-15 | 5/18/2011 | Benzene | OA Vial | Field | 0.212 | 024 ppm | 
IMw-15 | 5/18/2011 | __—Trichloroethene | = PVD | Field | 74 | 99 | ppm | 
IMw-15 | 5/18/2011 | _‘Trichloroethene | = VOA Vial |_——FieldGC_ | .t68 | 93 | ppm | 
IMw-15 | 5/18/2011 | Tetrachloroethene___|_Hass Sampler_|__—FieldGC_|_——0.1389 | 0.096 | ppv ug/L 
IMW-15 | 5/18/2011 | Tetrachloroethene | PVD | Field | 0.38 | 0.3849 | ppm | 8g 
IMw-15 | 5/18/2011 | _Tetrachloroethene | _—sWOAVial__—|__—FieldGC_{|_—.190 | 79 ppm |B 
IMW-17A_ | 5/18/2011 | 1,1-Dichloroethene | __Hass Sampler__ | FieldGC_ [0.705 | Tp Ph 
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ALL VAPOR ANALYSES: 
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ee eww | ne [sm 
Concentration (w/o Pressure Correction) 
5/18/2011 PVD | FieldGC 22 | 26 ppv 
IMW-17A_ | 5/18/2011 | 1,1-Dichloroethene | ~~ VOAVial | _——FieldGC_ | 0.299 | 0324 ppm | 
IMW-17A_ | 5/18/2011 | Benzene | Hass Sampler | FieldGC_ {0.559 ppm | 8 
IMW-17A_ | 5/18/2011 | Benzene | PVD | Field GC] 0.898 | 926 pm | 8 
IMW-17A_ | 5/18/2011 | Benzene | VOA Vial =| FieldGC | 0.379 | 0390 pm | 
IMW-17A_ | 5/18/2011 | __—Trichloroethene | Hass Sampler |_FieldGC_ | 0.905 | pm | BS 
IMW-17A_ | 5/18/2011 | __—Trichloroethene | PVD | Field | 0.759 | 710 Pt pm | gh 
IMW-17A_ | 5/18/2011 | __—Trichloroethene | ~—VOAVial_~— | _—FieldGC | 0.234 | 0.24 ppm |g 
IMwW-17A_ | 5/18/2011 | _‘Tetrachloroethene ___—'|_—_—-Hass Sampler | __—FieldGC_ | 2.00 | pp | gh 
IMW-17A_ | 5/18/2011 | Tetrachloroethene | PVD | Field | 8.82846 pm | 
IMW-17A_ | 5/18/2011 | ‘Tetrachloroethene | VOAVial_ | FieldGC | 0.925 | 971 ppm J 78g 
TWw-l 5/18/2011 | 1,1-Dichloroethene __|_——Hass Sampler | FieldGC | 2.05 Tat ppm | 8g 
Tw-l 5/18/2011 | 11-Dichloroethene | PVD | Field] ppm | g 
TTw-l 5/18/2011 | 1,1-Dichloroethene | VOAVial_ | FieldGC | 0.525 | 0.622 ppm | 
Tw 5/18/2011 | Benzene | Hass Sampler | FieldGC | 0.895 | or) Pt pm | 8g 
TTw-l 5/18/2011 | Benzene | PVD | Field GOT 02 | toe pp | 
TTw-1 5/18/2011 | Benzene | VA Vial | FieldGC {0.891 | 0.940 ppm | 988 
Tw-l 5/18/2011 | _—Trichloroethene | Hass Sampler |__—FieldGC | 0.572, | 0.623 ppv | 8B 
Twi 5/18/2011 | Trichloroethene | PVD | Field |G | pm | 
Tw-l 5/18/2011 | _Trichloroethene | VOAVial_ | FieldGC | 0.764 | 0.870 pm | 8D 
TTw-l | 5/18/2011 | Tetrachloroethene ___—'|_—_—-Hass Sampler | ___—FieldGC | 0.768 | 718 ppm | 5g 
TTw-l | 5/18/2011 | Tetrachloroethene | = PVD | Field] 433 ppm | 
TTw-l 5/18/2011 | Tetrachloroethene | ~—VOA Vial | FieldGC_ | 78 | co ppm | a lg 
IMW-st_ | 4/26/2011 | 1,1-Dichloroethane | _Ext-LengthPVD | HAPSITE {0.00 | 
IMw-i5 | 4/28/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.15 | | 
IMW-17A_ | 4/28/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.18 | |B 
Twa 4/28/2011 | 1,1-Dichloroethane | 1LTedlarBag | HAPSITE, | 0ST | 
IMW-6 | 4/28/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 77 | EH 
IMW-2A | 4/28/2011 | 1,1-Dichloroethane | 1-LTedlarBag | HAPSITE, | 0.06 | | 
IMW-2A | 4/28/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 1.08 | | 
IMW-6 | 4/28/2011 | 1,1-Dichloroethane | 1-LTedlarBag [| HAPSITE, {1.290 | 
Tw 4/28/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.64 8S 
lOw-26-2 | 4/29/2011 | _1,1-Dichloroethane | 1. TedlarBag | HAPSITE, | 1435, | 
jow-41 | 4/29/2011 | _1,1-Dichloroethane | 1LTedlarBag | HAPSITE | 9.11 | gh coece7] 821 
low-32, | 4/29/2011 | 1,1-Dichloroethane |_—1LTedlarBag | HAPSITE, | 0.65 | 
jow-32 | 4/29/2011 | _1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.26 [| Et et 
low-26-2 | 4/29/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 1.19) | | 
low-68 4/29/2011 | _1,1-Dichloroethane __|_1-LTedlarBag | HAPSITE” {| 3.460 To | 
low-68 | 4/29/2011 | _1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.67, | 
IMw-68 | 5/1/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE | 78.23, [| Tt | 900 P8420 
IMw-4000 | 5/1/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE | 660.36 [| Tt | tS | 2838.00 
IMw-40 | 5/1/2011 | 1,1-Dichloroethane | 1-LTedlarBag | HAPSITE | 46.07, | Tg | P5785 
IMW-X | 5/4/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE | 0.22, | | 
IMW-BO | 5/4/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.05 | | 
MW | 5/4/2011 | _1,1-Dichloroethane | _Ext-LengthPVD | HAPSITE {| _o.66 To | 
IMW-C 5/4/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.14 | 
IMW-3A | 5/4/2011 | 1,1-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.01 | EH 
low-68 | 5/18/2011 | _1,1-Dichloroethane | 1-LTedlarBag | HAPSITE | 22.64 | | 
IMW-68 | 5/18/2011 | _1,1-Dichloroethane __|__Hass Sampler | _—_—HAPSITE | 105.10 | | et 
low-32, | 5/18/2011 | 1,1-Dichloroethane __|_—_Hass Sampler | _——HAPSITE, | 0.38 | | 
IMW-1l | 5/18/2011 | 1,1-Dichloroethane | 1-LTedlarBag | HAPSITE | 132.89 [| Tt | 30751 1830 
IMwW-40_ | 5/18/2011 | _1,1-Dichloroethane _|__Hass Sampler | _-HAPSITE {54.13 Tg | 8336 P2287 
jow-68 5/18/2011 | 1,1-Dichloroethane _|_—_—Hass Sampler | _——HAPSITE, | 06 | | 
IMw-40 | 5/18/2011 | 1,1-Dichloroethane | 1-LTedlarBag | HAPSITE | 80.74 [| tg T8836 287.32 
Twa 5/20/2011 | _1,1-Dichloroethane _|__—Hass Sampler | HAPSITE, | 0.79 | 8D 
IMW-13_ | 5/20/2011 | ___1,1-Dichloroethane __|__—Hass Sampler | _——HAPSITE, | 81 | 
IMW-6 | 5/20/2011 | _1,1-Dichloroethane _|_——Hass Sampler | HAPSITE, |] 14 | | 
IMw-51 | 5/20/2011 | 1,1-Dichloroethane __|_—_Hass Sampler | HAPSITE” | 0.01 | | 
IMW-6 | 5/20/2011 | _1,1-Dichloroethane __|__Hass Sampler__ | _-HAPSITE—{__152.64 [| tg | 86481 82B 
IMw-8 | 5/20/2011 | _1,1-Dichloroethane __|_—_—Hass Sampler | __—HAPSITE | 209.95, [| Tg. | 4138.77778 ug/L 
IMw-65 | 5/20/2011 | _1,1-Dichloroethane __|_—_—Hass Sampler | _—HAPSITE—|_—1118.66_ | | T9096 5000.29 ag 
MW-X | 5/22/2011 | 1,1-Dichloroethane___|__—Hass Sampler | __—HAPSITE, | 0.36 | th ug/L 
IMw-i5 | 4/28/2011 | 1,2-Dichloroethane _|_Ext-LengthPVD | HAPSITE, | 0.00 | | Sg 
Ext-Length PVD CE ee = ug/L 
IMw-6 | 4/28/2011 | 1,2-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.00, | | Hg 
Ext-LengthPVD_ | HAPSITE [0.01 | | gh ug/L 
IMw-6 | 4/28/2011 | 1,2-Dichloroethane |_—1-LTedlarBag | HAPSITE, | 0.01 TT Kg 
TW-1 Ext-LengthPVD | HAPSITE | _—0.01 | ug/L 
low-26-2_ | 4/29/2011 | _1,2-Dichloroethane | 1-LTedlarBag | HAPSITE, | 3.33, | TTP. 
low-41 | 4/29/2011 | _1,2-Dichloroethane | 1-LTedlarBag | HAPSITE | 175.62, | Tk | 3 7cooce7| 2897.76 g/L 
IMW-11 | 5/1/2011 | 1,2-Dichloroethane | 1-LTedlarBag | HAPSITE, | 8.73, | Tp | t900—S |g 
Ext-LengthPVD | HAPSITE, [| 0.85 | gh ug/L 
MWB | 5/4/2011 | 1,2-Dichloroethane___|_Ext-LengthPVD | HAPSITE {0.08 Tg |g | 
Ext-LengthPVD | HAPSITE, [2.95 | ug/L 
IMW-C 5/4/2011 | 1,2-Dichloroethane | Ext-LengthPVD | HAPSITE, | 0.76 | 5g 
Ext-LengthPVD | HAPSITE, [0.01 | th ug/L 
IMW-ll | 5/18/2011 | 1,2-Dichloroethane | 1-LTedlarBag | HAPSITE | 255.26, | | | 80751 SPB 
IMW-4 | 5/18/2011 | 1,2-Dichloroethane _|__Hass Sampler | _——HAPSITE | 6573.28, | TL ug/L 
TWw-l 5/20/2011 | 1,2-Dichloroethane _|_——Hass Sampler | —HAPSITE, | 0.02, | tag 
IMW-13_ | 5/20/2011 | _1,2-Dichloroethane___|_Hass Sampler | __-HAPSITE, {| .01_ Th ug/L 
IMW-65 | 5/20/2011 | _1,2-Dichloroethane___|__—Hass Sampler | _—HAPSITE | 420-11 | Tg | 90976 SP 9095.27 
IMW-F | 5/22/2011 | 1,2-Dichloroethane___|__—Hass Sampler | HAPSITE, | 0.01 | ug/L 
IMW-51_ | 4/26/2011 | _1,1-Dichloroethene | _Ext-LengthPVD | HAPSITE | 0.02, | | 
Ext-LengthPVD | HAPSITE, [0.52 | ug/L 
IMW-17A_ | 4/28/2011 | 1,1-Dichloroethene | Ext-LengthPVD | HAPSITE, | 0.39) TT 8g 
TW-1 | 4/28/2011 | 1,1-Dichloroethene | 1-LTedlarBag | HAPSITE, | 0.21 | Tg ug/L 
IMW-6 | 4/28/2011 | 1,1-Dichloroethene | _ExtLengthPVD | HAPSITE {3.00 J |g 
IMW-2A | 4/28/2011 | _1,1-Dichloroethene _|_1-LTedlarBag | HAPSITE, | 0.05 | Tg ug/L 
IMW-2A | 4/28/2011 | 1,1-Dichloroethene | Ext-LengthPVD | HAPSITE, | 3.29) | TK 
IMW-6 | 4/28/2011 | 1,1-Dichloroethene | 1LTedlarBag | HAPSITE, | 1.27, | ug/L 
Tw 4/28/2011 | 1,1-Dichloroethene | Ext-LengthPVD | HAPSITE, | 2.64 TT 8g 
lOw-26-2_ | 4/29/2011 | _1,1-Dichloroethene | 1-LTedlarBag | HAPSITE, | 6.98 | | 951 ug/L 
low-4i | 4/29/2011 | 11-Dichloroethene | 1-LTedlarBag | HAPSITE, | 9.59 | Ths | 7eoose7| 698g 
low-32_ 4/29/2011 | 1,1-Dichloroethene __|_1-LTedlarBag | HAPSITE, {2.00 To |g 
low-32_ | 4/29/2011 | 1,1-Dichloroethene _|_Ext-LengthPVD | HAPSITE, | 1.04 TT a 9g 
Ext-LengthPVD | HAPSITE, [0.78 | gh ug/L 
IMW-ll | 5/1/2011 | 1,1-Dichloroethene | 1-LTedlarBag | HAPSITE | 107.43, | | T9000 S| 88S 
Ext-LengthPVD | HAPSITE, [2.49 | Th ug/L 
IMW-BO | 5/4/2011 | 1,1-Dichloroethene | Ext-LengthPVD | HAPSITE, | 186) | Pg 
Ext-LengthPVD | HAPSITE, [2.51 | ug/L 
IMW-C | 5/4/2011_| _1,1-Dichloroethene | _-Ext-LengthPVD | HAPSITE, {15200 To Pg 
Ext-LengthPVD | HAPSITE, [2.21 | ug/L 
IMW-53_ | 5/4/2011 | 1,1-Dichloroethene | Ext-LengthPVD | HAPSITE, | 0.01 | 
low-68 5/18/2011 | 1,1-Dichloroethene | 1-LTedlarBag | HAPSITE | 16.34 | TL 951 ug/L 
low-32, | 5/18/2011 | 1,1-Dichloroethene _|__Hass Sampler | HAPSITE, | 0.55 | Tg 
TW-1 | 5/20/2011 | _1,1-Dichloroethene __|__Hass Sampler | —_HAPSITE | 3.48 | TL ug/L 
IMW-13 | 5/20/2011 | _1,1-Dichloroethene __|_—_Hass Sampler | HAPSITE, | 8.72) | Tt Pag 
IMW-6 | 5/20/2011 | _1,1-Dichloroethene___|_Hass Sampler__ | _-HAPSITE, {| 2.94 Tg ug/L 
IMW-51 | 5/20/2011 | _1,1-Dichloroethene___|__-Hass Sampler | —HAPSITE, | 0.06 | Sg 
IMW-53_ | 5/20/2011 | _1,1-Dichloroethene __|__Hass Sampler | HAPSITE, | 2.73, | TL ug/L 
IMW-8 | 5/20/2011 | _1,1-Dichloroethene __|_—_Hass Sampler | HAPSITE, | 45.49 | | 438.77778[ 499 gL 
IMW-65 | 5/20/2011 | _1,1-Dichloroethene___|__Hass Sampler | _——HAPSITE | 849.69, | | ug/L 
IMW-X | 5/22/2011 | 11-Dichloroethene___|_——Hass Sampler | HAPSITE, | 5.21 Pg 
5/22/2011 | _1,1-Dichloroethene | __Hass Sampler | HAPSITE, [2.28] Eg gh 
MW-51 4/26/2011 cis-1,2-Dichloroethene Ext-Length PVD HAPSITE 0.18 ug/L 1 1.08 ug/L 
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IMw-15 | 4/28/2011 |  cis-1,2-Dichloroethene | Ext-LengthPVD | HAPSITE [| 0.51 | Tg | 8G 
ExtLengthPVD |  HAPSITE [| 041 | |g | 
TW-l | 4/28/2011 | cis-1,2-Dichloroethene | _1-LTedlarBag | | HAPSITE | 0.19 | | og | 
IMW-6 | 4/28/2011 | cis-1,2-Dichloroethene | _Ext-LengthPVD | HAPSITE [| 8.86 | Tg | 
IMW-2A | 4/28/2011 | _ cis-1,2-Dichloroethene__|_1-L.TedlarBag | HAPSITE [0.38 | | 8h 
IMW-2A | 4/28/2011 | cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [| _ 7.82, | Tg | 
IMW-6 | 4/28/2011 | __cis-1,2-Dichloroethene | __1-L.TedlarBag_ | HAPSITE —[_—oun71_ |g | HB. 
Tw 4/28/2011 | cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [0.83 | |g 
low-26-2_ | 4/29/2011 |  cis-1,2-Dichloroethene__|__1-LTedlarBag |  HAPSITE [| 18s9_ | Tl | 87g 
jow-41 | 4/29/2011 | cis-1,2-Dichloroethene | __1-LTedlarBag | | HAPSITE [| 7450 | | ls | 317666667] 879.71 | 
jow-32_ | 4/29/2011 | __ cis-1,2-Dichloroethene__|__1-L.TedlarBag_ | HAPSITE [|_0.78 | |S 
jow-32_ | 4/29/2011 | __cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [0.31 | | Hh 
low-26-2_ | 4/29/2011 | __ cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [_ 0.13, | |B 
jow-68_ | 4/29/2011 | __cis-1,2-Dichloroethene | _1-L.TedlarBag_ | HAPSITE —[_—0.07,_ | Tg |B 
low-68 | 4/29/2011 | __cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [0.03 | gh |G gh 
ExtLengthPVD |  HAPSITE, | 7.31 | | tg | ton |B 
IMW-il 5/1/2011 | _cis-1,2-Dichloroethene | __1-LTedlarBag | HAPSITE | 16.93 | | og | 90 | 
IMW-X | 5/4/2011 | __cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [_0.78_ | | 
MWB | 5/4/2011_|___cis-1,2-Dichloroethene__|__Ext-LengthPVD | HAPSITE [| _0.04_ | |g 
IMW-F | 5/4/2011 | _cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [0.25 | | 
IMW-C | 5/4/2011 | __cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [_0.05_ | | 
IMW-3A | 5/4/2011 | ___cis-1,2-Dichloroethene | __Ext-LengthPVD | HAPSITE [0.01 | Tg |g 
low-68_ | 5/18/2011 | cis-1,2-Dichloroethene | __1-LTedlarBag | HAPSITE [90.58 | | || 469.05 gL 
jow-32_ | 5/18/2011 | cis-1,2-Dichloroethene | _Hass Sampler__ | HAPSITE | 0.26 | | og |S 
IMW-11 | 5/18/2011 | cis-1,2-Dichloroethene | __1-L.TedlarBag_ | HAPSITE [| _255.46 | | a | 80751 | 1442 
IMWw-40_ | 5/18/2011 | cis-1,2-Dichloroethene | _1-L.TedlarBag_ | HAPSITE [| _—6448_ | Tg | 8336 | 83.26 
Tw-l | 5/20/2011 | cis-1,2-Dichloroethene | __Hass Sampler__| __-HAPSITE —[_—0.72, | Tg | 
IMW-13_ | 5/20/2011 | __cis-1,2-Dichloroethene | ___Hass Sampler__| __-HAPSITE —[_—2.26 | Tg | BBD 
Mw-6 | 5/20/2011 | cis-1,2-Dichloroethene | _Hass Sampler__| _-HAPSITE [4.21 | Tg | BB. 
IMw-si | 5/20/2011 |  cis-1,2-Dichloroethene | _Hass Sampler__| _-HAPSITE —{|__0.27_ | Tg |g, 
IMW-6_ | 5/20/2011 | cis-1,2-Dichloroethene | _Hass Sampler__| __HAPSITE | 148.13, | | gs | 86481 | 965. 
IMW-65_ | 5/20/2011 | __ cis-1,2-Dichloroethene | __Hass Sampler__|__—-HAPSITE —|_—248.14 | | tg | 9096 S| 67.77 
IMW-X_ | 5/22/2011 | _ cis-1,2-Dichloroethene | __Hass Sampler__ | _-HAPSITE [| _—0.42, | Tg |g 
IMW-51_ | 4/26/2011 | trans-1,2-Dichloroethene | _Ext-LengthPVD | HAPSITE[_0.01_ | Tg | Rg 
IMW-15 | 4/28/2011 | trans-1,2-Dichloroethene | Ext-LengthPVD | HAPSITE [0.03 | Tg |G 
IMW-17A | 4/28/2011 | trans-1,2-Dichloroethene | Ext-LengthPVD | HAPSITE [0.04 | |g 
TW 4/28/2011 | trans-1,2-Dichloroethene | 1-LTedlarBag | HAPSITE [0.06 | | gh 
Mw-6 | 4/28/2011 | trans-1,2-Dichloroethene__| Ext-LengthPVD | HAPSITE | 0.29 | Tg |S 
IMW-2A | 4/28/2011 |  trans-1,2-Dichloroethene | _1-LTedlarBag_ | HAPSITE [_0.03_ | po Gg 
IMW-2A | 4/28/2011 | _trans-1,2-Dichloroethene__| Ext-LengthPVD | HAPSITE[|_0.21 | 
IMW-6 | 4/28/2011 | trans-1,2-Dichloroethene | _1-LTedlarBag_ | HAPSITE [|_0.27_ | 
TW-l_ | 4/28/2011 | trans-1,2-Dichloroethene | Ext-LengthPVD | HAPSITE [| 0.09 | | 
low-26-2_ | 4/29/2011 | trans-1,2-Dichloroethene_| 1-LTedlarBag | HAPSITE | 4.78 | | 
jow-41_ | 4/29/2011 | trans-1,2-Dichloroethene_| 1-LTedlarBag | HAPSITE [| 5.67_ | | 
F ug/L 
ug/L 
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jow-32_ | 4/29/2011 | trans-1,2-Dichloroethene_| 1-LTedlarBag | HAPSITE, | 0.30, | | 
jow-32_ | 4/29/2011 | trans-1,2-Dichloroethene | Ext-LengthPVD | HAPSITE [| __0.24_ | 1 
Jow-26-2_ | 4/29/2011 | _trans-1,2-Dichloroethene__| Ext-LengthPVD | HAPSITE [185 | Tg | 
low-68_ | 4/29/2011 | _ trans-1,2-Dichloroethene | _1-L.TedlarBag_ | HAPSITE [| _0.37_ | | 
low-68 | 4/29/2011 | _ trans-1,2-Dichloroethene | _Ext-LengthPVD | HAPSITE [__ 0.09 | |g 
IMw-68_ | 5/1/2011 | _trans-1,2-Dichloroethene | _Ext-LengthPVD | HAPSITE [167.03 | | gk | 900 | cg 
IMWw-ll | 5/1/2011_| _trans-1,2-Dichloroethene__| _1-LTedlarBag | HAPSITE [50.63 | | | 90 Pg 
IMw-68 | 5/1/2011 | trans-1,2-Dichloroethene_| 1-LTedlarBag | HAPSITE {| 4412, [| |g | 900s |G 
IMW-40_ | 5/1/2011 | _ trans-1,2-Dichloroethene__|__1-L.TedlarBag_ | HAPSITE [6.37 | Tg | tN |S 
IMW-X_ | 5/4/2011 | __ trans-1,2-Dichloroethene__| _Ext-LengthPVD | HAPSITE [458 | Tg | 8h 
MWB | 5/4/2011 |__ trans-1,2-Dichloroethene | _Ext-LengthPVD | HAPSITE [0.12 | | 
MW | 5/4/2011 | _trans-1,2-Dichloroethene | Ext-LengthPVD | HAPSITE [1.17 | Tg |g 
MWC | 5/4/2011 | trans-1,2-Dichloroethene | Ext-LengthPVD | HAPSITE [| 0.26 | |g 
low-68_ | 5/18/2011 | trans-1,2-Dichloroethene | 1-LTedlarBag | HAPSITE [| 9.83 | Tg | 9g 
Mw-68 | 5/18/2011 | trans-1,2-Dichloroethene | Hass Sampler__| —HAPSITE {| __242.75_ | | gh | TA 
jow-32_ | 5/18/2011 | trans-1,2-Dichloroethene | __Hass Sampler__| __-HAPSITE —[__0.24_ | | 
IMW-ll | 5/18/2011 | trans-1,2-Dichloroethene | __1-L.TedlarBag_ | HAPSITE —[_i91.t1 | | 80751 | 
low-68_ | 5/18/2011 | trans-1,2-Dichloroethene | __Hass Sampler__| _-HAPSITE —[__0.27_ | Tg |G 
TWw-l_ | 5/20/2011 | trans-1,2-Dichloroethene | __Hass Sampler__| _-HAPSITE [0.11 | |S 
IMw-13 | 5/20/2011 | trans-1,2-Dichloroethene | __Hass Sampler__| _-HAPSITE [_0.26_ | Tg |g 
IMwW-6 | 5/20/2011 | trans-1,2-Dichloroethene | Hass Sampler__ | _HAPSITE, {| 0.16 | Tg |B gh 
Mw-51 | 5/20/2011 | trans-1,2-Dichloroethene | Hass Sampler__| —-HAPSITE{|_—0.01_ | Tg Pg 
MW-6 | 5/20/2011 | _trans-1,2-Dichloroethene | __Hass Sampler__| _—-HAPSITE {|__— 545.98 | | tg | 848. | 1379.21 ug 
IMW-8 | 5/20/2011 | _trans-1,2-Dichloroethene__| Hass Sampler__|__-HAPSITE {| _— 202.58 | | gh | 438.77778| 505.03 
IMW-65 | 5/20/2011 | trans-1,2-Dichloroethene | Hass Sampler__| _-HAPSITE {| __—1662.88 | | | 9096 S| 4200.64 
IMW-X | 5/22/2011 | trans-1,2-Dichloroethene | _Hass Sampler | _HAPSITE {| 0.93 | Tg |g 
MWw-5si_ | 4/26/2011 | Tetrachloroethene __—|_Ext-LengthPVD | HAPSITE [| 0.01, | |g 
IMw-15 | 4/28/2011 | Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [0.49 | |g 
IMW-17A_ | 4/28/2011 | Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE {1.51 | Tg Pg 
TWw-l | 4/28/2011 | Tetrachloroethene__—|_1-L.TedlarBag_ | HAPSITE, [0.12 | |g 
IMW-6 | 4/28/2011 | Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [5.24 |g | 
IMW-2A | 4/28/2011 | __Tetrachloroethene__—|_1-L.TedlarBag_ | HAPSITE [_— 0.01, |g |g 
IMW-2A | 4/28/2011 | __Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [| 0.55 | |g 
IMW-6 | 4/28/2011 | __Tetrachloroethene __—|_1-LTedlarBag_ |  HAPSITE [| 0.84 | Tg |g 
TW | 4/28/2011 | ___Tetrachloroethene___—|_Ext-LengthPVD | HAPSITE, [65 | Tg |g 
lOw-26-2 | 4/29/2011 | __Tetrachloroethene | 1-LTedlarBag_ | HAPSITE {| 2.35 | Tg | 8g 
low-41_ | 4/29/2011 | __Tetrachloroethene_—|_i-L.TedlarBag_ | HAPSITE [| _0.57_ | gh | 17666667] 70g 
jow-32_ | 4/29/2011 | __Tetrachloroethene__—|_1-L.TedlarBag_ | HAPSITE {0.08 | | Hh 
jow-32_ | 4/29/2011 | __Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [| _0.04_ | | OG 
low-26-2_ | 4/29/2011 | ___Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [0.08 | |g 
jow-68_ | 4/29/2011 | Tetrachloroethene __—|_1-LTedlarBag |  HAPSITE [0.00 | |g 
ExtLengthPVD | HAPSITE | 0.00 | Tg Ph 
IMw-40 {5/1/2011 | Tetrachloroethene | 1-LTedlarBag_ | HAPSITE {| 3.14 | Tg | ton Pg 
IMW-X | 5/4/2011 | __—Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [4.74 | | 
MWB | 5/4/2011_| __—Tetrachloroethene__——|_Ext-LengthPVD | HAPSITE [|_0.07_ | Tg | 
IMW-F | 5/4/2011_| __Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [0.11 | |B gh 
IMW-C_ | 5/4/2011_| __—Tetrachloroethene__—|_Ext-LengthPVD | HAPSITE [_0.07,_ | |g 
IMW-3A | 5/4/2011 | __Tetrachloroethene__——|_Ext-LengthPVD | HAPSITE [0.03 | | 
jow-32 | 5/18/2011 | Tetrachloroethene___—|_Hass Sampler__| _-HAPSITE [| 0.06. | Tg |g 
Twi 5/20/2011 | Tetrachloroethene___—|_—_—Hass Sampler__ | —HAPSITE, {| 1.32, | Tg Pd 0B 
IMW-13_ | 5/20/2011 | __Tetrachloroethene___—|_Hass Sampler__|__—HAPSITE —|_—0.61_ |g |g 
IMW-6 | 5/20/2011 | Tetrachloroethene___—|_—Hass Sampler__| __-HAPSITE —[_— 2.56 | | Oh 
IMW-5i | 5/20/2011 | ___Tetrachloroethene___—|_—Hass Sampler_ | _—HAPSITE, —|_—0.07,_ | |g 
IMW-X_ | 5/22/2011 | Tetrachloroethene___—|_Hass Sampler__| _-HAPSITE [9.58 | |g. 
IMW-F | 5/22/2011 | _Tetrachloroethene___—|_Hass Sampler__| _—-HAPSITE —[_0.04_ | |G gh 
IMw-si | 4/26/2011 | __—Trichloroethene __—|_Ext-LengthPVD | HAPSITE [238 | Tg | gh 
Mw-i5 | 4/28/2011 | _Trichloroethene___|_Ext-LengthPVD | HAPSITE {0.42 | Tg Pg 
IMW-17A_ | 4/28/2011 | __—Trichloroethene____|_Ext-LengthPVD | HAPSITE [|_0.34_ | |B gh 
Tw 4/28/2011 | __—Trichloroethene _—|_1-L.TedlarBag_ | HAPSITE, [0.14 | |B gh 
IMW-6 | 4/28/2011 | __Trichloroethene____|_Ext-LengthPVD | HAPSITE [2.53 | | Th 
IMW-2A | 4/28/2011 | __—Trichloroethene__——|_1-LTedlarBag_ | HAPSITE [0.08 | |G gh 
IMW-2A | 4/28/2011 | __—Trichloroethene___|_Ext-LengthPVD | HAPSITE [|_—0.54_ | | gh 
Mw-6 | 4/28/2011 | ___—Trichloroethene——|_i-LTedlarBag |  HAPSITE | 0.78 | |g 
TWA 4/28/2011 | Trichloroethene___|_Ext-LengthPVD | HAPSITE {1.8 [| Tg Pg 
lOw-26-2_ | 4/29/2011 | ____—Trichloroethene__—|_1-L.TedlarBag_ | HAPSITE [3.05 | || 
jow-41_ | 4/29/2011 | __—Trichloroethene _——|_1-L.TedlarBag_ | HAPSITE [|_19.25 | | 317666667] 40.89 
jow-32 | 4/29/2011 | __—Trichloroethene__—|_1-LTedlarBag_ | HAPSITE, [0.13 | |g 
jow-32_ | 4/29/2011 | __—Trichloroethene____|_Ext-LengthPVD | HAPSITE [| 0.09 |g | Bg 
low-26-2_ | 4/29/2011 | __—Trichloroethene____—|_Ext-LengthPVD | HAPSITE [0.13 | Tg |g 
IMw-68_ | 5/1/2011 | __—Trichloroethene____|_Ext-LengthPVD | HAPSITE, [455 | Tg | ton |g 
IMW-X | 5/4/2011 | Trichloroethene__—|_Ext-LengthPVD | HAPSITE [| 6.62, | Pg 
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cous ven pve vm] | wo 
Concentration (w/o Pressure Correction) 
Ext-LengthPVD | HAPSITE, [0.55 | 
IMW-F | 5/4/2011 | Trichloroethene | Ext-LengthPVD | HAPSITE | 0.34 | | 
IMW-C | 5/4/2011 | __—Trichloroethene i |_Ext-LengthPVD | HAPSITE, {0.10 
IMW-3A_ | 5/4/2011 | __—Trichloroethene | Ext-LengthPVD | HAPSITE, | 0.01 | 
IMW-53_ | 5/4/2011 | _Trichloroethene | Ext-LengthPVD | HAPSITE, | 2.15 | 
low-32, | 5/18/2011 | __—Trichloroethene | Hass Sampler | _—HAPSITE, | 0.0 | 8 
IMW-ll | 5/18/2011 | __Trichloroethene | 1-LTedlarBag | HAPSITE | 84.84 | TL 
Tw-l 5/20/2011 | __—Trichloroethene | Hass Sampler | _—HAPSITE | 0.90 | PT 
IMW-13_ | 5/20/2011 | __—Trichloroethene | Hass Sampler | HAPSITE | 05 | | 
IMw-6 | 5/20/2011 | __Trichloroethene | _—Hass Sampler__ | —_HAPSITE, {0370 | 8 
IMw-51 | 5/20/2011 | ____—Trichloroethene _—|_—Hass Sampler | _—HAPSITE, | 3.95 | | 
IMw-53_ | 5/20/2011 | ____—Trichloroethene | Hass Sampler | _—_—HAPSITE | 404.71 [| gh [37666667] 099.59 
IMw-8 | 5/20/2011 | ___—Trichloroethene | Hass Sampler | HAPSITE, | 955 Tg 438.77778 | 885 
IMW-X | 5/22/2011 | ___Trichloroethene __—|_—Hass Sampler | HAPSITE, | 458 | EH 
IMW-FO | 5/22/2011 | ___—Trichloroethene | Hass Sampler | _—HAPSITE | 0.02, | |S 
IMW-51 | 4/26/2011 | Vinyl Chloride] Ext-LengthPVD | HAPSITE, | 0.06 | | 
IMW-15_ | 4/28/2011 | Vinyl Chloride | Ext-LengthPVD [| HAPSITE {0.05 |S 
IMW-17A_ | 4/28/2011 | Vinyl Chloride | Ext-LengthPVD | HAPSITE, | 0.03, | 
Twa 4/28/2011 | Vinyl Chloride |] 1-LTedlarBag | HAPSITE, | 0.39 | 
IMW-6 | 4/28/2011 | Vinyl Chloride] Ext-LengthPVD | HAPSITE, | 75 
IMW-2A | 4/28/2011 | Vinyl Chloride |e TedlarBag | HAPSITE, | 0.22, | 
IMW-2A | 4/28/2011 | Vinyl Chloride] Ext-LengthPVD | HAPSITE, | 7.63 | 
IMw-6 | 4/28/2011 | Vinyl Chloride | 1-LTedlarBag | HAPSITE, | 169) | 
Tw 4/28/2011 | Vinyl Chloride | Ext-LengthPvD [| HAPSITE {0.08 | 
jow-26-2 | 4/29/2011 | Vinyl Chloride |] 1-LTedlarBag | HAPSITE | 761.97, [| | 80.81 
jow-41 | 4/29/2011 | Vinyl Chloride | 1-L TedlarBag | HAPSITE | 293.06 [| gh 37coee67] 252-4 
jow-32_ | 4/29/2011 | Vinyl Chloride |] 1-LTedlarBag | HAPSITE, | 13.97, | |B 
jow-32_ | 4/29/2011 | Vinyl Chloride | Ext-LengthPVD | HAPSITE, | 7.86 | | 
low-26-2_ | 4/29/2011 | Vinyl Chloride] Ext-LengthPVD | HAPSITE | 106.86 [| | 802] 
low-68 | 4/29/2011 | Vinyl Chloride | 1-LTedlarBag | HAPSITE, | 0.75 | | 
low-68 | 4/29/2011 | Vinyl Chloride | Ext-LengthPVD [| HAPSITE, {0.26 |S 
IMw-68 | 5/1/2011 | Vinyl Chloride] Ext-LengthPVD | HAPSITE | _—617459° [| Tg | 9010S | 3868.20 
IMwW-4000 | 5/1/2011 | Vinyl Chloride] Ext-LengthPVD | HAPSITE | 303613, [| tg | 9010S | 80704 
IMW-ll | 5/1/2011 | Vinyl Chloride | 1-L TedlarBag | HAPSITE | 298.67, [| Tt | 900 P2834 
IMW-68 | 5/1/2011 | Vinyl Chloride | 1-L TedlarBag | HAPSITE | 687.87, [| Tt Tt PTS 
IMw-40 | 5/1/2011 | Vinyl Chloride | 1-LTedlarBag | HAPSITE | 179457, [| Tt | 90S | 507.82 
IMW-BO | 5/4/2011 | Vinyl Chloride | Ext-LengthPVD | HAPSITE | 0.28 | | DT 
MW | 5/4/2011 | Vinyl Chloride | Ext-LengthPVD [| HAPSITE, {7.00 | 
IMW-c | 5/4/2011 | Vinyl Chloride | Ext-LengthPVD | HAPSITE, | 2.28 | | 
IMW-3A | 5/4/2011 | Vinyl Chloride | Ext-LengthPVD | HAPSITE, | 0.29) | 
IMw-53_ | 5/4/2011 | Vinyl Chloride | Ext-LengthPVD | HAPSITE | 0.02, | | 0.02 
low-68 5/18/2011 | Vinyl Chloride | 1-LTedlarBag | HAPSITE | 1803.60, [| | | | 85 1572.80 
IMW-68_ | 5/18/2011 | Vinyl Chloride |_—Hass Sampler | _—_—HAPSITE | 1850.78 [| | Tt | ets |e 
low-32, | 5/18/2011 | Vinyl Chloride |_—Hass Sampler | HAPSITE, | 8.30) | | 8 
IMW-1t | 5/18/2011 | Vinyl Chloride | 1-LTedlarBag [| HAPSITE {| __ 3058.51 [| | tg | 80751 2857-45 
IMw-40_ | 5/18/2011 | Vinyl Chloride |_——Hass Sampler | _——HAPSITE | 4875.16 [| tg T8336 | 5093.35 
low-68 5/18/2011 | Vinyl Chloride | Hass Sampler | HAPSITE, | 2-51 | 
IMw-40_ | 5/18/2011 | Vinyl Chloride | 1-LTedlarBag | HAPSITE | 302255, [| tg | 8336 | 19-44 
IMW-4 5/18/2011 | Vinyl Chloride | Hass Sampler | __—HAPSITE | 1346796 [| | |g | 8641 | 8668.60 
Tw-l 5/20/2011 | Vinyl Chloride | Hass Sampler | HAPSITE, | 0.07, | | 
IMw-13 | 5/20/2011 | Vinyl Chloride | Hass Sampler | HAPSITE, | 0.22, | | 
IMw-6 | 5/20/2011 | Vinyl Chloride |_——Hass Sampler | HAPSITE, {038 | 
IMw-51 | 5/20/2011 | Vinyl Chloride |_——Hass Sampler | HAPSITE, | 0.14 | 
IMw-53_ | 5/20/2011 | Vinyl Chloride | Hass Sampler | HAPSITE, | 4.41 [| gh | coeee7] 
IMw-6 | 5/20/2011 | Vinyl Chloride | Hass Sampler | _——HAPSITE | 11351.32, [| TT | 848 1859.36 
IMW-8 | 5/20/2011 | Vinyl Chloride | Hass Sampler | _——HAPSITE | 2458.57, [| Tk [4138.77778] 2548.85 
IMw-65 | 5/20/2011 | Vinyl Chloride | Hass Sampler | _—_—HAPSITE | 8672130, [| | tt | 0976 S| 0602.58 
IMW-X_ | 5/22/2011 | Vinyl Chloride | Hass Sampler | HAPSITE, | 0.74 | | 
MW-F 5/22/2011 | __-Vinyl Chloride __|__Hass Sampler__ | HAPSITE | 0.04] | sh 
Notes: 


1. Ext-Length PVD: GSI designed vapor sampler consisting of a 5-ft bailer encased in LDPE lay-flat tubing 

2. Haas Sampler: Passive vapor diffusion sampler consisting of a 2.5-ft inflated plastic sampler encased in LDPE lay-flat tubing 

3. PVD: Vapor diffusion sampler constructed from a 40-mL VOA vial sealed in LDPE lay-flat tubing 

4. VOA Vial: Equilibrated headspace vapor sample from a 40-mL VOA vial half-filled with low flow groundwater sample 

5. 1-L Tedlar Bag; Equilibrated headspace vapor sample from high volume Tedlar bag half-filled with low-flow groundwater sample 

6. For each sample, vapor analyses were completed one to three times. The results of all analyses are shown. The average value of all replicate analyses was used to calculate the equivalent groundwater concentration. 
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TABLE A.5 
WELL CHARACTERISTICS AND FIELD MEASUREMENTS: 
Supplemental Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 
Well Information Parameters During Sampling (Event 1) Parameters During Sampling (Event 2) Parameters During Sampling (Event 6) 


Electrical : Dissolved | — Oxidation- : Measured Depth | Electrical ‘| Dissolved © Oxidation- 


‘Measured Total | Measured Depth | | Electrical | Dissolved |  Oxidation- ' Measured Depth : | 
Well! Screen Interval : Depth Date of ‘to Water (ft TOC); Temperature | Condutivity | Oxygen ; Reduction Date of ito Water (ft TOC): Temperature Condutivity | Oxygen | — Reduction Dateof : to Water(ft | Temperature | Condutivity : Oxygen | Reduction Potential 
| Potential (mV) TOC) (degrees C) 


Diameter | (ft BGS) ! (ft TOC) Sampling | (ft TOC) ‘(degrees C) (mS/cm) (mV) 


Potential (mV) Sampling | (degrees C) 


15-Sep-11 | ; . . . : 11-Oct-11 . . . . 18-Jan-12 
15-Sep-11 : : ; : : 11-Oct-11 : : ; : 18-Jan-12 
15-Sep-11 : ; : : : 11-Oct-11 : : ; : 18-Jan-12 
15-Sep-11 : : ; : : 11-Oct-11 , : . 18-Jan-12 
15-Sep-11 ; ; : ; ; : 11-Oct-11 : ; : : 18-Jan-12 
15-Sep-11 : ; : : 11-Oct-11 , : : : 18-Jan-12 
15-Sep-11 | : . : : : 11-Oct-11 : : : : 18-Jan-12 
15-Sep-11 : E : ; : 11-Oct-11 ; : f : 18-Jan-12 


Well Information 


Measured Total Electrical : Dissolved |  Oxidation- | Measured Depth Electrical | Dissolved | Oxidation- ' Measured Depth Electrical Oxidation- 
Well Screen Interval Depth Measured Depth | ‘Temperature Condutivity | Oxygen | Reduction Date of | to Water Temperature Condutivity | Oxygen Reduction Date of : to Water (ft Temperature Condutivity Reduction Potential 
Well ID Diameter 


(ft TOC) to Water (ft TOC); (degrees C) (mS/cm) (mg/L) Potential (mV) Sampling (ft TOC) (degrees C) (mS/cm) (mg/L) Potential (mV) Sampling TOC) (degrees C) 

Site 1 

4-inch . : : 75.4 | 5.85 | 40.8 

2-inch : 8-Feb-12 
8-Feb-12 
8-Feb-12 
8-Feb-12 
8-Feb-12 
8-Feb-12 
8-Feb-12 


Notes: 

1. Not all monitoring wells that are present at each site are included. 

2. Field measurements performed only during events when low-flow purging (either fixed volume or to parameter stability) was part of the specified groundwater monitoring program. 
3. Final parameter values (after purging was completed and groundwater samples were collected) are shown. 

4. Short passive vapor diffusion samplers (PVDs) installed at top, middle, and bottom of screen interval, regardless of depth to water encountered during each individual sampling event. 
5. (*) Estimated value; TOC = Top of Casing 
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TABLE A.6 


MEASURED AND CALCULATED GROUNDWATER CONCENTRATIONS: 
Supplemental Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Groundwater Sampling Method 


Low flow purge to _|Low-flow purge fixed volume| = No Purge, In well mixing 
parameter stability (24 liter) No purge Snap sampling device 
Screen Well 4 
wera] ou | Sei 
Parameter__| Well ID bes) (in) ug/L Log ug/L ug/L Log ug/L. ugh | Logug/ | ug/L. Logugl | ug | Logug/ 
MW-04 1-21 2 I 510000 5.71 “460000 5.66, 
z Zz0000 3am 73000 428 
3 170000 5.23 
a TaI000 326 770000 3a 
5 290000 346 
6 Ta0000 36 790000 3.28 
7 780000 326 160000 5.20 
@ 180000 5.26 
9 20000 34 
10 780000 3.26 
im 450000 565 "360000 556 
2 720000 5.56 500000 5.70 
re DBO 336 270000 5.43 
res 220000 334 
5 350000 554 
MW-08 o-9 z T 70000 500 e700 383 
2 3400 353 3 1.92 
3 1200 3.08 
4 1710 323 4900 369 
5 3000 348 
6 2000 3.30 1300 Eat 
7 20 236 390 259 
8 780 2.89 
9 3600 393 
70 700 3a 
im F200 Tez F700 367 
2 F700 367 B00 3.68 
re 2760 aaa 4500 365 
icy 3700 357 
5 2600 341 
MWw-it 23-33 z I FG000 566 40000 460 
z 13000 aL 70000 400 
3 8000 3.90 
4 5800 376 5300 az 
5 9500 3.58 
6 3600 38 3900 395 
7 13000 IL 14000 415 
@ 71000 04 
9 27000 4a 
10 2000 cen 
i 70000 460 23000 436 
a F000 T66 43000 463 
re T3400 Ee) 17000 423 
icy 30000 56 
% 2000 738 
MWw-0 15-20 7 T 200 Ez) e007 39T 
2 230 236 330 292 
fi) Ta 2a5 
4 BG 184 79 790 
iy T200 308 
6 2100 az 570 276 
7 F600 566 B00 ERI 
a 7500 aie 
L] a0 ERY 
10 5000 370 
im S100 a7 2800 aS 
2 7800 3.89 6400 3.8L 
re 3230 351 1500 3.18 
rcs 4600 366 
F 5 2300 3.36 
Ying Stipa MW-65 1-21 2 T 40000 56a 350000 
T7000 Baa ZA0000 
3 720000 
a TS6OOT ‘OU 
5 240000 3.38 
6 DEOGOT aT ZA0000 Bat 
i 170000 523 190000 5.28 
o TSO00O 3.20 
9 780000 3.26 
10 T5000 3a 
iL 310000 349 260000 340 
370000 3a 250000 5.40 
1s BID000 Bag TIOOOT Bor 
ics 790000 5.28 
1S ‘B40000 BBs 
MW-66 13-18 2 T Ts0000 520 750000 518 
2 ‘98000 499 65000 481 
:] "78000 Ta 
4 68700 a4 82000 451 
‘3 OOO a5 
6 ‘36000 498 77000 489 
7 ERK 67000 Fas 
a 68000 483 
J] 7IO00 ER 
10 ‘66000 482 
i 89000 495 7000 489 
t T7O000 35 Ts0000 Ba 
re 73800 487 55000 474 
i TIOO0T 
rt 110000 5.04 
MWw-68 12-22 2 T 3300 397 3400, 3a2 
2 100 361 2400 3.38 
3 1200 3.08 
4 2830 345 3600 356 
3 3700 357 
6 5000 3.70 7100 3.85 
7 7900 369 5900 377 
a 9600 398 
y T0000 £00 
10 000 3.90 
1 T1000 404 3400 3a2 
2 0000 400 70000 400 
Ts B90 T00 Bio 350 
a TH000 406 
is T7000 Ewa] 
MW-7r o-19 z T 230 236 130 ZL 
z 78 1.89 39 177 
a 50 70 
q aS TAL 0 Zor 
a Ey Tes 
6 79000 469 78000 468 
7 37347 37 35000 asa 
a 30000 495 
EL] ae 
10 66000 482 
i 38000 a4 63000 480 
Le T7682 a5 BS0OT x. 
re T7200 aa 22000 434 
icy 900 EG) 
5 9700 3.99 
Notes: 


1. Analytical results do not i 


\clude field duplicates, Concentrations based on conversion of vapor-phase samples generally represent average of 3 replicate analyses. 


2. Vinyl chloride concentrations are shown; other constituents that may have been present in individual samples (either groundwater or vapor samples) are not shown. 


&9 GSI 


ENVIRONMENTAL 
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MEASURED AND CALCULATED GROUNDWATER CONCENTRATIONS: 
Supplemental Field Program 


TABLE A.6 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


§) GSI 


ENVIRONMENTAL 


Vapor-Based Sampling Method 


PVD Top PVD Middle PVD Bottom PVD Average 
Screen ‘Well carpi 
Interval (ft | Diameter Round Pressure Pressure Pressure Pressure 
Parameter | Well ID bgs) (in) ug. Corrected | Log ug/L. ug/L. Corrected | Logug/. | ug/L Corrected | Logug/L | Corrected_| Log ug/L. 
MW.-04 u-21 2 I 
2 565089 617298 579 496587 ‘600975, 378 473738 629139 5.80 1615804 5.79 
3 489025 534206 5.73 347556 420616 5.62 207064 274987 544 409937 5.61 
4 637683, 696599) 5.84 653113 790405 5.90 581893 TRIM 5.89 753259 5.88 
5 
6 581208 634906 5.80 703316 51161 593 210463 279501 5.45 588523 577 
7 554888 606155, 5.78 674863 816727 591 623389 827880 5.92 750254 5.88 
8 886480 968383, 5.99 889978 1077061 6.03 830500 1102930 6.04 1049458 6.02 
9 542817 592968 5.77 523337 633348, 5.80 498195 661619 5.82 629312, 5.80 
10 
i (668483 730285 5.86 633876 767124 5.88 556927 739617 5.87 7A5662 5.87 
DR 762957 833447 5.92 77BaBa 942130 597 685425 910266 5.96 895281 5.95 
B 72771 788456 5.90 727829 880827 5.94 671581 891881 5.95 853721 5.93 
14 635491 694205 5.84 595724 720952 5.86 531027 705221 5.85 706792 5.85 
15 
MW-08 9-19 2 1 
2 Ta375 14375 a6 a8 4328 364 5816 6753 388 3485 393 
3 3318 3318 352 66 9 1.84 898 1043 3.02 1477 3.17 
4 8495 8495, 3.93 1961 2046 331 8555, 9933 4,00 6825 3.83 
5 
6 D2 272 343 7220, D7, 310 EEE 4913 3.69 2966. 347 
7 BIL Si 271 WD 508 2.70 2596 3014 3.48 1343, 3.13 
a 2620, 2620 Baz 1966 2051 331 2739) 3180 3.50 2617 3A2 
9 4625, 4625 3.67 1880, 1961 3.29 87 1018 3.01 2535 3.40 
10 
ii 10680 10680 4.03 zat 2828 345 1479 i7i7 323 5075 371 
R 19274 19274 4.28 wat 72 3.86 1860 2160 3.33 9551 3.98 
B 20705 20705 4.32 504 526 272 2779 3207 351 8153 3.91 
14 20563 20563 431 1288 1344 313 1571 1824 3.26 7910. 3.90 
i 
MW-il 23-33 z 1 
2 40327 54082 473 39308 57348 476 F338 65179 481 58870 477 
3 40609 54460 474 40156 58584 477 233 66590 4.82 59878 478 
4 26104 35008 454 18321 26729 4.43 aa14 13897 414 25211 4.40 
5 
6 7042 9444 3.98 14931 21783 434 5506 8681 394 13303 412 
7 10514 14100 415 21579 31482 4.50 23028 36209 4.56 27297 4.48 
8 2piaz 37741 4.58 58229 84951 493 23737 37427 457 53373 473 
9 10942 14674 417 50056 73027 4.86 22429 35364 455 41022 461 
10 
it 22798 57396 476 36397 2278 492 3a70a 86253 498 75309 4.88 
TD T7602 104071 5.02 48696 71043 4.85 78376 123578 5.09 99564 5.00 
iB 271 37042 457 64930 94727 4.98 3HA92 85919 4.93 72563 4.86 
14 36146 48475 4.69 57912 84488 493 24725 38985 459 57316 476 
is 
Mw-40 15-20 a T 
2) 3260 3762 358 2537 3040 348 9884 12280 4.09 6361 3.80. 
3 2 313 2.50 @ 74 1.87 31 @ 1.80 150 2.18 
4 261 301 2.48 306 367 2.56 156 194 2.29 287 2.46 
5 
6 TD i iis 3 37 157 a 5 0.70 19 127 
7 @i 717 2.86 7S 809 291 7852 6028 3.78 2518 3.40 
a 1663, 1919 3.28 3349 4013 3.60 33038 41047 461 15660 4.19 
9 944 1089) 3.04 6943 #319 3.92 7943 9869 3.99 6426 3.81 
10 
ii 2699) 305 349 10394 12454 410 11830 14658 417 10089 4.00 
R 2967 3424 3.53 9499 11382 4.06 T6219 20151 4.30 11652 407 
B 3570 5278 372 T0133 12142 4.08 T1407 1472 415 10529 4.02 
a 4937 5698 3.76 7834 9387 397 6749 #385 392 7823 3.89 
‘ iy 
Vinyl Chloride ae RET z T 
2 aS 12 506311 5.70 504950 666081 5a 60310 (661382 5a 611258 579 
3 516019 619831 5.79 728451 960826 5.98 684822 983965, 5.99 854874 5.93 
4 641934 77077 5.89 462260 609720 5.79 534897 768550 5.89 716449 5.86 
5 
6 348595 B75 52 308389) 670564 53 GEE 881270 535 (656853 5.82 
Ed A779 3573117 5.76 359517 738002 5.87 7341 967613 5.99 759577 5.88 
8 503310 604565 5.78 58886 1132869) 6.05 875370 125748 6.10 998394 6.00 
9 375944 451576 5.65 368705 486321 5.69 491661 706428 5.85 548108 5.74 
10 
lt 388888 467124 5.67 328702 433557, 5.64 582225 836552 592 579078 5.76 
R 30526 317138 5.71 522917 689727 5.84 45770 927855 597 711573 5.85 
B “440667 529320 5.72 TBR 625656 5.80 780500 690391 5.a4 615122 5.79 
14 449833 540330 5.73 284108 638538 5.8L 245994 640813, 5.8L 606560 5.78 
15 
MW-66 3-18 2 1 
2 2i0100 241249 5.38 210053 265943, BAD 210084 290735, 5.46 265976 BAD 
3 136800 157082 5.20 97623 123598 5.09 T1889 16453 4.22 99044 5.00 
4 228407 262270 5A2 274281 347261 5.54 246825 341581 553 317037 5.50 
5 
6 ‘1157 104672 5.02 158961 201257 5.30 176729 244575, 5.39 183501 5.26 
7 225089 258460 5.4L 201423, 255017 SAL 225602 312210 5.49 275229, 5.44 
a 241942 277812 5.44 354701 449079) 5.65 29486 594365, 5.77 440418 5.64 
9 100583 115495, 5.06 185479 234831 537 198135 274199 5.44 208175 532 
10 
i 144993 166489 522 160585 208313 531 260078 359921 5.56 243241 5.39 
R 161949 185959 5.27 234698 297146 5.47 263558 364737 5.56 282614 5.45 
B 167047 191806 5.28 175627 222357 5.235 235405 325776 551 246647 5.39 
4 158997 182569 5.26 181986 230408 5.36 229611 31758 5.50 243579 5.39 
15 
MW-68 12-2 2 1 
2 4844 5680 375 3620 4671 367 3593, 5060 370 3137 371 
3 8644 10136 401 BB 6379 3.80 7698 10841 4.08 9118 3.96 
4 10640 1247 4.10 11431 14751 417 10378 14615 416 13947 414 
5 
6 T2613 14790 4i7 9415 12149 408 10976 15457 419 Ta32 415 
7 10562 12385 409 5482 7074 3.85 3457 7685 3.89 9048 3.96 
8 61797 72464 4.86 35134 71146 4.85 B32 70176 4.85 71262 4.85 
9 20752 24334 439 21380 27589 444 22730 32009 451 27978 445 
10 
TT 27631 32400 451 25196 3514 451 25897 36469 456 33794 453 
TD T1790 13825, 44 19392 25024 4.40 27656 38946 459 25932 4aL 
B 30655 35946 4.56 25308 32658 451 30933 43561 4.64 37389 457 
14 2381 27417 444 8635 11143 4.05 11395 16047 421 18202 4.26 
is 
MW-71 9-19 2 1 
2 5888 7050 3.85 a7 6347 392 5109) 7321 386 7573, 3.88 
3 2948 3530, 355 3585 735, 3.87 7046 5798 3.76 5558 374 
4 4974 5956 377 396 521 272 6053 8674 3.94 5050. 3.70 
5 
6 67439 80748 491 72486 95279 498 70024 100344 5.00 92123 496 
7 36970 44266 4.65 238 55695 475 67663 96960 499 65640 4.82 
a 210967 252601 5.40 207867 273380 5.44 204062 292419) 347 272800 5.48 
9 92585 110857 5.04 97507 128238 5.1L 87470 125344 5.10 121479 5.08 
10 
ir 148598 177924 525 148993 195951 529 148479 212769 533 195548 5.29 
DR 97709 116992 5.07 97378 128069 5.1L T7125 24540 439 89867 495 
B 37596 68963 4.84 55278 72700 4.86 36756 81331 491 74331 4.87 
ry 24830 29730 4.47 25220 33169 452 18566 26605 442 29835 447 
iy 
Notes: 


1. Analytical results do not include field duplicates. Concentrations based on conversion of vapor-phase samples generally represent average of 3 replicate analyses. 


2. Vinyl chloride concentrations are shown; other constituents that may have been present in individual samples (either groundwater or vapor samples) are not shown. 
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TABLE A.6 
MEASURED AND CALCULATED GROUNDWATER CONCENTRATIONS: 
Supplemental Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Vapor-Based Sampling Method 


Field Equilibration - Purge| Field Equilibration - Fixed | Field Equilibration - No-| Fit!d Eau! estas Ne 
to Parameter Stability Volume Purge Purge se reali 
levice 
Screen Well : 
Interval (fe |) Diameter ee 
Parameter_| Well ID bgs) (in) ug/L. Log ug/L ug/L Log ug/L ug/L. Log ug/L ug/L Log ug/L 
Mw-04 11-21 2 1 189025 5.28 153496 519 
2 329160 5,52 454428 5.66 
3 (283574 5.45 
4 270452 5.43 58503 477 
J 43611 4.64 
6 
Ed 141222 5.15 123187 5.09 
8 489163 5.69 
9 
10 263478 5.42 
1 286232 5.46 222543 5.35 
12 452865, 5.66 152850 5.18 
13 434220 5.64 160852 5.21 
14 
15 107356 5.03 
MW-08 9-19 2 1 2722 3.43 1813 3.26 
2 3795, 3.58 2731 3.44 
3 1074 3.03 
4 629 2.80 572 2.76 
5 887 2.95 
6 
ia 97 1,99 299 2.48 
8 1796 3.25 
9 
10 11375 4.06 
A 2954 3.47 3054 3.48 
12 2567 341 3478 3.54 
13 4014 3.60 6126 3.79 
14 
15 114 2.06 
MW-1L 23-33, 2 1 15739 4.20 7678 3.89 
2 22189 4.35 3935, 3.59 
Ey 4083 3.61 
4 3050 3.48 281 2.45 
& 1821 3.26 
6 
7 14790 417 4740 3.68 
8 14132 4.15 
9 
10 8596, 3.93 
1 31214 4.49 9455 3.98 
12 25424 441 17393 4.24 
13 23826 4.38 21540 433 
14 
15 4681 3.67 
MW-40 15-20 4 1 1576 3.20 1360, 3.13 
2 143 2.16 505, 2.70 
3 78 1.89 
4 33 1,52 14 1.15 
5 35 1.54 
6 
cs 2877 3.46 273 2.44 
8 290 2.46 
8 
10 969 2.99 
1 4858 3.69 477 2.68 
122 5588 3.75 351 2.55 
13 2526, 3.40 310 2.49 
14 
Q 15 357, 255 
iy not MW-65 11-21 2 T 175522 Bad 137359 34 
2 315548 5,50 (227607 5.36 
3 185035 5.27 
4 265255, 5.42 44741 4.65 
& 1531 3.18 
6 
Ed 232156 5,37 232151 5.37 
8 419909 5.62 
9 
10 226846 5.36 
1 319301 5.50 186918 5.27 
12 235160 5,37 93407 4.97 
13 288224 5.46 152908 5.18 
14 
15 160987 5.21 
MW-66 13-18 2 1 49608 4.70 40021 4.60 
re 112233 5,05 129731 5.11 
3 90846, 4.96 
4 56435, 4.75 15416 4.19 
5 53964 4.73 
6 
7 54052, 473 52859 472 
8 161649 5.21 
9 
10 41290 4.62 
aa 93670 4.97 45322 4.66 
12 131073 5.12 44775, 4.65 
13 111243 5.05 50893, 47. 
14 
15 38381 4.58 
MW-68 12-22 2 1 2542 341 2116 3.33 
2 5765, 3.76 1346 3.13 
a 1149 3.06 
4 1267 3.10 714 2.85 
& 797 2.90 
6 
7 3751 3,57 4647 3.67 
8 31814 4.50 
9 
10 3335, 3.52 
1 13276 4.12 1429 3.16 
12 6450 3.81 1982 3.30 
B 108s a0 4105 3.61 
14 
15 2230 3.35 
MW-71 9-19 2 1 70 1.85 144 2.16 
2 78 1.89 101 2.00 
3 41 1.61 
4 66 1.82 26 141 
5 12 2.05 
6 
7 37347, 457 45558 4.66 
8 128943 5.11 
9 
10 44927 4.65 
A 82052 491 43884 4.64 
12 17682 4.25 20812 4.32 
13 22804 4.36 14449 4.16 
14 
15 1957 3.29 
Notes: 


1. Analytical results do no 


\clude field duplicates. Concentrations based on conversion of vapor-phase samples generally represent average of 3 replicate analyses. 


2. Vinyl chloride concentrations are shown; other constituents that may have been present in individual samples (either groundwater or vapor samples) are not shown. 
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Date Issued: 10-May-13 


ENVIRONMENTAL 


TABLE A.7 
ALL VAPOR ANALYSES: 
Supplemental Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Expected (Calculated) 
Sample ID Sample Date Analyte Sampling Method | Analysis Method Vapor Result 1 Vapor Result 2 Vapor Result 3 crountwater 
Concentration (w/o 
Pressure Correction 


MW-11-PVDTop-GW | 11/30/2011 | Vinyl Chloride Field GC 
Mw-11-PVDMid-GW | 11/30/2011 | Vinyl Chloride | Field GC 
MW-11-PVDBot-GW ' 11/30/2011 | vin 1 Chloride Field GC 

| 11/30/2011 | Field GC 


Rie 


11/30/2011 : Field GC 
11/30/2011 | : |___ Field GC 


12/20/2011 : Vinyl Chloride 
12/20/2011 : Vin 1 Chloride 


MW-8-PVDMid-GWo "2/8/2012 "Vinyl Chloride PVD | Field GC 166 64 en 7: 
MW-8-PVDBot-GW | 2/8/2012. | ‘Vinyl Chloride Field GC 

MW-11-PrePurge-GW | 2/8/2012 | Vinyl Chloride VOA Vial Field GC 
MW-11-PostPurge-GW | 2/8/2012 | Vinyl Chloride VOA Vial Field GC 
| _ 2/8/2012 | _ Vinyl Chloride Field GC 
2/8/2012 | — Vinyl Chloride Field GC 
Vinyl Chloride Field GC 
Field GC 


Rl rei |e 


2/8/2012 | VOA Vial Field GC 
2/8/2012 VOA Vial Field GC 
2/8/2012 | PVD Field GC 
2/8/2012 | Field GC 


MW-71-PVDBot-GW | 2/8/2012 


Job No.: G-3380 ay | Gc S I 


Date Issued: 10-May-13 
ENVIRONMENTAL 


TABLE A.7 
ALL VAPOR ANALYSES: 
Supplemental Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Expected (Calculated) 
Sample ID Sample Date Analyte Sampling Method | Analysis Method Vapor Result 1 Vapor Result 2 Vapor Result 3 aes 
Concentration (w/o 
Pressure Correction 


MW-4-NoPurge-GW | 2/29/2012: — Vinyl Chloride VOA Vial Field GC : | ' 489,163 


Field GC 161 “649 
Field GC i ! 241,942 


MW-8-PVDTop-GW | 3/22/2012 | — Vinyl Chloride Field GC 
MW-8-PVDMid-GW | 3/22/2012 | Vinyl Chloride Field GC 
MW-8-PVDBot-GW | 3/22/2012 | Vinyl Chloride Field GC 


MW-71- *pVDMid. GW 3/22/2012 

MW-71-PVDBot-GW | 3/22/2012 

MW-4-PostMix-GW | 4/17/2012 

MW-8-PostMix-GW | 4/17/2012 

MW-11- FostMi GW 4/17/2012 : : ! 

MW-65- Ose GW | 4/17/2012 : : 5 : 
! | ! ! 1 3 


MW-68- PostMix- GW (| 4/17/2012 | Vin 1 Chloride 


209, 943 
286,232 


9/2/2012 | VOA Vial Field GC 
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5/2/2012 | Field GC 
Vinyl Chloride Field GC 


Vinyl Chloride Field GC 


MW-68- auc -GW | 5/2/2012 : Vinyl Chloride Field GC 
MW-68-PVDTop-GW | 5/2/2012 | Vinyl Chloride | Field GC 


Esp Rae one Sia Rag Se gc ac Me eve ee ES ee 


MW-68-PVDBot-GW | 5/2/2012 | Vinyl Chloride Field GC 
MW-71-PrePurge-GW | 5/2/2012 | Vinyl Chloride Field GC 


Nee ee cyte ee ee ec See vers ee ee 


Job No.: G-3380 ay | G S I 
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ENVIRONMENTAL 
TABLE A.7 
ALL VAPOR ANALYSES: 
Supplemental Field Program 
New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 
Expected (Calculated) 
Sample ID Sample Date Analyte Sampling Method | Analysis Method Vapor Result 1 Vapor Result 2 Vapor Result 3 unit Dilution Teun ae unit 


Concentration (w/o 
Pressure Correction 


MW-71-PostPurge-GW 5/2/2012 |__ Vinyl Chloride | VOAVial | FieldGC 16.221}! 16,652} 15840 Ppmy 2 82,052 (ug/L 
MW-71-PVDTop-GW |..5/2/2012 | Vinyl Chloride} PVD |... Field GO fn 28,747 0} 29484 28,788 i ppmy ) 20148598 Lagi 
MW-71-PVDMid-Gw | 5/2/2012 | Vinyl Chloride} PVD | FieldGC 29,059 28,796 | 29, i ppmy 2 148,993 | ug/L 
MW-71-PVDBot-GW | 5/2/2012: Vinyl Chloride PVD Field GC 29,995 29,224 28,088 | ppmv | 2 148,479 | ug/L 
MW-4-PrePurge-GW __..5/23/2012 | Vinyl Chloride ft VOA Vial [..FiddGC | 6429 6,589 Vee 6,365. ‘eppmy [0152850 [ug/L 
MW-4-PostPurge-GW 5/23/2012 | Vinyl Chloride if VOAVial | FieldGC | 17,726 | 20385 | 19317 ppmy 10 452,865 | ug/L 
MW-4-PVDTop-GW 5/23/2012 | __Vinyl Chloride | PVD | FieldGC | 32,072 | 8871 | 82,808 ppm | 10 762,957 | ug/L 
MW-4-PVDMid-GW | 5/23/2012 | Vinyl Chloride | PVD Field GC 33,319 33,342 32,059 (| ppmv_ | 10 778,484 | ug/L 
MW-4-PVDBot-GW | 8/23/2012 | Vinyl Chloride PVD Field GC 27,839 29,545 29,478 | ppmv_} 10 685,425 | ug/L 
MW-8-PrePurge-GW 5/23/2012; _Vinyl Chloride; VOA Vial FieldGC 1,483 ss 1,399 fae te ‘ppv 3478 ug 
MW-8-PostPurge-GW_ 5/23/2012 Vinyl Chloride | VOA Vial FieldGC 10240 1107 Desai ci a ae ee ee ee 2,567 ugh 
MW-8-PVDTop-GW 5/23/2012 | Vinyl Chloride PVD so le oie ne BUG ate! B78 os 3s! cen 7301 i ae ee Oe ee) ug 
MW-8-PVDMid-GW 5/23/2012 _Vinyl Chloride PVD a! __FieldGC 2872 0}! 2,950 eee 2,877 ppmy 6920. ug 
MW-8-PVDBot-GW + 5/23/2012 | Vinyl Chloride PVD Field GC 740 813 790 ' ppmv 1 1,860 ug/L 
MW-11-PrePurge-GW | _5/23/2012 | _Vinyl Chloride | VOA Vial) FieldGC 6468 7,022 ee 8,089 Sppmy | 173038 ug 
MW-11-PostPurge-GW : 5/23/2012: Vinyl Chloride VOA Vial ! Field GC 10,198 10,657 10,636 : ppmv | 1 25,424 ; ug/L 
MW-11-PVDTop-GW 5/23/2012 Vinyl Chloride | PVD | FieldGC 31,260! 328338 32,180 Ppmvy 77,602 ugh 
MW-11-PVDMid-GW 5/23/2012 | Vinyl Chloride =) PVD i FieldGG Ln a 19,985 1 20,266 hppmy id 48,696 1 ug/L 
MW-11-PVDBot-GW | 5/23/2012 | Vinyl Chloride PVD Field GC 31,961 31,367 33,655 i mv | 1 78,376 ; ug/L 
MW-40-PrePurge-GW 5/23/2012 Vinyl Chloride} VOA Vial | FieldGC 160 149 _—a 132 ppmy 88 1 ug/L 
MW-40-PostPurge-GW 5/23/2012. Vinyl Chloride VOA Vial i FieldGO 0) 2391 2238 2,381 000! ppmy 2 8888 ug/h 
MW-40-PVDTop-GW 5/23/2012 Vinyl Chloride) PVD \FieldGO 1226 a 1,203 —- 1,293 foppmy 2 2,967 ug/L 
MW-40-PVDMid-GW 5/23/2012 Vinyl Chloride | PVD | FieldGC 4,008  eeceeee 4019 3889 | ppmv 9499 gf 
MW-40-PVDBot-GW ' 5/23/2012 | Vinyl Chloride | PVD ! Field GC 6,748 : 6,569 ! 7,029 ' ppmv_: 1 ! 16,219 - ug/L 
MW-65-PrePurge-GW '_ 5/23/2012} Vinyl Chloride] VOA Vial} FieldGC 37489 37,756 | 37,813 ppmy | 93,407 ug 
MW-65-PostPurge-GW | 5/23/2012 | __Vinyl Chloride} VOA Vial | FieldGC 17,947 19,010 obece! 20,020 | ppmy | 5 235,160 ugh 
MW-65-PVDTop-GW 5/23/2012 | Vinyl Chloride} PVD au ..FieldGC 0} 16,630 17,968  essienss 17,541 | Ppmy | 10: 430,526 ugh 
MW-65-PVDMid-Gw | 5/23/2012 | _Vinyl Chloride PVD | |_.FieldGC [2405 21,286 eee 20,958 | ppmy | 10 B22 907 Lug 
MW-65-PVDBot-GW | 5/23/2012 | Vinyl Chloride PVD Field GC 25,981 26,820 25,431 ' ppmv_ ! 10 645,770 ug/L 
MW-66-PrePurge-GW | 5/23/2012 | __Vinyl Chloride | = WOA Vial) FieldGC a 3827 a 3916 oe 44,75 ug/L 
MW-66-PostPurge-GW | 5/23/2012 : Vinyl Chloride !|  VOAVial | Field GC | 10,536 ! 10,922 | 11,510 ' ppmv 5 ! 131,073 ug/L 
MW-66-PVDTop-GW 1 5/23/2012: Vinyl Chloride PVD Field GC 13,704 13,285 13,745 | ppmv |; 5 161,949 ; ug/L 
MW-66-PVDMid-GW __5/23/2012_| Vinyl Chloride) PVD | FieldGC 19,043 20,324 19,665 i Ppmy 234,698 (ug/L 
MW-66-PVDBot-GW | 5/23/2012: Vinyl Chloride | PVD | FieldGC 21,568 ! 22,679 i 22,044 ‘ ppmv > 5, 263,558 - ug/L 
MW-68-PrePurge-GWo 5/23/2012 Vinyl Chloride | VOA Vial | FieldGC 838! = 847 a 798 hppmy 982 1 ug/L 
MW-68-PostPurge-GW oo 5/23/2012 | ___Vinyl Chloride VOAVial i FieldGC 0) 2,742 2,654 2,690 ppmvy 1 640 ug/L 
MW-68-PVDTop-GW 5/23/2012 | __ Vinyl Chloride | PVD | FieldGC 5,080 4939 we 4,767 ‘oppmy 11,790 ug/L 
MW-68-PVDMid-GW 5/23/2012 | __ Vinyl Chloride | PVD) FieldGC 8260 8152 7,908 ppmv 19,392 | ug/L 
MW-68-PVDBot-GW 1 6/23/2012 | Vinyl Chloride PVD Field GC 11,300 12,049 11,335 | ppmv | 1 27,656 (ug/L 
MW-71-PrePurge-GW | 8/23/2012 | Vinyl Chloride VOA Vial Field GC 8,268 8,383 8,420 (| ppmv ! 1 20,812 ' ug/L 
MW-71-PostPurge-GW 5/23/2012; Vinyl Chloride} -VOAVial | FieldGC 6775 Eset! 7142 eee 7,469 \ppmy } 17,682 ug 
MW-71-PVDTop-GW | 5/23/2012 Vinyl Chloride PVD ws i FieldGC E 39,665 39,718 ae 38,478 ppv 97,709 ugh 
MW-71-PVDMid-GW 5/23/2012 Vinyl Chloride) PVD ns eeee Fil GC 38082 eae 39,115. ae 39,648 ppm 97,378. gL 
MW-71-PVDBot-GW | 5/23/2012: Vinyl Chloride | PVD Field GC 6,650 6,130 7,946 mv! 1 17,125 | ug/L 
MW-4-PrePurge-GW oo 6/20/2012 Vinyl Chloride! VOAVial | FieldGC 6162000! 7,455 a! 7 _ppmy | 10 160,852 (ug 
MW-4-PostPurge-GW oo 6/20/2012 Vinyl Chloride} VOA Vial FieldGGC 18,046 18,710 oe 18,175 _Ppmy 1 434,220 ug/L 
MW-4-PVDTop-GW | 6/20/2012 Vinyl Chloride PVD. ae ..HieldGC 30,308 31,053 aS 29,798 ppmy 10 DAT esa ug/L 
MW-4-PVDMid-GW 6/20/2012 ___ Vinyl Chloride} PVD HeldGC 30,726 30,846 2 20 47E _ppmy 10 727,829 ugh 
MW-4-PVDBot-GW | 6/20/2012 | Vinyl Chloride | PVD | FieldGC 26,837 28,498 : 30,166 ‘ppmv | 10 | 671,581 ug/L 
MW-8-PrePurge-GW ~ 6/20/2012 ___ Vinyl Chloride | VOA Vial | FieldGC_ 2,436 = 2,402 2,449 ppmy fd 6126 ug/L 
MW-8-PostPurge-GW 6/20/2012 | __ Vinyl Chloride | VOA Vial | FieldGO 1592 —- 1624 1559 0} ppmy 40d ug/L 
MW-8-PVDTop-GW 6/20/2012 ___ Vinyl Chloride} PVD 1 FieldGC 0) 8.38200 8,170 i 8632 ppmy 20,705 ug/L 
MW-8-PVDMid-GW | 6/20/2012 | Vinyl Chloride PVD | FieldGC 84 eee aie: 2320} ppmy 504 ugh 
MW-8-PVDBot-GW | 6/20/2012 | Vinyl Chloride PVD Field GC 1,028 1,126 1,216 | ppmv | 1 2,779 (ug/L 
MW-11-PrePurge-GW ' 6/20/2012 | Vinyl Chloride VOA Vial Field GC 9,799 7,796 8,687 ' ppmv | 1 21,540 i ug/L 
MW-11-PostPurge-GW ‘6/20/2012 Vinyl Chloride VOA Vial Field GC 9,795 9,530 9,757 | ppmv_ ' 1 23,826 / ug/L 
MW-11-PVDTop-GW | 6/20/2012 |___Vinyl Chloride | PVD na! i FieldGC } 10,489 11,648 gone 11543 as ee en ee 17-72 ug 
MW-11-PVDMid-Gw 6/20/2012 |___Vinyl Chloride PVD W FieldGC 25,8220 26,107 Esa 27,690 | ppmy | dt 649380 ugh 
MW-11-PVDBot-GW ' 6/20/2012: Vinyl Chloride | PVD Field GC 21,196 : 23,431 21,751 | ppmv_! i 54,492 / ug/L 
MW-40-PrePurge-GWo 6/20/2012 | ___ Vinyl Chloride) VOAVial | FieldGC ee arr: a ae 128 ppmy [od ee ug 
MW-40-PostPurge-GW 6/20/2012 |___Vinyl Chloride | VOA Vial | FieldGC a 1078 as 1,052 ppmy | 2526 ug/L 
MW-40-PVDTop-GWo | 6/20/2012 |__ Vinyl Chloride) PVD cud |. FieldGC | LB cindisl aes 1835 a 1931 ppmy fs 4570 1 ug/L 
MW-40-PVDMid-Gw | 6/20/2012 __Vinyl Chloride PVD | | FieldGC | 4116 0 4430 | 3,989 Sppmy | 10133 (ug/L 
MW-40-PVDBot-GW | 6/20/2012 | Vinyl Chloride PVD Field GC 4,644 4,771 4,700 ' ppmv_ | 1 ! 11,407 ug/L 
MW-65-PrePurge-GW 6/20/2012 |__ Vinyl Chloride} VOA Vial) FieldGC 13,003. eee 11817 eae eee i Ppmy 5152908 (ugh 
MW-65-PostPurge-GW 6/20/2012 | Vinyl Chloride | VOA Vial} FieldGC 26575! 22,696 1 23,667 Loppmy 5 288,224 1 ugh 
MW-65-PVDTop-GW | 6/20/2012 Vinyl Chloride |) PVD | FieldGO 36,114 36,086 i 36995 i ppmy Bb 440,667 1 ug/L 
MW-65-PVDMid-GW os. 6/20/2012 |__ Vinyl Chloride} PVD FieldGO 38,896 39898 894d ppmv 474,342 00 ug/h 
MW-65-PVDBot-GW | 6/20/2012 | Vinyl Chloride | PVD Field GC | 40,041 39,592 | 39,393 | ppmv 5 480,500 ug/L 
MW-66-PrePurge-GW "6/20/2012 | __ Vinyl Chloride | -VOA Vial | FieldGC_ 4402 es 4287 4393 0) ppmv 50,893 ug/L 
MW-66-PostPurge-GW oo. — 6/20/2012 Vinyl Chloride) VOA Vial) FieldGC 9227 ae 9,837 eee: 9,502. hePpmy St M248 1 ug/L 
MW-66-PVDTop-GW 6/20/2012 | Vinyl Chloride | PVD ! Field GC ! 13,427 ! 14,096 ! 15,184 ' ppmv_: 5 167,041 ug/L 
MW-66-PVDMid-GW | 6/20/2012 ___Vinyl Chloride | PVD _FieldGC 14,688 14,738 ae 15,466 ‘ppmv } 5 175,627 ug/L 
MW-66-PVDBot-GW ‘6/20/2012: Vinyl Chloride | PVD ! Field GC ! 20,723 : 19,249 | 20,193 ' ppmv_ 5 ; 235,405 ug/L 
MW-68-PrePurge-GW 6/20/2012 |___Vinyl Chloride] VOAVial | FieldGC | 1758 L713 | L744 ppmy 4105 (ug 
MW-68-PostPurge-GW _ 6/20/2012 |___Vinyl Chloride} VOA Vial | FieldGC | 4632 0} 4514 [4688 _ppmy | 10,893 ugh 
MW-68-PVDTop-GW | 6/20/2012 |__Vinyl Chloride | PVD | | FieldGC | 13,589 11,869 P ssceteca 13,440 _ppmy | 30,655 ug/L 
MW-68-PVDMid-Gw | 6/20/2012 |__Vinyl Chloride PVD... | Vo Mid GC fo M68 10,064 Eee 10,769 | ppmvy | ot 25308 (ug 
MW-68-PVDBot-GW | 6/20/2012 | Vinyl Chloride PVD Field GC 12,327 12,902 13,991 ! mv_| 1 ! 30,933 ' ug/L 
MW-71-PrePurge-GW 6/20/2012 __ Vinyl Chloride | VOAVial | FieldGC 6,494 ae 5640 pannes 5,450 ppm fo dF 14,449 ug/L 
MW-71-PostPurge-GW | 6/20/2012 | _Vinyl Chloride | VOA Vial) FieldGC 9,226 = 9,373. a 9172 i Ppmv 22,804 ug/L 
MW-71-PVDTop-GW 6/20/2012 | __ Vinyl Chloride =: PVD FieldGO 23,878 see BOT a 24806 ppm de 57,596) ug/L 
MW-71-PVDMid-GW - 6/20/2012 | Vinyl Chloride PVD FieldGC 22,062 22571 28810 ppmy 55,278 ug/L 
MW-71-PVDBot-GW | 6/20/2012 | Vinyl Chloride PVD Field GC 24,497 22,676 23,086 ' ppmv | 1 56,756 © ug/L 
MW-4-PVDTop-GW 7/12/2012 | Vinyl Chloride | PVD) FieldGC 24,216 | 25538 25,551 ppmv Fo 635,491 ug/L 
MW-4-PVDMid-GW 7/12/2012; Vinyl Chloride} PVD 1 FieldGCO 24,756 2717 1 23,096 ‘ppmv 10 595,724 ug/L 
MW-4-PVDBot-GW - 7/12/2012 | Vinyl Chloride PVD Field GC 20,358 21,055 21,471 ' ppmv |: 10 531,027 i ug/L 
MW-8-PVDTop-GW | 7/12/2012 | Vinyl Chloride PVD Field GC 8,340 7,814 8,027 | ppmv_ : 1 20,563 ' ug/L 
MW-8-PVDMid-GW /_.7/12/2012 | __ Vinyl Chloride} Py. i FieldGC 530 486 ee ee ‘ppv | 1,288 ugh 
MW-8-PVDBot-GW ‘7/12/2012 | Vinyl Chloride | PVD ! FieldGC | 611 : 677 ! 560 ' ppmv | 1 1,571 ug/L 
MW-11-PVDTop-GW | 7/12/2012_|_Vinyl Chloride | PVD | FieldGC 14402 13,760 | 13,699 ppmy | 36,146 ug/L 
MW-11-PVDMid-Gw | 7/12/2012 |_Vinyl Chloride 2 FieldGC | 22,450 22,245 22,367 ppmy | B79 ugh 
MW-11-PVDBot-GW | 7/12/2012 | Vinyl Chloride PVD Field GC 9,337 9,695 9,609 mv ! 1 24,725 ' ug/L 
MW-40-PVDTop-GW 7/12/2012 _Vinyl Chloride PVD _FieldGC 18840. 1979 na. —— 2,044 ppv | 4937 ug 
MW-40-PVDMid-Gw 7/12/2012 Vinyl Chloride NO FieldGC 3,029! 3,060 ees! 3281 ppmvy 7,834 ug/L 
MW-40-PVDBot-GW 7/12/2012: Vinyl Chloride PVD ! Field GC ! 2,620 ! 2,799 ! 2,654 ' ppmv_ | il ! 6,749 ug/L 
MW-65-PVDTop-GW 7/12/2012 |__Vinyl Chloride | PVD | FieldGC 18,718 17,734] 17,870 Ppmv [10 449,833 (ug/L 
MW-65-PVDMid-GW 7/12/2012} Vinyl Chloride | PVD) FieldGC | 19,114 0}! 19,063} 19,688 ppmv 10 484108 ug/L 
MW-65-PVDBot-GW | 7/12/2012 | Vinyl Chloride PVD Field GC 17,817 17,630 17,880 1 ppmv 1 10 i 445,994 | ug/L 


MW-66-PVDTop-GW | 7/12/2012 | Vinyl Chloride PVD Field GC 12,326 12,557 12,586 | ppmv | 5) 158,997 | ug/L 
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Sample ID 


MW-66-PVDMid-GW 
MW-66-PVDBot-GW 
MW-68-PVDTop-GW 
MW-68-PVDMid-GW 
MW-68-PVDBot-GW 


MW-71-PVDBot-GW 
MW-4-PostMix-GW 

MW-8-PostMix-GW 

MW-11-PostMix-GW 
MW-40-PostMix-GW 
MW-65-PostMix-GW 
MW-66-PostMix-GW 
MW-68-PostMix-GW 
MW-71-PostMix-GW 


Notes: 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Sampling Method | Analysis Method Vapor Result 1 Vapor Result 2 Vapor Result 3 


Sample Date 


7/12/2012 
7/12/2012 
7/12/2012 
7/12/2012 
7/12/2012 
7/12/2012 


7/12/2012 
8/1/2012 
8/1/2012 
8/1/2012 
8/1/2012 
8/1/2012 
8/1/2012 
8/1/2012 
8/1/2012 


Analyte 


Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 


Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 
Vinyl Chloride 


VOA Vial 
VOA Vial 
VOA Vial 
VOA Vial 
VOA Vial 
VOA Vial 
VOA Vial 
VOA Vial 


TABLE A.7 


ALL VAPOR ANALYSES: 
Supplemental Field Program 


Field GC 
Field GC 
Field GC 
Field GC 
Field GC 
Field GC 


Field GC 
Field GC 
Field GC 
Field GC 
Field GC 
Field GC 
Field GC 
Field GC 
Field GC 


1. PVD: Vapor diffusion sampler constructed from a 40-mL VOA vial sealed in LDPE lay-flat tubing. Three PVDs were generally installed in each well (top, middle, bottom of screen interval). 
2. VOA Vial: Equilibrated headspace vapor sample from a 40-mL VOA vial half-filled with low flow groundwater sample 


3. For each sample, vapor analyses were completed one to three times. The results of all analyses are shown. The average value of all replicate analyses was used to calculate the equivalent groundwater concentration. 
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Expected (Calculated) 
Groundwater 
Concentration (w/o 
Pressure Correction 
181,986 
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TABLE A.8 
ANOVA RESULTS: 
Supplemental Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


COMPARISON OF VAPOR-PHASE BASED DATA COLLECTED USING FIELD EQUILIBRATION OF GROUNDWATER 


Average CV 


Equilibration Method All Sample Method Comparision 


Equilibration Method w/ No Purge | 0.600 600 

_ Eenhbraon ue w/ PPS i 503 0.091 Not Different 
Equilibration Method w/ Fixed Volume Purge test 558 
Equilibration Method w/ In-Well Mixing | 0.920 920 


Equilibration Vials Method: No Purge w/ Purge to Parameter stability 


Equbbeon Method w/ No Purge a 600 0.470 Not Different 
Equilibration Method w/ PPS 0.503 503 
Equilibration Vials Method: No Purge w/ Fixed Volume Purge 
Pauhbianos Melied w/ No Purge i 600 0.758 Not Different 
Equilibration Method w/ Fixed Volume Purge 0.558 558 


Equilibration Vials Method: No Purge w/ In-Well Mixing 


Equilibration Method w/ No Purge io 600 0.054 Not Different 


Equilibration Method w/ In-Well Mixing | 0.920 920 


COMPARISON OF VAPOR-PHASE BASED DATA COLLECTED USING PVD SAMPLERS AT DIFFERENT DEPTHS 


Average CV 


PVD w/ ALL GW Sample Method Events Combined 


PVD Top f 0.531 531 
PVD Middle er 492 0.908 Not Different 
PVD Bottom ae 531 


PVD w/ Purge to Parameter Stability Events Only 


PVD Top es 488 
PVD Bottom 
PVD w/ Fixed Purge Events Only 


PVD Top ee 512 
PVD Bottom 
PVD Top 
PVD Bottom ae 548 


COMPARISON OF ALL VAPOR-PHASE BASED METHODS 


Average CV 


0.143 Not Different 


PVD w/ Snap Events Only 


COMPARISON OF ALL VAPOR-PHASE BASED METHODS WITH ALL GROUNDWATER METHODS 


Average CV 


0.403 Not Different 


In-well Mixing (VC only) 0.533 
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TABLE A.8 
ANOVA RESULTS: 
Supplemental Field Program 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


COMPARISON OF ALL VAPOR-PHASE BASED METHODS WITH ALL GROUNDWATER METHODS (continued) 


Average CV 


Averaged PVD Method Comparison 


PVD w/ Fixed Average + 545 
PVD w/ Snap Average | 0.536 536 0.902 Not Different 
PVD w/ PPS Average 0.474 


Averaged PVD Method vs. Equilibration Method 


Averaged PVD Method vs. Equilibration Methods and GW Methods 


Averaged PVD Method w/ Fixed vs. Equilibration Method w/ Fixed 


EVD wi Fixed Average aes 244631437) 9941573611 | Not Different 
Equilibration Method w/ Fixed | 0.557575517| 557575917 


Averaged PVD Method w/ PPS vs. Equilibration Method w/ PPS 


PVD w/ PPS Average ea — 
0.847719847 Not Different 


Notes: 


1 


ON DH 


. Single factor ANOVA compared variance (expressed as CV values) associated with each method. 


Significant differences were based on a P-Value of 0.05 or less. ANOVA was completed using Excel statistics package. 


. PVD: Vapor diffusion sampler constructed from a 40-mL VOA vial sealed in LDPE lay-flat tubing. 


Three PVDs were generally installed in each well (top, middle, bottom of screen interval). 
Groundwater concentration was calculated based on vapor-phase concentration. 


. Equilibration method: Equilibrated headspace vapor sample from a 40-mL VOA vial half-filled with low flow groundwater sample. 


Groundwater concentration was calculated based on vapor-phase concentration 


. LF = low-flow groundwater sample collected and sent to commerical lab for direct measurement of groundwater concentration. 

. PPS = low flow groundwater sample collected following purging to parameter stability. 

. Fixed = low flow groundwater sample collected following purge of a fixed volume. 

. Snap = passive groundwater sample collected using Snap Sampler. 

. In-well mixing = low-flow groundwater sample collected following mixing of groundwater within well (without additional purging). 
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0.192 Not Different 


0.486 Not Different 
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TABLE A.9 


Supplemental Field Program 


COMPARISON OF VAPOR-PHASE BASED DATA COLLECTED USING FIELD EQUILIBRATION OF GROUNDWATER 


Equilibration Method Two Sample T Test Paired T Test Wilcoxon Signed Rank Test 


Method 1 Method 2 [Value [Result [ Vale | Reuk [ R | Reuk | —SBas—SSSCS~S~S 


Equilibration Method w/ Fixed Volume Purge Equilibration Method w/ In-Well Mixing 0.101 Not Different 3.297 


PARAMETRIC AND NON-PARAMETRIC TWO-SAMPLE TEST RESULTS: 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


RI/GSI 


ENVIRONMENTAL 


Mixing is more variable than Fixed 


Equilibration Method w/ Fixed Volume Purge Equilibration Method w/ Purge to Parameter Stability 0.743 Not Different -0.470 Not Different [17,19] Not Different aa ee 


Equilibration Method w/ In-Well Mixing Equilibration Method w/ Purge to Parameter Stability 0.058 Not Different* 2.630 3,33 
Equilibration Method w/ In-Well Mixing Equilibration Method w/ No Purge 0.054 Not Different* ae eee ee a ae ee 
Equilibration Method w/ No Purge Not Different 


Equilibration Method w/ Purge to Parameter Stability 


COMPARISON OF VAPOR-PHASE BASED DATA COLLECTED USING PVD SAMPLERS AT DIFFERENT DEPTHS 


PVD Method Two Sample T Test 


Peto SSCS SV Resa Value [Revue 
0.795 
0.813 
0.973 
0.535 
0.835 
0712 
0-781 
0.997 
0.755 
0.675 
0.886 
0.568 
0.642 
0.528 
0.897 
0.965 
0.681 
0.754 


COMPARISON OF ALL VAPOR-PHASE BASED METHODS USING AVERAGED PVD DATA 


Equilibration Method w/ Fixed Volume Purge Equilibration Method w/ No Purge 0.758 Not Different -0.916 Not Different |10,26| Not Different 


Mixing is more Variable than PPS 


-0.205 | Not Different [16,20] NotDiffeent | =  =- |. | 


Paired T Test Wilcoxon Signed Rank Test 


0.493 
0.438 
-0.077 
-1.521 
-0.523 
0.646 
-1.206 
0.008 
0.607 
0.851 
-0.316 
-1.251 
-0.857 
-1.409 
-0.189 
-0.078 
-0.530 
-0.424 


18,18 
17,19|_N 
16,20] Not Different 

8,28 | Not Different 

14,22] Not Different 

10,26] Not Different 

10,26| Not Different 

16,20 
24,12 
13,23 
15,21 
12,24 
14,22 
9,27 
17,19 
15,21 
17,19 
16,20 


PVD Method Two Sample T Test Paired T Test Wilcoxon Signed Rank Test 


Method 1 Method 2 | R [| Result | Bias 
PVD Avg. w/ PPS Equilibration Method w/ PPS 0.607 Not Different 1.238 | Not Different No Difference 


PVD Avg. w/ Fixed Equilibration Method w/ Fixed 0.666 Not Different 0.623 | Not Different ]14,22| NoDiffeence | =  =- | 
PVD Avg. w/ Fixed Equilibration Method w/ NP (before fixed) 0.188 Not Different 1.668 | Not Different*] 8,28 | No Difference a 
PVD Avg. w/ PPS Equilibration Method w/ NP (before PPS) 0.554 Not Different 1.238 | Not Different | 9,27] NoDifference | =  - | 


Notes: 


. Parametric (two-sample and paired t-tests) and non-parametric (Wilcoxson Signed Rank test) methods were used to compare variance (expressed as CV values) associated with each method. Tests were completed using Excel statistics package. 


. PVD: Vapor diffusion sampler constructed from a 40-mL VOA vial sealed in LDPE lay-flat tubing. Three PVDs were generally installed in each well (top, middle, bottom of screen interval). Groundwater concentration was calculated based on vapor-phase concentration. 


. Equilibration method: Equilibrated headspace vapor sample from a 40-mL VOA vial half-filled with low flow groundwater sample. Groundwater concentration was calculated based on vapor-phase concentration. 


. LF = low-flow groundwater sample collected and sent to commerical lab for direct measurement of groundwater concentration. 


. Fixed = low flow groundwater sample collected following purge of a fixed volume. 
. Snap = passive groundwater sample collected using Snap Sampler. 


. In-well mixing = low-flow groundwater sample collected following mixing of groundwater within well (without additional purging). 


1 
2 
3 
4 
5. PPS = low flow groundwater sample collected following purging to parameter stability. 
6 
7 
8 
9 


. n=8 for Fixed, Mixing, PPS n=16 for NP 
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TABLE A.10 


COST MODEL AND RESULTS: 
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ENVIRONMENTAL 


New Cost-Effective Method for Long-Term Groundwater Monitoring Programs, SERDP ER-1601 


Labor Hourly Rates 


# of Wells Sampled at each Sampling Event 
Total number of Sampling Events 

Duplicate GW Samples %: 

# of PVD Samples Per Well: 

# of Passive Diffusion Bags per Well: 

# of GW Samples per Well (Multil-Level MW): 
Time for each GC analysis (min): 

Max expected GC analysis time (min/8-hrs): 
Travel Time to Site (1-way: hrs): 

Max # of Wells Instrumented (per 8-hrs): 
Max Number of Wells Sampled (per 8-hrs): 


Sampler Installation Days eeaiied 
Sampling Days Required: 

GC replicate analyses per PVD sampler: 
Total GC analysis time per well (min): 

Max Number of Wells Sampled (per 8-hrs): 
GW Dups Collected: 

Purge Water Generated (gals): 


Technology type= 

Travel option= 

GC vs. Lab= 

# of samples per location= 


Vapor-Based Vapor-Based Vapor-Based Vapor-Based 
In Town Out of Town In Town Out of Town 
GC ae GC oe GC pe GC pes 


ESGH II 

ESGH II 

ESGH I 
Tech 


*will vary based on VOCs monitored 


*assumes 6-hour continuous analysis 


*jinstallation of PVD sampling assembly ~2 weeks before first sampling event; incorporated at end of subsequent sampling events 


*Calculated below if "-" 


*duplicate recommended for routine monitoring 


*Assumes dups rounded to nearest sample #; i.e. 0-14 samples = 1 dup, 15-24 samples = 2 dups, 25-34 samples = 3 dups 


*Assumed 2-gallons per well for Low-Flow and 0.5 gallon for Passive Diffusion Bags 


SCENARIO 1 SCENARIO 2 SCENARIO 3 SCENARIO 4 SCENARIO 5 SCENARIO 6 SCENARIO 7 SCENARIO 8 SCENARIO 9 


Low-Flow GW Low-Flow GW Vapor-Based 


Passive Diffusion Bag GW Low-Flow GW 
In Town Out of Town In Town In Town In Town 
ech aka GC a ae aa ee 


COST ELEMENT | (| ||| DATA TRACKED 


TASK 1. Preparation and Sample Collection 


Project management (Sup. ESGH and ESGH III) 
Sampler Assembly (ESGH III) 

Well Assemply Prep (ESGH III) 

Procure Materials (Tech) 

Installation Mobilization/Demobilization (Tech) 
Sampler Material ($2 per PVD or $20 per PDB) 


Low-flow sampling equipment 
Level D PPE 
Purge Water Management 
Field Vehicle 
Sampler Assembly Installation (Tech) 
Sampling Mobilization/Demobilization 
ESGH II 
ESGH I 
Tech 
On-Site Sample Collection (ESGH II) 
ESGH II 
ESGH I 
Tech 
Travel (ESGH IID 
Per Diem (ESGH IID 
Waste disposal 
Miscellaneous costs 


$1,140 |Labor 
$0 |Airfare, per diem, etc. 
$0 |Material cost 


$6,000 


$13,000 
$0 : 
$5,700 $5,700 $0 ; $15,000 


$0 $0 $52,000 $0 
$27,360 $27,360 $72,000 
$22,800 $22,800 $60,000 

$22,500 

$15,200 

$1,200 


Task 1 Total $53,850 $69,515 $53,850 $69,515 $77,210 $115,910 $114,415 $56,440 $204,540 Po 
| 


TASK 2. Sample Analysis P| 
Project management 
GC rental $20,000 
GC Purchase 
Calibration Gas 
Carrier Gas 

$123,875 $123,875 

$1,655 $4,955 

Miscellaneous costs $3,000 $5,000 
TASK 2 Total $11,440 $17,440 $37,640 $48,140 $44,515 $47,170 $24,640 $129,670 $134970| 
a ——————O—O—O—E—E—E—E—— —E—Eeeeee 
TASK 3. Data Management and Reporting ge 2: 


Project management : ; ; ; ; , : $1,140 
Data Analysis (ESGH III) $6,500 $6,500 $6,500 $6,500 $6,500 $6,500 $19,500 $19,500 
Data Table/Letter Report (ESGH I, ID) $5,340 $5,340 $5,340 $5,340 $5,340 $5,340 $5,340 $14,340 
Miscellaneous costs $1,000 $1,000 $1,000 $1,000 $1,000 $1,000 $1,000 $2,000 


$1,140 |Labor 
$19,500 
$14,340 


$5,000 
TASK 3 Total $13,980 $13,980 $13,980 $13,980 $13,980 $13,980 $26,980 $36,980 $3980 ss 
SS -»—>™-’m]™7"”3™@—™7t}jJ™=>$2—"2 EES —— EE iTtITON?TTDw6»T_pepumm™]}TYT_T_THTFOHo 2.-2-[222-—=-=—=—=— ——[[aa—e—————————————————————— ee 


CONTINGENCY (15%) $11,891 $15,140 $15,821 $19,745 $20,356 $26,559 $24,905 $33,464 $56,924 
TOTAL COST $91,161 $116,075 $121,291 $151,380 $156,061 $203,619 $190,940 $256,554 $436,414 
COST PER WELL LOCATION $304 $387 $404 $505 $520 $679 $636 $855 $1,455 
COST PER SAMPLE $304 $387 $404 $505 $473 $617 $212 $259 $441 


Vapor-based GW sampling using passive vapor diffusion (PVD) samplers: 
Scenario 1: in town and GC rental 
Scenario 2: out of town and GC rental 
Scenario 3: in town and GC purchase 
Scenario 4: out of town and GC purchase 


Alternative Technology scenarios (conventional low-flow GW sampling): 
Scenario 5: in town 
Scenario 6: out of town 


Multi-level sampling scenarios (all in town): 
Scenario 7: 5 samples per location using passive vapor diffusin (PVD) samplers (vapor) 
Scenario 8: 5 samples per location using passive diffusion bag (PDB) samplers (groundwater) 
Scenario 9: 5 samples per location using low-flow groundwater from multi-level monitoring well network 
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COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Expanded Field Program 
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FIGURE A.2 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Expanded Field Program 
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FIGURE A.2 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Expanded Field Program 
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FIGURE A.3 
COMPARISON OF INDIVIDUAL VAPOR-PHASE-BASED SAMPLING METHODS 
USING LINEAR REGRESSION: 
Expanded Field Program 
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FIGURE A.4 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Supplemental Field Program 
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Field Equilibration of Low-Flow Groundwater (vapor analysis) to No-Purge Groundwater. 
Regression includes all events when groundwater samples were collected without purging. 
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Field Equilibration of Low-Flow Groundwater (vapor analysis) to Post-Purge Groundwater. 
Regression includes only events when fixed volume purge was performed. 
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FIGURE A.4 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Supplemental Field Program 
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Field Equilibration of Low-Flow Groundwater (vapor analysis) to Post-Purge Groundwater. 
Regression includes only events when purge to parameter stability (PPS) was performed. 
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Field Equilibration of Low-Flow Groundwater (vapor analysis) to Groundwater Collected 
following In-Well Mixing. 
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COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 


Supplemental Field Program 


(a) PVD installed at bottom of (c) PVD installed at top of screened 
screened interval 


from Vapor Sample (ug/L) 


Log GW Concentration Calculated 


0 1 


Log GW Concentration Measured in Low- 
Flow Sample (pg/L) 


PVD installed at middle of 
screened interval 


— 
iF 
~~ 


from Vapor Sample (ug/L) 


Log GW Concentration Calculated 


5 6 0 


from Vapor Sample (pg/L) 


Log GW Concentration Calculated 


0 1 


5 6 


Log GW Concentration Measured in Low- 


Flow Sample (pg/L) 


interval 


2 3 4 5 6 


Log GW Concentration Measured in Low- 


Flow Sample (pg/L) 


PVD Samplers installed at bottom, middle, and top of well screen interval (vapor analysis) to No- 
Purge Groundwater. Regression includes all events when groundwater samples were collected 


without purging. 
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FIGURE A.4 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Supplemental Field Program 
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PVD Samplers installed at bottom, middle, and top of well screen interval (vapor analysis) to 
Post-Purge Groundwater. Regression includes only events when fixed volume purge was 
performed. 
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FIGURE A.4 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Supplemental Field Program 
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PVD Samplers installed at bottom, middle, and top of well screen interval (vapor analysis) to 
Post-Purge Groundwater. Regression includes only events when purge to parameter stability 
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FIGURE A.4 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Supplemental Field Program 
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PVD Samplers installed at bottom, middle, and top of well screen interval (vapor analysis) to 
Groundwater Collected using Snap samplers. 


SERDP ER-1601 Figure A.4 Final Report 


May 2013 ay | G S I 


ENVIRONMENTAL 


FIGURE A.4 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Supplemental Field Program 
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Averaged Concentrations from PVD Samplers installed at bottom, middle, and top of well screen 
interval (vapor analysis) to No-Purge Groundwater. Regression includes all events when 
groundwater samples were collected without purging. 
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Averaged Concentrations from PVD Samplers installed at bottom, middle, and top of well screen 
interval (vapor analysis) to Post-Purge Groundwater. Regression includes only events when fixed 
volume purge was performed. 
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FIGURE A.4 
COMPARISON OF VAPOR-PHASE-BASED SAMPLING METHODS AND 
GROUNDWATER SAMPLING METHODS USING LINEAR REGRESSION: 
Supplemental Field Program 


from Vapor Sample (yg/L) 


Log GW Concentration Calculated 


0 1 2 3 4 5 6 


Log GW Concentration Measured in Low- 
Flow Sample (pg/L) 


Averaged Concentrations from PVD Samplers installed at bottom, middle, and top of well screen 
interval (vapor analysis) to Post-Purge Groundwater. Regression includes only events when purge 
to parameter stability (PPS) was performed. 
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Averaged Concentrations from PVD Samplers installed at bottom, middle, and top of well screen 
interval (vapor analysis) to Groundwater Collected using Snap samplers. 
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APPENDIX C: OTHER SUPPORTING MATERIALS 


User's Manual 
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INTRODUCTION 


The overall objective of the SERDP ER-1601 research project was to evaluate the utility of on- 
site analysis of well headspace and other vapor-phase samples as an alternative to off-site 
analysis of groundwater samples. The opportunity for significant cost savings exists if 
alternative long-term monitoring approaches are developed that can reduce the number of steps 
in traditional sampling programs by making use of improved knowledge and technologies for 
sample analysis. 


This User’s Manual was prepared by the principal investigators for this project (GSI 
Environmental Inc., Houston, Texas) to provide concise guidance on how to use vapor-phase 
based methods for groundwater monitoring. The focus is on methods that were developed and/or 
tested as part of this project; the principal investigators realize that there may be other (perhaps 
similar) vapor-phase based approaches that are not included in this manual. All of the sampling 
and analysis methods described in this manual use commercially-available equipment or can be 
fabricated easily using readily-procurable material. 


The User’s Manual is organized in the following manner: 


e Project Overview 
e Sampling Methods 
e Analytical Methods 
e Calculating Groundwater Concentrations from Vapor Concentrations 
1) Select a Vapor Sampling Method (2) Select an Analytical Method 


. “Short” Passive Vapor Diffusion Sampler 

. Extended-Length Passive Vapor Diffusion Sampler A. Field Gas Chromatograph 
. Balloon Passive Vapor Diffusion Sampler B. PID 

. Direct Headspace Sampl ing C. HAPSITE 

. Field Equilibration of Groundwater 


> Equilibrium 
3) Convert Vapor Partitioning 
Measurement to Calculation 
Groundwater 


Concentration 


Figure 1. Technical Approach for Vapor-Phase Based Groundwater Monitoring 
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PROJECT OVERVIEW 


Currently, groundwater monitoring programs employed by the DoD (and most non-federal 
stakeholders) rely heavily on 25 to 30-year old techniques, and must go through multiple steps of 
collection, handling, lab analysis, and data transfer before the results reach the intended 
audience. The development of reliable vapor-phase-based monitoring approaches is designed to 
aid the DoD with several key goals in long-term monitoring optimization. First, it entails a less 
cost and time-intensive method for analyzing specific contaminants of concern, including all 
chlorinated hydrocarbons. Further, it can utilize inexpensive and cost-effective tools during the 
data collection process. Finally, it represents a simple approach that would be easy to implement 
at a majority of DoD sites nationwide. All of these factors work to significantly reduce the cost 
liabilities associated with groundwater monitoring while providing a more sustainable long-term 
approach. 


The principle driving this research is that the VOC concentration measured in a vapor-phase 
sample that is in equilibrium with affected groundwater can be used to accurately determine the 
VOC concentration in the associated groundwater at or below MCLs. Two key hypotheses were 
developed to support this principle: (1) Portable vapor-phase monitoring instruments can be 
used to accurately determine VOC concentrations in water under equilibrium conditions; (2) In- 
well mixing is sufficient in some or all groundwater monitoring wells to establish equilibrium 
partitioning conditions between affected groundwater and in-well headspace vapors. 


To test these hypotheses and validate the use of in-field vapor-phase groundwater monitoring 
techniques, the specific technical objectives of the project were as follows: 


1. Validate the use of field-portable vapor phase monitoring equipment to determine VOC 
concentration in water samples by conducting a detailed laboratory study. 

2. Evaluate several different sampling methods to obtain vapor-phase samples in 
equilibrium with groundwater at the monitoring well. 

3. Evaluate the accuracy, precision, and sensitivity of field-based, vapor-phase groundwater 
monitoring compared to existing groundwater monitoring technologies. 

4. Identify conditions where equilibrium partitioning occurs between groundwater and well 
head space vapors by performing statistical evaluations of the contribution of a variety of 
aquifer and well construction characteristics to sampling variability. 

5. Develop practical guidelines for the selection of appropriate vapor-phase groundwater 
monitoring strategies for various settings and applications (aquifer type, detection 
monitoring programs, natural attenuation monitoring programs, etc.), including cost- 
effectiveness. 


Data to address these objectives were collected through a series of testing programs, consisting 
of: i) a laboratory-based study to validate analytical equipment and to identify promising 
methods; ii) three distinct phases of field-based studies (preliminary, expanded, and 
supplemental) to test various sampling and collection methods and to examine design and well- 
specific factors that influenced performance; and 111) a combined modeling-field study that 
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focused on the influence of seasonal temperature gradients on vertical stratification of 
concentration within monitoring wells. 


The findings (described fully in the SERDP ER-1601 final report) demonstrate that, collectively, 
the project met all of the stated objectives. Of the original hypotheses, the first hypothesis—that 
portable vapor-phase monitoring instruments can be used to accurately determine VOC 
concentrations in water under equilibrium conditions—was validated by the project findings. 
However, the second hypothesis—that in-well mixing occurs at a high enough frequency to merit 
the use of headspace sampling—was not entirely validated by the project data. Instead, 
submerged passive samplers, or an alternative field equilibration method, were demonstrated to 
be the most appropriate vapor-phase-based methods in most cases. Headspace sampling should 
be considered a more niche application. 


These approaches can be tailored for sites where a typical flow-weighted average concentration 
is desired, or for sites where depth-discrete concentration data are preferred. Any monitoring 
program that incorporates vapor-phase monitoring should be designed to address whichever of 
these objectives are appropriate for a given site and monitoring period. For example, the results 
of the temperature study demonstrated thattemperature gradients within wells can induce mixing 
or favor stratification, and the prevalent condition depends on the climate, season, and the depth 
of the well. Shallow wells are much more prone to these temperature effects, while they may be 
minimal in deeper wells (greater than approximately 15 to 20 m bgs). 
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SAMPLING METHODS 


Five different sampling methods were tested as part of this project. The following tables provide 
an overview of each method, information on deployment, and the relative pros and cons. 


1. SHORT PASSIVE VAPOR DIFFUSION (PVD) SAMPLER 


Diffusion and equilibrium partitioning 


How to Deploy and 
Sample 


Period of Deployment 


Advantages 


Disadvantages 


The short PVD samplers (based on an earlier USGS design (2002)) are gas-filled containers 
wrapped in a semi-permeable membrane that are submerged within an aqueous phase. Vapor- 
phase contaminants are quantified following equilibrium partitioning of contaminants that 
diffuse across the water-tight but gas permeable membrane that covers the opening of the 
containers. The short PVD samplers consist of an uncapped 40-mL VOA vial enclosed in an 
inner layer of heat-sealed lay-flat low-density polyethylene (LDPE). A second protective layer 
of heat-sealed LDPE should also be used as a protective layer for the sampler. During sampler 
preparation, care should be taken to evacuate air from inside of both layers to the extent 
possible. 


Deployment of the short PVD in groundwater monitoring wells can use either single depth or 
multi-level configurations. For single PVD installations, the sampler would typically be placed 
at a depth corresponding to the middle of the monitoring well screen. For multi-level 
deployment, the samplers can be installed at depth intervals of interest (e.g., top, middle, and/or 
bottom of the well screens). Sampler installation involves attaching a nylon string to a well cap 
and securing the PVD(s) to this string with standard 4” cable ties (“zip-ties”) at pre-determined 
depth targeting the monitoring well screen zone. To prevent the samplers from floating up to 
the water surface within the well, fisherman weight sinkers should be attached to the bottom of 
the nylon string (approximately 100 g was used at each well during SERDP ER-1601). 
Following installation, the PVD samplers equilibrate for a period of several weeks, after which 
they are collected by opening the well cap and slowly retrieving the nylon string to the surface. 
After retrieval of the PVD samplers from the wells, the outer protective LDPE membrane is 
removed and a Teflon-septa cap is placed on the vial neck over the inner LDPE diffusion 
membrane. This approach ensures that the vapor contents of the sampler are not compromised 
during retrieval (outer membrane) and that no dilution with ambient air occurs during the 
preparation of the sampler for analyses (inner membrane). Vapor samples are then collected 
into a gas-tight syringe by puncturing the Teflon-septa cap for on-site analysis. 


1 — 4 weeks to allow equilibration (shorter times may be justifiable based on site-specific tests 
and detailed calculations) 


New samplers can be installed immediately after analyzing previous set of samplers 


Robust and not prone to failure 
Simple and cheap to construct using readily-available materials 
Small — can be installed at multiple depths within the same well 


Relatively accurate and precise 


Time required for equilibration 


One extra mobilization is required at start of monitoring program to install first set of samplers 
(new samplers can be installed during subsequent monitoring events) 


Small sample volume (40-mL) may limit type of analytical equipment that can be used to 
analyze sample 


Small cross-sectional area for diffusion increases required equilibration time (only the vial 
opening allows diffusion across the membrane) 
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1. SHORT PASSIVE VAPOR DIFFUSION (PVD) SAMPLER (continued) 


Relative Capital Costs per | Minimal (< $5; excluding one-time purchase of weights and heat sealer) 
Sampler 


Reusable? Partially (LDPE membranes need replacement after each deployment and sampling) 


Primary Applications Multi-level sampling (for vertical delineation of concentrations) 


Replacement for water-based passive samplers (for rapid on-site results) 


Complement and/or replace low-flow groundwater sampling (optimal deployed at middle of 
well screen), particularly in wells that are well-mixed or have uniform vertical concentration 
profiles 


Sites where waste minimization is a priority 


A. Short PVD sampler components include a 40-mL B. Each 40-ml vial is encased in an inner layer of 
vial and lay-flat LDPE membrane tubing. LDPE tubing and heat sealed. 


C. Excess LDPE tubing length is cut off once the | D. The sampler is encased in a second layer of LDPE 
sampler is sealed inside the first layer of LDPE. and heat sealed. The outer layer serves a protective 
cover for the sampler. 


Figure 2. Assembly of Short Passive Vapor Diffusion Sampler 
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E. LDPE membrane tubing is wrapped at the neck of | F. Excess LDPE is trimmed prior to deployment of the 
the vial to create a homogeneous diffusion surface sampler into monitoring wells. 
and facilitate sampler installation and retrieval. 


Figure 2. Assembly of Short Passive Vapor Diffusion Sampler (continued) 


A. Equilibrated PVD sampler retrieved from | B. Equilibrated PVD sampler with inner LDPE 


monitoring well with outer and inner LDPE membrane and Teflon septa cap prior to sample 
membranes. analysis. Outer LDPE membrane removed prior 
to capping. 


Figure 3. Preparation of short PVD samplers for vapor analysis. 
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2. EXTENDED-LENGTH PASSIVE VAPOR DIFFUSION (PVD) SAMPLER 


Diffusion and equilibrium partitioning 


Description The extended-length PVD samplers are gas-filled containers wrapped in a semi-permeable 
membrane that are submerged within an aqueous phase. They are similar in principal to other 
passive samplers, but are designed to collect a larger volume (relative to the short PVD design) 
that may be necessary for some gas phase analytical instruments. Vapor-phase contaminants 
are quantified following equilibrium partitioning of contaminants that diffuse across the water- 
tight but gas permeable membrane. While there are number of possible design permutations, 
the extended-length PVD sampler used in SERDP ER-1601 was constructed using a 60-inch 
long, high density polyethylene (HDPE) bailer that provides a total volume of nearly 2 L of 
vapor sample. The bailer serves as the support structure, with layers of the LDPE tubing 
serving as the diffusion barrier. To facilitate diffusion of vapors into the inner part of the 
sampler (i.e. bailer), a total of sixteen ’2-inch wide openings of approximate length of 10-in 
each, were cut into the bailer at four vertical intervals for the tested design (with openings were 
located along the 0°, 90°, 180°, and 270° positions). The extended-length PVD samplers are 
encased in three layers of lay-flat LDPE membrane tubing to prevent potential cracking/tearing 
of the membrane during deployment in the monitoring well, and protect the integrity of the 
vapor sample. In addition, the samplers are equipped with 1/8” Teflon sampling tubing that 
allow vapor sample collection from the surface of the monitoring well while the sampler is 
deployed inside the well, (i.e., without the necessity of sampler retrieval from the monitoring 
well prior to obtaining the samples). In each sampler, one end of the Teflon tubing is installed 
half-way into the sampler with the upper portion of the tubing secured at the top of the sampler 
using standard cable ties. The sampling tubing extends out of the sampler up to the monitoring 
well cap. The end of the tubing is fitted with a stainless steel fitting, and pipe cap that allowed 
the sampler to remain sealed during equilibration time, and also to collect and transfer a sample 
using a 3-way valve. 


How to Deploy and Deployment of a single extended PVD sampler at the middle of the well screen is the 

Sample anticipated application due to the size of the sampler (60 inches) relative to common screen 
lengths (5 to 10 feet). The samplers can be installed using a nylon string secured at the bottom 
of the well cap, and weights secured to the opposite end of the string to prevent the extended- 
length PVD samplers from floating up to the water level within the monitoring well 
(approximately 300 g was used at each well during SERDP ER-1601). Following installation, 
the PVD samplers equilibrate for a period of several weeks. After sufficient equilibration time 
in the monitoring well, vapor samples can be collected from each sampler using standard 50- 
mL Luer-lock syringes and 3-way valves. Vapor samples are then transferred to 500-mL Tedlar 
bags for subsequent on-site field analysis. 


Period of Deployment 1 — 4 weeks to allow equilibration (shorter times may be justifiable based on site-specific tests 
and detailed calculations) 


New sampler can be installed immediately after analyzing previous sampler 


Advantages Can be constructed using readily-available materials 
Shorter equilibration time relative to short PVDs (based on a larger area-to-volume ratio) 
Larger sample volume than short PVDs expands the range of analytical equipment that can be 
used 
Relatively accurate and precise 
Sampling can be completed in situ without retrieval of sampler 
Valving options allow for direct transfer of vapor sample to analytical instrument or to Tedlar 
bag 
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2. EXTENDED-LENGTH PASSIVE VAPOR DIFFUSION (PVD) SAMPLER (continued) 


Disadvantages 


Primary Applications 


Time required for equilibration 


Not as robust as short PVDs and more prone to failure (e.g., leaking, collapse) 


One extra mobilization is required at start of monitoring program to install first set of samplers 
(new samplers can be installed during subsequent monitoring events) 


More complicated and time-consuming to construct than short PVDs 


Too large for to allow installation at multiple depths in most wells 


Yes (assuming diffusion surface is relatively clean — otherwise outer plastic layer should be 
replaced; sampler retrieval and inspection is recommended if samplers are reused) 
Replacement for water-based passive samplers (for rapid on-site results) 


Complement and/or replace low-flow groundwater sampling (optimally deployed at middle of 
well screen), particularly in wells that are not well-mixed or have non-uniform vertical 
concentration profiles 


Sites where waste minimization is a priority 


sampler. 


A. 60-in HDPE bailer used as inner structure of the | B. Installation of Teflon tubing inside the 60-in HDPE 


bailer. 


C. 10-in openings cut out along the four quadrants of | D. Wrapping sampler with three layers of LDPE 
the circumference of the bailer to increase cross- membrane. 
sectional area for diffusion. 


Figure 4. Assembly of Extended-Length Passive Vapor Diffusion Sampler 
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E. Sealing of LDPE membrane around Teflon tubing | F. Sampler ready for deployment within monitoring 
on the outer surface of the sampler using zip ties. well. 


Figure 4. Assembly of Extended-Length Passive Vapor Diffusion Sampler (continued) 


A. Stainless steel straight union with pipe cap used to maintain gas pressure in diffusion samplers 
while installed in wells. Union was connected to samplers through 1/8-in nylon tubing. 


B. Custom vapor sampling connector with 3-way valve connected with silicon flexible tubing to 
stainless-steel female stainless-steel pipe fitting that connects to union. 


Figure 5. Wellhead sample fittings for extended-length and balloon passive vapor diffusion samplers 
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3. BALLON PASSIVE VAPOR DIFFUSION (PVD) SAMPLER 


Diffusion and equilibrium partitioning 


Description The balloon PVD samplers are designed to collect a larger volume (relative to the short PVD 
design) that may be necessary for some gas phase analytical instruments. Similar to other 
passive designs, the balloon PVD samplers are gas-filled semi-permeable membrane 
containers that are submerged within an aqueous phase. Vapor-phase contaminants are 
quantified following equilibrium partitioning of contaminants that diffuse across the water- 
tight but gas permeable membrane. The samplers are over-pressurized (like a balloon) to 
permit collection of vapors at the surface (without sampler retrieval) using a valve and 
sampling tube configuration. The balloon sampler used in SERDP ER-1601 was designed 
and constructed by P.E. Haas and Associates according to project specifications. Each was 
made of non-rigid LDPE tubing sealed at the top and bottom, with an overall length of 2.5 
feet. A protective mesh was secured at the upper end of each balloon sampler using standard 
4-inch cable ties to protect the sampler and fittings during sampler installation and retrieval. 
Each balloon sampler included all the necessary tubing fittings for connection, and a pinch 
clamp to restrict the flow in the sampling tubing and maintain the pressure during 
equilibration time. However, the original plastic pinch clamps were unsuitable for sealing the 
tubing and preventing sampler pressure loss, especially at deeper wells and wells with high 
hydrostatic water heads. Therefore, a custom stainless steel connection and pipe cap was 
designed and fitted to the end of the tubing at the surface of each monitoring well. The pipe 
cap allows the sampler to remain sealed during equilibration time, and is replaced with a 3- 
way valve during sampling. 


How to Deploy and Deployment of a single balloon PVD sampler at the middle of the well screen is the 

Sample anticipated application due to the typical size of the samplers (1 to 5 ft) relative to common 
screen lengths (5 to 10 feet). During in-well deployment the samplers are installed at the 
screen level using a nylon string secured to the bottom of the well cap. Approximately 455 g 
stainless steel weight was attached to the lower end of each balloon sampler to prevent in-well 
flotation during the SERDP ER-1601 field trials, and each balloon sampler was filled with 
nitrogen gas at a pressure of 0.43 psi/foot of water head above the sampler (determined prior 
to the installation of each sampler). This pressurized gas maintains the rigidity of the sampler 
in situ and allows sampling of vapors without surface retrieval. Following installation, the 
PVD samplers equilibrate for a period of several weeks. After sufficient equilibration time in 
the monitoring well, vapor samples can be collected from each sampler using standard 50-mL 
Luer-lock syringes and 3-way valves. Vapor samples are then transferred to 500-mL Tedlar 
bags for subsequent on-site field analysis. 


Period of Deployment 1 — 4 weeks to allow equilibration (shorter times may be justifiable based on site-specific tests 
and detailed calculations) 


New sampler can be installed immediately after analyzing previous sampler 


Advantages Pressurization increases ability to collect vapor sample without retrieval of sampler 
Can be constructed using readily-available materials 
Shorter equilibration time relative to short PVDs (based on a larger area-to-volume ratio) 
Larger sample volume than short PVDs expands the range of analytical equipment that can be 
used 
Relatively accurate and precise 
Valving options allow for direct transfer of vapor sample to analytical instrument or to Tedlar 
bag 
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3. BALLON PASSIVE VAPOR DIFFUSION (PVD) SAMPLER (continued) 


Disadvantages Time required for equilibration 
Not as robust as short PVDs and more prone to failure (e.g., leaking, collapse) 


One extra mobilization is required at start of monitoring program to install first set of 
samplers (new samplers can be installed during subsequent monitoring events) 


More complicated and time-consuming to construct than short PVDs 


Too large for to allow installation at multiple depths in most wells 


Relative Capital Costs per | Low (< $20; excluding one-time purchase of weights) 

Sampler 

Reusable? Yes (assuming diffusion surface is relatively clean; sampler retrieval and inspection is 
recommended if samplers are reused) 


Primary Applications Replacement for water-based passive samplers (for rapid on-site results) 


Complement and/or replace low-flow groundwater sampling (optimally deployed at middle of 
well screen), particularly in wells that are not well-mixed or have non-uniform vertical 
concentration profiles 


Sites where waste minimization is a priority 
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B. Sampler preparation for deployment. Sampler was pre filled with 
gas prior to installation. Nitrogen gas was supplied from a tank 
equipped with a regulator, allowing for precise sampler 
pressurization as determined by the water column depth. 


C. Sampler installation in a monitoring well. Sampling tubing and 
custom sampling ports were accessible at the well head for 
sampling after the equilibration time. Sampler pressure was 
checked once the sampler was installed at depth to ensure proper 


<i es 


A. Balloon sampler prior to installation. The sampler 
was secured to nylon string and to maintain the 
position within the well screen interval. A mesh 
cover was used to protect the upper portion of the 
sampler and the fittings during installation and 
retrieval of the sampler. Short PVDs_ were 
installed in conjunction with each balloon sampler 
(attached to the upper portion). 


D. Sampler assembly. Sampler was attached to the well cap via 
nylon string. Following installation, the well was capped and the 
sampler was allowed to equilibrate for the prescribed period of 
time. 


Figure 6. In-well deployment of the Balloon Passive Vapor Diffusion Sampler 
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4. DIRECT HEADSPACE SAMPLING 


Equilibrium partitioning 


Description This method involves sampling vapors directly from the headspace in a capped groundwater 
monitoring well. Dissolved-phase contaminants in the water column of the well will partition 
into the vapor-phase in the overlying air column, and the vapor-phase concentration can be 
predicted based on equilibrium partitioning (using Henry’s law). Wells are fitted with 
conventional compression-type screw-caps to provide an impermeable well seal at the surface 
(and to prevent volatile losses), with the primary modification being the installation of a valve 
and sampling line that can be connected to a sampling syringe. The direct headspace sampling 
is the simplest method and requires essentially no lead time for installation or pre-equilibration. 


How to Deploy and The primary component needed to collect headspace samples is a slightly modified well cap 

Sample that is installed prior to (or between) monitoring events. The only requirements for the cap are 
that it provides a proper seal (i.e., compression cap that matches the well diameter) and that it 
can be drilled for installation of a sampling tube. One end of the tube terminates at the surface 
to permit sampling, and the other end of the tube terminates within the well headspace. The 
depth of the sampling tubing within the well headspace is not particularly important due to 
rapid gas-phase diffusion rates (and confirmed by the results of SERDP ER-1601). 


For SERDP ER-1601, a custom two-port well cap was designed and built, consisting of two - 
in OD holes drilled through a standard 2-in locking plug PVC well cap. Nylon tubing (%-in 
OD) was installed through each drilled hole through the space inside the rubber gasket of the 
well cap. The nylon tubing was then secured to the pre-drilled holes with “4-in Teflon tape, and 
sealed with a silicone glue gun once the actual groundwater elevation was determined during 
field mobilization. The ’-in tubing segments were installed at two distinct depths to allow 
sampling of either vapors immediately below the well cap of the well (i.e., upper headspace), 
and vapors immediately above the groundwater level (i.e., water-vapor interface). To account 
for water level fluctuations, the latter was installed at approximately one foot above the 
groundwater level measured during installation of the well caps, and the former was installed at 
approximately two inches below the well cap. Color coding was used for the surface tubing to 
distinguish depths. The surface tubing was fitted with 3-way valves that maintained the air- 
tight seal of the monitoring well, and allowed sampling of vapors through an easy-fit 
connection with standard Luer lock syringes without causing significant vapor losses from the 
well headspace. The well headspace sample can be collected with a small-volume, gas-tight 
syringe (< 1 mL), or alternatively, with a larger-volume syringe and then transferred to a Tedlar 
bag. Regardless, a volume equivalent to the volume of the tubing should be purged before 
collection of the vapor sample to be analyzed using the field-portable analytical equipment. 


Period of Deployment <1 day to allow equilibration 


Well caps do not need to be removed during sampling 


Advantages Robust and not prone to failure 


Simple and cheap to construct using readily-available materials 
Minimal time required for installation 
Requires no training to implement 
Larger sample volume than any other vapor-phase sampling method — expands the range of 
analytical equipment that can be used 

Disadvantages Performance in predicting low-flow groundwater concentration was not strong (not accurate or 
precise) 


Some wells may be difficult to fit with compression caps 


Relative Capital Costs per | Minimal (< $5; one-time purchase) 
Sampler 
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4, DIRECT HEADSPACE SAMPLING (continued) 


Primary Applications Mostly qualitative applications, such as screening for presence/absence of any contamination, 


or screening a large number of locations in a short period of time 


May be more quantitative in wells that are well-mixed or have uniform vertical concentration 
profiles 


Sites where waste minimization is a priority 


A. Cap installed in a 4-in diameter PVC pipe that | B. Detail of the underside of the well cap showing '-in 
simulates well stick-up. diameter nylon sample tubing that terminates at two 
different depths. 


Figure 7. Custom two-port vapor sampling well cap for headspace sampling. 


Figure 8. Wellhead sample fittings ata Figure 9. Direct headspace sample 

monitoring well for headspace vapor collection from wellheads. Vapor samples 

sampling. were evacuated into 500-mL or 1-L Tedlar 
bags via sampling tubing and 3-way 
valves. On-site vapor analysis consisted of 
PID measurements and GC analyses. 
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5. FIELD EQUILIBRATION 


Principle Equilibrium partitioning 


Description This method involves the field equilibration and subsequent headspace sampling of 
groundwater samples collected using conventional methods such as low-flow purging. Vials 
are partially filled with the collected groundwater and then capped, and the headspace within 
the vial is analyzed in the field following sufficient equilibration time. This approach is 
designed to eliminate potential sources of variability introduced by collecting a vapor sample 
from the well, while still rapidly generating a groundwater concentration through a 
combination of field vapor analyses and equilibrium calculations. 


How to Deploy and The field equilibration method has no deployment requirements since it is not a device-driven 

Sample approach. Instead, groundwater samples are collected from monitoring wells using any one of 
a variety of methods (e.g., low-flow purging, unpurged grab samples, passive diffusion 
samplers). The simplest approach involves collection of small-volume water samples (20 mL) 
that are then transferred to a 40-mL VOA vial using a bottom-up filling technique. Capped 
vials are mixed vigorously by hand and allowed to equilibrate for approximately 1 hour. A 
headspace sample is collected via a syringe through the septum and analyzed using appropriate 
field analytical equipment. Larger water and/or container volumes can be used if needed to 
meet minimum requirements for certain analytical equipment. Similarly, water-to-headspace 
ratios within the containers can be changed to match equipment and/or constituent-driven 
detection limits. 


Period of Deployment Not applicable (allow approximately 1 hour between sampling and analysis to provide 
sufficient time for equilibration) 


Advantages Robust and not prone to failure 
Uses readily-available materials and equipment 
No installation step 
Requires no training to implement 
Sample volume can be adjusted as needed based on site-specific requirements 
Accurate and precise relative to other methods (with some evidence of low bias due to 
volatilization and/or incomplete field equilibration) 
Disadvantages Requires additional equipment (e.g., pump, water quality meter) 
Generates purge water as a waste that must be managed 
May require additional personnel (low-flow groundwater sampling is typically completed with 


two people) 


Relative Capital Costs per | Negligible as a complement to low-flow groundwater sampling 


ea High if being completed independently of low-flow groundwater sampling (extra $100 - $200 


per sample relative to passive or headspace methods due to additional labor and equipment 
costs) 


Yes (sampling containers (vials) are re-usable if properly cleaned) 


Primary Applications Complement and/or replace low-flow groundwater sampling (for rapid on-site results) 


Sites where waste minimization is not a priority 
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Figure 10. Field Equilibration Method. Figure 11. Container options for field equilibration 
Method involves on-site analysis of vapor in method. Forty milliliter VOA vial (left) for small 
equilibrium with low-flow groundwater volume applications and one-liter Tedlar bags 
sample collected from well screen. (right) for larger volume applications. 
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ANALTYICAL METHODS 


Three different on-site vapor analysis methods were tested as part of this project. The following tables 
provide an overview of each method, requirements for on-site use, and the relative pros and cons. 


1. FIELD-PORTABLE GAS CHROMATOGRAPH (GC) 


Principle Gas chromatography 


Description Portable, self-contained unit containing gas chromatograph and one or more detectors (selected 
based constituents present at site; ECD and PID were included on instrument testing during 
SERDP ER-1601). Vapor samples are introduced to the device and an inert carrier gas (mobile 
phase) directs them through a column where they are separated according to column 
characteristics (stationary phase) and constituent characteristics. Constituents exiting the 
column are quantified via the detector, and each constituent-specific detector response (“peak’’) 
is correlated to a vapor-phase concentration based on calibration with known standards. 
Results are typically stored within the device. Battery-operated. 


Volume Requirement Low (100 uL for instrument tested during SERDP ER-1601; can use even lower volumes if 
dilutions are employed) 


Sample Delivery Methods | Direct inject via syringe OR introduce larger volumes through sample loop via Tedlar bag 
using device-internal pump 


Analysis Time 2 — 10 minutes for typical VOCs (methods with longer run times can be created to improve 
signal resolution) 

Advantages Can detect and quantify individual VOCs 
Low detection limits for most VOCs (equivalent to sub pg/L levels in groundwater) 
Low volume requirements 
Size and weight allow for relatively easy transport between locations 
High level of precision (reproducible results) 
Results can be stored for later access and post-processing 
High level of customization is possible to suit site-specific needs (e.g., pre-programmable 
methods) 

Disadvantages Calibration requirements are extensive (e.g., multiple calibration gases or mixtures must be 
purchased and transported/shipped to monitoring site) 


Higher level of training required (e.g., engineer or geologist for on-site use is preferred over 
typical environmental technician) 


Software training is required (i.e., different operating system than most PCs) for both on-site 
use and post-processing of data 


Troubleshooting may be difficult and require manufacturer support 


Relative Cost Moderate (purchase at $20,000 - $30,000, rental at $200 - $1000/day; not including calibration 
gases) 


Primary Applications Highly functional in most vapor-phase based monitoring applications 


Notes: (1) The GC model used for SERDP ER-1601 was the Voyager GC manufactured by Photovac (since acquired by 
INFICON). 
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2. FIELD-PORTABLE GAS MONITOR (“PID”) 


Principle Sensor-based technology 


Description Portable, self-contained unit containing vapor sampling port and photoionization detector. 
Vapor samples are delivered to the device via an internal pump and immediately subjected to a 
lamp that emits UV light to ionize particular constituents within the gas. All constituents with 
an ionization potential less than the ionization potential emitted by the lamp are ionized. The 
current generated by the resulting ions is then quantified using the PID, with the bulk response 
correlated to a vapor-phase concentration based on calibration with known standards. Device- 
specific correction factors can be used for quantification if the gas mixture contains a 
compound that is different than the calibration gas. Battery operated. 


Volume Requirement High (several hundred mL generally required to ensure representative sample) 
Sample Delivery Methods | Direct delivery through port via sample tubing OR Tedlar bag using device-internal pump 


Analysis Time Within 3 seconds for typical VOCs (may use longer period to ensure representative 
sample/analysis ) 


Advantages Low detection limits for most VOCs (equivalent to sub pg/L levels in groundwater) 


Near-instantaneous data output 
Size and weight allow for very easy transport between locations 
Generally rugged (relative to more sophisticated analytical equipment) 


Calibration requirements are generally less intensive than GC if single constituents are present 
(e.g., single-compound calibration gas; larger number of suppliers) 


Ease of use (familiar to most environmental technicians) 


Parts are more easily replaceable 


Disadvantages Cannot identify individual VOCs 


Quantification of individual constituents requires some knowledge/assumption of relative ratios 
of each constituent and correction factors 


Lower level of precision and accuracy 
Responses can fluctuate during analysis — result is subject to user interpretation 
Many models do not have data logging capabilities 


Limited lifetime of lamps, particularly the higher voltage lamps capable of detecting widest 
range of VOCs (e.g., 11.7 eV lamps) 


Adversely affected by humidity and methane gas 


Relative Cost Low (purchase at $2,000 - $8,000, rental at $50 - $200/day; not including calibration gases or 
external data logging capabilities) 


Primary Applications Functional in mostly qualitative applications, such as screening for presence/absence of any 
contamination, or screening a large number of locations in a short period of time 


More quantitative applications are likely to be limited to understanding relative concentration 
levels (e.g., between wells at the same site) 


Notes: (1) The PID model used for SERDP ER-1601 was the ppbRAE manufactured by RAE Systems. 
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3. HAPSITE 


Principle Gas chromatograph/mass spectrometry 


Description Portable, self-contained unit containing gas chromatograph and mass spectrometer Vapor 
samples are introduced to the device and an inert carrier gas (mobile phase) directs them 
through a column where they are separated according to column characteristics (stationary 
phase) and constituent characteristics. Constituents exiting the column are identified and 
quantified using the mass spectrometer following ionization (using an internal library to match 
the profile of ionized mass fragments). The detector response for the mass spectrum is 
correlated to a vapor-phase concentration based on calibration with known standards. Results 
are typically stored within the device. Battery operated. 


Volume Requirement High (several hundred mL to fill sample loop) 


Sample Delivery Methods | Direct delivery through port via sample tubing OR Tedlar bag 


Analysis Time 2 — 10 minutes for typical VOCs (methods with longer run times can be created to improve 
signal resolution) 

Advantages Can detect, definitively identify and quantify individual VOCs 
Low detection limits for most VOCs (equivalent to sub g/L levels in groundwater) 


Size and weight are greater than simpler GCs/PIDS but still allow for transport between 
locations 


High level of customization is possible to suit site-specific needs, including pre-programmable 
methods and accessories such as a separate vial headspace sampling system 


Real-time graphical displays enhance visualization of results 


Disadvantages Lower level of precision and accuracy than field GC (based on project-specific data) — prone to 
underpredictions of actual concentrations 


Calibration requirements are extensive (e.g., multiple calibration gases or mixtures must be 
purchased and transported/shipped to monitoring site) 


Higher level of training required (e.g., engineer or geologist for on-site use is preferred over 
typical environmental technician) 


Software training is required (i.e., different operating system than most PCs) for both on-site 
use and post-processing of data 


Troubleshooting may be difficult and require manufacturer support 


High (purchase at $100,000 - $150,000, rental at $500 - $1000/day; not including calibration 
gases) 


Primary Applications Functional in applications where constituent identification is key, such as screening for 
presence/absence of particular constituent(s), or screening a large number of locations in a 
short period of time (in survey mode) 


More quantitative applications are likely to be limited to understanding relative concentration 
levels (e.g., between wells at the same site) 


Notes: (1) The HAPSITE model used for SERDP ER-1601 was the HAPSITE ER manufactured by INFICON; (2) The separate 
headspace sampling accessory for the HAPSITE was not tested as part of SERDP ER-1601, and recommendations on 
quantitative applications are based on project findings only. 
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A. ppbRAE 3000 PID | B. Photovac Voyager GC C. HAPSITE ER 


Figure 12. Field-portable instruments used for the on-site analysis of vapor-phase VOCs. 


Figure 13. Example of vapor sample transfer using Figure 14. Example of vapor analyses using the 
the short PVDs. 100-yL vapor samples from the field-portable GC. All analyses were conducted 
PVDs were removed with a gas-tight glass micro- immediately after sample was collected. 
syringe for subsequent analyses. 
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CONVERSION OF VAPOR CONCENTRATION TO GROUNDWATER 
CONCENTRATION 


Vapor-phase concentrations measured during on-site analysis can be converted to equivalent 
groundwater concentrations using Henry’s law and the groundwater temperature measured at the 
time of sampling: 


Vapor-phase concentrations measured during the laboratory validation study or during on-site 
field analysis were converted to equivalent groundwater concentrations using Henry’s law and 
the groundwater temperature measured at the time of sampling: 


1) Measure the vapor-phase VOC concentration in the sample (C,, ppm) using the 
appropriate analytical equipment. For vapor samples that are being analyzed at a 
different pressure then is present during deployment, the change in pressure must be 
accounted for using the following relationship: 


P 
= deployment 
C g, pressure corrected (ppm) _ C g, uncorrected on 


analysis 
During this project, the deployment pressure was typically a function of hydrostatic 
pressure. For example, a sampler deployed approximately 34 ft below water would have 
an additional 1 atm of pressure exerted on it relative to atmospheric conditions at the 
surface. If the sampler and/or sample pressure are not maintained as part of the analysis 
process, then this loss of pressure (and therefore mass) is corrected for using the above 
equation. 


2) Correct Henry’s law coefficient (H’, unitless) for the experimental temperature (T, 
Kelvin) as follows: 


Where: H¢c20°c are the unitless literature Henry’s law constants for the tested VOCs, and 
B are fitting parameters (Staudinger and Roberts, 2001) 


3) Determine measured vapor-phase VOC concentration (C,, ug/L): 
= MW 0a. 
C, (ug/L) =C, (opm eo 

Where: C, is the measured vapor-phase VOC concentration (ppm) (corrected for any 
pressure differences), MWyoc is the molecular weight of the VOC (g/mol), R is the 
universal gas constant [0.082 (L-atm)/(mol-K)], and T is the measured water temperature 
(Kelvin). 

4) Determine VOC concentration in water phase at equilibrium (C,,, ug/L) based on vapor- 
phase concentration: 

C, (ug/L) 


Cy (ug/L) = H 
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Note that for closed-system equilibrium calculations (i.e., the “field equilibration method’’), the 
total concentration in the water phase (prior to equilibration; Cw total, ug/L) must also include the 
mass that has partitioned into the vapor phase: 


C, (ug/L)* V, + Cw (ug/L)* V 
Cw total (ug/L) = 7 : a z 
W 


Where: V, is the volume of gas present in the system (L), Vw is the volume of water 
present in the system, and MWyoc is the molecular weight of the VOC (g/mol), R is the 
universal gas constant [0.082 (L-atm)/(mol-K)], and T is the measured water temperature 
(Kelvin). 


As described above, corrections based on pressure may be appropriate for certain applications. 
For example, the Henry’s law coefficient is pressure dependent, such that equilibrium of 
individual constituents within complex mixtures might be impacted differently within deeper 
wells. For the purposes of this project, the effect of hydrostatic pressure during in situ 
deployment had to be considered when converting vapor-phase concentrations obtained via on- 
site analysis to equivalent groundwater concentrations. This was because: i) several of the 
passive samplers, specifically the extended-length PVD sampler and the balloon PVD sampler, 
were expandable upon retrieval (and thus reflected a pressure change at the surface); and ii) 
pressure-lock syringes were not used to transfer vapor samples to the GC (or other analytical 
equipment). However, pressure adjustments may not be necessary in all cases. Figure 15 (on the 
following page) provides guidance for determining if pressure adjustments are necessary for 
various sampling scenarios. 
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Do I Need To Adjust The Problem: 
Dissolved VOCs are affected by 


My Va por-Based the pressure of the groundwater 
Groundwater where the sample was collected. 


Concentrations To For example, VOC solubility Solubility VOC = 2X 


Account For Pressure? is a function of pressure. Depth = 33 ft 
2 atm 


Solubility VOC =X 


Vapor Monitoring Techniques that Require a Vapor Monitoring Techniques that Do Not Requirea 
Pressure Adjustment Calculation Pressure Adjustment Calculation 


Case 3: Rigid Collection Device and Pressure is 
Case 1: Expanding Collection Device Maintained During Analysis 


1° 


- 


VOC vapor concentration = 0.5% VOC vapor concentration = X 
(if pressure tight syringes are used) 


V OC vapor concentration = X 4. VOC vapor concentration = X 
Depth = 33 ft (in equilibriwn with groundwater) Depth = 33 ft 
2 atm 2 atm 


Description: An expandable passive vapor diffusion sampler Description: A rigid passive vapor diffusion sampler 
comes to equilibrium with VOCs in groundwater over several comes ta equilibrium with VOCs in groundwater over 
weeks, and is then brought ta the surface. The diffusion several weeks, and is then brought ta the surface. While 
sampler will increase in volume, thereby reducing the vapor at the surface, the vapor sample is under pressure, and 
concentrations inside the sampler. kept under pressure using a pressure-lock syringe. The 
entire contents of the pressurized sample are injected 
into the instrument. 
Case 2: Rigid Collection Device but Pressure is 
Relieved During Analysis No Adjustment Required for Case 3: 
ty 2 d Take the concentration shown by the analytical 
9 ~~ if instrument (such as a GC) and use this as the 
vapor concentration in groundwater; no pressure 
adjustment is necessary. 


VOC vapor concentration = 0.5% 
(ifnon-pressure tight syringes are used) 


Ss 7." vapor concentration = X 


Depth = 33 ft 
2 atm 


Description: A rigid passive diffusion sampler comes in to 
equilibrium with VOCs in groundwater over several weeks, 
and is then brought the surface. While at the surface, the 
vapor sample is under pressure, but the pressure is relieved 
during transfer from the sampler to the analytical 
instrument, such as when using a non-lockable syringe or 
transferring to a Tedlar bag. 


Required Adjustment for Case 1 and Case 2: 

Take the concentration shown by the analytical 
instrument (such as a GC) and multiply by the 
atmospheres of pressure the sample device was 
exposed to during the equilibrium period. 


Figure 14. Guidance for Determining if Pressure Adjustments are Necessary for Various 
Vapor-Phase Based Groundwater Monitoring Methods 
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